KEITH LEY 



Model 7001 Switch System 

Instruction Manual 



A GREATER 



MEASURE OF CONFIDENCE 





WARRANTY 



Keithley Instruments, Inc. warrants this product to be free from defects in material and workmanship for a period of I year 
from date of shipment. 

Keithley Instruments, Inc. warrants the following items for 90 days from the date of shipment: probes, cables, rechargeable 
batteries, diskettes, and documentation. 

During the warranty period, we will, at our option, either repair or replace any product that proves to be defective. 

To exercise this warranty, write or call your local Keithley representative, or contact Keithley headquarters in Cleveland, Ohio. 
You will be given prompt assistance and return instructions. Send the product, transportation prepaid, to the indicated service 
facility. Repairs will be made and the product returned, transportation prepaid. Repaired or replaced products are warranted for 
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LIMITATION OF WARRANTY 



This warranty does not apply to defects resulting from product modification without Keithley’s express written consent, or 
misuse of any product or part. This warranty also does not apply to fuses, software, non-rechargeable batteries, damage from 
battery leakage, or problems arising from normal wear or failure to follow instructions. 



THIS WARRANTY IS IN LIEU OF ALL OTHER WARRANTIES, EXPRESSED OR IMPLIED, INCLUDING ANY 
IMPLIED WARRANTY OF MERCHANTABILITY OR FITNESS FOR A PARTICULAR USE. THE REMEDIES PRO- 
VIDED HEREIN ARE BUYER’S SOLE AND EXCLUSIVE REMEDIES. 

NEITHER KEITHLEY INSTRUMENTS, INC. NOR ANY OF ITS EMPLOYEES SHALL BE LIABLE FOR ANY DIRECT, 
INDIRECT, SPECIAL, INCIDENTAL OR CONSEQUENTIAL DAMAGES ARISING OUT OF THE USE OF ITS 
INSTRUMENTS AND SOFTWARE EVEN IF KEITHLEY INSTRUMENTS, INC., HAS BEEN ADVISED IN ADVANCE 
OF THE POSSIBILITY OF SUCH DAMAGES. SUCH EXCLUDED DAMAGES SHALL INCLUDE, BUT ARE NOT LIM- 
ITED TO: COSTS OF REMOVAL AND INSTALLATION, LOSSES SUSTAINED AS THE RESULT OF INJURY TO ANY 
PERSON, OR DAMAGE TO PROPERTY. 
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KEITH LEY 



Safety Precautions 



The following safety precautions should be observed before using 
this product and any associated instrumentation. Although some in- 
struments and accessories would normally be used with non-haz- 
ardous voltages, there are situations where hazardous conditions 
may be present. 

This product is intended for use by qualihed personnel who recog- 
nize shock hazards and are familiar with the safety precautions re- 
quired to avoid possible injury. Read and follow all installation, 
operation, and maintenance information carefully before using the 
product. Refer to the manual for complete product specifications. 
If the product is used in a manner not specified, the protection pro- 
vided by the product may be impaired. 

The types of product users are: 

Responsible body is the individual or group responsible for the use 
and maintenance of equipment, for ensuring that the equipment is 
operated within its specifications and operating limits, and for en- 
suring that operators are adequately trained. 

Operators use the product for its intended function. They must be 
trained in electrical safety procedures and proper use of the instru- 
ment. They must be protected from electric shock and contact with 
hazardous live circuits. 

Maintenance personnel perform routine procedures on the product 
to keep it operating properly, for example, setting the line voltage 
or replacing consumable materials. Maintenance procedures are de- 
scribed in the manual. The procedures explicitly state if the operator 
may perform them. Otherwise, they should be performed only by 
service personnel. 

Service personnel are trained to work on live circuits, and perform 
safe installations and repairs of products. Only properly trained ser- 
vice personnel may perform installation and service procedures. 
Keithley products are designed for use with electrical signals that 
are rated Installation Category I and Installation Category II, as de- 
scribed in the International Electrotechnical Commission (lEC) 
Standard lEC 60664. Most measurement, control, and data I/O sig- 
nals are Installation Category I and must not be directly connected 
to mains voltage or to voltage sources with high transient over- volt- 
ages. Installation Category II connections require protection for 
high transient over-voltages often associated with local AC mains 
connections. Assume all measurement, control, and data I/O con- 
nections are for connection to Category I sources unless otherwise 
marked or described in the Manual. 

Exercise extreme caution when a shock hazard is present. Lethal 
voltage may be present on cable connector jacks or test fixtures. The 
American National Standards Institute (ANSI) states that a shock 
hazard exists when voltage levels greater than 30V RMS, 42.4V 
peak, or 60VDC are present. A good safety practice is to expect 
that hazardous voltage is present in any unknown circuit before 
measuring. 



Operators of this product must be protected from electric shock at 
all times. The responsible body must ensure that operators are pre- 
vented access and/or insulated from every connection point. In 
some cases, connections must be exposed to potential human con- 
tact. Product operators in these circumstances must be trained to 
protect themselves from the risk of electric shock. If the circuit is 
capable of operating at or above 1000 volts, no conductive part of 
the circuit may be exposed. 

Eor rack mount equipment in which the power cord is not accessi- 
ble, in the event of fire or other catastrophic failure, the user must 
provide a separate power disconnect switch. 

Do not connect switching cards directly to unlimited power circuits. 
They are intended to be used with impedance limited sources. 
NEVER connect switching cards directly to AC mains. When con- 
necting sources to switching cards, install protective devices to lim- 
it fault current and voltage to the card. 

Before operating an instrument, make sure the line cord is connect- 
ed to a properly grounded power receptacle. Inspect the connecting 
cables, test leads, and jumpers for possible wear, cracks, or breaks 
before each use. 

When installing equipment where access to the main power cord is 
restricted, such as rack mounting, a separate main input power dis- 
connect device must be provided, in close proximity to the equip- 
ment and within easy reach of the operator. 

Eor maximum safety, do not touch the product, test cables, or any 
other instruments while power is applied to the circuit under test. 
ALWAYS remove power from the entire test system and discharge 
any capacitors before: connecting or disconnecting cables or jump- 
ers, installing or removing switching cards, or making internal 
changes, such as installing or removing jumpers. 

Do not touch any object that could provide a current path to the com- 
mon side of the circuit under test or power line (earth) ground. Always 
make measurements with dry hands while standing on a dry, insulated 
surface capable of withstanding the voltage being measured. 

The instrument and accessories must be used in accordance with its 
specifications and operating instructions or the safety of the equip- 
ment may be impaired. 

Do not exceed the maximum signal levels of the instruments and ac- 
cessories, as defined in the specifications and operating informa- 
tion, and as shown on the instmment or test fixture panels, or 
switching card. 

When fuses are used in a product, replace with same type and rating 
for continued protection against fire hazard. 

Chassis connections must only be used as shield connections for 
measuring circuits, NOT as safety earth ground connections. 






If you are using a test fixture, keep the lid closed while power is ap- 
plied to the device under test. Safe operation requires the use of a 
lid interlock. 



If a (?) screw is present, connect it to safety earth ground using the 
wire recommended in the user documentation. 



A. 



The /!\ symbol on an instrument indicates that the user should re- 
fer to the operating instructions located in the manual. 

The A symbol on an instrument shows that it can source or mea- 
sure 1000 volts or more, including the combined effect of normal 
and common mode voltages. Use standard safety precautions to 
avoid personal contact with these voltages. 



The WARNING heading in a manual explains dangers that might 
result in personal injury or death. Always read the associated infor- 
mation very carefully before performing the indicated procedure. 



The CAUTION heading in a manual explains hazards that could 
damage the instrument. Such damage may invalidate the warranty. 

Instrumentation and accessories shall not be connected to humans. 



Before performing any maintenance, disconnect the line cord and 
all test cables. 



To maintain protection from electric shock and fire, replacement 
components in mains circuits, including the power transformer, test 
leads, and input jacks, must be purchased from Keithley Instru- 
ments. Standard fuses, with applicable national safety approvals, 
may be used if the rating and type are the same. Other components 
that are not safety related may be purchased from other suppliers as 
long as they are equivalent to the original component. (Note that se- 
lected parts should be purchased only through Keithley Instruments 
to maintain accuracy and functionality of the product.) If you are 
unsure about the applicability of a replacement component, call a 
Keithley Instruments office for information. 

To clean an instrument, use a damp cloth or mild, water based 
cleaner. Clean the exterior of the instrument only. Do not apply 
cleaner directly to the instrument or allow liquids to enter or spill 
on the instrument. Products that consist of a circuit board with no 
case or chassis (e.g., data acquisition board for installation into a 
computer) should never require cleaning if handled according to in- 
structions. If the board becomes contaminated and operation is af- 
fected, the board should be returned to the factory for proper 
cleaning/servicing. 
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7001 High Density Switch System Specifications 



SYSTEM 

CAPACITY: 2 plug-in cards per mainframe. 

MEMORY: Battery backed-up storage for 100 switch patterns. 

SWITCH SETTLING TIME: Automatically selected by the mainframe for 
each card. Additional time from 0 to 99999.999 seconds can be added 
in 1ms increments. 

TRIGGER SOURCES: 

External Trigger (TTL-compatible, programmable edge, 600ns mini- 
mum pulse, rear panel BNC). 

IEEE-488 bus (GET, *TRG) 

Trigger Link 
Manual (front panel) 

Internal Timer, programmable from 1ms to 99999.999 seconds in 1ms 
increments. 

STATUS OUTPUT: Channel Ready (TTL-compatible signal, rear panel 
BNC). Low going pulse (lOps typical) issued after relay setding time. 
For two different switch cards, 7001 will be set to the slowest relay 
settling time. 

SWITCHING SEQUENCE: Automatic break-before-make. 

MAINFRAME DIGITAL I/O: 4 open-collector outputs (30V maximum 
pull up voltage, 100mA maximum sink current, 10^1 output imped- 
ance), 1 TTL compatible input, 1 common. 

RELAY DRIVE: 700mA maximum for both card slots. 

CARD SIZE: 32mm high x 114mm wide x 272mm long (l‘^ in x 4 V 2 in 
X 10% in). 

CARD COMPATIBILITY: Fully compatible with all 7XXX cards. 



THROUGHPUT 

EXECUTION SPEED OF SCAN LIST^ 

7011 Card 7015 Card 

Individual channels: 130/second 500/second 

Memory setups: 125/second 450/second 

TRIGGER EXECUTION TIME (maximum time from activation of 
Itigger Source to start of switch open or close^): 



SOURCE 


LATENCY 


JITTER 


GET3 


200 ps 


<50 ps 


•TRG3 


5.0 ms 




Trigger Link 


200 ps 


<13 ps 


External 


200 ps 


<13 ps 



1 Rates include switch settling time of cards: 3ms for 7011 and SOOpsfor 7015 cards. 

2 Excluding switch settling time. 

^ Assuming no IEEE-488 commands are pending execution. 



IEEE-488 COMMAND EXECUTION TIME 

EXECUTION TIMEl 

COMMAND DISPLAY OFF DISPLAY ON 

OPEN (@1!1) 7.5 ms 8.5 ms 

CLOS(@l!l) 7.5 ms 8.5 ms 

MEM:RECM1 5.0 ms 6.0 ms 

^ Measured from the time at which the command terminator is taken from the 
bus to the time at which the relay begins to open or close. 



ANALOG BACKPLANE 

SIGNALS: Four 3-poIe rows (Hi, Lo, Guard). These signals provide matrix 
and multiplexer expansion between cards within one mainframe. 
MAXIMUM VOLTAGE: 250V DC, 250V RMS, 350V AC peak, signal path to 
signal path or signal path to chassis. 

MAXIMUM CURRENT: lA peak. 

PATH ISOLATION: 

>10^®D, <50pF path to path (any Hi, Lo, Guard to another Hi, Lo, 
Guard). 

>10'^®Q, <50pF differential (Hi to Lo or Hi, Lo to Guard). 

>10^n, <75pF path to chassis. 

CHANNEL CROSSTALK: <-65dB @ IMHz (50H load). 

BANDWIDTH: <3dB loss at lOOMHz (50n load). 




DISPLAY: Dual-line vacuum fluorescent. 

1st line: 20-character alphanumeric. 

2nd line: 32-character alphanumeric. 

REAR PANEL CONNECTORS: 

IEEE-488 

8-pin micro DIN connector for digital I/O 
8-pin micro DIN for Trigger Link 
8-pin micro DIN for Trigger Link expansion 
BNC for External Trigger 
BNC for Channel Ready 

POWER: lOOV to 240V RMS , 50/60 Hz, 50VA maximum. 

EMC: Complies with to European Union Directive 89/336/EEC, 
EN61326-1. 

SAFETY: Conforms to European Union Directive 73/23/EEC, 
EN61010-1. 

EMI/RFI: Meets VDE 087 IB and FCC Class B. 

ENVIRONMENT: 

Operating: 0°-50°C, <80% relative humidity (0°-35°C). 

Storage: -25° to -i-65°C. 

DIMENSIONS, WEIGHT: 89mm high x 216mm wide x 375mm deep 
(3Vi in X 8V2 in x 14% in). Net weight 3.4kg (VVz lbs). 

Specifications subject to change without notice. 
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General Information 



1.1 Introduction 

This section contains general information about the 

Model 7001 Switch System. 

1.2 Features 

1.3 Warranty Information 

1.4 Manual Addenda 

1.5 Safety Symbols and Terms 

1.6 Specifications 

1.7 Inspection 

1.8 Optional Accessories 

1.2 Features 

Some important Model 7001 features include: 

• High Density Switching — Up to 80 channels per 
mainframe using fwo swifching cards. 

• Swifching Cards — In addition fo fhe swifching 
cards designed specifically for fhe Model 7001 (i.e. 
Models 7011, 7012 and 7013), you can use fhe 
swifching cards fhaf were originally designed for 
fhe Keifhley Models 705 and 706 scanners. 



• Analog Backplane — Can be used fo infernally 
connecf fhe rows or banks of a Model 701X series 
card insfalled in one slof fo fhe rows or banks of a 
second Model 701X series card insfalled in fhe ofh- 
er slof. 

• Close/ Open or Scan — The Model 7001 can simply 
close and/or open one or more channels, or scan 
fhrough a specified lisf of channels. 

• Channel Sfafus Display — The real-time sfafus dis- 
play monitors fhe sfafe (closed or open) of all avail- 
able channels. 

• Memory — Up fo 100 channel patterns (pattern of 
open and closed channels) and 10 cusfomized in- 
sfrumenf sefups can be saved in memory for lafer 
recall. 

• IEEE-488 Bus — Bus operation conforms fo fhe 
IEEE-488. 2 and SCPl sfandards. 

• Trigger Link — New frigger concepf fo provide 
more versatile and precise external triggering. This 
is in addition to the standard in/ out BNC external 
triggering technique. 



1.3 Warranty information 

Warranty information is located on the inside front 
cover of fhis insfrucfion manual. Should your Model 
7001 require warranfy service, confacf fhe Keifhley rep- 
resenfafive or aufhorized repair facilify in your area for 
furfher informafion. When refurning fhe insfrumenf 
for repair, be sure fo fill ouf and include fhe service 
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form at the back of this manual in order to provide the 
repair facility with the necessary information. 



1.4 Manual addenda 

Any improvements or changes concerning the instru- 
ment or manual will be explained in an addendum in- 
cluded with the manual. Be sure to note these changes 
and incorporate them into the manual. 

1.5 Safety symbols and terms 

The following symbols and terms may be found on an 
instrument or used in this manual. 

The symbol on an instrument indicates that the 
user should refer to the operating instructions located 
in the instruction manual. 



The symbol / » \ on an instrument shows that high 
voltage may be present on the terminal(s). Use stan- 
dard safety precautions to avoid personal contact with 
these voltages. 



The WARNING heading used in this manual explains 
dangers that might result in personal injury or death. 
Always read the associated information very carefully 
before performing the indicated procedure. 



The CAUTION heading used in this manual explains 
hazards that could damage the scanner card. Such 
damage may invalidate the warranty. 

1.6 Specifications 

Model 7001 specifications may be found at the front of 
this manual. 



1.7 Inspection 

The Model 7001 was carefully inspected, both electri- 
cally and mechanically before shipment. After unpack- 
ing all items from the shipping carton, check for any 
obvious signs of physical damage that may have oc- 
curred during transit. Report any damage to the ship- 
ping agent immediately. Save the original packing 
carton for possible future reshipment. The following 
items are included with every Model 7001 order: 

• Model 7001 Switch System 

• Model 7001 Instruction Manual 

• Accessories as ordered. 

If an additional instruction manual is required, order 
the manual package, Keithley part number 7001-901- 
00. The manual package includes an instruction manu- 
al and any pertinent addenda. 

1.8 0 ptional accessories 

The following accessories are available from Keithley 
for use with the Model 7001. 

Model 4288-1 Single Fixed Rack Mount Kit; mounts a 
single Model 7001 in a standard 19-inch rack. 



Model 4288-2 Dual Fixed Rack Mount Kit; mounts 
two Model 7001s side-by-side in a standard 19-inch 
rack. 



Model 4288-3 Dual Fixed Rack Mount Kit; mounts 
one Model 7001 and a Model 199 DMM side-by-side in 
a standard 19-inch rack. 



Model 8502 Trigger Link Adapter; allows you to con- 
nect the Trigger Link of the Model 7001 to an instru- 
ment that uses the standard BNC (In/Out) external 
triggering technique. 
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Models 8501-1 and 8501-2 Trigger Link Cables: The 

Model 8501-1 is one meter in length, and the Model 
8501-2 is two meters in length. 



Model 7007 Shielded IEEE-488 Cables: Connects the 
Model 7001 to the IEEE-488 bus using shielded cables 
to reduce electromagnetic interference (EMI). The 
Model 7007-1 is one meter in length and has an EMI 
shielded IEEE-488 connector at each end. The Model 
7007-2 is identical to the Model 7007-1, but is two 
meters in length. 
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2 

Card Installation 



N 

ATTENTION FIRST TIME USERS 

If you are a first time user, it is recommended that you 
perform the operation demo in Section 3, Getting 
Started (paragraph 3.3) before installing any switch- 
ing cards into the mainframe. This demo will acquaint 
you with basic front panel operation. 



WARNING 

The procedures in this section are in- 
tended for use only by qualified ser- 
vice personnel. Do not perform these 
procedures unless qualified to do so. 
Failure to recognize and observe nor- 
mal safety precautions could result 
in personal injury or death. 



2.1 Introduction 

The Model 7001 is designed to be used with the Model 
701X series switch cards (i.e. Model 7011, 7012, and 
7013), and with cards that were originally designed to 
be used with the Keithley Model 705/ 706 scanners. 

Installation procedures in this section are organized as 
follows: 

2.2 Model 701X series card installation: Explains how 
to install a Model 701X series card (such as the 
Model 7011, 7012, or 7013) card in the Model 7001. 



2.3 Non-701X series card installation: Explains how 
to install cards designed for the Model 705 / 706 scan- 
ner in the Model 7001. 

2.2 Model 701X series card 
installation 

WARNING 

Turn off power from all instrumenta- 
tion (including the Model 7001 main- 
frame) and disconnect their line 
cords. Make sure all power is re- 
moved and stored energy in external 
circuitry is discharged. 

NOTE 

If using the screw terminal connector 
card, make sure your external circuit- 
ry is wired to the card (as explained in 
the instruction manual for the card) 
before installing the card assembly in 
the Model 7001 mainframe. 
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CAUTION 

To prevent contamination to the 
switch card that could degrade 
performance, only handle the card 
assembly by the edges and shields. If 
contamination occurs, clean the card 
as explained in its instruction manual. 

Card installation 

Perform the following steps to install the card assem- 
bly in the Model 7001 mainframe: 

1 . Mate the connector card to the relay card if they are 
separate. Make sure to handle the cards by the edg- 
es and shields to prevent contamination. 

2. Facing the rear panel of the Model 7001, select the 
slot (CARD 1 or CARD 2) that you wish to install 
the card in. 

3. Referring to Figure 2-1 or Figure 2-2, feed the card 
assembly into the desired slot such that the edges 
of the relay card ride in the rails. 

4. With the ejector arms in the unlocked position, 
push the card assembly into the mainframe until 
the arms engage into the ejector cups. Then push 
both arms inward to lock the card all the way into 
mainframe. 

5. For the multi-pin connector card, install the screw 
shown in Figure 2-1. 

Notes: 

1. Once a Model 701X series card is installed in the 
mainframe, the Model 7001 automatically identi- 
fies it on power up. This ID allows the Model 7001 
to configure itself for proper operation. 

2. When a Model 701X series card is installed, the slot 
assignment (Card TYPE) is performed automati- 
cally on power-up. A slot assignment change could 
make a channel that is currently included in the 
Scan List and/or a Channel Pattern unavailable. 
The unavailable channel causes the Scan List and/ 
or the affected Channel Pattern to clear (see para- 
graph 4.5.2 and 4.5.5 for details). 

Card removal 

To remove the card assembly, first unlock it by pulling 
the ejector arms outward, then pull the card assembly 
out of the mainframe. Remember to handle the card as- 
sembly by the edges and shields to avoid contamina- 
tion that could degrade performance. 



2.3 N on-701X series cards 



WARNING 

Turn off power from all instrumenta- 
tion (including the Model 7001 main- 
frame) and disconnect their line 
cords. Make sure all power is re- 
moved and stored energy in external 
circuitry is discharged. 

NOTE 

If using a card that requires connec- 
tions to be made on the card, make 
sure your external circuitry is wired to 
the card (as explained in the instruc- 
tion manual for the card) before in- 
stalling the card in the Model 7001 
mainframe. 



CAUTION 

To prevent contamination to the 
switch card that could degrade per- 
formance, only handle the card by 
the edges. If contamination occurs, 
clean the card as explained in its in- 
struction manual. 



Card Installation 

Perform the following steps to install the card in the 
Model 7001 mainframe: 

1. Facing the rear panel of the Model 7001, select the 
slot (CARD 1 or CARD 2) that you wish to install 
the card in. 

2. Using Figure 2-1 or Figure 2-2 as a guideline, feed 
the card into the desired slot such that the edges of 
the card ride in the rails. 

3. With the ejector arms in the unlocked position, 
push the card assembly into the mainframe until 
the arms engage into the ejector cups. Then push 
both arms inward to lock the card into the main- 
frame. 
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NOTE 



Card removal 



The Model 7001 cannot automatically 
identify non-701X cards. After the 
mainframe is powered up, you musf 
enfer fhe model number using fhe 
TYPE menu ifem in fhe CARD CON- 
FIG MENU (see paragraph 3.5.3 in 
Getting Sfarfed). 



To remove fhe card, firsf unlock if by pulling fhe ejecfor 
arms outward, then pull the card out of fhe mainframe. 
Remember fo handle fhe card by fhe edges fo avoid 
confaminafion fhaf could degrade performance. 




Figure 2-1 

Multi-pin card installation 
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3.1 Introduction 

This section contains introductory information on us- 
ing your Model 7001 Switch System. For detailed front 

panel and IEEE-488 bus operation, refer fo Sections 4 

and 5 respectively 

The information in fhis secfion is arranged as follows: 

3.2 Front and rear panel configuration: Summarizes 
the controls and display on the front panel of fhe 
insfrumenf. 

3.3 Operation demo: Demonstrates basic operation 
using the built-in 40-channel multiplexer simula- 
tor. Recommended for firsf fime users. 

3.4 Overview of scan process: Provides a brief over- 
view of fhe scan process. 

3.5 Initial configuration: Goes over some initial con- 
figuration information that should be considered 
before operafing fhe insfrumenf. 

3.6 Front panel operation: Demonstrates basic front 
panel operation through the use of simple exam- 
ples. 




Getting Started 



3.7 IEEE-488.2 and SCPI basics: Discusses funda- 

menfal informafion concerning operafion over 
fhe IEEE-488 bus. 



3.2 Front and rear panel 
configurations 

3.2.1 Front panel controls 

The fronf panel confrols of fhe Model 7001 are shown 
in Figure 3-1. This figure includes imporfanf abbreviaf- 
ed informafion fhaf should be reviewed before operaf- 
ing fhe insfrumenf. Notice fhaf some of fhe confrols are 
dual-function, rocker-acfion type keys. These include 
SCAN /CARD CONFIGURATION, DELETE /INSERT, 
EXIT /ENTER and < / > . 



3.2.2 Rear panel 

The rear panel of fhe Model 7001 is shown in Figure 3- 
2. This figure also includes imporfanf abbreviafed 
informafion fhaf should be reviewed before operafing 
fhe insfrumenf. 
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1 



2 

3 

4 



5 

6 



7 



INFO 


8 


Displays on-line help 
information. Press 




again (or EXIT) to 
cancel message. 


9 


LOCAL 




Cancels remote, restores 
front panel control. 


10 


POWER 

0=off 




1 = on 


11 


OPEN ALL 

Opens all channels of 
both slots. Also, aborts 
a scan that is in 




progress and places 
7001 in idle state. 




SCAN LIST 

Toggles between Scan 
List and Channel List 




CLEAR LIST 

Clears the displayed 
Channel List or Scan 
List. 


12 


STEP 

Takes 7001 out of idle 




state and steps through 
Scan List 





STORE 

Stores channel pattern at a 
specified memory location. 

RECALL 

Restores 7001 to a channel 
pattern stored at a specified 
memory location. 

OPEN 

Opens the specified (displayed) 
channels in Channel List. 

SCAN CONFIGURATION 

Enables CONFIGURE SCAN 
MENU : 

CHAN-CONTROL 

SCAN-CONTROL 

ARM-CONTROL 

CHAN-RESTRICTIONS 

CARD CONRGURATION 

Enables CARD CONFIG MENU : 
TYPE 

#-OF-POLES 

CARD-PAIR 

DELAY 

READ-I/O-CARD 



MENU 

Enables MAIN MENU: 

SAVESETUP 

GPIB 

DIGITAL-l/0 

TEST 

LANGUAGE 

GENERAL 



13 CLOSE 

Closes the specified (displayed) 
channels in Channel List. 

14 DELETE 

Delete selected entry from 
Channel List or Scan List. 

INSERT 

Insert next entry at selected 
location in the Channel List or 
Scan List. 

15 EXIT 

Back up to previous menu selection, or 
exit from the menu. 

ENTER 

Execute the pending operation. Also, 
separate channels and terminate a 
Channel List or Scan List. 

16 KEYPAD 

0 - 9; use to enter numbers. 

- ; use to specify a range of 
channels (i.e. 1 !1 - 1 140). 

M ; use to precede a specified 
memory location number. 

< 1 ; use to move cursor left or 
> ; use to move cursor right. Also, 
use to separate channels and 
terminate a Channel List on Scan 
List. 



Figure 3-1 

Model 7001 front panel 
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3—1 



4—1 




1 CARD1 

Slot 1 for switch card. Corresponds 
to Card 1 channel status display. 



2 CARD 2 

Slot 2 for switch card. Corresponds 
to Card 2 channel status display. 



3 IEEE-488 
CONNECTOR 

Use standard IEEE-488 cables. 

4 DIGITAL I/O 

Micro 8-pin DIN connector. Port 
consists of fourTTL output lines and 
oneTTL input line (one common line). 

Figure 3-2 

Model 7001 rear panel 



5 TRIGGER LINK IN AND 
OUT 

Two micro 8-pin DIN connectors. 

6 CHANNEL READY 

Female BNC connector for TTL output 
trigger pulse. 



7 EXTERNAL TRIGGER 

Female BNC connector for TTL input 
trigger pulse. 



8 LINE POWER INPUT 

WARNING: Connect to grounded outlet 
using three-wire power cord. 
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3.2.3 Channel status display 

The channel status display provides real-time status of 
each available channel for fhe two slots. Only the avail- 
able channels are displayed. There are two channel sta- 
tus display modes; the Channel List entry mode 
(SELECT CHANNELS) and the Scan List entry mode 
(SCAN CHANNELS). On power-up, the Channel List 
entry mode is selected. The SCAN LIST key toggles be- 
tween the Channel List and the Scan List. The instru- 
ment can be returned to the channel status display by 
pressing the EXIT key one or more times. 

The channel status display is shown in Figure 3-3. This 
display is structured as two 10-column grids. The left 
grid provides the channel status of fhe card insfalled in 
slof 1 (CARD 1) and fhe righf grid provides fhe channel 
sfafus of fhe card insfalled in slof 2 (CARD 2). As 
shown in fhe illusfrafion, an open channel is represenf- 
ed as a "dof" while a closed channel is represenfed as a 
"dash". 



Channel assignments — The channel assignment for- 
mat is automatically determined by the card type. 
There is a three-integer format to express matrix card 
channels, and a two-integer format to express channels 
for all ofher fypes of swifching cards. The individual 
infegers fhaf make up fhe channel assignmenf are sep- 
arafed by an exclamation poinf (!). 

Matrix cards: Matrix cards use the three-integer 
format to express channel assignments. The first 
integer designates the slot number that the card 
is installed in. Thus, a "1" designates slot 1 
(CARD 1), and a "2" designates slot 2 (CARD 2). 
The second integer designates the row number of 
fhe mafrix card. There are four rows; fhe fop row 



is Row 1, fhe second row from fhe fop is Row 2, 
fhe nexf row is Row 3, and fhe boffom row is Row 
4. The fhird infeger designafes fhe column of fhe 
mafrix card. The 10 mafrix columns are displayed 
by fhe channel sfafus display. The assignmenfs 
for all mafrix card channels are presenfed in Fig- 
ure 3-4. 



If, for example, CARD 1 in Figure 3-3 happened 
fo be a Model 7012 mafrix card, fhe following 
channels would be closed: 

Channel 1!2!3 (Slof 1, Row 2, Column 3) 
Channel 1!4!9 (Slof 1, Row 4, Column 9) 

All other card types: All non-matrix type switch- 
ing cards use the two-integer format to express 
channel assignments. The first integer, like the 
matrix card, designates the slot number. The sec- 
ond integer designates switch card channel num- 
ber. The channel assignments for fhese card fypes 
are presenfed in Figure 3-5. 

If, for example, CARD 2 in Figure 3-3 happened 
fo be a Model 7011 multiplexer card, fhe follow- 
ing channels would be closed: 

Channel 2! 14 (Slof 2, Channel 14) 

Channel 2! 36 (Slof 2, Channel 36) 

For fhe Model 7011 multiplexer card, Channel 14 
corresponds fo Bank 1, Relay 4, and Channel 36 
corresponds fo Bank 3, Relay 6. See fhe Model 
7011 insfrucfion manual for defails. 
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CARD1 



CARD 2 



1 

□□□□□ 

□□□□□ 

□□□□□ 



2 



REM 

3 



□□□□□ □□□□□ 

■■■■■ 

□□□□□ □□□□□ 
□□□□□ □□□□□ 



TALK LSTN SRQ 

4 5 6 7 8 



9 10 



2 3 4 5 6 



□□□□□ □□□□□ □□□□□ □□□□□ □□□□□ □□□□□ □□□□□ □□□□□ □□□□□ □□□□□ □□□□□ □□□□□ □□□□□ 

■■■■■ 

□□□□□ □□□□□ □□□□□ □□□□□ □□□□□ □□□□□ □□□□□ □□□□□ □□□□□ □□□□□ □□□□□ □□□□□ □□□□□ 

□□□□□ □□□□□ □□□□□ □□□□□ □□□□□ □□□□□ □□□□□ □□□□□ □□□□□ □□□□□ □□□□□ □□□□□ □□□□□ 

□cinn ■■■■■ ■■■■■ 



T 



ARM 

7 

□ □□□□ 
□ □□□□ 
□ □□□□ 



8 9 

□□□□□ □□□□□ 
□□□□□ □□□□□ 
□□□□□ □□□□□ 



10 

□□□□□ 

□□□□□ 

□□□□□ 



■ = Open Channel 
!■ = Closed Channel 



Channel 2136 for Mux 
Channel 21416 for Matrix 



Figure 3-3 

Channel status display 
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CO 
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11314 
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11415 



A. Slot 1 (Card 1) 
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21116 




21117 




21118 




21119 




211110 












21216 




21217 




21218 




21219 




212110 












21316 




21317 




21318 




21319 




213110 












21416 




1 21417 




1 21418 




1 21419 




|2I4I10| 



B. Slot 2 (Card 2) 



Exampels : 1 !2!4 = Slot 1 , Row 2, Column 4 
2!3!6 = Slot 2, Row 3, Column 6 



Figure 3-4 

Channel assignments (matrix cards) 
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112 




£0 




1!4 




115 1 












1111 




1112 




1113 




1114 




1115 












1121 




1122 




CO 




1I24 




1125 












1 !31 




1 132 




CO 

CO 




CO 







116 




117 




118 




119 
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1116 




1117 




1118 




1119 




1120 












1126 




1127 




1128 




1129 




1130 












1 136 




1 137 




1 138 




1 139 




1 140 1 



A. Slot 1 (Card 1 ) 
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2 


3 


4 


5 


211 




2!2 




213 




2!4 




2!5 












2111 




2I12 




2113 




2114 




2I15 












2121 




2122 




2I23 




2!24 




2125 












2131 




2132 




2I33 




2I34 




2135 1 



6 


7 


8 


9 


10 


216 




2!7 




218 




219 




2110 












2116 




2I17 




2118 




2119 




2120 












2I26 




2127 




2128 




2I29 




2130 












2I36 




2137 




2138 




2I39 




2140 



B. Slot 2 (Card 2) 



Exampels : 1118 = Slot 1 , Channel 1 8 
2136 = Slot 2, Channel 36 



Figure 3-5 

Channel assignments (non-matrix type cards) 
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3.3 0 peration demo 

A fast and easy way to acquaint yourself with basic 
front panel operation is to use the following operation 
demo. This demo uses the built-in 40-channel multi- 
plexer simulator. This will allow you to simulate oper- 
ation without the need of a switching card. 



3.3.1 Initial configuration 

WARNING 

Before turning the Model 7001 on, 
make sure it is connected to a 
grounded power receptacle using the 
supplied power cord or the equiva- 
lent. Failure to properly ground the 
unit creates a shock hazard that could 
result in injury or death. 

Step 1 of the following procedure will RESET the Mod- 
el 7001 to a default scan configuration that is required 
for the demonstration procedures (paragraphs 3.3.2 
and 3.3.3). Step 2 will assign the 40-channel multiplex- 
er simulator to slot 2. 



Step 1. RESET instrument 

1. Press the MENU key. The MAIN MENU will be 
displayed. 

2. Place the cursor on SAVESETUP using the <| and 
\> cursor keys, and press the ENTER key. The 
SETUP MENU will be displayed. 

3. Place the cursor on RESET and press ENTER. The 
"RESETTING INSTRUMENT" message will be 
displayed. 

4. Press ENTER again. The "RESET COMPLETE" 
message will be displayed. 

5. Press ENTER to return the display to the SETUP 
MENU. 

6. Press EXIT twice to exit from the MAIN MENU. 



Step 2. select multiplexer simulator 

NOTE 

The simulator cannot be selected if 
there is a Model 701X series card in- 
stalled in slot 2. 



1. Press the CARD CONFIGURATION key. The 
CARD CONFIG MENU will be displayed. 

2. Place the cursor on TYPE and press ENTER. The 
SET CARD TYPE menu will be displayed. 

3. Place the cursor on SLOT-2 and press ENTER. The 
"SLOT-2 CARD: XXXX" message will be displayed 
(where XXXX is the current card assignment for 
slot 2). 

4. Use the cursor keys to display model number 
"9990". 

5. With "SLOT-2 CARD: 9990" displayed, press EN- 
TER. The SET CARD TYPE menu will be dis- 
played. 

6. Press EXIT twice to exit from the CARD CONFIG 
MENU. 



3.3.2 Close and open channels 

The following procedures assume that the initial con- 
figuration procedure in paragraph 3.3.1 has been per- 
formed. This initialization will assign the 40-channel 
multiplexer simulator to Slot 2 for the following oper- 
ating examples. 



NOTE 

The Model 7001 must be in the Chan- 
nel List display mode ("SELECT 
CHANNELS" prompt displayed). The 
SCAN LIST key toggles the channel 
status display between "SELECT 
CHANNELS" (Channel List) and 
"SCAN CHANNELS" (Scan List). If 
the instrument is not in the channel 
status display mode, press EXIT until 
it is. 



Create Channel List; 

The Channel List specifies which channels you wish to 
close and open. The Channel List can be made up of a 
single channel, or multiple channels. Consecutive 
channels can be specified as a range. 



The following procedure will create a Channel List that 
includes Channels 1, 2, and 6 through 9: 
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1. If the Channel List is not currently empty, press 
CLEAR LIST. The following message indicates an 
empty Channel List: 

SELECT CHANNELS 

2. Individual Channel Entry - Perform the following 
steps to enter Channels 1 and 2 in the Channel List: 

A. Press "2" and then "1" to enter Channel 1 into 
the Channel List. The "2" selects slot 2. 

SELECT CHANNELS 2!1 

B. Press > or ENTER to enter the channel sepa- 
rator (,). 

SELECT CHANNELS 2!1, 

C. Press "2" and then "2" to enter channel 2, and 
then press > or ENTER to enter the channel 
separator (,). 

SELECT CHANNELS 2!1,2!2, 

3. Range Entry - Perform the following steps to enter 
Channels 6 through 9 as a range: 

A. Press "2" and then "6" to enter the range limit 
(Channel 6). 

SELECTCHANNELS2!1,2!2,2!6 

B. Press to enter the range separator. Note that 
the slot number for the next channel is auto- 
matically entered. 

SELECT CHANNELS 2!1 , 2!2, 2!6-2! 

C. Press "9" to enter the range limit. 

SELECT CHANNELS 2!1 , 2!2, 2!6-2!9 

Close and open channels 

1. Press CLOSE to close the channels specified in the 
Channel List. 

2. Press OPEN to open the channels specified in the 
Channel List. Note that OPEN ALL opens all chan- 
nels (even those not specified in the Channel List). 



3.3.3 Scan channels 

The following procedures assume that the initial con- 
figuration procedure in paragraph 3.3.1 has been per- 
formed. This initialization will assign the 40-channel 
multiplexer simulator to Slot 2 for the following scan 
examples. 



NOTE 

The Model 7001 must be in the Scan 
List display mode ("SCAN CHAN- 
NELS" prompt displayed). The SCAN 
LIST key toggles the channel status 
display between "SELECT CHAN- 
NELS" (Channel List) and "SCAN 
CHANNELS" (Scan List). If the instru- 
ment is not in the channel status dis- 
play mode, press EXIT until it is. 



Create scan list 

Perform the following steps to create a scan list that 
will scan channels 1 through 20: 

1. If the Scan List is not currently empty, press 
CLEAR LIST. The following message indicates an 
empty Scan List: 

SCAN CHANNELS 

2. Press "2" and then "1" to enter the slot and the 
range limit. 

SCAN CHANNELS 2!1 

3. Press "-" to enter the separator for the range limits. 
Notice that the slot number for the next channel 
will automatically be entered. 

SCAN CHANNELS 2M-2! 

4. Press "2" and then "0" to enter the limit of the 
range. 

SCAN CHANNELS 2M-2I20 

5. Press > or ENTER to enter the scan list terminator 

(,). 

SCAN CHANNELS 2!1-2!20, 
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Note: Instead of specifying fhe 20 channels in fhe scan 
lisf as a range, fhey could have been enfered individu- 
ally (2!1, 2!2, 2!3, .... 2!20,). 

Manual scan 

The RESET defaulfs configure fhe insfrumenf fo manu- 
ally scan an infinife number of channels. After fhe 20fh 
channel is scanned, operafion will wrap around fo fhe 
beginning of fhe scan lisf (Channel 1). 

1. Press STEP fo fake fhe Model 7001 ouf of fhe idle 
sfafe. The ARM indicafor will furn on. 

2. Press fhe STEP key fo scan fhe firsf channel. This 
channel will remain closed unfil anofher channel is 
scanned. 

3. Press fhe STEP key fo scan fhe second channel. The 
firsf channel will open and fhe second channel will 
close. 

4. Each press of fhe STEP key will open fhe previous 
channel and close fhe nexf channel (break-before- 
make). 

5. When finished, press OPEN ALL fo aborf fhe scan 
and open all channels. The insfrumenf goes info 
fhe idle sfafe (ARM indicafor furns off). 



Automatic scan 

Perform fhe following sfeps fo aufomafe fhe 20-chan- 
nel scan. A 0.5 second delay will be used between each 
channel. 

1. Press OPEN ALL if fhere are any channels closed 
or fhe ARM indicafor is on 

2. Press fhe SCAN CONFIGURATION key. The 
CONFIGURE SCAN menu will be displayed. 

NOTE 

Due fo space limifafions, nof all menu 
selections can be displayed on fhe 
Model 7001 af fhe same time. A dis- 
played arrow (-^ or ► ) indicafes 
fhaf fhere are additional menu selec- 
tions fo choose from. Use fhe <| and 
> cursor keys fo display fhem. 

3. Using fhe <| and > keys, place fhe cursor on 
CHAN-CONTROL and press ENTER. The CHAN- 
NEL CONTROL menu will be displayed. 



4. Place fhe cursor on CHANNEL-SPACING and 
press ENTER. The SELECT CHAN SPACING 
menu will be displayed. 

SELECT CHAN SPACING 

TRIGLINK IMMEDIATE HOLD 

5. Place fhe cursor on IMMEDIATE and press EN- 
TER. The display will refurn fo fhe CHANNEL 
CONTROL menu. 

6. Press EXIT fwice fo exif from fhe CONFIGURE 
SCAN menu and refurn fo fhe channel sfafus dis- 
play 

7. Press CARD CONFIGURATION. The CARD 
CONFIG MENU will be displayed. 

CARD CONFIG MENU 

DELAY READ-I/O-CARD 

8. Place fhe cursor on DELAY and press ENTER. The 
SET DELAY FOR: menu will be displayed. 

9. Place fhe cursor on SLOT-2 and press ENTER. The 
delay period (in seconds) will be displayed. 

(2)DELAY = 00000.000 

10. Use fhe keypad fo sef fhe delay for 0.5 seconds. 

(2)DELAY = 00000.500 

This delay will occur after each channel closes. 

11. Press ENTER. The display will refurn fo fhe SET 
DELAY FOR: menu. 

12. Press EXIT fwice fo refurn fo fhe channel sfafus 
display. 

13. To sfarf fhe scan, simply press STEP. The insfru- 
menf leaves fhe idle sfafe (ARM indicafor on) and 
immediafely closes fhe firsf channel. After a 0.5 
second delay fhe firsf channel will open and fhe 
second channel will close. This aufomafic scan will 
continue af fhe 0.5 second scan rafe. 

14. When finished, press OPEN ALL. 



TIMER controlled scans 

An infernal timer can be used fo confrol fhe fime infer- 
val between the scans. The 20-channel scan will be 
modified by using a TIMER fo place a 20-second infer- 
val befween fhe sfarf of each scan. 
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1 . Press OPEN ALL to ensure that the instrument is in 
the idle state. 

2. Press SCAN CONFIGURATION. The CONFIG- 
URE SCAN menu will be displayed. 

3. Place the cursor on SCAN-CONTROL and press 
ENTER. The SCAN CONTROL menu will be dis- 
played. 

4. Place the cursor on SCAN-SPACING and press 
ENTER. The SELECT SCAN SPACING menu will 
be displayed. 

SELECT SCAN SPACING 

TIMER EXTERNAL GRIB MANUAL 

5. Place the cursor on TIMER and press ENTER. The 
timer interval (in seconds) will be displayed. 

INTERVAL = 00000.001 

6. Use the keypad to key in an interval of 20 seconds. 

INTERVAL = 00020.000 




Arm 

Count 



Number of 
Scans 



Number of 
Channels 



7. Press ENTER. The display will return to the SCAN 
CONTROL menu. 

8. Press EXIT twice to exit from fhe CONFIGURE 
SCAN menu and refurn fo fhe channel sfafus dis- 
play 

9. To sfarf fhe scan, press STEP. The firsf scan will 
sfarf immediafely and slop affer fhe 20fh channel 
closes. Affer 10 additional seconds expires (20 sec- 
onds affer fhe sfarf of fhe scan), fhe nexf scan will 
sfarf. 

10. When finished, press OPEN ALL. 



Figure 3-6 

Simplified model of scan operation 



Idle 

The insfrumenf is considered fo be in fhe idle sfafe 
whenever if is nof operafing wifhin one of fhe layers of 
fhe model. The fronf panel ARM indicafor is off when 
fhe insfrumenf is in fhe idle sfafe. 



3.4 0 verview of scan process 

The following overview is infended fo acquainf you 
wifh fhe basic scan fundamenfals wifhouf overwhelm- 
ing you wifh fhe defails of enhanced capabilifies. This 
brief overview is sufficienf fo supporf fhe operafion ex- 
amples in paragraphs 3.5 (fronf panel) and 3.6 (IEEE- 
488 bus). For a complefe explanation on all aspecfs of 
fhe scan process, see paragraph 4.5.4. 



The simplified model for scan operafion is shown in 
Figure 3-6. As shown, scan operafion consisfs of fhree 
layers; fhe arm layer, scan layer and channel layer. 



When fhe Model 7001 is faken ouf of fhe idle sfafe by 
pressing STEP (or sending fhe :INIT or :INIT:CONT 
ON command over fhe IEEE-488 bus), fhe ARM indica- 
for furns on and operafion proceeds info fhe arm layer. 



Arm layer 

In general, fhe insfrumenf requires an arm evenf fo al- 
low operafion fo proceed fo fhe scan layer. Wifh Imme- 
diafe arm spacing selecfed, operafion immediafely 
proceeds fo fhe nexf layer when fhe insfrumenf is faken 
ouf of fhe idle sfafe. Wifh one of fhe ofher arm spacing 
evenfs selecfed, fhe insfrumenf will waif unfil fhe ap- 
propriafe evenf occurs. 
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With Manual arm spacing selected, the instrument will 
wait until the front panel STEP key is pressed. With 
GPIB arm spacing selected, the instrument will wait 
until a bus trigger (GET or *TRG) is received. With Ex- 
ternal arm spacing selected, the instrument will wait 
until an input trigger (via EXTERNAL TRIGGER con- 
nector on rear panel) is received. With Trigger Link arm 
spacing selected, the instrument will wait until an in- 
put trigger is received (via TRIGGER LINK). 

After all other scanning operations are completed, the 
instrument can be returned to the arm layer by 
programming the instrument for additional arms. The 
arm counf can be sef fo a finife value (1 fo 9999) or fo 
infinify. 

Affer fhe insfrumenf leaves fhe arm layer, operation 
proceeds info fhe scan layer. 

Scan layer 

In general, fhe insfrumenf requires a scan evenf fo al- 
low operation fo proceed fo fhe channel layer. Wifh Im- 
mediafe scan spacing selecfed, operafion immediafely 
proceeds fo fhe nexf layer. Wifh one of fhe frigger scan 
spacing evenfs selecfed (Timer, Exfernal, GPIB, Manu- 
al, Trigger Link), fhe insfrumenf will waif unfil fhe ap- 
propriafe evenf occurs. Wifh Timer scan spacing 
selecfed, fhe firsf pass fhrough fhe scan layer will occur 
immediafely. If programmed for addifional scans, fhe 
insfrumenf will waif unfil fhe Timer times ouf. The 
Timer can be sef for an inferval from 1msec fo 
99999.999 seconds. 



The scan counf (number of scans) can be sef fo a finife 
value (1 fo 9999) or for an infinife number of scans. 



Affer fhe insfrumenf leaves fhe scan layer, operafion 
proceeds info fhe channel layer. 

Channel layer 

In general, channel evenfs confrol fhe channel scan 
rafe. Wifh Immediafe channel spacing selecfed, a chan- 
nel will be scanned immediafely. Wifh one of fhe ofher 
channel spacing evenfs selecfed (Timer, Exfernal, GPIB, 
Manual or Trigger Link), fhe insfrumenf will waif unfil 
fhe appropriafe evenf occurs before scanning a chan- 



nel. Wifh Timer channel spacing selecfed, fhe firsf 
channel will be scanned immediafely. Each addifional 
channel will waif for fhe Timer fo fime ouf before if will 
be scanned. 



Typically, fhe channel counf (number of channels fo 
scan) is sef fo fhe number of channels fhaf are con- 
fained in fhe Scan Lisf (scan-lisf-lengfh). However, fhe 
channel counf can be sef fo a finife value (1 fo 9999) or 
fo infinify. 



3.5 Initial configuration 

WARNING 

Before turning the Model 7001 on, 
make sure it is connected to a 
grounded power receptacle using the 
supplied power cord or the equiva- 
lent. Failure to properly ground the 
unit creates a shock hazard that could 
result in injury or death. 



Before performing any basic operations (close /open 
channels or scan channels) fhere are a few inifial con- 
figurafions fhaf musf firsf be considered. If you are us- 
ing Model 701X series cards (i.e. Model 7011, 7012 and 
7013), and fhey are already insf ailed in fhe mainframe 
(as explained in Secfion 2), skip fhe following configu- 
ration informafion and proceed fo paragraphs 3.5 
(fronf panel operafion) and 3.6 (IEEE-488 bus opera- 
fion). 



3.5.1 Switching card simulators 

Insfrumenf operafion can be performed wifhouf any 
swifching cards insf ailed in fhe Model 7001 by using 
fhe swifching card simulafors. By selecfing fhe appro- 
priafe swifching card simulafor, fhe Model 7001 will 
operafe as if a 40-channel swifching card or a 4 x 10 ma- 
frix card were insfalled. This is useful if you wanf fo de- 
velop a fesf program wifhouf having a card insfalled. 

When a slof is assigned fhe model number 9990, fhe 
mainframe will operafe as if a 40-channel swifching 
card is insfalled. When a slof is assigned model number 
9991, fhe mainframe will operafe as if a 4 x 10 mafrix 
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card is installed. These simulator model numbers are 
assigned by setting card TYPE in the CARD CONFIG 
MENU (see paragraph 3.5.3). If you are going to use the 
simulators to perform fhe operating examples in para- 
graph 3.6, configure Slof 1 for non-mafrix swifching 
(model 9990), and Slof 2 for mafrix swifching (model 
9991). 

NOTE 

A simulafor cannof be assigned fo a 
slof fhaf already has a Model 701X se- 
ries card insfalled in if. To use a simu- 
lafor, furn off fhe Model 7001 and 
remove fhe card from fhe slof. 



3.5.2 Installing switching cards 

The procedure fo insfall swifching cards in fhe main- 
frame is explained in Section 2 of fhis manual. If using 
swifching card simulators as explained in fhe previous 
paragraph, leave fhe slofs empfy. 



3.5.3 Card type 

In order for fhe Model 7001 fo operafe properly, if musf 
know whaf fype of card is insfalled in each of ifs two 
slots. If a Model 701X series card (such as fhe Model 
7011, 7012 or 7013) is insfalled in a slof, fhe mainframe 
aufomafically idenfifies fhe card fype on power-up and 
configures ifs operafion appropriately. Wifh Model 
70 IX series cards insfalled in fhe mainframe, you can 
disregard fhe procedure in fhis paragraph and proceed 
on fo basic fronf panel operafion (paragraph 3.5). 

For ofher card fypes (non-701X series cards) and simu- 
lafors, fhe user musf assign fhe proper model number 
fo fhe slof. Once a model number is assigned by fhe us- 
er, if will be remembered on subsequenf power-ups as 
long as a Model 701X series card is nof insfalled. Note 
fhaf a slof can also be designafed as empfy. Wifh fhis as- 
signment fhe fronf panel sfafus display for fhaf slof 
will be disabled. 



A slof assignmenf change could make a channel fhaf is 
currenfly included in fhe Scan Lisf and/or a Channel 
Pattern unavailable. The unavailable channel causes 
fhe Scan Lisf and/or fhe affected Channel Pattern fo 
clear (see paragraphs 4.5.2 and 4.5.5 for defails). 



Perform fhe following procedure fo assign a model 
number (or designafe if as empfy) fo one or bofh of fhe 
mainframe slofs: 

1. Turn on fhe Model 7001. During fhe power-up se- 
quence, fhe insfrumenf will briefly display which 
Model 701X series cards are currenfly insfalled, or 
fhe lasf slof assignmenf s. 

Example — If a Model 7013 card is insfalled in slof 
1, and slof 2 was lasf designafed fo be empfy, fhe 
following message will be displayed briefly during 
fhe power-up sequence: 

#1=7013 #2 = NONE 

If slof 2 is empfy and you do nof wish fo assign if a 
simulafor, stop here and proceed fo basic fronf 
panel operafion (paragraph 3.5). If slof 2 has a non- 
701X series card (i.e. Model 7156) insfalled in if, 
confinue wifh fhis procedure fo assign fhe appro- 
priafe model number fo fhe slof. 

2. Press CARD CONFIGURATION fo enable fhe fol- 
lowing menu: 

CARD CONFIG MENU 

TYPE #-0F-P0LES CARD-PAIR ► 

M DELAY READ-I/O-CARD 

NOTE 

A displayed arrow {M or ► ) indi- 
cates fhaf more menu selections are 
available. Use fhe cursor keys ( <| and 
> ) fo display fhem. 

3. Using fhe <] and > cursor keys, place fhe cursor 
(flashing menu ifem) on TYPE and press ENTER. 
The following menu will be displayed: 

SET CARD TYPE 

SLOT-1 SLOT-2 

4. Place fhe cursor on fhe slof fhaf needs fo be as- 
signed and press ENTER. For example, if you se- 
lecfed Slof 1, fhe following fypical message will be 
displayed: 

SLOT-1 CARD: NONE 

The above message indicafes fhaf fhere is nof a 
Model 701X series card insfalled in slof 1, and slof 
1 was lasf designafed as an empfy slof. 
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5. Perform one of fhe following sfeps: 

A. Empfy Slof — If you wanf fo assign fhe slof as 
empfy use fhe cursor keys ( <3 and > ) fo dis- 
play fhe "NONE" message. Example: 

SLOT-1 CARD: NONE 

The above message indicafes fhaf, when EN- 
TERed (Sfep 6), slof 1 will be configured fo op- 
erafe as an empfy slof. 

B. Simulafor — If you wanf fhe slof fo simulafe a 
40- channel swifching card, use fhe cursor keys 
( <] and > ) fo display model number 9990. If 
you wanf fhe slof fo simulafe a 4 x 10 mafrix 
card, use fhe cursor keys fo display model 
number 9991. Example: 

SLOT-1 CARD: 9990 

The above message indicafes fhaf, when EN- 
TERed (Sfep 6), slof 1 will be configured fo op- 
erafe as a 40-channel swifching card. 

C. Non-701X Series Card — To assign fhe slof fo 
fhe non-701X series card, use fhe cursor keys 
(<] and > ) fo display fhe model number of 
fhaf card. For example, if a Model 7156 is in- 
sfalled in slof 1, use fhe cursor keys fo display 
fhe following message: 

SLOT-1 CARD: 71 56 

The above message indicafes fhaf, when EN- 
TERed (Sfep 6), slof 1 will operafe properly 
wifh a Model 7156 insfalled in if. 

6. Wifh fhe appropriafe slof assignmenf message dis- 
played, press ENTER fo execufe fhe assignmenf. 
The display will refurn fo fhe SET CARD TYPE 
menu. 

7. To assign fhe ofher slof, repeaf sfeps 4 fhrough 6. 

8. To exif from fhe CARD CONFIG MENU, press 
EXIT twice. 



NOTE 

The EXIT key can be used anywhere in 
fhe CARD CONFIG MENU sfrucfure. 
Each press of fhe EXIT key will back 
up fhe display fo fhe previous menu 
level wifhouf execufing a pending op- 
eration. 



3.6 Front panel operation 

Basic fronf panel operation will be demonsfrafed 
fhrough fhe use of examples. One example demon- 
sfrafes close /open operation and fhe ofher example 
demonsfrafes scanning. These examples are only in- 
fended fo feach basic operation. Complefe defails for 
using fhe full capabilities of fhe Model 7001 from fhe 
fronf panel are confained in Section 4 of fhis manual. 



NOTE 

Operation examples assume fhaf fhe 
Model 7001 is initially configured for 
proper operafion as explained in para- 
graph 3.5. 



3.6.1 Close/open operation example 

One of fhe basic functions of fhe Model 7001 is fo sim- 
ply close and open one or more specified channels. The 
following example will demonsfrafe fhis operafion. 

The example can be performed if you have a non-ma- 
frix swifching card insfalled and/or a mafrix card in- 
sfalled. If using fhe card simulafors, configure slof 1 for 
non-mafrix swifching (model 9990) and slof 2 for ma- 
frix swifching (model 9991) as explained in paragraph 
3.5.3. 



Channels fhaf are confrolled in fhis example include: 

Swifching Card Channels: 1, 3, 4, 5 and 6. 

Mafrix Card Channels: Row 1 Column 1, Row 2 Col- 
umn 2, Row 2 Column 3, Row 2 Column 4, Row 2 Col- 
umn 5 and Row 2 Column 6 



Perform fhe following sfeps fo close/ open channels of 
a non-mafrix swifching card and/or a mafrix card. 

Step 1. Place instrument in C hannel List display state. 

If nof already in fhe channel sfafus display sfafe, press 
EXIT one or more times. Once in fhe channel sfafus dis- 
play sfafe, fhe SCAN KEY will toggle between the 
Channel List (SELECT CHANNELS) and the Scan List 
(SCAN CHANNELS). 
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SELECT CHANNELS 

If there is Channel List currently displayed, press 
CLEAR LIST to cancel it. Also, if there are any channels 
currently closed, press OPEN ALL to open them. 

Step 2. Enter Channel List. 

Switching Card — For a non-matrix switching card, 
enter the Channel List (Channels 1, 3, 4, 5 and 6) for slot 
1 as follows: 



NOTE 

The following procedure assumes that 
slot 1 is configured for non-matrix 
switching. If using slot 2 for non-ma- 
trix switching, modify (A) of steps 1 
and 2 by pressing "2" instead of "1". 

1. Enter first channel (Channel 1) using the single 
channel entry method: 

A. Press "1" Enters slot 

B. Press "1" Enters channel 

C. Press " > " or "ENTER" Enters channel sepa- 

rator (comma) 

SELECT CHANNELS 1!1, 

2. Enter the rest of the channels (Channels 3 through 
6) using the channel range entry method: 

A. Press "1" Enters slot 

B. Press "3" Enters first channel 

C. Press Enters range designator 

and slot 

D. Press "6" Enters last channel 

E. Press " > " or Enters channel list termi- 

"ENTER" nator (comma) 

SELECTCHANNELS1!1,1!3-1!6, 

Note: Channels 3, 4, 5, and 6 could have been entered 
using the single channel entry method demonstrated 
in step 1. 

Matrix card — For a matrix card, enter the Channel List 
(Row 1 Column l,Row 2 Column 2, Row 2 Column 3, 
Row 2 Column 4, and Row 2 Column 5 for slot 2) as fol- 
lows: 



Note: The following procedure assumes that Slot 2 is 
configured for a matrix. If using slot 1 for a matrix, 
modify (A) of steps 1 and 2 by pressing "1" instead of 
"2" to enter the slot. 

1 . Enter first channel (Row 1 Column 1 ) using the sin- 
gle channel entry method: 

A. Press "2" Enters slot 

B. Press "1" Enters row 

C. Press "1" Enters column 

D. Press " > " or "ENTER" Enters channel sepa- 

rator (comma) 

SELECT CHANNELS 2!1!1, 

2. Enter the rest of the channels (Row 2 Column 2 
through Row 2 Column 5) using the channel range 
entry method: 

A. Press "2" Enters slot 

B. Press "2" Enters row of first channel 

C. Press "2" Enters column of first chan- 

nel 

D. Press "-" Enters range designator 

E. Press "2" Enters row of last channel 

F. Press "5" Enters column of last channel 

G. Press " I> " or Enters channel list terminator 

"ENTER" (comma) 

SELECT CHANNELS 2!1 !1 , 2!2!2-2!2!5, 

Note: The single channel entry method demonstrated 
in step 1 could have been used to enter the channels for 
row 2. 



Step 3. Close (or open) listed channels. 

1. To close the channels specified in the channel list, 
simply press CLOSE. The closed channels will be 
indicated on the channel status display. 

2. To open the closed channels that are specified in 
the channel list, press OPEN. Note that only chan- 
nels specified in the list are opened. Unspecified 
channels (as well as channels in the channel list) 
are opened by pressing OPEN ALL. 

Closing additional channels 

After you have closed the channels in channel list, you 

may want to close one or more additional channels. 

Closing an additional channel is simply a matter of en- 
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tering the channel in the channel list and pressing 
"CLOSE". For example, assume your channel list looks 
like this: 

SELECTCHANNELS1!1,1!3-1!6, 

To close channel 1!8, position the cursor at the end of 
the channel list and press "1", "8" and then CLOSE. 
The channel list will now look like this: 



SELECT CHANNELS 1 !1 , 1 !3-1 !6, 1 !8, 

You could also have closed the additional channel by 
first clearing the channel list (pressing CLEAR LIST), 
and then entering and closing the channel. However, 
keep in mind that once you clear a channel list, it can- 
not be recalled. You will have to re-enter the entire list. 



0 pening closed channels 

As previously explained, pressing OPEN will open all 
the channels specified in fhe channel lisf. If you wanf fo 
open one or more, buf nof all channels, you will have 
fo clear fhe channel lisf by pressing CLEAR LIST, and 
fhen enfer a new channel lisf fhaf specifies fhe closed 
channels you wish fo open. Once fhe new channel lisf 
is enfered, simply press OPEN fo open fhose channels. 

3.6.2 Scan operation example 

The Model 7001 can scan fhrough a lisf of specified 
channels. The order of fhe channels in fhe Scan Lisf de- 
fermines fhe channel order for fhe scan. The following 
example will demonsfrafe fhis operation. 



The example can be performed if you have a non-ma- 
frix swifching card insf ailed and/or a mafrix card in- 
sfalled. If using fhe card simulafors, configure slof 1 for 
non-mafrix swifching (model 9990), and slof 2 for ma- 
frix swifching (model 9991) as explained in paragraph 
3.4.3. 



Channels fhaf are scanned in fhis example include: 

Swifching Card Channels: 1, 3, 4, 5, and 6. 

Mafrix Card Channels: Row 1 Column 1, Row 2 Col- 
umn 2, Row 2 Column 3, Row 2 Column 4, Row 2 Col- 
umn 5 and Row 2 Column 6. 



Perform fhe following sfeps fo scan channels of a non- 
mafrix swifching card and/or a mafrix card. Three 
scans of fhe specified Scan Lisf will be performed. 

Step 1. RESET the Model 7001. 

By performing RESET, fhe Model 7001 will sef ifself fo 
defaulf conditions fhaf are fypically used fo confrol a 
scan. 



1. Press fhe MENU key. The following menu will be 
displayed: 

MAIN MENU 

SAVESETUP GPIB DIGITAL-l/0 ► 

M TEST LANGUAGE GENERAL 

2. Use fhe cursor keys ( < and > ) fo place fhe cursor 
(flashing menu ifem) on SAVESETUP and press 
fhe ENTER key. The following menu will be dis- 
played: 

SETUP MENU 

SAVE RESTORE PWRON RESET 

3. Place fhe cursor on RESET and press ENTER. The 
following message will be displayed; 

RESETTING INSTRUMENT 

4. Press ENTER. The following message will be dis- 
played: 

RESET COMPLETE 

5. Again press ENTER fo ref urn fo fhe SETUP 
MENU. 

6. Press EXIT fwice fo exif from fhe menu sfrucfure. 

Step 2. Place instrument in Scan List display state. 

Wifh fhe insfrumenf in fhe Channel Lisf display sfafe, 
press SCAN LIST fo selecf fhe Scan Lisf enfry display 
sfafe. The following message prompf will be displayed: 

SCAN CHANNELS 

If fhere is a scan lisf currenfly displayed, press CLEAR 
LIST fo cancel if. Also, if fhere are any channels currenf- 
ly closed, press OPEN ALL fo open fhem. 



3-15 




Getting Started 



Step 3. Enter Scan List. 

Switching Card — For a non-matrix switching card, 
enter the scan list (Channels 1, 3, 4, 5, and 6) for slot 1 
as follows: 



B. Press "1" 

C. Press "1" 

D. Press " > " or 
"ENTER" 



Enters row 
Enters column 
Enters channel separa- 
tor (comma) 



Note: The following procedure assumes that slot 1 is 
configured for non-matrix switching. If using slot 2 for 
non-matrix switching, modify (A) of steps 1 and 2 by 
pressing "2" instead of "1". 



1. Enter first channel (Channel 1) using the single 
channel entry method: 

A. Press "1" Enters slot 

B. Press "1" Enters channel 

C. Press " [> " or "ENTER" Enters channel sepa- 

rator (comma) 



SCAN CHANNELS 1!1, 



2. Enter the rest of the channels (Channels 3 through 
6) using the channel range entry method: 

A. Press "1" Enters slot 

B. Press "3" Enters first channel 

C. Press "-" Enters range designator and 

slot 

D. Press "6" Enters last channel 

E. Press " > " or Enters channel list terminator 

"ENTER" (comma) 



SCAN CHANNELS 1!1, 1!3-1!6, 

Note: Channels 3, 4, 5 and 6 could have been entered 
using the single channel entry method demonstrated 
in step 1. 



Matrix Card — For a matrix card, enter the scan list 
(Row 1 Column 1, Row 2 Column 2, Row 2 Column 3, 
Row 2 Column 4, and Row 2 Column 5 for slot 2) as fol- 
lows: 

Note: The following procedure assumes that slot 2 is 
configured for a matrix. If using slot 1 for a matrix, 
modify (A) of steps 1 and 2 by pressing "1" instead of 



1 . Enter first channel (Row 1 Column 1 ) using the sin- 
gle channel entry method: 

A. Press "2" Enters slot 



SCAN CHANNELS 2!1!1, 

2. Enter the rest of the channels (Row 2 Column 2 
through Row 2 Column 5)using the channel range 



entry method: 
A. Press "2" 


Enters slot 


B. 


Press "2" 


Enters row of first channel 


C. 


Press "2" 


Enters column of first chan- 


D. 


Press "-" 


nel 

Enters range designator and 


E. 


Press "2" 


slot 

Enters row of last channel 


F. 


Press "5" 


Enters column of last channel 


G. 


Press " > " or 


Enters channel list terminator 




"ENTER" 


(comma) 



SCAN CHANNELS 2!1 !1 , 2!2!2-2!2!5, 

Note: The single channel entry method demonstrated 
in step 1 could have been used to enter the channels for 
row 2. 



Step 4. Configure channel layer of scan. 

NOTE 

when RESET was performed (Step 1), 
the channel layer was reset to MANU- 
AL channel scanning. In MANUAL, 
the first press of STEP will take the in- 
strument out of the idle state and each 
subsequent press will manually step 
through the scan. Go ahead and try it. 
When finished, press OPEN ALL to 
place the Model 7001 in the idle state. 



For this example, the channel scan rate will be con- 
trolled by the timer. In general, every time the timer 
times out, the next channel in the scan will be selected. 



Since the Model 7001 was RESET, only CHANNEL 
SPACING needs to be programmed. 



Configure the channel layer as follows: 
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1. Press SCAN CONFIGURATION to display the fol- 
lowing menu: 

CONFIGURE SCAN 

CHAN-CONTROL SCAN-CONTROL ^ 

M ARM-CONTROL CHAN-RESTRICTIONS 

2. Using the cursor keys ( < and > ), place the cur- 
sor on CHAN-CONTROL (Channel Layer) and 
press ENTER. The following menu will be dis- 
played: 

CHANNEL CONTROL 

CHANNEL-SPACING NUMBER-OF-CHANS ► 

M CONTROL 

3. Place fhe cursor on CHAN-SPACING and press 
ENTER. The following menu will be displayed: 

SELECT CHAN SPACING 

TIMER EXTERNAL GPIB MANUAL ^ 

M TRIGLINK IMMEDIATE HOLD 

4. Place fhe cursor on TIMER and press ENTER. The 
currenf fimer inferval (in seconds) will be dis- 
played: 

INTERVAL = 00000.001 

The above message indicafes fhaf fhe fimer is cur- 
renfly sef for 1msec. 

5. Sef fhe fimer for a half second inferval by using fhe 
cursor keys and number keys. The fimer inferval 
should look like fhis: 

INTERVAL = 00000.500 

6. Press ENTER fo selecf fhe fimer as fhe evenf fhaf 
confrols fhe channel scan. The display refurns fo 
fhe following menu: 

CHANNEL CONTROL 

CHANNEL-SPACING NUMBER-OF-CHANS ► 

M CONTROL 

Nofe: When fhe Model 7001 was RESET, fhe num- 
ber of channels fo scan was sef fo fhe scan lisf 
lengfh, which is whaf you wanf for fhis example. 

7. Press EXIT fo refurn fhe display fo fhe CONFIG- 
URE SCAN menu. 



Step 5. Configure scan layer of scan. 

When fhe Model 7001 was RESET (Sfep 1), fhe scan lay- 
er was resef fo IMMEDIATE scan spacing, which is ap- 
propriafe for fhis example. This means each 
programmed scan will occur immediafely and nof waif 
for an evenf fo occur. 



Also, fhe scan layer was RESET fo perform an infinife 
number of scans. Since fhis example requires only fhree 
scans, change fhe NUMBER OF SCANS as follows: 

1. The Model 7001 should be displaying fhe follow- 
ing menu: 

CONFIGURE SCAN 

CHAN-CONTROL SCAN-CONTROL ^ 

M ARM-CONTROL CHAN-RESTRICTIONS 

2. Place fhe cursor on SCAN-CONTROL and press 
ENTER. The following menu will be displayed: 

SCAN CONTROL 

SCAN-SPACING NUMBER-OF-SCANS ► 

•4 CONTROL 

3. Place fhe cursor on NUMBER-OF-SCANS and 
press ENTER. The following menu will be dis- 
played: 

NUMBER OF SCANS 

INFINITE ENTER-SCAN-COUNT 

4. Place fhe cursor on ENTER-SCAN-COUNT and 
press ENTER. The following fypical message indi- 
cating fhe scan counf will be displayed: 

SCAN COUNT = 0000 

A scan counf of zero indicafes fhaf fhe scan layer is 
currenfly configured for an infinife number of 
scans. 



5. Key in a scan counf of 3. 

SCAN COUNT = 0003 

6. To configure fhe insfrumenf for fhree scans, press 
ENTER. The display will refurn fo fhe SCAN 
CONTROL menu. 

7. Press EXIT fwice fo exif from fhe menu sfrucfure. 
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Note: RESET (Step 1) configured the arm layer for IM- 
MEDIATE arming, and for an arm counf of one. Bofh of 
fhese arm conditions are appropriafe for fhis example. 
Thus, arm layer configuration is nof necessary. 

Step 6. Perform the scan. 

To perform fhe scan, simply press fhe STEP key. On fhe 
display, fhe scan will arm (ARM indicafor will furn on), 
and fhe mainframe will scan fhrough fhe channels of 
fhe scan lisf fhree fimes. Af fhe conclusion of fhe fhird 
scan, fhe Model 7001 will refurn fo fhe idle sfafe (ARM 
indicafor will furn off). Nofe however fhaf fhe lasf 
channel in fhe scan lisf remains closed. 



NOTE 

The lasf channel in fhe scan remains 
closed. If your fesf requires fhaf fhe 
lasf channel open affer fhe scan, pro- 
ceed fo fhe nexf sfep. 

Step 7. 0 pen the last channel 

To have fhe lasf channel open af fhe conclusion of fhe 
fhird scan, you will need fo assign a blank channel paf- 
fern (all channels open) from memory as fhe lasf chan- 
nel enfry in fhe Scan Lisf. 

To save a blank channel pattern in memory, perform 
fhe following sfeps: 

1. Display fhe Channel Lisf (SELECT CHANNELS) 
and press OPEN ALL fo open all channels. 

2. Press STORE. The following fypical message will 
be displayed: 

STORE CHANS AT #001 

3. To store fhe blank channel pattern in memory loca- 
tion 1, press ENTER. Nofe fhaf fhe blank channel 
pattern could have been stored af any one of fhe 
100 memory locations (1 fo 100) by keying in fhe 
desired value and fhen pressing ENTER. 

Wifh a blank channel pattern stored af memory loca- 
tion 1 (Ml), add if fo your Scan Lisf as follows: 

1. Display fhe scan lisf (press SCAN LIST if neces- 
sary). 



2. Use fhe> cursor key fo posifion fhe cursor af fhe 
end of fhe scan lisf. 

3. Enfer fhe blank channel pattern by pressing "M", 
"1" and fhen > or ENTER fo ferminafe fhe Scan 
Lisf. 

SCAN CHANNELS 1 !1 , 1 !3-1 !6, 2!1 !1 , 2!2!2-2!2!5, Ml , 

Repeaf fhe scans by again pressing STEP. Af fhe conclu- 
sion of fhe fhird scan, fhe lasf channel (Channel 2!2!5, if 
using fhe scan lisf above), will open. 



3.7 IEEE-488.2 and SCPI basics 

The following paragraphs discuss fundamenfal infor- 
mafion concerning operafion over fhe IEEE-488 bus. 
Defailed information on operafing fhe insfrumenf from 
over fhe bus is confained in Section 5 of fhis manual. 



SCPI overview 

IEEE-488.2 defines a synfax for sending dafa fo and 
from insfrumenfs. If also defines a sef of Common 
Commands fhaf are used fo perform basic operations 
such as reading sfafus registers, providing friggers and 
resetting fhe insfrumenf fo defaulf condifions. 

SCPI (Sfandard Commands for Programmable Insfru- 
menfs) defines a sfandard sef of commands (and for- 
maf) fo confrol every ofher aspecf of insfrumenf 
operafion. Togefher, IEEE-488.2 and SCPI create a com- 
mand sfrucfure for all programmable insfrumenfs. 

Compatibility 

An insfrumenf fhaf uses fhe IEEE-488.2 sfandard and 
SCPI does nof have any special hardware require- 
menfs. The IEEE-488 inf erf ace fhaf you used wifh fhe 
old sfandard will work wifh fhe new sfandard. Simply 
connecf fhe Model 7001 fo a computer fhaf is equipped 
wifh an IEEE-488 interface. 



NOTE 

The ferm GPIB (General Purpose In- 
terface Bus) is used in fhis manual and 
in fhe menu sfrucfure of fhe insfru- 
menf. GPIB is simply anofher ferm for 
fhe IEEE-488 bus. 
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3.7.1 Bus connections 

Before using the instrument over the bus, you must 
connect the IEEE-488 connector on the rear panel of the 
instrument to the IEEE-488 connector of your control- 
ler. Use a Keithley Model 7007 or similar IEEE-488 ca- 
ble for this connection. 



3.7.2 Primary address 

The primary address of the Model 7001 must agree 
with the primary address you intend to specify in the 
controller's programming language. The factory set- 
ting for the primary address is 7, so if you intend to use 
that address, you need not change it. However, the pri- 
mary address can be set to any value between 0 and 30 
by using the GPIB setup menu (ADDRESS selection) 
available with the MENU key. 



3.7.3 Abbreviated common command sum- 
mary 

Table 3-1 provides an abbreviated list of Common 
Commands which are defined by the IEEE-488.2 stan- 
dard. These are the Common Commands that are most 
used for bus operation. Note that each Common Com- 
mand is preceded by a star (*). 

3.7.4 Abbreviated SC PI command summary 

Most instrument operations are controlled using SCPI 
commands. Table 3-2 provides an abbreviated list of 
the SCPI commands necessary to perform some basic 
operations. 

Not shown in the table are companion query com- 
mands for the :ARM and iTRICger Subsystem com- 
mands (:COUNt?, :DELay?, iSOURce?, and :TIMer?). 
For example, the :TRICger:SOURce? query command 
is used to request the currently selected control source. 
After the query command is sent and the Model 7001 is 
addressed to talk, a message identifying the selected 
control source will be sent to the computer. 



Table 3-1 

Abbreviated common command summary 



Mnemonic 


Name 


Description 


*CLS 


Clear status 


Clears Error Queue and event registers. 


*RST 


Reset 


Returns the 7001 to *RST default conditions (see Table 5-6). 


*TRC 


Trigger 


Issues a bus trigger (same as group execute trigger command; CET). 


*SAV <n> 


Save 


Saves the current setup configuration in memory (n = 0 to 9). 


*RCL <n> 


Recall 


Returns the instrument to the setup configuration stored in memory 
(n = 0 to 9). 
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Table 3-2 

Abbreviated SCPI command summary 



:SYSTem 


Subsystem command path. 


:PRESet 


Set scan to a default configuration (see Table 5-6) 


[:ROUTe] 


Subsystem command path. 


:CLOSe <list> 


Path and command to close specified channels: 


:STATe? 


Request channels that are closed. 


:OPEN <list> 1 ALL 


Open specified (or all) channels. 


:SCAN <list> 


Path and command to specify channel list: 


:INITiate 


Initiate one trigger (scan) cycle. 


:ABORt 


Reset trigger system and goes to idle state. 


:ARM 


Subsystem command path to configure scan: 


:LAYer2 


Path to program scan layer: 


:COUNt <n> 1 INF 


Program number of scans (1 to 9999, or INFinite). 


:DELay <num> 


Program delay (0 to 99999.999 seconds 


:SOURce HOLD 1 IMMediate 1 


Select event to control scan spacing. 


TIMer 1 MANual 1 BUS 1 TLINk 1 
EXTernal 


:TIMer <num> 


Set timer interval (0.001 to 99999.999 sec). 


:TRIGger 


Subsystem command path to program channel layer: 


:COUNt <n> 1 INF 


Program number of channels (1 to 9999, or INFinite). 


:AUToON/OFF 


Enable /disable automatic scan list count. 


:DELay <num> 


Program delay (0 to 99999.999 sec) 


:SOURce HOLD 1 IMMediate 1 MANual 1 


Select event to control channel spacing. 


BUS 1 TLINk 1 EXTernal 1 TIMer 


:TIMer <num> 


Set timer interval (0.001 to 99999.999 sec). 



Note: Command shortform is indicated by the uppercase characters. For example, instead of sending ":arm:layer2;source immediate", 
you can send ":arm:lay2:sour imm". 



3.7.5 Syntax rules 

The following information explains some of the pro- 
gramming syntax for the Model 7001. For more com- 
plete information see Programming Syntax which is 
located just after the tab tabled "SCPI Command Sub- 
systems". 



G eneral form 

The general form for SCPI commands is demonstrated 
in Table 3-2. Notice that they are hierarchical in nature 
and begin with a root command. For example, to open 
all channels, you would send the following command: 

:0PEN ALL 



The root command for the above example is :ROUTe. 
This is an optional command word (as indicated by the 
brackets in the table) and need not be used. 



Note that there must be a space between the command 
word and the parameter. In the above example, there is 
a space between the :OPEN command word and the 
ALL parameter. 



SCPI command words and Common Commands are 
not case sensitive. They can be sent in uppercase or 
lowercase. The commands in Table 3-2 show a combi- 
nation of upper and lowercase characters. The upper- 
case characters identify the short-form version of the 
command. For example, all the following versions of 
the same program message are valid: 
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:ARM:LAYER2:S0URCE MANUAL 
:ARM:LAY2:S0UR MAN 
:arm:layer2:source manual 
:arm:lay2:sour man 
:Arm:Lay2:Sour Man 
:ArM:LaY2:SouR MaN 

Parameters 

As previously mentioned, a parameter is separated 
from the command word by a space. The parameter 
can consist of one or more dafa fypes such as channel 
lisf, real, infeger, sfring, name or boolean. Examples: 

1. :open(@l!l, 1!2) 

2. :open all 

3. :scan(@l!l:l!10) 

4. :frigger:counf:aufo on 

5. :frigger:delay 0.5 

1 . (@ 1 ! 1, 1 !2) — This lisf paramefer is used fo specify 
a Channel Lisf. Parenfheses ( ) are used fo enclose 
fhe lisf of channels. The @ symbol musf precede fhe 
firsf channel in fhe lisf. The exclamafion poinf (!) is 
a SCPI delimifer used fo separafe fhe slof number 
from fhe card relay number. Each channel in fhe 
lisf musf be separafed by a comma (,). 

2. All — This name paramefer can insfead be used as 
fhe paramefer for fhe :OPEN command if you wish 
fo open all channels. 

3. (@ 111:1110) — This lisf paramefer is used fo specify 
a Scan Lisf. This is fhe same type of paramefer used 
in Example 1. In fhis example. Channels 1 fhrough 
10 are specified. Nofice fhaf fhe colon (:) is used as 
a separator for fhe range limifs. 

4. On — This boolean paramefer is used fo enable an 
aufomafic scan lisf counf. A "1" could have insfead 
been used. "Off" or "0" will disable fhe function. 

5. 0.5 — This real number paramefer sefs fhe delay 
period in seconds. 

Multiple commands 

Mulfiple commands can be senf in fhe same message as 
long as fhey are separafed by semicolons (;). For exam- 
ple: 

Insfead of sending... 

:sysfem:error? 



:sysfem:presef 
You can send ... 

:sysfem:error?;presef 

When fhe above message is senf, fhe firsf command 
word is recognized as fhe roof command. When fhe 
pafh poinfer sees fhe colon (:) affer fhe semicolon (;), if 
resefs fo fhe roof and sfarfs over. 



Proper use of fhe pafh poinfer allows commands in fhe 
same command level fo be serviced wifhouf having fo 
re-fype fhe entire command pafh. For example, fhe 
command :ARM:LAYer2:SOURce MANual moves fhe 
pafh poinfer down fo fhe lasf command level in fhe 
pafh. As a resulf, fhe :COUNf, :DELay, and :TIMer 
commands and fheir companion query commands can 
be included in fhe same program message wifhouf re- 
peafing fhe enfire pafh. Examples: 

Insfead of sending... 

:arm:lay2:sour man;:arm:lay2:sour? 

You can send ... 

:arm:lay2:sour man;sour? 

Insfead of sending... 

:frig:coun l;:frig:del l;:frig:fim 1 
You can send ... 

:frig:coun l;del l;fim 1 

Nofice fhaf fhe colon (:) for fhe addifional commands is 
nof included. Remember, when a colon (nof proceeded 
by a semicolon) is seen, fhe pafh poinfer moves down 
fo fhe nexf command level. For example: 

:frig:del l;coun:aufo on 

When fhis message is senf, fhe pafh poinfer moves 
down one command level for fhe DELAY and COUNT 
commands. The colon affer fhe COUNT command 
fhen moves fhe poinfer down fo fhe nexf command 
level and enables AUTO. 
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A couple of important points: 

1 . The path pointer can only move down. It cannot be 
moved up a level. 

2. Each new message (line) must begin with the root 
command. 

3. Any time one or more query commands are includ- 
ed in a program message, the Model 7001 must be 
addressed to talk to send the response message to 
the computer. 



3.7.6 Programming examples 

The following programming examples are written in 
Hewlett-Packard BASIC 4.0 programming language. 
The programs assume that the Model 7001 is set to pri- 
mary address 7. 

Programming example #1 — closing and opening 
channels 

The following program will close channels 1, 3, 4, 5, 
and 6 of slot 1, and then open them after a short delay: 

10 OUTPUT 707; "*RST;:open all" 

20 OUTPUT 707; ":clos (@ 1!1, 1!3:1!6)" 

30 OUTPUT 707; ":clos:stat?" 

40 ENTER 707; A$ 

50 PRINT A$ 

60 WAIT 3 

70 OUTPUT 707; ":open (@ 1!1, 1!3:1!6)" 

80 END 

Line 10 Opens any channels that are closed. 

Line 20 Close channels 1, 3, 4, 5, and 6 of slot 1. 

Line 30 Request the closed channels. 

Line 40 Address 7001 to talk. 

Line 50 Display closed channels. 

Line 60 Three second delay. 

Line 70 Open the channels specified in the channel 
list. 



Programming example #2 — manual scanning 

The following program will configure the Model 7001 
to perform an infinite number of manual scans of 10 
channels for slot 1: 

10 OUTPUT 707; ":syst:pres" 

20 OUTPUT 707; ":scan (@1!1:1!10)" 



30 OUTPUT 707; ":init" 

40 END 

Line 10 Return 7001 to :SYSTem:PRESet default con- 
figuration (scan count = infinite, channel 
count = 10 channels, channel control source = 
manual). 

Line 20 Define scan list. 

Line 30 Take 7001 out of idle state. 



When the above program is run, the scan will arm 
(ARM indicator on) and then wait for front panel STEP 
key presses to control the channel scan. After taking the 
Model 7001 out of remote (press LOCAL key), each 
press of the STEP key will scan the next channel in the 
scan list. 



Programming example #3 — bus trigger controlled 
scan 

The program in Example #2 is modified so that the 
channel scan will be controlled by bus triggers (*TRG 
or GET): 

10 OUTPUT 707; ":syst:pres" 

20 OUTPUT 707; ":scan (@1!1:1!10)" 

25 OUTPUT 707; ":trig:sour bus" 

30 OUTPUT 707; ":init" 

40 END 

Line 10 Return 7001 to :SYSTem:PRESet default con- 
figuration (scan count = infinite, channel 
count = 10 channels, channel control source = 
manual). 

Line 20 Define scan list. 

Line 25 Program channel control source for bus trig- 
gers. 

Line 30 Take 7001 out of idle state. 



When the above program is run, the scan will arm and 
then wait for bus triggers to control the channel scan. 
Any of the following two programming statements can 
be used to provide a bus trigger: 

OUTPUT 707; "*TRG" 

TRIGGER 707 

Every time one of the above statements is executed, a 
bus trigger will occur causing the next channel in the 
scan list to be scanned. 
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Programming example #4 — timer controlled 
channel scan 

The program in Example #2 is modified so that the 
channel scan will be controlled by a timer: 

10 OUTPUT 707; ":syst:pres" 

20 OUTPUT 707; ":scan (@1!1:1!10)" 

25 OUTPUT 707; ":trig:sour tim" 

26 OUTPUT 707; ":trig:tim 0.5" 

30 OUTPUT 707; ":init" 

40 END 

Line 10 Return 7001 to :SYSTem:PRESet default con- 
figuration (scan count = infinite, channel 
count = 10 channels, channel control source = 
manual). 

Line 20 Define scan list. 

Line 25 Program channel control source for timer. 
Line 26 Set timer for 0.5 second interval. 

Line 30 Take 7001 out of idle state. 

When the above program is run, the scan will arm and 
scan channels continuously at a 0.5 second rate. 



Programming example #5 — timer controlled scan 

The program in Example #4 is modified to perform 
two scans, the first scan will start immediately and the 
second scan will start 10 seconds after the start of the 
first scan: 

10 OUTPUT 707; ":syst:pres" 

20 OUTPUT 707; ":scan (@1!1:1!10)" 

22 OUTPUT 707; ":arm:lay2:coun 2" 

23 OUTPUT 707; ":arm:lay2:sour tim" 

24 OUTPUT 707; ":arm:lay2:tim 10" 

25 OUTPUT 707; ":trig:sour tim" 

26 OUTPUT 707; ":trig:tim 0.5" 

30 OUTPUT 707; ":init" 

40 END 

Line 10 Return 7001 to :SYSTem:PRESet default con- 
figuration (scan count = infinite, channel 
count = 10 channels, channel control source = 
manual). 

Line 20 Define scan list. 

Line 22 Program scan count to 2. 

Line 23 Program scan control source for timer. 

Line 24 Set timer for 10 second interval. 

Line 25 Program channel control source for timer. 
Line 26 Set timer for 0.5 second interval. 

Line 30 Take 7001 out of idle state. 
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4.1 Introduction 

This section covers all aspects of front panel operation. 

Paragraphs in this section are organized as follows: 

4.2 Power-up procedure: Covers information on 

connecting fhe insfrumenf fo line power, and fhe 
power-up sequence. 

4.3 Display: Covers fhe display formafs and lisfs 
messages fhaf may appear while using fhe insfru- 
menf. 

4.4 Analog backplane: Explains how fwo Model 

701X series swifching cards may be infernally 
connecfed fogefher fhrough fhe analog back- 
plane of fhe Model 7001. 

4.5 Mainframe programming: Explains how fo cre- 
afe a channel lisf and a scan lisf. The basic close/ 
open operation and scan operation is covered 
here. 

4.6 MENU: Covers miscellaneous operations and se- 
lections confrolled from fhe MAIN MENU. 

4.7 CARD CONFIG: Covers fhe various configura- 
tion operations for fhe fwo slofs (Card 1 and Card 
2) from fhe CARD CONFIG MENU. 

4.8 SCAN CONFIG: Covers fhe CONFIGURE 

SCAN menu, which is used fo configure fhe var- 
ious layers of scan operafion. 
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4.9 Digital I/O port: Describes the input /output 

port, which is made up of four oufpuf lines and 
one inpuf line. 

4.10 External triggering: Covers external triggering 
using the rear panel BNC connectors. 

4.11 Trigger link: Covers external triggering using the 
trigger link. 

4.2 Power-up procedure 

The Model 7001 can be operated from line volfages 
from 100-240 VAC af line frequencies of 50 or 60Hz. 

4.2.1 Line power connections 

Using fhe supplied power cord, conned fhe insfrumenf 
fo an appropriafe AC power source. The female end of 
fhe cord connecfs fo fhe AC recepfacle on fhe rear panel 
of fhe insfrumenf. The ofher end of fhe cord connecfs fo 
a grounded AC ouflef. 

WARNING 

TheModel7001mustbeconnectedto 
agroundedoutlettomaintaincontin- 
uedprotectionagainstpossibleshock 
hazards. Failure to use a grounded 
outlet may result in personal injury 
or death due to electric shock. 
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4.2.2 Power switch 

To turn on the power, simply push in the front panel 
POWER switch. Power is on when the switch is at the 
inner (1) position. To turn off power, press POWER a 
second time fo release fhe swifch. 



4.2.3 Power-up sequence 

On power-up, fhe Model 7001 will go fhrough fhe fol- 
lowing sequence: 

1. The insfrumenf will perform self-fesfs on ifs 
EPROM and RAM memory elemenfs. If a failure is 
defecfed, fhe insfrumenf will lock up and display 
fhe following message: 

No Comm Link 

Nofe: If a problem develops while fhe insfrumenf 
is under warranfy refum if fo Keifhley Insfru- 
menfs, Inc. for repair. 

2. If fhe insfrumenf passes fhe self-fesfs, fhe firmware 
revision levels and currenfly selecfed IEEE-488 ad- 
dress will be displayed. An example of fhis display 
is shown as follows: 

Model 7001 

Rev.AXXAY IEEEAddr = 07 

where: 

Rev. AXX is fhe firmware level for fhe main CPU. 
Rev. AYY is fhe firmware level for fhe display CPU. 

7 is fhe currenf IEEE-488 Address. Nofe fhaf fhe in- 
sfrumenf is shipped from fhe factory wifh fhe ad- 
dress sef fo 7. 

3. The Model 7001 will fhen perform card identifica- 
tion (Card ID). Card ID is required so fhaf fhe 
mainframe can configure ifself fo operate properly 
for insfalled cards. Card ID is described as follows: 

Model 701X series cards — If a Model 701X series 
card (i.e. 7011, 7012 or 7013) is insfalled in fhe 
mainframe, if will be aufomafically identified. The 
operator need nof do anyfhing. Eor example, if a 



Model 7011 multiplexer card is insfalled in slof 1 
and a Model 7012 mafrix card is insfalled in slof 2, 
fhe following message will be displayed briefly: 

#1=7011 #2=7012 

Non-701X series cards — The Model 7001 cannof 
aufomafically identify non-701X series cards. The 
model numbers of fhese cards are enfered by fhe 
user using fhe Card Configuration menu (see para- 
graph 4.7). On power-up, fhe mainframe checks ifs 
memory and displays fhe model number lasf en- 
fered by fhe user. Eor example: 

#1 =7052 #2=N0NE 

"7052" indicafes fhaf a Model 7052 card was lasf 
assigned fo slof 1. There may or may nof be a Mod- 
el 7052 card currenfly insfalled in slof 1. The mes- 
sage "NONE" indicafes fhaf fhe user lasf 
designafed slof 2 fo be empfy or fhe lasf card in- 
sfalled in fhe now empfy slof was a Model 701X se- 
ries card. Slof 2 may be empfy or if may confain an 
unassigned non-701X series card. 

"9990" or "9991" indicafes fhaf fhe slof was as- 
signed by fhe user fo simulafe a swifching card. 
Wifh "9990" assigned, fhe mainframe will operafe 
as if a 40 channel multiplexer card is insfalled. Wifh 
"9991" assigned, fhe mainframe will operafe as if a 
4 X 10 mafrix is insfalled. This simulafion mode al- 
lows you fo develop and fesf a swifching sysfem 
wifhouf having fhe card insfalled. 

NOTE 

Eor non-701X series cards, make sure 
fhaf fhe power-up Card ID model 
number messages correspond fo whaf 
is acfually insfalled in fhe mainframe. 

Use fhe Card Configurafion menu (see 
paragraph 4.7) fo assign fhe correcf 
model numbers fo fhe slofs. 



4. After card identification, fhe insfrumenf will go fo 
fhe channel sfafus display sfafe (see paragraph 4.3 
Display). 
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4.3 Display 

The display of the Model 7001 (see Figure 4-1) is prima- 
rily used to display charmel status along with the en- 
tered charmel list or scan list. When not displaying 



charmel status, the display is used for informational 
t 5 ^e messages, such as menu headings and selections. 
At the top of the display are annunciators to indicate 
various states of operation. 



Annunciators 



Channel 

Entry 

Prompt 




Channel 

Status 

Display 



CARD1 



CARD 2 



Channel 

Entry 

Prompt 




Channel 

Status 

Display 



B) Scan List Display 



Figure 4-1 

Display format 
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4.3.1 Channel status display 

The channel status display provides real-time status 
(open or closed) of each available charmel for fhe two 
slots; Card 1 and Card 2. Only available charmels are 
displayed. A single "dot" indicates that the available 
channel is open. A "dash" (5 dots) indicates that the 
channel is closed (see Figure 4-2). 



CARD 1 



23456789 10 

■ ■■■■■■■I 



-|-|i I I ■ ■ I I I ■ >20 

21 ■ I I ■ ■ I ■■III I ■ >30 

31 ■ I I ■ ■ I I I ■ i40 



Channel 27 Closed 



A) Non-Matrix Type Cards 



The channel entry prompt depends on which display 
mode is currently selected. After power-up, the instru- 
ment is in the charmel list entry state (see Figure 4-lA) 
for basic close/open operation. When SCAN LIST is 
pressed, fhe insfrumenf goes fo fhe scan lisf enfry sfafe 
as shown in Figure 4-lB. In general, pressing fhe EXIT 
key will selecf fhe channel sfafus display, and pressing 
fhe SCAN LIST key will foggle between the charmel list 
and the scan list. 



Row 



CARD 1 

Column 

4 5 6 



9 10 



■■III I 



Row 3, Column 7 Crosspoint Closed 

B) Matrix Cards 



Channel designations for fhe charmel sfafus display 
depend on fhe fype of card insfalled. For example, if a 
non-mafrix fype card (i.e. Model 7011 mulfiplexer or 
Model 7013 relay swifch card) is insfalled, fhe charmels 
would be numbered 1 fhrough 40. Figure 4-3 A shows 
Channel 27 of a non-mafrix fype card closed. If, howev- 
er, a mafrix card (i.e. Model 7012) is insfalled, charmels 
are designafed as row/ column crosspoinf coordinafes. 
Figure 4-3B shows mafrix crosspoinf af Row 3, Column 
7 closed. 



Figure 4-3 

Interpreting channel status display 



CARD 1 



CARD 2 



REM TALK 
3 4 



LSTN SRQ 
6 7 



10 



4 

■ 

■ ■■■■ 



ARM 

7 



10 



■ = Open Channel 
II = Closed Channel 



T 

Channel 2!36 for Mux 
Channel 2!4!6 for Matrix 



Figure 4-2 

Channel status display 
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4.3.2 Information and error messages 

When not displaying channel status, the front panel 
display is used for ofher information messages, such as 
menu ifems, store and recall information, and error 
and sfafus messages. Error and sfafus messages for fhe 
Model 7001 are summarized in Table 4-1. 



Also included is a fronf panel INFO key fhaf displays 
helpful operating information abouf fhe feafure you 
are frying fo use. Pressing EXIT or INFO a second time 
will cancel fhe message. 



4.3.3 Annunciators 

The five armunciafors along fhe fop of fhe display indi- 
cate fhe following condifions: 

SRQ — Turns on when fhe unif requesfs service over 
fhe IEEE-488 bus. Programming fhe Service Requesf 
Enable Regisfer allows you fo confrol which condifions 
will generate an SRQ (see Section 5). 

REM — ^Turns on fo indicafe fhaf fhe Model 7001 is in 
remote when used over fhe IEEE-488 bus. The Model 
7001 can be placed in remofe by addressing if fo lisfen 
wifh fhe bus REN line frue. 

TALK — Turns on fo indicate fhaf fhe Model 7001 is fhe 
active falker on fhe IEEE-488 bus. The unif can be 
placed in fhe falker active sfafe by sending if fhe correcf 
bus falk command, which is derived from fhe primary 
address. 

LSTN — Turns on when fhe unif is an active IEEE-488 
bus lisfener. The Model 7001 can be placed in fhe active 
lisfener sfafe by addressing if fo lisfen. 

ARM — Turns on when fhe Model 7001 is faken ouf of 
fhe idle sfafe. A scan can only be performed wifh fhe 
Model 7001 ouf of fhe idle sfafe. 



Table 4-1 

Error and status messages 



Code 

number 


Description 


+550 


"Forbidden charmel error" (EE) 


+522 


"Slot 2 identification error" (EE) 


+521 


"Slot 1 identification error" (EE) 


+510 


"Saved state error" (EE) 


+174 


"Re-entering idle layer" (SE) 


+173 


"Waiting in arm layer 2" (SE) 


+172 


"Waiting in arm layer 1" (SE) 


+171 


"Waiting in trigger Layer" (SE) 


+161 


"Program rurming" (SE) 


+126 


"Device calculating" (SE) 


+125 


"Device measuring" (SE) 


+124 


"Device sweeping" (SE) 


+123 


"Device ranging" (SE) 


+122 


"Device settling" (SE) 


+121 


"Device calibrating" (SE) 


+101 


"Operation Complete" (SE) 


0 


"No error" (SE) 


-100 


"Command Error" (EE) 


-101 


"Invalid Character" (EE) 


-102 


"Syntax Error" (EE 


-103 


"Invalid Separator" (EE) 


-104 


"Data Type Error" (EE) 


-105 


"GET not allowed" (EE) 


-108 


"Parameter not allowed" (EE) 


-109 


"Missing Parameter" (EE) 


-no 


"Command Header Error" (EE) 


-111 


"Command Header Separator Error" (EE) 


-112 


"Program mnemonic too long" (EE) 


-113 


"Undefined header" (EE) 


-114 


"Header suffix ouf of range" (EE) 


-120 


"Numeric dafa error" (EE) 


-121 


"Invalid character in number" (EE) 


-123 


"Exponenf too large" (EE) 


-124 


"Too many digifs in number" (EE) 


-128 


"Numeric dafa nof allowed" (EE) 


-140 


"Characfer dafa error" (EE) 


-141 


"Invalid characfer dafa" (EE) 


-144 


"Characfer dafa too long" (EE) 


-148 


"Characfer dafa nof allowed" (EE) 


-150 


"Sfring dafa error" (EE) 


-151 


"Invalid sfring dafa" (EE) 


-154 


"Sfring foo long" 


-158 


"Sfring dafa nof allowed" (EE) 


-160 


"Block dafa error" (EE) 


-161 


"Invalid block dafa" (EE) 



4-5 





Front Panel Operation 



Table 4-1 (cont.) 

Error and status messages 



Code 

number 


Description 


-168 


"Block data not allowed" (EE) 


-170 


"Expression error" (EE) 


-171 


"Invalid expression" (EE) 


-178 


"Expression data not allowed" (EE) 


-200 


"Execution error" (EE) 


-201 


"Invalid while in local" (EE) 


-202 


"Settings lost due to rtl" (EE) 


-210 


"Trigger error" (EE) 


-211 


"Trigger ignored" (EE) 


-212 


"Arm ignored" (EE) 


-213 


"Init ignored" (EE) 


-214 


"Trigger deadlock" (EE) 


-215 


"Arm deadlock" (EE) 


-220 


"Parameter Error" (EE) 


-221 


"Settings conflict" (EE) 


-222 


"Parameter data out of range" (EE) 


-223 


"Too much dafa" (EE) 


-224 


"Illegal paramefer value" (EE) 


-241 


"Flardware missing" (EE) 


-260 


"Expression Error" (EE) 


-281 


"Carmof creafe program" (EE) 


-282 


"Illegal program name" (EE) 


-284 


"Program currenfly running" (EE) 


-285 


"Program synfax error" (EE) 


-330 


"Self Tesf failed" (EE) 


-350 


"Queue overflow" (EE) 


-410 


"Query inferrupfed" (EE) 


-420 


"Query unferminafed" (EE) 


-430 


"Query deadlocked" (EE) 


-440 


"Query unferminafed affer indefinife 
response" (EE) 



EE = Error event 
SE = Status event 



4.4 Analog backplane 

The Model 7001 has a three-pole analog backplane that 
allows the rows or banks of a Model 701X series card 
installed in one slot to be connected to the rows or 
banks of a second Model 701X series card insfalled in 
fhe ofher slof. The fhree-pole analog backplane of fhe 
mainframe is shown in Figure 4-4. 

For example, if fhe backplane jumpers of two Model 
7012 matrix cards are installed, the rows of fhe two 
cards are cormected together by simply installing them 
in the mainframe. The resulf is a single 4 x 20 mafrix. If 
fhe backplane jumpers on one or bofh of fhe mafrix 
cards were removed, fhe two cards would be elecfrical- 
ly isolafed from each ofher resulting in fwo separafe 4 
X 10 mafrices. Figure 4-5 shows how fhe Model 7012 
mafrix card is cormecfed fo fhe analog backplane. Nofe 
fhaf fhe mafrix card has only fwo poles (Fligh and 
Low). The fhird pole (Guard) of fhe analog backplane 
is nof used. 



Keep in mind fhaf nof all Model 701X series cards can 
be cormecfed fo fhe analog backplane of fhe Model 
7001. The Model 7013 Relay Swifch Card is made up of 
20 individual IN / OUT relay channels. Each charmel is 
elecfrically isolafed from each ofher. A Model 7013 in- 
sfalled in a slof of fhe mainframe will be elecfrically iso- 
lafed from any ofher card insfalled in fhe ofher slof. 

NOTE 

The Model 7001 does nof provide an 
analog backplane for non-701X series 
cards (such as fhe Model 7052). A non- 
701X series card insfalled in a slof of 
fhe mainframe will be elecfrically iso- 
lafed from any ofher card insfalled in 
fhe ofher slof. The only way fo cormecf 
one of fhese cards fo a card in fhe ofher 
slof is fo wire fhem fogefher. 
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Card 1 
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H = High 
L = Low 
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Model 7001 



Analog 

Backplane 
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Row 2 or Bank B 



Row 3 or Bank C 
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I 
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■KH 
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■^G 

I 
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Note : Rows correspond to matrix 
cards and banks correspond 
to multiplexer cards. 



Figure 4-4 

Model 7001 analog backplane 



H > 



Matrix Row 
(1 of 4) 



7001 
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H = High 
L = Low 
G = Guard 
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> 
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Figure 4-5 

Matrix row connections to backplane 
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4.5 Mainframe programming 

The following paragraphs provides detailed informa- 
tion on programming the Model 7001 from the front 
panel to close charmels and perform a scan. 



4.5.1 Channel assignments 

Channel assignments used to program the mainframe 
are based on the switching card type and the slot in 
which it is installed. 



Non-matrix type cards: A non-matrix t}^e card, such 
as the Model 7011 multiplexer card, simply consists of 
40 charmels (1-40) as shown in Figure 4-3A. When pro- 
gramming the Model 7001, you need to designate the 



slot in which the card is installed. Thus, combining the 
slot number with card charmel number provides the 
CHANNEL assignment for the mainframe. The slot 
and card charmel are separated by an exclamation 
point (!). For the following examples, "CHANNEL" re- 
fers to the programming channel assignment for the 
mainframe, while "Charmel" refers to the charmel 
number of the switching card. 

CHANNEL 1!1 = Slot 1, Channel 1 
CHANNEL 1!20 = Slot 1, Channel 20 
CHANNEL 2!2 = Slot 2, Channel 2 
CHANNEL 2!36 = Slot 2, Channel 36 

All mainframe charmel assignments for non-matrix 
type switching cards are shown in Figure 4-6. 



CARD 1 



1 


2 


3 


4 


5 


111 




112 




113 




114 




115 












1111 




1112 




1113 




1114 




1115 












1121 




1122 




1123 




1124 




1125 












1 131 




1 132 




1 133 




1134 







6 


7 


8 


9 


10 


116 




117 




118 




119 




1110 












1116 




1117 




1118 




1119 




1I20 












1126 




1127 




1128 




1129 




1130 












1 136 




1 137 




1 138 




1 139 




1 140 1 



A. Slot 1 (Card 1 ) 



CARD 2 



1 


2 


3 


4 


5 


211 




2!2 




213 




2!4 




2!5 












2111 




2I12 




2113 




2114 




2I15 












2121 




2122 




2I23 




2!24 




2125 












2131 




2132 




2I33 




2I34 




2135 1 



6 


7 


8 


9 


10 


216 




2!7 




2!8 




219 




2110 












2116 




2117 




2I18 




2119 




2120 












2I26 




2!27 




2128 




2I29 




2130 












2I36 




2I37 




2138 




2I39 




2140 



B. Slot 2 (Card 2) 



Examples : 1118 = Slot 1 , Channel 1 8 
2I36 = Slot 2, Channel 36 



Figure 4-6 

Channel assignments (non-matrix type cards) 
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Matrix cards: Channels for a matrix card, such as the 
Model 7012, are organized as row/column crosspoints 
as shown in Figure 4-3B. When programming the Mod- 
el 7001, you need to designate the slot in which the card 
is installed. Thus, combining the slot number with the 
crosspoint coordinates (row/column) provides the 
CHANNEL assignment for the mainframe. Slot, row, 
and column are separated by exclamation points (!). 
For the following examples, "CHANNEL" refers to the 
programming channel assignment for the mainframe. 



CHANNEL 1!1!1 = Slot 1, Row 1, Column 1 
CHANNEL 2!3!6 = Slot 2, Row 3, Column 6 

All mainframe channel assignments for matrix cards 
are shown in Figure 4-7. 



CARD 1 



1 


2 


3 


4 


5 


11111 




11112 




11113 




11114 




11115 












1I2I1 




11212 




11213 




11214 




11215 












11311 




11312 




11313 




11314 




11315 












1 11411 




1 1 1412 




1 11413 




1 11414 




1 11415 1 



6 


7 


8 


9 


10 


11116 




11117 




11118 




11119 




111110 












11216 




11217 




11218 




11219 




112110 












11316 




11317 




11318 




11319 




113110 












1 11416 




1 11417 




1 11418 




1 11419 




|l!4!10| 



A. Slot 1 (Card 1) 



CARD 2 



1 


2 


3 


4 


5 


21111 




21112 




21113 




21114 




21115 












21211 




21212 




21213 




21214 




21215 












21311 




21312 




21313 




21314 




21315 












1 21411 




1 21412 




1 21413 




1 21414 




1 21415 1 



6 


7 


8 


9 


10 


21116 




21117 




21118 




21119 




211110 












21216 




21217 




21218 




21219 




212110 












21316 




21317 




21318 




21319 




213110 












21416 




1 21417 




1 21418 




1 21419 




|2!4!10| 



B. Slot 2 (Card 2) 



Examples : 1 !2!4 = Slot 1 , Row 2, Column 4 
2I3I6 = Slot 2, Row 3, Column 6 



Figure 4-7 

Channel assignments (matrix cards) 
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4.5.2 Channel list and scan list 

The Model 7001 can perform two basic operations; it 
can close and open a list of charmels, and it can scan 
through a list of charmels. The following paragraphs 
explain how to enter channels for these operations. The 
basic operations are explained in paragraphs 4.5.3 
(Closing and Opening Charmels) and 4.5.4 (Scarming 
Channels). 

Each operation has its own list. For basic close/open 
operation, channels are entered into a charmel list. For 
scan operation, charmels are entered into a scan list. In 
general, press EXIT to select the charmel status display 
(if not already displayed as shown in Figure 4-2) and 
press SCAN LIST to toggle between the charmel list 
and scan list. 



A programmed CHANNEL for the mainframe consists 
of the slot number and the card charmel. Slot and card 
channel are separated by an exclamation point (!). For 
a matrix card, the card charmel consists of a row and 
column that are also separated by an exclamation point 
(!). Individual CHANNELS in the defined list are sepa- 
rated by a comma (,). A range of CHANNELS is sepa- 
rated by a h 5 ^hen (-). A charmel pattern stored in 
memory is designated by the letter "M" followed by 
the memory location number. Finally, the list is termi- 
nated by a comma (,). 

For basic close/open operation, the order of charmels 
in the channel list is not important since all listed chan- 
nels will either close or open at the same time. For scan 
operation, the order of charmels is important. Charmels 
will be scanned in the order that they are presented in 
the scan list. 



The Scan List is not lost (cleared) after the instrument 
is turned off. However, the Scan List is cleared if any of 
the following events occur: 

1. A charmel in the Scan List becomes unavailable. A 
channel can become unavailable by changing a slot 
assignment (Card TYPE) or by changing to a pole 
mode that reduces the number of available chan- 
nels. 

2. A channel in the Scan List becomes restricted. A 
channel becomes restricted by adding it to the re- 
stricted charmel list. 



The following examples demonstrate how the Scan 
List is lost: 

1. Assume the Scan List includes channel 1!21 and 
the assignment for slot 1 is changed to a multiplex- 
er card that has only 20 charmels. Since charmel 
1!21 no longer exits, the entire Scan List is cleared. 

2. Assume the Scan List includes charmel 111 and the 
assignment for slot 1 is changed to a matrix card. 
Since charmel 111 is an incorrect format for a matrix 
card, it no longer exists. The enire Scan List is 
cleared. 

3. Assume the Scan List includes channel 1121 and 
the slot (slot 1) is configured for 2-pole operation. 
Changing the pole-mode of slot 1 to 4-pole opera- 
tion makes channel 1!21 unavailable and clears the 
entire Scan List. 

4. Assume Charmel Pattern Ml is included in the 
Scan List and Ml includes channel 111 as a closed 
charmel. If charmel 111 becomes unavailable, the 
entire Scan List is cleared. Also note that Charmel 
Pattern Ml is also cleared (see paragraph 4.5.5). 

5 . Assume the Scan List includes channel 1 ! 1 . If chan- 
nel 111 is then added to the restricted charmel list, 
the entire Scan List is cleared. 

6. Assume the Scan List includes channel 111 and 
Card Pair is enabled. Note that with card pair en- 
abled, charmel 2!1 is indirectly included in the Scan 
List. If cahrmel 2!1 is then added as a restricted 
charmel, the entire Scan List will clear since one of 
its charmels has become restricted. 



Perform the following steps to create a charmel list or 
scan list: 



Step 1. Select display mode. 

1. If you are entering a list of charmels for basic close 
and open operation, make sure the instrument is in 
the channel list display state (see Figure 4-lA) with 
the following message prompt displayed: 

SELECTCHANNELS 

The Model 7001 powers-up to this state. The SCAN 
LIST key toggles between the channel list and the 
scan list. 

2. If you are entering a list of charmels for scan oper- 
ation, display the scan list: 

SCAN CHANNELS 
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Note: If an unwanted list is currently displayed, 
press CLEAR LIST to clear the display of all listed 
channels. 



Step 2. Enter slot number and card channel. 

1. Enter slot number — If the desired charmel is on 
Card 1 (slot 1), press the "1" key on the ke 5 ^ad. If 
the desired charmel is on Card 2 (slot 2), press the 
"2" key The separator between slot and charmel 
will automatically be entered after you key in the 
slot number. Eor example, if you selected slot 1, the 
entered channel data will look like this: 

SELECTCHANNELS 1! 

SCAN CHANNELS 1! 

2. Enter card charmel: 

Non-matrix type card — Eor a non-matrix type 
card, use the ke}^ad to enter the card charmel 
number. Eor example, if you entered charmel 20 
(with slot 1 previously selected), the entered chan- 
nel data will look like this: 

SELECTCHANNELS 1!20 

SCAN CHANNELS 1!20 

Matrix card — Eor a matrix card, use the ke}^ad to 
first enter the row number (1 through 4), and then 
the column number. The separator between row 
and column will automatically be inserted after 
you enter the row number. Eor example, if you en- 
tered row 3, column 6 (with slot 2 previously se- 
lected), the entered charmel data will look like this: 

SELECTCHANNELS 2!3!6 

SCAN CHANNELS 2!3!6 



NOTE 

The Model 7001 can store up to 100 
channel patterns in memory locations 
Ml through Ml 00. The closed chan- 
nels in any one of these patterns can be 
entered by simply keying in the mem- 
ory location using the "M" key on the 
keypad. Eor example, assume memo- 
ry location Ml contains 10 closed 
charmels for a specific slot, enter the 
channel pattern by simply keying in 
Ml from the ke}^ad. The entered 
channel data will look like this: 



SELECTCHANNELS M 
SCAN CHANNELS Ml 

Paragraph 4.5.5 explains how to store 
channel patterns into memory. 

At this point, the entered channel can be cancelled by 
pressing the left cursor key ( <1 ). 

Step 3. Enter channel separator or terminator. 

Charmel separators are required for multiple charmel 
entries, and a terminator should be used after the last 
entered channel. 

The comma (,) is used to separate channels, and serves 
to terminate the list. After entering a charmel, as ex- 
plained in Step 2, press the right cursor key ( > ) or EN- 
TER to put in the comma separator. Another charmel 
can then be keyed-in. After the last charmel in list is 
keyed-in, use the ENTER key or the right cursor key 
( t> ) to terminate the list. The comma terminator pre- 
vents the last entered charmel from being cancelled 
when the left cursor key ( <] ) is pressed. The following 
example shows proper format: 

SELECT CHANNELS 1!1, 1!2, 1!3, 1!4, 1!5, 1!6, 1!7, 1!8, 1!9, 1!10, Ml, 
SCAN CHANNELS 1!1, 1!2, 1!3, 1!4, 1!5, 1!6, 1!7, 1!8, 1!9, 1!10, Ml, 

The above display indicates that charmels 1!1 through 
1!10, and the closed charmels stored at memory loca- 
tion 1 (Ml) are entered. 

The h 5 q)hen (-) is used to designate a range of charmels. 
After entering the first charmel, as explained in Step 2, 
press the key on the keypad to put in the hyphen, 
and then key-in the last charmel. The following exam- 
ple shows proper format: 

SELECTCHANNELS 1!1-1!10, Ml, 

SCAN CHANNELS 1!1-1!10, Ml, 

The above display indicates that charmels 1!1 through 
1!10, and the closed charmels stored at memory loca- 
tion 1 (Ml) are entered. 

Step 4. Repeat the basic procedure in steps 2 and 3 
to enter all required channels. 
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Step 5. Edit the entered list as required. 

Edit keys are available to make changes to a list. These 
keys allow you to change channels, delete charmels, or 
insert charmels an 5 rwhere in the list. When editing, a 
channel range (i.e. 1!1-1!6) and a memory location (i.e. 
Ml) are treated as single charmel entries. 

1 . Changing a channel — Perform the following sf eps 
fo change a channel: 

A. Use fhe cursor keys fo place fhe cursor af fhe 
beginning of fhe charmel enfry fo be changed. 

B. Key in fhe new channel enfry, and press fhe 
righf cursor key ( > ) or ENTER fo add fhe 
comma. 

2. Deleting a charmel — Perform fhe following sfeps 
fo delefe a charmel: 

A. Place fhe cursor af fhe begirming of fhe charmel 
fo be delefed. 

B. Press fhe DELETE key fo delefe fhe charmel en- 
fry. 

3. Inserting a charmel — Perform fhe following sfeps 
fo inserf a charmel an 5 rwhere in fhe lisf: 

A. Position fhe cursor af fhe desired locafion in fhe 
lisf. The charmel will be inserfed befween fhe 
selecfed charmel enfry and fhe charmel enfry 
before if. 

B. Press fhe INSERT key. The following message 
will be displayed: 

INSERTING ENTRY 

C. Key in fhe new channel enfry, and press fhe 
righf cursor key ( [> ) or ENTER fo add fhe 
comma. 

D. Press INSERT a second time fo cancel fhe inserf 
edif funcfion. 

4. Deleting all charmels — The entire lisf can be 
cleared by pressing CLEAR LIST. 

Summary of channel list and scan list entry keys; 

Ke}^ad: 

Number keys — Enfer slof and charmel numbers 
(row and column for mafrix). 

"M" and number keys — Enfer memory locafion of 
stored channels (i.e. Ml). 

— Define a range of charmels (i.e. 1I1-119). 

" > " — Enfer charmel separator (,). 



" <\ and > " — Affer ferminafing lisf, use cursor 
keys fo selecf charmel enfry fo be edited. 

ENTER: Enfer charmel separator (,) and lisf ferminafor 

(,) (i.e 111,). 

INSERT: Creafe new charmel enfry af selecfed locafion 

in fhe lisf. 

DELETE: Clear selecfed charmel enfry. 

CLEAR LIST: Clear displayed lisf. 

NOTES 

1 . When a scan lisf is modified over fhe IEEE-488 bus, 
fhe displayed scan lisf will nof updafe until a dis- 
play sfafe change occurs (i.e., pressing fhe SCAN 
LIST key). 

2. A charmel lisf is losf affer fhe insfrumenf is fumed 
off. 



4.5.3 Closing and opening channels 

One of fhe basic capabilities of fhe Model 7001 is fo 
close (or open) one or more channels specified by fhe 
user. All fhe specified channels will eifher close or open 
af fhe same time. An exception fo fhis is when fhe Sin- 
gle Charmel mode is enabled (see paragraph 4.8.4). 
Wifh Single Channel mode enabled, only fhe lowesf 
numbered charmel in fhe lowesf numbered slof will 
close. 



This operation is performed wifh fhe insfrumenf in fhe 
charmel lisf display sfafe. The insfrumenf powers up fo 
fhe channel lisf display sfafe. 

The procedure fo close and open charmels requires fhaf 
you undersfand how fo enfer fhe charmels fo be con- 
frolled. In general, a charmel lisf is enfered using fhe 
keypad. The number keys are used fo enfer slof and 
channel (row and column for a mafrix card). The righf 
cursor key ( > ) (or ENTER key) adds a comma (,) 
which is used as a charmel separafor and lisf fermina- 
for. The h)q)hen key (-) is used fo define a range of 
channels. Einally, fhe "M" key is used fo enfer closed 
charmels of a channel pattern sfored in memory. Eor 
defails, see paragraph 4.5.2. 
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Perform the following steps to close and open charmels: 

NOTE 

Before performing any close / open op- 
erations, make sure the switching 
cards you are using are properly con- 
figured. The CARD CONFIG MENU 
is used to configure various aspects of 
operation for the installed card(s). See 
paragraph 4.7 for details. 

Step 1. Place instrument in channel list display state. 

If the Model 7001 is not in the channel list display state, 
press EXIT and/or SCAN LIST until the following 
message prompt is displayed: 

SELECTCHANNELS 

Step 2. Enter channel list. 

Enter the charmels to be closed /opened as explained in 
paragraph 4.5.2. The following example demonstrates 
proper format: 

SELECTCHANNELS 1!1, 1!2, 2!l-2!5, Ml, 

The above charmel list includes charmels 1 and 2 of slot 
1, charmels 1 through 5 of slot 2, and whatever charmel 
pattern is stored in memory location 1 (Ml). 

Step 3. Close (or open) listed channels. 

Perform the appropriate close/open operation as follows: 

1. To close the listed charmels, press the CLOSE key. 
The "dashes" on the charmel status display will in- 
dicate the closed charmels. 

2. To open the listed charmels that are currently 
closed, press OPEN. Note that only the listed chan- 
nels will open. Any charmels that are closed, but 
not included in the list, will not open when OPEN 
is pressed. To open unlisted channels, you must 
press OPEN ALL. 



Summary of close/open keys; 

CLOSE — Close charmels defined in charmel list. 
OPEN — Open charmels defined in charmel list. 
OPEN ALL — Open all closed charmels. 



4.5.4 Scanning channels 

The Model 7001 can scan through a specified list of 
channels. The order that the charmels are presented in 
the scan list determine the charmel order for the scan. 



Scan process (Trigger Model) 

The following information describes front panel con- 
trol of the scan process. The flowchart (Trigger Model) 
in Eigure 4-8 summarizes scan operation from the front 
panel. 

Idle 

The instrument is considered to be in the idle state 
whenever it is not operating within one of the layers of 
the Trigger Model. The front panel ARM indicator is off 
when the instrument is in the idle state. While in the 
idle state, the instrument cannot perform a scan. 

Erom the front panel, the Model 7001 is taken out of the 
idle state by pressing the STEP key. When not in the 
idle state (ARM indicator on) the scarming function is 
considered to be enabled. 



A scan can be aborted at any time by pressing the 
OPEN ALL key. The Model 7001 will return to the idle 
state. 



Once the instrument is taken out of the idle state, oper- 
ation proceeds into the arm layer of the Trigger Model. 



Note: The OPEN and CLOSE keys are only functional 
while in the normal channel display state. The OPEN 
ALL key is functional at all times no matter what is cur- 
rently being displayed. 
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Figure 4-8 

Trigger Model (Front panel scan operation) 
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Arm layer 

NOTE 

The arm layer is programmed from 
the SETUP ARM CONTROL menu 
(see paragraph 4.8.3). 

In general, the instrument requires an arm event to al- 
low operation to proceed to the next layer (scan layer). 
With Immediate arm spacing selected, operation im- 
mediately proceeds to the next layer when the instru- 
ment is taken out of the idle state. RESET and factory 
defaults set arm spacing to Immediate. With one of the 
other arm spacing events selected, the instrument will 
wait until the appropriate event occurs. 

With Manual arm spacing selected, the instrument will 
wait until the front panel STEP key is pressed. With 
GPIB arm spacing selected, the instrument will wait 
until a bus trigger is received (GET or *TRG). With Ex- 
ternal arm spacing selected, the instrument will wait 
until an input trigger (via EXTERNAL TRIGGER con- 
nector on rear panel) is received. With TrigLink (Trig- 
ger Link) arm spacing selected, the instrument will 
wait until an input trigger is received (via TRIGGER 
LINK). With Hold arm spacing selected, the instru- 
ment will not respond to any of the arm spacing events. 

As can be seen in the flowchart, there is a path that al- 
lows operation to loop around the programmed spac- 
ing event. This path is called the Source B 5 q)ass. When 
the Source Bypass is enabled (Arm Trigger Gontrol set 
to Source) and External or TrigLink arm spacing is se- 
lected, operation will loop around the spacing event on 
the initial pass through the arm layer. If programmed 
for another arm (arm count >1), the b 5 q?ass loop will 
not be in effect even though it will be enabled. The 
Source B)q)ass loop will reset (be in effect ) when oper- 
ation goes into Idle. 

Enabling the Source Bypass also enables the Output 
Trigger in this layer. When operation returns to the arm 
layer from the scan layer, an output trigger pulse will 
occur. If TrigLink arm spacing is selected, the output 
trigger pulse will be available on the programmed 



TRIGGER LINK output line. Eor all other arm spacing 
selections, the output trigger pulse will be available at 
the GHANNEL READY cormector. The output trigger 
for this layer is disabled when the Source B)q)ass is dis- 
abled (Arm Trigger Gontrol set to Acceptor). RESET 
and factory defaults set Arm Trigger Gontrol to Accep- 
tor. 



The instrument can be programmed for additional 
arms. The arm count can be set to infinity or to a finite 
value (1 to 9999). RESET and factory defaults set arm 
count to 1. 



After leaving the arm layer, operation proceeds into the 
scan layer. 

Scan layer 

NOTE 

The scan layer is programmed from 
the SGAN GONTROL menu (see para- 
graph 4.8.2). 

Operation in the scan layer is similar to operation in the 
arm layer, except that spacing is controlled by scan 
events rather than arm events. A timer is available in 
this layer to control scan spacing. When Timer scan 
spacing is selected, operation will immediately pro- 
ceed into the charmel layer on the initial pass through 
the scan layer. Each additional scan (1 to 9999 or infi- 
nite) will not occur until the programmed timer inter- 
val elapses. The timer can be set to an interval from 
1msec to 99999.999 seconds. 



The Source B 5 qjass and Output Trigger function in the 
same marmer as the Source B 5 q)ass and Output Trigger 
in the arm layer. The Source B)q)ass (if enabled) will re- 
set (back in effect) after all programmed scans are com- 
pleted. 

RESET and factory defaults set scan spacing to Imme- 
diate, scan count to infinite and Scan Trigger Gontrol to 
Acceptor. 
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After leaving the scan layer, operation proceeds into 
the channel layer. 

Channel layer 

NOTE 

The channel layer is programmed 
from the CHANNEL CONTROL 
menu (see paragraphs 4.8.1). 

Operation in the channel layer is similar to operation in 
the scan layer, except that spacing is controlled by 
channel events rather than scan events, and the Output 
Trigger is always enabled. 

When Timer charmel spacing is selected, the first chan- 
nel will be scarmed immediately. Each additional chan- 
nel is then scarmed at a rate determined by the pro- 
grammed timer interval (1msec to 99999.999 seconds). 
With Immediate channel spacing selected, charmels 
will be scanned immediately. The scan rate will prima- 
rily be determined by the internally set relay settling 
time and any user programmed delay (see paragraph 
4.7.4). Eor Model 701X series cards, the internal relay 
settling time is 6msec; 3msec after the relay closes and 
3msec after the relay opens. The user programmed de- 
lay is in addition to the relay settling time. 

The device action (scan charmel) for each charmel in- 
cludes: 

1. If not the first channel in the scan, open the previ- 
ous charmel and wait for the internal settling delay 
to time out. 

2. Close the next channel in the scan and wait for the 
internal settling delay to time out. 

3. Wait for the user programmed delay (0 to 
99999.999 seconds) to time out. 

The Source B 5 ^ass (if enabled) will reset (be in effect) 
after the programmed number of channels are 
scanned. 



The Output Trigger for the charmel layer is always en- 
abled and occurs after each channel is scarmed (device 
action). Eor all channel spacing selections, except 
TrigLink, the TTL Output Trigger Pulse is available at 



the CHANNEL READY connector. Eor TrigLink chan- 
nel spacing, the Output Trigger functions as follows: 

1. If the asynchronous Trigger Link mode is selected, 
the TTL Output Trigger pulse will be available on 
the programmed Trigger Link output line. 

2. If the semi-synchronous Trigger Link mode is se- 
lected and the Source Bypass is disabled (Charmel 
Trigger Control set for Acceptor), the Trigger Link 
line will be released (goes high). 

3. If the semi-synchronous Trigger Link mode is se- 
lected, and the Source B)^ass is enabled (Charmel 
Trigger Control set for Source), the Trigger Link 
line will be pulled down low and then released. 

See paragraph 4.11 for details on the Trigger Link. 

RESET and factory defaults set charmel spacing to 
Manual, channel count to the scan list length, and 
Charmel Trigger Control to Source. 

Scan list 

Scarming charmels requires that you understand how 
to enter charmels for the scan list. In general, a channel 
is entered using the ke 5 q)ad. The number keys are used 
to enter the slot and channel (row and column for a ma- 
trix card). The right cursor key ( > ) (or ENTER key) 
adds a comma (,) which is used as a charmel separator 
or list terminator. The h 5 q)hen key (-) is used to define 
a range of charmels. Einally, the "M" key is used to en- 
ter a charmel pattern stored in memory. Eor details, see 
paragraph 4.5.2. 

When a charmel pattern is scanned, the closed switches 
in the pattern will close and remain closed for the du- 
ration of the scan. A channel pattern is useful for sup- 
plying bias voltages in a test system. 

Scan procedure 

Perform the following steps to scan charmels: 

NOTE 

Before performing scan operation, 
make sure the switching cards that 
you are using are properly configured. 

The CARD CONPIG menu is used to 
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configure various aspects of operation 
for the installed card(s). See paragraph 
4.7 for details. 



Step 1. Press 0 PEN ALL. 

Before configuring a scan, you should place the Model 
7001 in the idle state by pressing OPEN ALL. This will 
stop any scan that is currently in process, open all 
channels, and place the Model 7001 in the idle state. 

Step 2. Create a scan list. 

With the instrument in the scan list display state, enter 
the channels to be scanned as explained in paragraph 
4.5.2. The following example demonstrates proper for- 
mat: 

SCAN CHANNELS 1!1, 1!2, 2!l-2!5, Ml, 

The above scan list includes charmels 1 and 2 of slot 1, 
channels 1 through 5 of slot 2, and whatever closed 
channels are stored in memory location 1. Charmels 
will be scanned in the order that they are presented in 
this list. Ml will be treated as a single charmel. If for ex- 
ample, Ml is made up of two closed charmels, those 
two charmels will close and remain closed when Ml is 
scarmed. 



At the conclusion of a scan, the last charmel in the list 
will remain closed. If you wish to open the last charmel, 
specify a memory location that has no closed charmels 
as the last entry in the scan list. For example, if in the 
above scan list Ml has no closed channels, Channel 2!5 
will open at the conclusion of a single scan. 

Step 3. Configure the Channel Layer of the scan. 

The charmel layer is programmed from the CHAN 
CONTROL menu of the CONFIGURE SCAN menu. 
Detailed information on using the CHANNEL CON- 
TROL menu is provided in paragraph 4.8.1 and Table 
4-6. 



The following procedure summarizes the steps to con- 
figure the charmel layer: 

1 . From the CONFIGURE SG AN menu, select GH AN 
CONTROL. 



2. From the CHANNEL CONTROL menu, select 
CHANNEL-SPACING. 

3. From the SELEGT GHAN SPAGING menu, select 
one of the following events (or IMMEDIATE) to 
control the process of scarming charmels: 

A. TIMER — Use to set a time interval (1msec to 
99999.999 seconds) between charmels. 

B. EXTERNAL — With this selection, external 
triggers control channel spacing. Each trigger 
applied to the rear panel EXTERNAL TRIG- 
GER cormector will select the next charmel of 
the scan. 

G. GPIB — With this selection, bus triggers (GET 
or ”^TRG) control charmel spacing. Each bus 
trigger received by the Model 7001 will select 
the next charmel of the scan. 

D . MANUAL — With this selection, the front pan- 
el STEP key is used to control charmel spacing. 
Each press of the STEP key will select the next 
channel of the scan. 

E. TRIGLINK — With this selection, triggers re- 
ceived over the Trigger Link will control chan- 
nel spacing. Each trigger will select the next 
charmel in the scan. 

F. IMMEDIATE — With this selection, events are 
not used to control channel spacing. Only the 
time delay for relay settling and an optional 
DELAY (see paragraph 4.7) programmed by 
the user affect charmel spacing in the scan. 

4. From the GHANNEL GONTROL menu, select 
NUMBER OF GHANS. 

5. From the NUMBER OF GHANNELS menu, select 
one of following items to specify the number of 
charmels to scan: 

A. USE SGANLIST LENGTH — With this selec- 
tion, a single scan of all the charmels in the scan 
list will occur for every programmed scan (scan 
count). 

B. CHAN-GOUNT — With this selection, you 
have the following two options for GHANNEL 
GOUNT: 

a. INFINITE — With this count selection, the 
charmel scan will repeat indefinitely. 

b. ENTER-GHAN-GOUNT — Use this selec- 
tion to define the number of charmels (1 to 
9999) to scan. The channel scan wraps 
around and continues to satisfy a charmel 
count that exceeds the scan list length. 
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Step 4. Configure the Scan Layer of the scan. 

The scan layer is programmed from the SCAN CON- 
TROL menu of the CONFIGURE SCAN menu. De- 
tailed information on using the SCAN CONTROL 
menu is provided in paragraph 4.8.2. 

The following procedure summarizes the steps to con- 
figure the scan layer: 

1. From the CONFIGURE SGAN menu, select SGAN 
GONTROL. 

2. From the SGAN GONTROL menu, select SGAN 
STAGING. 

3. From the SELEGT SGAN STAGING menu, select 
one of the following events (or IMMEDIATE) to 
control scan spacing: 

A. TIMER — Use to set a time interval (1msec to 
99999.999 seconds) between scans. 

B. EXTERNAL — With this selection, external 
triggers control scan spacing. A trigger applied 
to the rear panel EXTERNAL TRIGGER con- 
nector will allow operation to proceed to the 
channel layer. 

G. GPIB — With this selection, bus triggers (GET 
or ”^TRG) control scan spacing. Abus trigger re- 
ceived by the Model 7001 will allow operation 
to proceed to the charmel layer. 

D. MANUAL — With this selection, the front pan- 
el STEP key is used to control scan spacing. 
Each press of the STEP key will allow operation 
to proceed to the charmel layer. 

E. TRIGLINK — With this selection, triggers re- 
ceived over the Trigger Link will control scan 
spacing. A trigger will allow operation to pro- 
ceed to the charmel layer. 

F. IMMEDIATE — With this selection, events are 
not used to control scan spacing. Operation 
will proceed immediately to the channel layer. 

4. From the SGAN GONTROL menu, select NUM- 
BER-OF-SGANS. 

5. From the NUMBER OF SGANS menu, select one of 
following items to specify the number of scans to 
be performed: 

A. INFINITE — With this selection, the scan will 
repeat indefinitely. 

B. ENTER-SGAN-GOUNT— Use this selection to 
define the number of scans (1 to 9999) to be per- 
formed. 



Step 5. Configure the Arm Layer of the scan. 

The arm layer is programmed from the ARM GON- 
TROL menu of the GONFIGURE SGAN menu. De- 
tailed information on using the ARM GONTROL menu 
is provided in paragraph 4.8.3. 

The following procedure summarizes the steps to con- 
figure the arm layer: 

1. From the GONFIGURE SGAN menu, select ARM 
GONTROL. 

2. From the SETUP ARM GONTROL menu, select 
ARM STAGING. 

3. From the SELEGT ARM STAGING menu, select 
one of the following events (or IMMEDIATE) to 
control the interval between arms: 

A. MANUAL — With this selection, the front pan- 
el STEP key is used to control arm spacing. 
Pressing the STEP key will allow operation to 
proceed to the scan layer. 

B. IMMEDIATE — With this selection, events are 
not used to control arm spacing. Operation will 
proceed immediately to the scan layer. 

G. GPIB — With this selection, bus triggers (GET 
or ”^TRG) control arm spacing. Abus trigger re- 
ceived by the Model 7001 will allow operation 
to proceed to the scan layer. 

D. EXTERNAL — With this selection, external 
triggers control arm spacing. A trigger applied 
to the rear panel EXTERNAL TRIGGER con- 
nector will allow operation to proceed to the 
scan layer. 

E. TRIGLINK — With this selection, triggers re- 
ceived over the Trigger Link will control arm 
spacing. A trigger will allow operation to pro- 
ceed to the scan layer. 

4. From the SETUP ARM GONTROL menu, select 
ARM GOUNT. 

5. From the ARM-GOUNT menu, select one of fol- 
lowing items to specify the number of arms to be 
performed: 

A. INFINITE — With this selection, the number of 
arms is infinite. 

B. ENTER- ARM-GOUNT — Use this selection to 
define the number of arms (1 to 9999) to be per- 
formed. 
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Step 6. Start the scan. 

NOTE 

To view the scan, exit from the CON- 
FIGURE SCAN menu by pressing 
EXIT until the instrument returns to 
the charmel status display state. If 
needed, press SCAN LIST fo display 
fhe channels fo be scarmed. 



Sfep 1 of fhis procedure placed fhe Model 7001 in fhe 
idle sfafe. In fhis idle sfafe, a scan cannof be performed. 
The Model 7001 is faken ouf of fhe idle sfafe by press- 
ing fhe STEP key. 

Once ouf of fhe idle sfafe, fhe scan is considered en- 
abled. The scan will proceed according fo how fhe 
fhree layers are programmed. If Immediafe spacing is 
selecfed, operafion will pass immediafely info fhe nexf 
layer. If spacing is programmed for a particular evenf, 
operafion will nof pass info fhe nexf layer until fhe 
evenf occurs. 



Scanning examples; 

The following examples assume fwo scans of a fwo- 
channel scan lisf. All evenfs in fhese examples can be 
subsfifufed by fhe STEP key. Por example, if fhe insfru- 
menf is waifing for an EXTERNAL frigger evenf, you 
can insfead press STEP fo provide fhe evenf. 

Example 1: 

ARM SPACING = IMMEDIATE 

SCAN SPACING = TIMER, EXTERNAL, GPIB, MANUAL or 
TRIGLINK 

CHANNEL SPACING = TIMER, EXTERNAL, GPIB, MAN- 
UAL or TRIGLINK 

1. Press OPEN ALL fo open all channels and place 
fhe Model 7001 in fhe idle sfafe. 

2. Press STEP fo fake fhe 7001 ouf of fhe idle sfafe 
(ARM indicator fums on). 

3. The firsf scan spacing evenf will pass operafion 
info fhe channel layer. 

4. The firsf charmel spacing evenf will scan fhe firsf 
channel in fhe scan lisf. 



5. The nexf channel spacing evenf will scan fhe sec- 
ond charmel. 

6. The nexf scan spacing evenf will pass operafion 
back info fhe channel layer. 

7. The nexf charmel spacing evenf will scan fhe firsf 
channel. 

8. The nexf channel spacing evenf will scan fhe sec- 
ond charmel and disarm (idle) fhe scan. 

Example 2: 

ARM SPACING = IMMEDIATE 

SCAN SPACING = IMMEDIATE 

CHANNEL SPACING = TIMER, EXTERNAL, GPIB, MAN- 
UAL or TRIGLINK 

1. Press OPEN ALL fo open all channels and place 
fhe Model 7001 in fhe idle sfafe. 

2. Press STEP fo fake fhe 7001 ouf of idle sfafe, and 
operafion info fhe charmel layer. 

3. The firsf charmel spacing evenf will scan fhe firsf 
channel. 

4. The nexf channel spacing evenf will scan fhe sec- 
ond charmel. 

5 . Operafion passes auf omaf ically back info fhe chan- 
nel layer since IMMEDIATE scan spacing is selecf- 
ed. 

6. The nexf charmel spacing evenf will scan fhe firsf 
charmel. 

7. The nexf channel spacing evenf will scan fhe sec- 
ond charmel and disarm (idle) fhe scan. 

Example 3: 

ARM SPACING = MANUAL, GPIB, EXTERNAL or 

TRIGLINK 

SCAN SPACING = TIMER, EXTERNAL, GPIB, MANUAL or 

TRIGLINK 

CHANNEL SPACING = TIMER, EXTERNAL, GPIB, MAN- 
UAL or TRIGLINK 



1. Press OPEN ALL fo open all channels and place 
fhe Model 7001 in fhe idle sfafe. 

2. Press STEP fo fake fhe 7001 ouf of fhe idle sfafe. 

3. The arm spacing evenf allows operafion fo pass 
info fhe scan layer. 

4. The firsf scan spacing evenf passes operafion info 
fhe channel layer. 
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5. The first channel spacing event will scan the first 
channel in the scan list. 

6. The next channel spacing event will scan the sec- 
ond channel. 

7. The next scan spacing event will pass operation 
back into the channel layer. 

8. The next channel spacing event will scan the first 
channel. 

9. The next channel spacing event will scan the sec- 
ond channel and disarm (idle) the scarmer. 

Example 4: 

ARM SPACING = MANUAL, GPIB, EXTERNAL or 

TRIGLINK 

SCAN SPACING = IMMEDIATE 

CHANNEL SPACING = TIMER, EXTERNAL, GPIB, MAN- 
UAL or TRIGLINK 

1. Press OPEN ALL to open all channels and place 
the Model 7001 in the idle state. 

2. Press STEP to take the 7001 out of the idle state. 

3. The arm spacing event allows operation to pass 
into the scan layer. 

4. Operation passes immediately into the charmel 
layer since IMMEDIATE scan spacing is selected. 

5. The first charmel spacing event will scan the first 
channel in the scan list. 

6. The next channel spacing event will select the sec- 
ond charmel. 

7. Operation passes automatically back into the chan- 
nel layer since IMMEDIATE scan spacing is select- 
ed. 

8. The next charmel spacing event will select the first 
channel. 

9. The next channel spacing event will select the sec- 
ond charmel and disarm (idle) the scan. 

Scanning notes; 

1. The STEP key is always functional during a scan 
and can be used to provide a spacing event. Por ex- 
ample, if programmed for TIMER charmel spacing, 
the STEP key can also be used to select the next 
channel. 

2. Porbidden Channels cannot be entered into the 
scan list. 



3. With Single Charmel enabled, only the lowest 
numbered charmel in a memory location (i.e. Ml) 
will close when selected. 

4. Card Pair is functional during a scan. The charmels 
included in the scan list and the corresponding 
charmels for the other slot will be scanned. 



Summary of scan keys; 

OPEN ALL — Use to stop a scan, open all charmels, 
and place the Model 7001 in the scan idle state. 

STEP — Use to take the Model 7001 out of the idle state; 
and also, use to manually step through a scan. 

4.5.5 Storing channel patterns (STO RE and 
RECALL) 

Any displayed charmel pattern can be stored in memo- 
ry locations Ml through MIOO. A charmel pattern is 
simply a pattern of open and closed charmels. 

Channel Patterns are not lost (cleared) when the instru- 
ment is turned off. However, a Charmel Pattern is 
cleared if any of the following events occur: 

1. A closed charmel in the Channel Pattern becomes 
unavailable. A channel can become unavailable by 
changing a slot assignment (Card TYPE) or by 
changing to a pole mode that reduces the number 
of available charmels. 

2. A closed charmel in the Charmel Pattern becomes 
restricted. A charmel becomes restricted by adding 
it to the restricted charmel list. 



The following examples demonstrate how a Charmel 
Pattern is lost: 

1. Assume a Channel Pattern includes charmel 1!21 
as a closed charmel and the assignment for slot 1 is 
changed to a multiplexer card that has only 20 
charmels. Since charmel 1!21 no longer exits, the 
Charmel Pattern is cleared. 

2. Assume a Charmel Pattern includes charmel 1!1 as 
a closed channel and the assignment for slot 1 is 
changed to a matrix card. Since charmel 1!1 is an in- 
correct format for a matrix card, it no longer exists. 
The Channel Pattern is cleared. 
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3. Assume a Channel Pattern includes charmel 1!21 
and the slot (slot 1) is configured for 2-pole opera- 
tion. Changing fhe pole-mode of slof 1 fo 4-pole 
operation makes channel 1!21 unavailable and 
clears fhe Channel Paffern. 

4. Assume a Charmel Paffern includes channel 111. If 
channel 111 is fhen added fo fhe resfricfed charmel 
lisf, fhe Channel Pattern is cleared. 

5. Assume a Channel Pattern includes charmel 111 
and Card Pair is enabled. Nofe fhaf wifh card pair 
enabled, charmel 2!1 is fhen added as a resfricfed 
channel, fhe Charmel Pattern will clear since one of 
ifs charmels has become resfricfed. 



Nofe fhaf if a Charmel paffern is included in fhe Scan 
Lisf (i.e. Ml) and fhe Charmel Pattern is losf (as ex- 
plained above), fhen fhe Scan Lisf will also be losf (see 
paragraph 4.5.2). 

Storing channel patterns 

Perform fhe following sfeps fo store a charmel paffern 
in a memory locafion: 

Step 1. Place instrument in channel list display state. 

SELECTCHANNELS 



Step 2. If there are any undesired channels currently 
closed, press 0 PEN ALL to open them. 

Step 3. Enter channels that you wish to close. 

Channel lisf enfry is explained in paragraph 4.5.2. The 
following example demonsfrafes proper formaf: 

SELECTCHANNELS 1!1, 1!2, 2!4, 

The above charmel lisf includes charmels 1 and 2 of slof 
1, and charmel 4 of slof 2. 



Step 4. Close channels. 

Close fhe charmels specified in fhe lisf by pressing 
CLOSE. 



Step 5. Store the displayed channel pattern. 

Perform fhe following sfeps fo sfore fhe charmel paf- 
fern: 



1. Press STORE. The following fypical message will 
be displayed: 

STORE CHANS AT #001 

The above message indicates fhaf fhe charmel paf- 
fern will be stored af memory locafion Ml. 

NOTE 

You can exif from fhe Sfore mode 
wifhouf storing fhe channel paffern by 
pressing EXIT. The insfrumenf will re- 
furn fo fhe charmel lisf display sfafe. 

2. If you wish fo sfore fhe channel paffern af fhe dis- 
played memory locafion, proceed fo step 3. Ofher- 
wise, use fhe cursor keys ( <| and > ) and fhe 
number keys fo key in fhe desired memory loca- 
fion (001 fo 100). 

3. To sfore fhe charmel paffern af fhe displayed mem- 
ory locafion, press ENTER. The insfrumenf will re- 
furn fo fhe charmel sfafus display sfafe. 

Recalling channel patterns 

There are two ways fo recall a charmel paffern. One 
way is fo immediafely access fhe charmel paffern from 
memory using RECALL. The open /close charmel paf- 
fern will be displayed on fhe Model 7001 indicating fhe 
acfual sfafe of each charmel. The ofher way is fo specify 
fhe memory locafion (i.e. Ml) of fhe charmel pattern in 
fhe channel lisf and / or scan lisf. The closed charmels in 
fhe channel paffern will close when fhaf memory loca- 
fion is closed or scanned. 



Recalling a channel pattern using RECALL 

Perform fhe following sfeps fo use RECALL: 

1. While in charmel lisf or scan lisf display sfafes, 
press RECALL fo display fhe following f 5 ^ical 
message: 

RECALLCHANS AT #001 

The above message indicates fhaf fhe charmel paf- 
fern will be recalled from memory locafion Ml. 
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NOTE 

You can exit from the Recall mode 
without recalling the charmel pattern 
by pressing EXIT. The instrument will 
return to the charmel list display state. 

2. If you wish to recall the charmel pattern from the 
displayed memory location, proceed to step 3. 
Otherwise, use the cursor keys (<| and > ) and 
the number keys to key in the desired memory lo- 
cation (001 to 100). 

3. To recall the charmel pattern from the displayed 
memory location, press ENTER. The instrument 
will return to the channel status display state and 
display the recalled charmel pattern. 

CAUTION 

As soon as the display updates to the 
selected channel pattern, the corre- 
spondingrelays onthe card will also 
update. Thus, make sure you want to 
energizethecardrelaysbeforerecall- 
ing a channel pattern. 

Recalling a channel pattern via channel list and/or 
scan list 

A charmel pattern can be recalled by specifying the 
memory location in a charmel list and / or scan list. Eor 
example, assume a charmel pattern that has Charmels 
2! 11 and 2!36 closed is stored at memory location MIO. 
Also assume that MIO is included in the following 
channel list: 

SELECT CHANNELS 1!1, 1!4, MIO, 

When CLOSE is pressed with the above channel list 
displayed, Charmels 1!1, 1!4, 2!11 and 2!36 will close. 

Now assume the MIO is included in the following scan 
list: 

SCAN CHANNELS 1!1, 1!4, MIO, 1!6, 

When MIO is selected in the scan, both Charmels 2!11 
and 2!36 will be closed at the same time and will re- 
main closed when charmel 1!6 is scarmed. 



4.6 MENU 

Various instrument operations to configure the Model 
7001 are performed using the front panel MENU. The 
MENU structure is shown and summarized in Table 4- 
2. 

General rules to use MENU 

1. The MAIN MENU is displayed by placing the in- 
strument in the normal channel display state, and 
then pressing the MENU key. If already in the 
menu structure, the MAIN MENU can be dis- 
played by pressing and releasing the EXIT key un- 
til the MAIN MENU selections are displayed (see 
next rule). The MAIN MENU selections are shown 
as follows: 

MAIN MENU 

SAVESETUP GPIB DIGITAL-l/0 ^ 

M TEST LANGUAGE GENERAL 

2. Pressing the EXIT key causes the display to back 
up to the previous menu level. Also, keyed-in pa- 
rameter changes are ignored if an EXIT is per- 
formed. When the MAIN MENU is displayed, 
pressing EXIT or MENU will disable MENU. 

3. The position of the cursor is denoted by the blink- 
ing menu selection or parameter. The cursor is 
moved from one item to the next using the cursor 
keys (<| and > ). 

4. A displayed arrow ( -^ or ► ) indicates that there 

is more information or additional menu items to 
select from. When " ► " is displayed, use the > 
cursor key to display the additional message(s); 
and conversely, when " " is displayed, use the 

<1 cursor key. 

5. A numeric parameter is keyed in by placing the 
cursor on the digit to be changed, and pressing the 
appropriate key on the ke}^ad. After keying in a 
number, the cursor will move to the next digit to 
the right. 

6. A parameter change is only executed when the 
ENTER key is pressed. 

7. ENTERing an invalid parameter generates an error 
and ignores the entry. 

8. The INTO key can be used an 5 rwhere in the menu 
structure to display helpful information messages 
concerning operation. To cancel an information 
message, press EXIT or INTO a second time. 
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Table 4-2 

MENU structure 



Menu item 


Description 


SAVESETUP 


Setup Menu: 


SAVE 


Save setup at a memory location (up to 10). 


RESTORE 


Return 7001 to setup stored at a memory location. 


PWRON 


Power-on Menu: 


PACTORY DEEAULT 


Power-on to factory default setup conditions. 


USER SETUP 


Power-on to setup stored at a memory location. 


RESET 


Return 7001 to original power-on setup. 


GPIB 


GPIB Setup Menu: 


ADDRESS 


Gheck/ change IEEE-488 address. 


STATUS 


Display IEEE-488 status byte. 


DIGITAL-I/O 


Digital I/O Menu: 


OUTPUT-STATUS 


Gheck/change states of digifal oufpuf channels. 


OUTPUT-POLARITY 


Gheck/ change polarify of digifal oufpuf porf. 


INPUT-STATUS 


Read digifal inpuf channel. 


TEST 


Self-Tesf Menu: 


BUILT-IN TESTS 


Tesf Digifal Board: 


AUTO 


Run all fesfs aufomafically 


MANUAL 


Selecf fesfs fo run 


DISPLAY TESTS 


Tesf Display Board: 


KEYS 


Verify operafion of fronf panel keys 


PATTERNS 


Verify operafion of display 


GHAR SET 


Display ASGII characfer sef. 


LANGUAGE 


Ghoose 7001 Language: 


ENGLISH 


Display messages in English. 


GERMAN 


Display messages in German. 


ERENGH 


Display messages in Erench. 


GENERAL 


General Menu: 


SERIAL# 


Displays serial number, SGPI version, and software revision. 


STATUS-MESSAGES 


Enables/disables sfafus message mode. 


BREAK BEEORE MAKE 


Enables/ disables Break-Before-Make. 
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4.6.1 SAVESETU P 

The SAVESETUP menu is used for the following oper- 
ations: 

• Save the current setup conditions in memory for 
future recall. Up to 10 setups can be saved in mem- 
ory. 

• Restore the instrument to setup conditions stored 
in memory. 

• Setup the power-on (PWRON) configuration. The 
instrument can be set to power-on to the factory 
default setup conditions, or power-on to the setup 
conditions stored at a specified memory location. 

• Reset the instrument to the original power-on set- 
up conditions (see Table 4-3). 

Perform the following steps to display the SAVESET- 
UP menu: 

1 . Display the MAIN MENU (see paragraph 4.6, Gen- 
eral rule #1). 

2. Use the cursor keys ( <| and > ) to place the cursor 
on SAVESETUP, and press ENTER to access the 
following menu: 

SETUP MENU 

SAVE RESTORE PWRON RESET 

SAVE — Use this menu item to save the current setup 
conditions in memory at a specified memory location. 
To select SAVE, place the cursor on SAVE and press 
ENTER. The following typical message will be dis- 
played: 

SAVE SETUP #0(0-9) 

1. To save the current setup at the displayed memory 
location, press ENTER. The instrument will return 
to the SETUP MENU. 

2. To save the current setup to a different memory lo- 
cation, key in a value (0 to 9) and press ENTER. The 
instrument will return to the SETUP MENU. 



RESTORE — Use this menu item to return the instru- 
ment to the setup conditions that are stored in memory 
at a specified memory location. To select RESTORE, 
place the cursor on RESTORE and press ENTER. The 
following typical message will be displayed: 

RESTORE SETUP #0 



1. To restore the instrument to the setup conditions 
stored at the displayed memory location, press 
ENTER. The instrument will return to the SETUP 
MENU. 

2. To restore the instrument to the setup conditions 
stored at a different memory location, key in the 
memory location (0 to 9) and press ENTER. The in- 
strument will return to the SETUP MENU. 



PWRON — Use this menu item to select the setup condi- 
tions that the instrument will power-on to. To select the 
PWRON menu item, place the cursor on PWRON and 
press ENTER. The following menu will be displayed: 

SET POWER-ON DEFAULT 

FACTORY-DEFAULT USER-SETUP 

FACTORY DEFAULT — With this selection, the instru- 
ment will return to the factory default conditions (see 
Table 4-3) the next time it is turned on. To select the 
EACTORY-DEEAULT menu item, place the cursor on 
EACTORY-DEEAULT and press ENTER. The instru- 
ment will return to the SETUP MENU. 



USERSETUP — Using this selection, the instrument will 
power-on to the setup conditions saved at a specified 
memory location. To select USER-SETUP, place the cur- 
sor on USER-SETUP and press ENTER. The following 
typical message will then be displayed: 

PWRON DEFAULT =#0 

1. To power-on to the setup conditions stored at the 
displayed memory location, press ENTER. The in- 
strument will return to the SETUP MENU. 

2. To power-on to setup conditions stored at a differ- 
ent memory location, key in the memory location 
(0 to 9) and press ENTER. The instrument will re- 
turn to the SETUP MENU. 



RESET — Use this menu item to reset the instrument to 
the RESET default setup conditions (see Table 4-3). To 
select RESET, place the cursor on RESET and press EN- 
TER. The following message will be displayed: 

RESETTING INSTRUMENT 

Press ENTER to display: 

RESET COMPLETE 

Press ENTER to return to the SETUP MENU. 
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Table 4-3 

Default conditions 



Item 


Factory default 


RESET 


Channel status 


All open 


All open 


Channel list 


Cleared 


No change 


Scan list 


No change 


No change 


GPIB address 


No change 


No change 


Digital I/O output level 


High 


High 


Language 


No change 


No change 


Status messages 


Off 


Off 


# of poles 


No change 


No change 


Card pair 


Off 


Off 


Delay 


0 sec 


0 sec 


Channel spacing 


Manual (STEP key) 


Manual (STEP key) 


Number of charmels 


Scan list length 


Scan list length 


Channel trigger control 


Source 


Source 


Scan spacing 


Immediate 


Immediate 


Number of scans 


Infinite 


Infinite 


Scan trigger control 


Acceptor 


Acceptor 


Arm spacing 


Immediate 


Immediate 


Arm count 


1 


1 


Arm trigger control 


Acceptor 


Acceptor 


Single charmel 


Off 


Off 


Restricted charmels 


No change 


No change 


Break Before Make 


On 


On 



Note: "No change" indicates that the currently set conditions are not affected. 



4.6.2 GPIB 

The GPIB menu is used for the following operations: 

• Check and/or change the address of the IEEE-488 
bus. 

• Display the status byte of the IEEE-488 bus. 

Perform the following steps to display the GPIB menu: 

1 . Display the MAIN MENU (see paragraph 4.6, Gen- 
eral rule #1). 

2. Use the cursor keys ( <| and > ) to place the cursor 
on GPIB, and press ENTER to display the follow- 
ing menu: 

GPIB SETUP MENU 

ADDRESS STATUS 



ADDRESS — Use this menu item to check and/or 
change the IEEE-488 address. At the factory the ad- 
dress is set to 7, but can be changed to any value from 
0 to 30. To select ADDRESS, place the cursor on AD- 
DRESS and press ENTER. If the address is currently set 
to 7, the following message will be displayed: 

ADDRESS =07 (0-30) 

1. To retain the displayed address, press ENTER or 
EXIT. The instrument will return to the GPIB SET- 
UP MENU. 

2. To change the address, simply key in a valid value 
(0 to 30) and press ENTER. The instrument will re- 
turn to the GPIB SETUP MENU. 



STATUS — Use this menu item to display the IEEE-488 
status byte. Refer to Section 4 (IEEE-488 Reference) for 
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information on the status byte. To select STATUS, place 
the cursor on STATUS and press ENTER. If for exam- 
ple, all bits of the status byte are reset to zero, it will be 
displayed as follows: 

SHOW STATUS BYTE 

EVA=0 QSB=0 MAV=0 ESB =0 ► 

<4 MSS=0 OSB=0 

When finished viewing the status byte, press either 
ENTER or EXIT. The instrument will return to the GPIB 
SETUP MENU. 

4.6.3 DIGITAL-l/0 

The DIGITAL-I/O menu is used for the following op- 
erations: 

• Gheck and / or change the OUTPUT-STATUS (on or 
off) of the four digital output channels. 

• Gheck and/or change the OUTPUT-POLARITY of 
the digital output port. Polarity can be active-high 
(on = +5V) or active-low (on = OV). 

• Gheck the INPUT-STATUS (on or off) of the single 
digital input channel. 

NOTE 

The digital output port uses default 
levels of OV and +5V. However, a user 
supplied voltage level of up to 30V can 
be used instead of the 5V level (see 
paragraph 4.9.1). 

Perform the following steps to display the DIGITAL-I/ 
O MENU: 

1 . Display the MAIN MENU (see paragraph 4.6, Gen- 
eral rule #1). 

2. Use the cursor keys ( <1 and > ) to place the cursor 
on DIGITAL-I/O and press ENTER to access the 
following menu: 

DIGITAL-I/O MENU 

OUTPUT-STATUS OUTPUT-POLARITY ► 

M INPUT-STATUS 

OUTPUT-STATUS — Use this menu item to check and/or 
change the state (on or off) of the four digital output 
channels. The actual level of an "on" charmel is deter- 



mined by the polarity, which is controlled by the next 
menu item (OUTPUT-POLARITY). To select OUTPUT- 
STATUS, place the cursor on OUTPUT-STATUS and 
press ENTER. If for example, all the digital output 
channels are off, the following message will be dis- 
played: 

DIGITAL OUTPUT LINES 

1=0FF 2=0FF 3=0FF 4=0FF 

1. To retain the displayed states of the output chan- 
nels, press ENTER or EXIT. The instrument will re- 
turn to the DIGITAL-I/O MENU. 

2. To change the state of one or more digital output 
charmels, perform the following steps: 

A. Position the cursor at the charmel that you wish 
to change. 

B. Press any one of the keys on the ke}^ad. These 
keys simple toggle between "ON" and "OPE". 

C. Repeat steps A and B for each charmel that you 
wish to change. 

D. With the desired states displayed, press EN- 
TER. The instrument will return to the DIGI- 
TAL-I/O MENU. 



OUTPUT-POLARITY — Use this menu item to check and/ 
or change the polarity of the digital output port. The 
polarity of each charmel can be active-high (ON = -i-5V) 
or active low (ON = OV). To select OUTPUT-POLARI- 
TY, place the cursor on OUTPUT-POLARITY and press 
ENTER. The following message will be displayed: 

SELECTOUTPUTLINE 

TTLl TTL2 TTL3 TTL4 

1. Place the cursor on the appropriate charmel and 
press ENTER. A message indicating the polarity of 
the selected charmel will be displayed. Eor exam- 
ple: 

TTLl LOGIC SENSE 

ACTIVE-HIGH ACTIVE-LOW 

Gursor position will indicate the polarity of the 
channel. 

2. To retain the currently selected polarity, press EN- 
TER or EXIT. The display will return to the SE- 
LEGT OUTPUT LINE MENU. 

3. To change polarity, place the cursor on the alter- 
nate selection using the cursor keys ( <1 or [> ) and 
press ENTER. The instrument will return to the SE- 
LEGT OUTPUT LINE MENU. 
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4. When finished, press EXIT to return to the DIGI- 
TAL I/O MENU. 



INPUT-STATUS — Use this menu item to read (on or off) 
the digital input charmel. Polarity is fixed at active- 
high (ON = 5V). 

To select INPUT-STATUS, place the cursor on INPUT- 
STATUS and press ENTER. If for example, the digital 
input channel is "on", the following message will be 
displayed: 

DIGITAL INPUT LINE 

Status =0N 

Press ENTER or EXIT to return the instrument to the 
Digital I/O Menu. 



4.6.4 TEST 

The TEST menu is to be used as a diagnostic tool to iso- 
late problems with the Model 7001. Refer to Section 7 
Maintenance for information on using these test proce- 
dures. 

4.6.5 LANGUAGE 

The LANGUAGE menu is used to change the language 
for display messages. Language selections include: 

• Display messages in ENGLISH. 

• Display messages in GERMAN. 

• Display messages in ERENGH. 

Perform the following steps to change the language of 
menu display messages: 

1 . Display the MAIN MENU (see paragraph 4.6, Gen- 
eral rule #1). 

2. Use the cursor keys ( <| and > ) to place the cursor 
on LANGUAGE and press ENTER. The following 
language menu selections will be displayed: 

CHOOSE MENU LANGUAGE 

ENGLISH GERMAN FRENCH 



The cursor will be located on the currently selected 
language. Note that if a language other than En- 
glish is currently selected, the menu will be dis- 
played in the selected language. 

3. To retain the currently selected language, press 
EXIT or ENTER. The display will return to the 
MAIN MENU. 

4. To select one of the other languages, place the cur- 
sor on the desired language selection and press 
ENTER. The instrument will return to the MAIN 
MENU. 

Note: The selected language becomes the power- 
up default. 



4.6.6 GENERAL 

The GENERAL MENU is used for the following oper- 
ations: 

• Serial # of the Model 7001. 

• SGPI version control number. 

• Software revision level installed in the Model 7001. 

• Select the Status Message Mode. 

Perform the following steps to display the GENERAL 
MENU: 

1. Display the MAIN MENU (see General Rule #1, 
paragraph 4.6). 

2. Use the cursor keys ( <1 and > ) to place the cursor 
on GENERAL and press ENTER. The following 
menu will be displayed: 

GENERAL MENU 

SERIAL# STATUS-MESSAGES 



SERIAL # — To display the serial number, SGPI version 
and software revision level of the instrument, place the 
cursor on SERIAL # and press ENTER. The following 
information will be displayed: 

Serial #XXXXXX 

SGPI version #XXX.X software rev AXX/AYY 
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where; AXX is the software revision of fhe main CPU. 

AYY is fhe soffware revision of fhe display 
CPU. 

When finished, press ENTER or EXIT fo refum fo fhe 
GENERAL MENU. 



STATUS MESSAGES — This selecfion is used fo enable or 
disable fhe sfafus message mode. When enabled, sfafus 
messages will be displayed fo idenfify specific opera- 
tions fhaf are performed. Place fhe cursor on STATUS- 
MESSAGES and press ENTER. The following message 
will be displayed: 

STATUS MESSAGES 

OFF ON 



Place fhe cursor on fhe desired sfafe (on or off) and 
press ENTER. The insfrumenf will refurn fo fhe GEN- 
ERAL MENU. 



BREAK-BEFORE-MAKE — This selecfionis used fo enable 
or disable Break-Before-Make. When enabled, fhe pre- 
vious charmel will open before fhe nexf charmel closes 
during a scan. This ensures fhaf two scanned charmels 
will not be closed at the same time. When recalling a 
channel pattern from memory, all ofher charmels will 
open before fhe channels in fhe paffern close. 

When disabled, break-before-make is no longer en- 
sured. During a scan, fhis could resulf in fwo charmels 
closed momenfarily af fhe same fime. When recalling a 
channel paffern, fhe channels in fhe pattern could close 
before fhe previous channels open. 

Break-Before-Make incorporafes a delay fo make sure 
fhaf a charmel(s) opens before fhe necf channel(s) clos- 
es. If Break-Before-Make is nof necessary for your fesf 
sysfem, you can increase scanning speed by disabling 
if. 



Place fhe curor on BREAK-BEPORE-MAKE and press 
ENTER fo display fhe following selecfions: 

BREAK BEFORE MAKE 

ON OFF 



Gursor posifion indicafes fhe currenf sfafe of Break-Be- 
fore-Make. 



Place fhe cursor on fhe desired sfafe and press ENTER. 
The insfrumenf will refrun fo fhe GENERAL MENU. 

NOTE 

When finsihed wifh fhe GENERAL 
MENU, use EXIT fo back ouf of fhe 
menu sfrucfure. 



4.7 CARD CONFIG 

Various operafions fo configure fhe slofs of fhe main- 
frame are performed from fhe GARD GONPIG MENU. 
The menu sfrucfure is shown and summarized in Table 
4-4. 



General rules fo use GARD GONPIG MENU: 

1. The GARD GONPIG MENU is displayed by plac- 
ing fhe insfrumenf in fhe channel sfafus display 
sfafe, and fhen pressing fhe GARD GONPIGURA- 
TION key. If already in fhe menu sfrucfure, fhe 
GARD GONPIG MENU can be displayed by press- 
ing and releasing fhe EXIT key until fhe GARD 
GONPIG MENU selecfions are displayed (see nexf 
rule). The GARD GONPIG MENU selecfions are 
shown as follows: 

CARDCONFIG MENU 

TYPE frOF-POLES CARD-PAIR ► 

•4 DELAY READ-I/O-CARD 

2. The EXIT key causes fhe display fo back up fo fhe 
previous menu level. Also, keyed-in paramefer 
changes are ignored if an EXIT is performed. When 
fhe GARD GONPIG MENU is displayed, pressing 
EXIT will disable card configuration. 

3. The posifion of fhe cursor is denofed by fhe blink- 
ing menu selecfion or paramefer. The cursor is 
moved from one ifem fo fhe nexf using fhe cursor 
keys (<| and > ). 

4. A displayed arrow ( -^ or ► ) indicafes fhaf fhere 
is more information or additional menu ifems fo 
selecf from. When " ► " is displayed, use fhe > 
cursor key fo display fhe additional message(s); 
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and conversely, when " " is displayed, use the 

<1 cursor key 

5. A numeric parameter is keyed in by placing the 
cursor on the digit to be changed, and pressing the 
appropriate key on the ke 5 ^ad. After keying in a 
number, the cursor will move to the next digit to 
the right. 

6. A parameter change is only executed when the 
ENTER key is pressed. 

7. ENTERing an invalid parameter generates an error 
and ignores the entry 

8. The INTO key can be used an 5 rwhere in the menu 
structure to display helpful informafion messages 
concerning operation. To cancel an informafion 
message, press EXIT or INTO a second fime. 



4.7.1 TYPE 

Use fhe TYPE feafure fo assign a model number fo each 
non-701X series card insfalled in fhe mainframe. This 
menu selecfion also allows you fo assign a slof fo oper- 
afe as a simulafor. By assigning a slof fhe value 9990, 
fhe mainframe will operafe as if a 40 channel mulfi- 
plexer card is insfalled. If you assign a slof fhe value 
9991, fhe mainframe will operafe as if a 4 x 10 mafrix 
card is insfalled in fhaf slof. These simulafors allow you 
fo develop a fesf program even fhough fhe card is nof 
insfalled in fhe mainframe. 



The TYPE menu selecfion displays an assignmenf mes- 
sage for each slof. These messages were defermined by 
fhe Model 7001 mainframe during ifs power-up se- 
quence and is explained in paragraph 4.2.3. In general, 
fhe Model 7001 mainframe defecfs (on power-up) 
Model 701X series cards fhaf are insfalled. All ofher 
fype cards are nof defecfed and fhus, fhe slof musf be 
assigned fhe appropriafe model number by fhe user. 
This user assigned model number is "remembered" by 
fhe mainframe affer if is fumed off. However, if fhe 
mainframe defecfs a 701X series card in fhe slof on fhe 
subsequenf power-up, if disregards fhe model number 
assigned by fhe user and assigns fhe model number of 
fhe 701X series card fo fhe slof. You can use Table 4-5 fo 
inferpref fhe displayed messages for TYPE. 

Each used slof musf be assigned fhe correcf model 
number (eifher aufomafically by fhe mainframe for 
70 IX series cards or manually by fhe user) in order for 
fhe mainframe fo operafe correcfly. The model number 
assignmenf aufomafically defermines fhe settling fime 
for fhe relays. 

Changing a slof assignmenf (Card TYPE) could make a 
channel fhaf is currenfly included in fhe Scan Lisf and / 
or a Channel Pattern unavailable. The unavailable 
channel causes fhe Scan Lisf and/or fhe affecfed Chan- 
nel Pattern fo clear (see paragraphs 4.5.2 and 4.5.5 for 
defails). 



Table 4-4 

CARD CONFIG MENU structure 



Menu item 


Description 


TYPE 


Set Card Type: 


SLOT-1 


Assign model number to card in slot 1. 


SLOT-2 


Assign model number to card in slot 2. 


#-OE-POLES 


Select # Of Poles: 


SLOT-1 


Selecf pole mode for card in slof 1. 


SLOT-2 


Selecf pole mode for card in slof 2. 


CARD-PAIR 


Enable or disable Card Pair. 


DELAY 


Sef Delay Por: 


SLOT-1 


Sef delay for card in slof 1. 


SLOT-2 


Sef delay for card in slof 2. 


READ-I/O-CARD 


Idenfify I/O Cards. 
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Table 4-5 

TYPE assignments 



Assignment message 


Interpretation* 


SLOT-1 GARD: 


7QIX** 


701X series card installed in slot 1. 


SLOT-1 GARD: 


NONE 


No card installed in slot 1, or slot 1 is not assigned. 


SLOT-1 GARD: 


tyyy^^^ 


Non-701X series model number assigned to slot 1 by the user. The card may or 
may not be installed in the slot. Also, a different non-701X series card may be 
installed. 


SLOT-1 GARD: 


9990 


Slot 1 assigned by user to simulate a 40-channel multiplexer. A non-701X card may 
be installed. 


SLOT-1 GARD: 


9991 


Slot 1 assigned by user to simulate a 4 x 10 matrix. A non-701X card may be 
installed. 


SLOT-2 GARD: 


70ix>^>^ 


701X series card installed in slot 2. 


SLOT-2 GARD: 


NONE 


No card installed in slot 2, or an unassigned card installed. 


SLOT-2 GARD: 


tyyy^^^ 


Non-701X series model number assigned to slot 2 by the user. The card may or 
may not be installed in the slot. Also, a different non-701X series card may be 
installed. 


SLOT-2 CARD: 


9990 


Slot 2 assigned by user to simulate a quad 1 x 10 multiplexer. A non-701X card 
maybe installed. 


SLOT-2 CARD: 


9991 


Slot 2 assigned by user to simulate a 4 x 10 matrix. A non-701X card may be 
installed. 



* Assumes that power is cycled whenever a card is installed or removed from the mainframe. 
** Model 701X series card, such as the Model 7011, 7012 or 7013. 

*** Models 7052 though 7402. 



Perform the following steps to assign card TYPE. 

1. Display the CARD CONFIG MENU (see para- 
graph 4.7, General rule #1). 

2. Place the cursor on TYPE and press ENTER. The 
following message will be displayed: 

SET CARD TYPE 

SLOT-1 SLOT-2 

SLOT-1 — To assign slot 1, place the cursor on SLOT-1 
and press ENTER. A message indicating the current 
slot assignment will be displayed. For example, if slot 
1 was last assigned as a Model 7052, the following mes- 
sage will be displayed: 

SLOT-1 CARD: 7052 

Note: If slot 1 is assigned as a Model 701X series card, 
you will not be able to change the assignment since that 
is the card that is actually installed in the slot. Press 
EXIT to return to the SET GARD TYPE menu. 



1. Determine the correct assignment for slot 1 using 
the following guidelines: 

A. If slot 1 is empty and is not going to be used, as- 
sign it as "NONE". This will turn off the front 
panel charmel status display for slot 1 since it is 
not going to be used. 

B. If using a non-701X series card (Models 7052 
through 7402) that is installed in slot 1, assign 
slot 1 as that model number. For example, if the 
Model 7062 is installed in slot 1, assign slot 1 as 
"7062" 

C. If slot 1 is going to be used to simulate a 40 
charmel mux, assign it as "9990". To simulate a 
4 X 10 matrix, assign it as "9991". Note that a 
non-701X series card left installed will be con- 
trolled while using slot 1 as a simulator. 

2. Use the cursor keys ( <| and > ) to display the cor- 
rect slot assignment. In general, the <| cursor key 
increments the displayed model number while the 
> cursor key decrements the model number. 
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3. With the correct slot assignment displayed, press 
ENTER. The display will return to the SET CARD 
TYPE menu. 



SLOT-2 — To assign slot 2, place the cursor on SLOT-2 
and press ENTER. A message indicating the current 
slot assignment will be displayed. Eor example, if slot 
2 was last assigned as a Model 7052, the following mes- 
sage will be displayed: 

SLOT-2 CARD: 7052 

Nofe: If slof 2 is assigned as a Model 701X series card, 
you will nof be able fo change fhe assignmenf since fhaf 
is fhe card fhaf is acfually insfalled in fhe slof. Press 
EXIT fo refum fo fhe SET CARD TYPE menu. 

1. Defermine fhe correcf assignmenf for slof 2 using 
fhe following guidelines: 

A. If slof 2 is empfy and is nof going fo be used, as- 
sign if as "NONE". This will fum off fhe fronf 
panel charmel sfafus display for slof 1 since if is 
nof going fo be used. 

B. If using a non-701X series card (Models 7052 
fhrough 7402) fhaf is insfalled in slof 2, assign 
slof 2 as fhaf model number. Eor example, if fhe 
Model 7062 is insfalled in slof 2, assign slof 2 as 
"7062". 

C. If slof 2 is going fo be used fo simulafe a 40 
channel mux, assign if as "9990". To simulafe a 
4 X 10 mafrix, assign if as "9991". Nofe fhaf a 
non-701X series card leff insfalled will be con- 
frolled while using slof 2 as a simulafor. 

2. Use fhe cursor keys ( <| and > ) fo display fhe cor- 
recf slof assignmenf. In general, fhe <] cursor key 
incremenfs fhe displayed model number while fhe 
> cursor key decremenfs fhe model number. 

3. Wifh fhe correcf slof assignmenf displayed, press 
ENTER. The display will refum fo fhe SET CARD 
TYPE menu. 



4.7.2 #-0F-P0LES 

The pole configurafion of some swifching cards can be 
alfered. Eor example, fhe Model 7011 is normally used 
as 2-pole, 40-charmel mulfiplexer card. However, since 
Banks A and B can be isolafed from Banks C and D, you 
can configure fhe card for 4-pole operafion. In fhe 4- 
pole mode, charmels are paired fogefher fo form 20 4- 
pole charmels. See fhe Model 7011 Insfrucfion Manual 
for defails. 



Swifch cards fhaf have an additional pole mode capa- 
bilify are summarized as follows: 



Pole Mode 



Gard 


1-Pole 


2-Pole 


4-Pole 


7011 


N/A 


40 charmels 


20 charmels 


7056 


20 charmels 


10 charmels 


N/A 


7156 


20 charmels 


10 charmels 


N/A 



If you affempf fo selecf an invalid pole mode, a settings 
conflicf error will occur and fhe enfry will be ignored. 

Changing fhe pole mode for a slof could cause chan- 
nels fo become unavailable. As can be seen from fhe 
above fable for fhe Model 7011 mux card, 20 channels 
become unavailable when changing from 2-pole fo 4- 
pole operafion. If one or more of fhose unavailable 
charmels were included in fhe Scan Lisf and/or in a 
Channel Pattern, fhen fhe enfire Scan Lisf and/or fhe 
affecfed Channel Pattern will be losf (cleared). See 
paragraph 4.5.2 and 4.5.5 for defails. 

Perform fhe following sfeps fo display fhe # -OP- 
POLES menu: 

1. Display fhe CARD CONPIG MENU (see para- 
graph 4.7, General rule #1). 

2. Place fhe cursor on #-OP-POLES and press ENTER 
fo access fhe following menu: 

SELECT#0F POLES 

SLOT-1 SLOT-2 

SLOT-1 — Use fhis menu ifem fo configure fhe pole 
mode for fhe card in slof 1. Place fhe cursor on SLOT-1 
and press ENTER. The pole mode selections will be 
displayed. The cursor (flashing menu ifem) indicafes 
fhe currenfly selecfed pole mode. 

#0F POLES SLOT-1 

l-POLE 2-POLE 4-POLE 

1 . To refain fhe displayed pole mode, press ENTER or 
EXIT. The insfrumenf will refum fo fhe SELEGT # 
OP POLES menu. 

2. To change fhe displayed pole mode, place fhe cur- 
sor on fhe desired selecfion and press ENTER. The 
insfrumenf will refum fo fhe SELEGT # OP POLES 
menu. 
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SLOT-2 — Use this menu item to configure the pole 
mode for fhe card in slof 2. Place fhe cursor on SLOT-2 
and press ENTER. The pole mode selecfions will be 
displayed. The cursor (flashing menu ifem) indicafes 
fhe currenfly selecfed pole mode. 

#0F POLES SLOT-2 

l-POLE 2-POLE 4-POLE 

1 . To refain fhe displayed pole mode, press ENTER or 
EXIT. The insfrumenf will refum fo fhe SELECT # 
OE POLES menu. 

2. To change fhe displayed pole mode, place fhe cur- 
sor on fhe desired selecfion and press ENTER. The 
insfrumenf will refum fo fhe SELECT # OE POLES 
menu. 

4.7.3 CARD-PAIR 

The CARD-PAIR is used fo enable (on) or disable (off) 
fhe CARD-PAIR feafure of fhe Model 7001. CARD- 
PAIR can be enabled fo pair two similar type switching 
cards that have the same number of charmels. When 
enabled, corresponding channels of bofh cards operafe 
fogefher as a pair. Por example, closing Charmel 4 of 
slof 1 will also close Charmel 4 of slof 2. Conversely, 
closing Charmel 5 of slof 2 will also close Charmel 5 of 
slof 1. This feafure is especially useful when perform- 
ing four-wire scarming. 

If enabling Card Pair adds a resfricfed channel fo fhe 
Scan Lisf and/or a Charmel Pattern, fhen fhe enfire 
Scan Lisf and/or Channel Pattern is cleared. See para- 
graphs 4.5.2 and 4.5.5 for more informafion. 

Perform fhe following sfeps fo check or change fhe 
sfafe of fhe CARD-PAIR feafure: 

1. Display fhe CARD CONPIG MENU (see para- 
graph 4.7, General rule #1). 

2. Place fhe cursor on GARD-PAIR and press ENTER. 
The currenf sfafe of fhe GARD-PAIR feafure will be 
indicafed by fhe flashing cursor: 

SET CARD PAIR 

OFF ON 

3. To refain fhe displayed GARD-PAIR sfafe, press 
ENTER or EXIT. The insfrumenf will refum fo fhe 
GARD GONPIG MENU. 



4. To selecf fhe alfernafe sfafe, place fhe cursor on fhe 
selecfion and press ENTER. The insfrumenf will 
refum fo fhe CARD CONPIG MENU. 



4.7.4 DELAY 

The DELAY feafure sefs a charmel delay for each of fhe 
two cards installed in the mainframe. The delay can be 
sef from 00000.001 seconds (1msec) fo 99999.999 sec- 
onds. This delay is in addifion fo fhe infernally sef relay 
settling fime delay. 

This user programmed delay is fhe fime delay befween 
channels during a scan. The firsf delay period occurs 
after fhe firsf charmel(s) closes. In ofher words, fhe pro- 
grammed delay does nof occur af fhe begirming of a 
scan. 



Perform fhe following sfeps fo sef fhe delay: 

1. Display fhe GARD GONPIG MENU (see para- 
graph 4.7, General rule #1). 

2. Place fhe cursor on DELAY and press ENTER. The 
following message will be displayed: 

SET DELAY FOR: 

SLOT-1 SLOT-2 

SLOT-1 — To sef fhe delay for fhe card in slof 1, place fhe 
cursor on SLOT-1 and press ENTER. The currenfly sef 
delay will be displayed. Por example, if fhe card in slof 
1 is sef for a one second delay, fhe following message 
will be displayed: 

(1) DELAY =00001.000 

1. To change fhe delay period, use fhe cursor keys 
and fhe keypad fo key in fhe desired value. 

2. Wifh fhe desired delay displayed, press ENTER. 
The insfrumenf will refum fo fhe SET DELAY POR: 
menu. 



SLOT-2 — To sef fhe delay for fhe card in slof 2, place fhe 
cursor on SLOT-2 and press ENTER. The currenfly sef 
delay will be displayed. Por example, if fhe card in slof 
2 is sef for a 10 second delay, fhe following message 
will be displayed: 

(2) DELAY =00010.000 
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1. To change the delay period, use the cursor keys 
and the ke}^ad to key in the desired value. 

2. With the desired delay displayed, press ENTER. The 
instrument will return to the SET DELAY EOR: menu. 

4.7.5 READ-I/O-CARD 

This menu selection is used to identify if fhere are any 

I/O cards insfalled in fhe Model 7001. 

1. Display fhe CARD CONEIG MENU (see para- 
graph 4.7, General Rule #1). 

2. Place fhe cursor on READ-I/O-GARD and press 
ENTER fo display fhe model number of fhe I/O 



card. If no 1/ O card is insfalled, fhe following mes- 
sage will be displayed: 

No I/O Cards 

3. Press EXIT fo ref urn fo fhe CARD CONEIG 
MENU. 



4.8 SCAN CONFIG 

Various operations fo configure a scan are performed 
from fhe GONEIGURE SGAN menu. The menu sfruc- 
fure is shown and summarized in Table 4-6 (conf.). 



Table 4-6 

CONFIGURE SCAN menu structure 



Menu item 


Description 


GHAN-GONTROL 


Gonfigure Gharmel Layer: 


GHANNEL-SPAGING 


Select charmel spacing: 


TIMER 


Use a timer to select each channel in the scan. 


EXTERNAL 


Use an external trigger to select each charmel. 


GPIB 


Use a bus trigger to select each charmel. 


MANUAL 


Use STEP key to select each charmel. 


TRIGLINK 


Use a Trigger Link trigger to select each charmel. 


ASYNGHRONOUS 


Use separate lines for In/ Ouf f riggers. 


SEMI-SYNGHRONOUS 


Use same line for In/Ouf friggers. 


IMMEDIATE 


Use fo scan charmels immediafely. 


HOLD 


Use fo hold up fhe scan in fhe charmel layer. 


NUMBER-OE-GHANS 


Define number of channels fo scan: 


USE-SGANLIST-LENGTH 


Gounf = number of charmel enfries in scan lisf. 


GHAN-GOUNT 


User defined counf: 


INEINITE 


Repeaf charmel scarming indefinifely. 


ENTER-GHAN-GOUNT 


Gounf = user defined value (1 fo 9999) 


GONTROL 


Selecf trigger control mode: 


SOURGE 


Enable the Source B)^ass. 
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Table 4-6 (cont.) 

CONFIGURE SCAN menu structure 



Menu item 


Description 


SCAN-CONTROL 


Configure Scan Layer: 


SCAN-SPACING 


Selecf scan spacing: 


TIMER 


Use fhe timer fo confrol scan spacing. 


EXTERNAL 


Use exfemal friggers fo confrol scan spacing. 


GPIB 


Use bus friggers fo confrol scan spacing. 


MANUAL 


Use STEP key fo confrol scan spacing. 


TRIGLINK 


Use Trigger Link friggers fo confrol scan spacing. 


IMMEDIATE 


Use fo pass operafion immediafely info fhe charmel layer. 


HOLD 


Use fo hold up fhe scan in fhe scan layer. 


NUMBER-OF-SCANS 


Define number of scans fo be performed: 


INFINITE 


Repeaf scan indefinifely. 


ENTER-SCAN-COUNT 


Counf = user defined value (1 fo 9999). 


CONTROL 


Selecf frigger confrol mode: 


SOURCE 


Enable Source B)^ass. 


ACCEPTOR 


Disable Source Bypass. 


ARM-CONTROL 


Configure Arm Layer: 


ARM SPACING 


Selecf arm spacing confrol: 


MANUAL 


Use STEP key fo arm scanner. 


IMMEDIATE 


Use fo arm scarmer immediafely. 


GPIB 


Use a bus frigger fo arm scarmer. 


EXTERNAL 


Use an exfernal frigger fo arm scarmer. 


TRIGLINK 


Use a Trigger Link frigger fo arm scanner. 


HOLD 


Use fo hold up fhe scan in fhe arm layer. 


ARM-COUNT 


Define number of fimes fo arm scarmer: 


INFINITE 


Continuously re-arm scarmer. 


ENTER-ARM-COUNT 


User defined counf value (1 fo 9999). 


TRIGGER-CONTROL 


Selecf trigger control mode: 


SOURCE 


Enable Source B)^ass. 


ACCEPTOR 


Disable Source Bypass. 


CHAN-RESTRICTIONS 


Define charmel resfricfions: 


SINGLE-CHAN 


Enable/disable Single Channel Mode 


RESTRICTED-CHANNELS 


Designafe charmels fhaf carmof be closed. 



General rules to use CONFIGURE SCAN: 

1. The CONFIGURE SCAN menu is displayed by 
placing the instrument in the charmel status dis- 
play state, and then pressing the SCAN CONFIG- 
URATION key If already in the menu structure, 
the CONFIGURE SCAN menu can be displayed by 
pressing and releasing the EXIT key until the 
CONFIGURE SCAN menu selections are dis- 



played (see next rule). The CONFIGURE SCAN 
menu selections are shown as follows: 

CONFIGURE SCAN 

CHAN-CONTROL SCAN-CONTROL ► 

M ARM-CONTROL CHAN-RESTRICTIONS 

2. The EXIT key causes fhe display fo back up fo fhe 
previous menu level. Also, keyed-in paramefer 
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changes are ignored if an EXIT is performed. When 
fhe CONFIGURE SCAN menu is displayed, press- 
ing EXIT will disable SCAN CONFIGURATION. 

3. The posifion of fhe cursor is denofed by fhe blink- 
ing menu selecfion or paramefer. The cursor is 
moved from one ifem fo fhe nexf using fhe cursor 
keys (<| and > ). 

4. A displayed arrow ( -^ or ► ) indicafes fhaf fhere 
is more information or additional menu ifems fo 
selecf from. When " ► " is displayed, use fhe > 
cursor key fo display fhe additional message(s), 
and conversely, when " is displayed, use fhe 
<1 cursor key. 

5. A numeric paramefer is keyed in by placing fhe 
cursor on fhe digif fo be changed, and pressing fhe 
appropriafe key on fhe ke}^ad. Affer keying in a 
number, fhe cursor will move fo fhe nexf digif fo 
fhe righf. 

6. A paramefer change is only execufed when fhe 
ENTER key is pressed. 

7. ENTERing an invalid paramefer generafes an error 
and ignores fhe enfry. 

8. The INFO key can be used anywhere in fhe menu 
sfrucfure fo display helpful informafion messages 
concerning operation. To cancel an informafion 
message, press EXIT or INFO a second time. 



4.8.1 CHAN-CONTROL 

Channel confrol is used for fhe following operafions: 

• To selecf fhe evenf fhaf confrols fhe fime period 
(CHANNEL SPACING) between charmel closures 
of a scan. 

• Designafe fhe NUMBER OF GHANS (charmels) in 
fhe scan. 

• Enable or disable fhe Source Bypass. 

Perform fhe following sfeps fo display fhe CHANNEL 

CONTROL menu: 

1. Display fhe CONFIGURE SCAN menu (see para- 
graph 4.8, General rule #1). 

2. Use fhe cursor keys ( <| and > ) fo place fhe cursor 
on GHAN-GONTROL and press ENTER fo access 
fhe following menu: 

CHANNEL CONTROL 

CHANNEL-SPACING NUMBER-OF-CHANS ► 

^ CONTROL 



CHANNEL SPACING — Use fhis menu ifem fo selecf fhe 
evenf fhaf confrols fhe fime period befween charmel 
closures of fhe scan. Wifh fhe GHANNEL CONTROL 
menu displayed, selecf fhis menu ifem by placing fhe 
cursor on CHANNEL-SPACING and pressing ENTER. 
The following menu will be displayed: 

SELECTCHAN SPACING 

TIMER EXTERNAL GPIB MANUAL ► 

<4 TRIGLINK IMMEDIATE HOLD 

Timer — Use fhe fimer fo confrol charmel spacing. The 
timer is used fo sef a fime inferval befween charmel clo- 
sures of fhe scan. The fimer can be sef for an inferval 
from zero fo 99999.999 seconds wifh 0.001 second 
(1msec) resolution. The firsf inferval begins affer fhe 
firsf charmel of fhe scan closes. Perform fhe following 
sfeps fo use fhe fimer: 

1. Wifh fhe SELEGT GHAN SPACING menu dis- 
played, place fhe cursor on TIMER and press EN- 
TER. A message indicating fhe currenfly sef fime 
inferval (in seconds) will be displayed. If, for ex- 
ample fhe fimer is sef fo 1msec, fhe following mes- 
sage will be displayed: 

INTERVAL =00000.001 

2. To refain fhe displayed fimer inferval, press EXIT 
or ENTER. The insfrumenf will refum fo fhe 
CHANNEL CONTROL menu. 

3. To sef a differenf fime inferval, use fhe ke}^ad fo 
key in fhe value (in seconds) and press ENTER. 
The insfrumenf will refum fo fhe CHANNEL 
CONTROL menu. 

Nofe: The fronf panel STEP key (see MANUAL) is ac- 
tive wifh fhe fimer selecf ed. Each press of fhe STEP key 
will selecf fhe nexf charmel of fhe scan. This can be 
used fo quickly sfep fhrough a scan fhaf has a relafively 
long fimer inferval. 

External — Wifh fhis selecfion, exfernal friggers are 
used fo confrol charmel spacing for fhe scan. Each big- 
ger sfimulus applied fo fhe Model 7001 will open fhe 
currenf charmel and close fhe nexf charmel of fhe scan. 
The exfernal bigger is applied fo fhe rear panel "EX- 
TERNAL TRIGGER" BNC cormecfor. In fhe exfernal 
bigger mode, fhe Model 7001 can be used fo frigger an- 
ofher insfrumenf. Affer a charmel is closed and seffled, 
a trigger pulse is applied to the rear panel "CHANNEL 
READY" BNC cormecfor. This trigger pulse can, for ex- 
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ample, be used to trigger a DMM to take a reading. Ex- 
ternal triggering is covered in detail in paragraph 4.10. 

Select external triggering from the SELECT CHAN 
SPACING menu by placing the cursor on EXTERNAL 
and pressing ENTER. The instrument will return to the 
CHANNEL CONTROL menu. 

Note: The front panel STEP key (see MANUAL) is ac- 
tive with external triggering selected. Each press of fhe 
STEP key will selecf fhe nexf charmel of fhe scan. 

GPIB — Wifh fhis selection, bus friggers are used fo con- 
frol charmel spacing for fhe scan. Each frigger senf over 
fhe bus (GET or ”^TRG) will open fhe currenf charmel 
and close fhe nexf charmel of fhe scan. See Section 5 for 
def ailed information on bus friggers. 

Selecf bus friggering from fhe SELEGT GHAN STAG- 
ING menu by placing fhe cursor on GPIB and pressing 
ENTER. The insfrumenf will refum fo fhe GHANNEL 
GONTROL menu. 

Nofe: The fronf panel STEP key (see MANUAL) is ac- 
tive wifh bus friggering selecfed. Each press of fhe 
STEP key will selecf fhe nexf charmel of fhe scan. 

Manual — Wifh fhis selecfion, fhe fronf panel STEP key 
is used fo confrol channel spacing. Each time fhe STEP 
key is pressed, fhe currenf charmel of fhe scan will 
open and fhe nexf channel will close. 

Selecf manual friggering from fhe GHANNEL STAG- 
ING menu by placing fhe cursor on MANUAL and 
pressing ENTER. The insfrumenf will refurn fo fhe 
GHANNEL GONTROL menu. 

Nofe: The fronf panel STEP key is active when TIMER, 
EXTERNAL, GPIB or TRIGGER LINK is selecfed. 



Triglink — Wifh fhis selecfion, charmel spacing of fhe 
scan is confrolled by fhe Trigger Link of fhe Model 
7001. Trigger Link is an enhanced frigger sysfem fhaf 
uses up fo six lines fo direcf trigger pulses to and from 
ofher insfrumenfs. Each frigger stimulus applied fo fhe 
Model 7001 will open fhe currenf channel and close fhe 
nexf channel of fhe scan. See paragraph 4.11 for defails 
on using fhe Trigger Link. 



Nofe: The fronf panel STEP key (see MANUAL) is ac- 
tive wifh Trigger Link selecfed. Each press of fhe STEP 
key will selecf fhe nexf channel of fhe scan. 

Selecf fhe Trigger Link from fhe SELEGT GHAN STAG- 
ING menu by placing fhe cursor on TRIGLINK and 
pressing ENTER. The following menu will be dis- 
played: 

SETTRIGGERLINK MODE 

ASYNCHRONOUS SEMI-SYNCHRONOUS 

ASYNCHRONOUS — The as 5 mchronous frigger link 
mode is used for frigger configurations fhaf require in- 
puf and oufpuf friggers fo be roufed on separafe lines. 
Perform fhe following sfeps fo selecf fhe asynchronous 
mode, and fo selecf fhe inpuf and oufpuf trigger lines 
for fhe Model 7001: 

1. Wifh fhe SET TRIGGERLINK MODE menu dis- 
played, place fhe cursor on ASYNGHRONOUS 
and press ENTER. The following message will be 
displayed: 

SELECT INPUT LINE 
#1 #2 #3 #4 #5 #6 

The position of fhe cursor indicafes fhe currenfly 
selecfed inpuf line. 

2. To selecf a frigger inpuf line for fhe Model 7001, 
place fhe cursor on fhe desired line number and 
press ENTER. The following message will be dis- 
played: 

SELECT OUTPUT LINE 
#1 #2 #3 #4 #5 #6 

The position of fhe cursor indicafes fhe currenfly 
selecfed oufpuf line. 

3. To selecf a trigger output line for fhe Model 7001, 
place fhe cursor on a differenf line number and 
press ENTER. The insfrumenf will refum fo fhe 
SET TRIGGERLINK MODE menu. Nofe fhaf you 
carmof use fhe same frigger line for bofh inpuf and 
oufpuf. 

SEMI-SYNCHRONOUS — In fhis mode, fhe inpuf and ouf- 
puf friggers for fhe Model 7001 are assigned fo fhe 
same line. Perform fhe following sfeps fo selecf fhe 
semi-synchronous mode, and fo selecf fhe frigger line: 
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1. With the SET TRIGGERLINK MODE menu dis- 
played, place the cursor on SEMI-SYNGHRO- 
NOUS and press ENTER. The following message 
will be displayed: 

SETSEMI-SYNC LINE 
#1 #2 #3 #4 #5 #6 

The position of fhe cursor indicafes fhe currenfly 
selecfed trigger line. 

2. To select a trigger line for fhe Model 7001, place fhe 
cursor on fhe desired line number and press EN- 
TER. The insfrumenf will refum fo fhe SET TRIG- 
GERLINK MODE menu. 



Immediate — Wifh fhis selecfion, evenfs (such as fhe 
TIMER and EXTERNAL friggers) do nof confrol chan- 
nel spacing. Once fhe scan sfarfs, fhe Model 7001 will 
sfep fhrough if as fasf as fhe infernal settling fime and 
user programmed delay (see paragraph 4.7) will allow. 

Selecf immediafe friggering from fhe SELEGT GHAN 
SPAGING menu by placing fhe cursor on IMMEDIATE 
and pressing ENTER. The insfrumenf will refurn fo fhe 
GHANNEL GONTROL menu. 



Hold — When HOLD is selecfed, channel spacing is 
suppressed. As a resulf fhe, scan is sfopped and will 
nof confinue until HOLD is cancelled by selecting an- 
ofher charmel spacing selecfion. Selecf frigger hold 
from fhe SET GHAN SPAGING menu by placing fhe 
cursor on HOLD and pressing ENTER. The insfrumenf 
will refurn fo fhe GHANNEL GONTROL menu. 



NUMBER OF CHANS — Use fhis menu ifem fo define fhe 
number of charmels fo be scarmed. Wifh fhe GHAN- 
NEL GONTROL menu displayed, selecf fhis menu 
ifem by placing fhe cursor on NUMBER-OE-GHANS 
and pressing ENTER. The following menu will be dis- 
played: 

NUMBER OF CHANNELS 

USE-SCANLIST-LENGTH CHAN-COUNT 

Use-scanllst-length — Wifh fhis selecfion, fhe number of 
channels in fhe scan will be defermined by fhe number 
of channels defined in fhe scan lisf. Eor example, if fhe 
scan lisf is made up of charmels III, I!2, 1!3 and 1!4, fhe 
number of charmels fo be scarmed will be four. Selecf 
scan lisf lengfh counf from fhe NUMBER OE GHAN- 



NELS menu by placing fhe cursor on USE-SGANLIST- 
LENGTH and pressing ENTER. The display will refurn 
fo fhe GHANNEL GONTROL menu. 

Chan-count — With this selection, the user determines 
the number (count) of charmels to scan. The user pro- 
grammed count can be smaller, equal to, or larger than 
the number of charmels in the scan list. Eor example, if 
the scan list is made up of four charmels (III, I!2, I!3 
and 1!4), the user can program a count of 12. With this 
count value, the instrument will repeat the charmel 
scan three times. An advantage of repeating charmels 
(rather than scans) is that delays in the scan layer of op- 
eration (SCAN CONTROL) are avoided. The charmel 
spacing delay between all 12 charmels are the same. 

Select CHAN-COUNT from the NUMBER OE CHAN- 
NELS menu by placing the cursor on CHAN-COUNT 
and pressing ENTER. The following menu will be dis- 
played: 

CHANNELCOUNT 

INFINITE ENTER-CHAN-COUNT 

IN F IN ITE — Use this selection to continuously repeat the 
scan. With the CHANNEL COUNT menu displayed, 
select this menu item by placing the cursor on INEI- 
NITE and pressing ENTER. The display will return to 
the CHANNEL CONTROL menu. 

ENTER-CHAN-COUNT — Use this selection to define the 
number of charmels in the scan. Perform the following 
steps to define a finite count: 

1. With the CHANNEL COUNT menu displayed, 
place the cursor on ENTER-CHAN-COUNT and 
press ENTER. A message indicating the current 
count will be displayed. 

CHANNELCOUNT =0010 

The above message indicates that the current count 
is set to 10. 

2. To program for a different count (1 to 9999), use the 
ke 5 q?ad to enter the count value. 

3. With the desired count value displayed, press EN- 
TER. The display will return to the CHANNEL 
CONTROL menu. 



CONTROL — Use this menu item to enable or disable the 
source bypass. The source bypass is used to bypass the 
channel spacing event on the first pass through the 
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scan. With the CHANNEL CONTROL menu dis- 
played, select this menu item by placing the cursor on 
CONTROL and pressing ENTER. The following menu 
will be displayed: 

TRIGGER CONTROL 

SOURCE ACCEPTOR 

Source — With this selection, the source bypass is en- 
abled. The charmel spacing event will be bypassed on 
the first pass through the charmel layer if EXTERNAL 
or TRIG LINK charmel spacing is selecfed. This will al- 
low fhe firsf channel in fhe scan fo close wifhouf hav- 
ing fo waif for fhe programmed evenf. 

Acceptor — Wifh fhis selection, fhe source bypass is dis- 
abled. 

4.8.2 SCAN CONTROL 

Scan confrol is used for fhe following operafions: 

• To selecf fhe evenf fhaf confrols scan spacing. 

• Designafe fhe NUMBER-OE-SCANS fo be per- 
formed. 

• Enable or disable fhe Source Bypass. 

Perform fhe following sfeps fo display fhe SCAN 
CONTROL menu: 

1. Display fhe CONEIGURE SGAN menu (see para- 
graph 4.8, General rule #1). 

2. Use fhe cursor keys ( <| and > ) fo place fhe cursor 
on SCAN-GONTROL and press ENTER fo access 
fhe following menu: 

SCAN CONTROL 

SCAN-SPACING NUMBER-OF-SCANS ► 

^ CONTROL 

SCAN-SPACING — Use fhis menu ifem fo selecf fhe evenf 
fhaf confrols fhe time period between scans. With the 
SGAN GONTROL menu displayed, select this menu 
item by placing the cursor on SGAN-SPAGING and 
press ENTER. The following menu will be displayed: 

SELECTSCAN SPACING 

TIMER EXTERNAL GPIB MANUAL ^ 

M TRIGLINK IMMEDIATE HOLD 



Timer — Use fhe timer feafure fo confrol scan spacing. 
The timer is used fo sef a fime inferval befween scans. 
The fimer can be sef for an inferval from zero fo 
99999.999 seconds wifh 0.001 second (1msec) resolu- 
tion. Affer a scan is friggered fo sfarf, fhe nexf scan will 
sfarf af fhe end of fhe programmed fimer inferval. If 
however, fhe programmed fimer inferval is shorfer 
fhan fhe fime if fakes fo complefe a single scan, fhe nexf 
scan will nof sfarf unfil fhe previous scan is complefed. 

Nofe: The fronf panel STEP key (see MANUAL) is ac- 
tive wifh fhe fimer selecfed. Pressing fhe STEP key af- 
fer fhe complefion of a scan will sfarf fhe nexf scan 
(assuming fhe Model 7001 is programmed for anofher 
scan; see NUMBER OE SCANS). 

Perform fhe following sfeps fo use fhe fimer: 

1. Wifh fhe SELECT SCAN SPACING menu dis- 
played, place fhe cursor on TIMER and press EN- 
TER. A message indicating fhe currenfly sef fime 
inferval (in seconds) will be displayed: 

INTERVAL =00000.001 

2. To refain fhe displayed fimer inferval, press EXIT 
or ENTER. The insfrumenf will refum fo fhe SE- 
LECT SCAN CONTROL menu. 

3. To sef a differenf fime inferval, use fhe keypad fo 
key in fhe value (in seconds) and press ENTER. 
The insfrumenf will refurn fo fhe SCAN CON- 
TROL menu. 



External — With this selection, external triggers are 
used to control scan spacing. A trigger stimulus ap- 
plied to the Model 7001 will pass operation into the 
channel layer. The external trigger is applied to the rear 
panel "EXTERNAL TRIGGER" BNC connector. See 
paragraph 4.10 for detailed information on external 
triggering. 

Note: The front panel STEP key (see MANUAL) is ac- 
tive with external triggering selected. Pressing the 
STEP key after the completion of a scan will start the 
next scan (assuming the Model 7001 is programmed 
for another scan; see NUMBER OE SCANS). 

Select external triggering from the SELECT SCAN 
SPACING menu by placing the cursor on EXTERNAL 
and pressing ENTER. The display will return to the 
SCAN CONTROL menu. 
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GPIB — With this selection, bus triggers are used to con- 
trol scan spacing. Operation will pass into the channel 
layer when a bus trigger (GET or *TRG) is received by 
the Model 7001. See Section 5 for detailed information 
on bus triggers. 

Note: The front panel STEP key (see MANUAL) is ac- 
tive with bus triggering selected. Pressing the STEP 
key after the completion of a scan will sfarf fhe nexf 
scan (assuming fhe Model 7001 is programmed for an- 
ofher scan; see NUMBER OE SGANS). 

Selecf bus friggering from fhe SELEGT SGAN SPAG- 
ING menu by placing fhe cursor on GPIB and pressing 
ENTER. The display will refurn fo fhe SGAN GON- 
TROL menu. 



Manual — Wifh fhis selecfion, fhe fronf panel STEP key 
is used fo confrol scan spacing. Operafion will pass 
info fhe channel layer when STEP is pressed. 

Nofe: The fronf panel STEP key is active when TIMER, 
EXTERNAL, GPIB or TRIGGER LINK is selecfed. 

Selecf manual friggering from fhe SELEGT SCAN 
SPACING menu by placing fhe cursor on MANUAL 
and pressing ENTER. The insfrumenf will refurn fo fhe 
SCAN CONTROL menu. 



Triglink — Wifh fhis selecfion, scan spacing is confrolled 
by fhe Trigger Link of fhe Model 7001. Trigger Link is 
an enhanced frigger sysfem fhaf uses up fo six lines fo 
direcf frigger pulses fo and from ofher insfrumenfs. 
Operafion passes info fhe charmel layer when fhe Mod- 
el 7001 receives a frigger over fhe Trigger Link. See 
paragraph 4.11 for defails on using fhe Trigger Link. 

Nofe: The fronf panel STEP key (see MANUAL) is ac- 
tive wifh fhe Trigger Link selecfed. Pressing fhe STEP 
key affer fhe completion of a scan will sfarf fhe nexf 
scan (assuming fhe Model 7001 is programmed for an- 
ofher scan; see NUMBER OE SCANS). 

Selecf fhe Trigger Link from fhe SELECT SCAN SPAC- 
ING menu by placing fhe cursor on TRIGLINK and 
pressing ENTER. The following menu will be dis- 
played: 

SELECT INPUT LINE 
#1 #2 #3 #4 #5 #6 



The position of fhe cursor indicafes fhe currenfly se- 
lecfed inpuf line. 

To selecf a trigger input line for fhe Model 7001, place 
fhe cursor on fhe desired line number and press EN- 
TER. The following message will be displayed: 

SELECT OUTPUT LINE 
#1 #2 #3 #4 #5 #6 

The position of fhe cursor indicafes fhe currenfly se- 
lecfed oufpuf line. 

To selecf a trigger output line for fhe Model 7001, place 
fhe cursor on a differenf line number and press EN- 
TER. Nofe fhaf you cannof use fhe same frigger line for 
bofh inpuf and oufpuf. 

Immediate — Wifh IMMEDIATE selecfed, operafion 
passes immediafely info fhe channel layer. Selecf im- 
mediafe scarming from fhe SELECT SCAN SPACING 
menu by placing fhe cursor on IMMEDIATE and press- 
ing ENTER. The insfrumenf will refurn fo fhe SCAN 
CONTROL menu. 



Hold — When HOLD is selecfed, scan spacing is sup- 
pressed. As a resulf, operafion will nof continue until 
HOLD is cancelled by selecting one of fhe ofher scan 
spacing selecf ions. Selecf HOLD from fhe SELECT 
SCAN SPACING menu by placing fhe cursor on 
HOLD and pressing ENTER. The insfrumenf will re- 
furn fo fhe SCAN CONTROL menu. 



NUMBER-OF-SCANS — Use fhis menu ifem fo define fhe 
number of scans fo be performed by fhe Model 7001. 
Wifh fhe SCAN CONTROL menu displayed, selecf fhis 
menu ifem by placing fhe cursor on NUMBER-OE- 
SCANS and press ENTER. The following menu will be 
displayed: 

NUMBER OF SCANS 

INFINITE ENTER-SCAN-COUNT 

Infinite — Use this selection to continuously repeat the 
scan. Select continuous scarming from the NUMBER 
OE SCANS menu by placing the cursor on INEINITE 
and pressing ENTER. The display will return to the 
SCAN CONTROL menu. 
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Enter-Scan-Count — With this selection, the user deter- 
mines the number of scans to perform. You can pro- 
gram fhe Model 7001 fo perform from 1 fo 9999 scans. 
For example, if you enfer a scan counf of 10, fhe pro- 
grammed scan will be performed 10 fimes. Perform fhe 
following sfeps fo enfer fhe scan counf: 

1. Wifh fhe NUMBER OF SCANS menu displayed, 
place fhe cursor on ENTER-SCAN-COUNT and 
press ENTER. A message indicafing fhe currenf 
scan counf will be displayed. 

SCAN COUNT =0001 

The above scan counf indicafes fhaf fhe Model 
7001 will perform one scan. A value of "0000" indi- 
cafes fhaf fhe scan counf is sef fo infinife. 

2. To program for a differenf counf (1 fo 9999), use fhe 
ke}^ad fo enfer fhe counf value. 

3. Wifh fhe desired counf value displayed, press EN- 
TER. The display will refum fo fhe SCAN CON- 
TROL menu. 



CONTROL — Use fhis menu ifem fo enable or disable fhe 
source b 5 ^ass. The source b 5 ^ass is used fo bypass fhe 
scan spacing evenf on fhe firsf pass fhrough fhe scan. 
Wifh fhe SCAN CONTORL menu displayed, selecf fhis 
menu ifem by placing fhe cursor on CONTROL and 
pressing ENTER. The following menu will be dis- 
played: 

TRIGGER CONTROL 

SOURCE ACCEPTOR 

Source — Wifh fhis selecfion, fhe source b 5 ^ass is en- 
abled. The scan spacing evenf will be bypassed on fhe 
firsf pass fhrough fhe scan layer if EXTERNAL or TRIG 
LINK scan spacing is selecfed. This will allow opera- 
fion fo proceed on info fhe charmel layer wifhouf hav- 
ing fo waif for fhe programmed evenf. 

Acceptor — With this selection, the source b 5 ^ass is dis- 
abled. 

4.8.3 ARM CONTROL 

Arm control is used for the following operations: 

• To select the arming event (ARM SPACING) for 
the scarmer. 



• Designate the number of times the scarmer is to be 
armed (ARM GOUNT) 

• Enable or disable the Source B 5 ^ass. 



Perform the following steps to display the ARM GON- 
TROL menu: 

1. Display the GONFIGURE SGAN menu (see para- 
graph 4.8, General rule #1). 

2. Use the cursor keys ( <1 and > ) to place the cursor 
on ARM GONTROL and press ENTER to access 
the following menu: 

SETUP ARM CONTROL 

ARM-SPACING ARM-COUNT ► 

M TRIGGER-CONTROL 



ARM-SPACING — This menu item is used to select the 
event that controls the arm spacing. To select this menu 
item, place the cursor on ARM-SPAGING and press 
ENTER. The following menu will be displayed: 

ARM SPACING 

MANUAL IMMEDIATE GPIB ► 

A EXTERNAL TRIGLINK HOLD 

Manual — With this selection, the front panel STEP key 
is used to control arm spacing. Operation will pass into 
the scan layer when the STEP key is pressed. 

Note: The front panel STEP key is active when TIMER, 
EXTERNAL, GPIB or TRIGGER LINK is selected. 

To select manual triggering (STEP key) from the SE- 
LEGT ARM SPAGING menu, place the cursor on 
MANUAL and press ENTER. The instrument will re- 
turn to the SETUP ARM GONTROL menu. 



Immediate — With this selection, operation will pass im- 
mediately into the scan layer. 

Select immediate triggering from the SELEGT ARM 
SPAGING menu by placing the cursor on IMMEDIATE 
and pressing ENTER. The instrument will return to the 
SETUP ARM GONTROL menu. 



GPIB — With this selection, bus triggers are used to con- 
trol arm spacing. Operation will pass immediately into 
the scan layer when a bus trigger (GET or *TRG) is re- 
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ceived by the Model 7001. See Section 5 for detailed in- 
formation on bus triggers. 

Note: The front panel STEP key (see MANUAL) is ac- 
tive with bus triggering selected. Pressing the STEP 
key will pass operation into the scan layer. 

To select bus triggering from fhe SELECT ARM SPAC- 
ING menu, place fhe cursor on GPIB and press ENTER. 
The display will refurn fo fhe SETUP ARM GONTROL 
menu. 



External — Wifh fhis selecfion, exfemal friggers are 
used fo confrol arm spacing. A frigger sfimulus applied 
fo fhe Model 7001 will pass operation info fhe scan lay- 
er. The exfernal frigger is applied fo fhe rear panel "EX- 
TERNAL TRIGGER" BNG cormecfor. See paragraph 
4.10 for defailed informafion on exfemal friggering. 

Nofe: The fronf panel STEP key (see MANUAL) is ac- 
tive wifh exfemal friggering selecfed. Pressing fhe 
STEP key will pass operafion info fhe scan layer. 

To selecf exfemal friggering from fhe SELEGT ARM 
STAGING menu, place fhe cursor on EXTERNAL and 
press ENTER. The insfrumenf will refum fo fhe SETUP 
ARM GONTROL menu. 



Triglink — Wifh fhis selecfion, arm spacing is confrolled 
by fhe Trigger Link of fhe Model 7001. Trigger Link is 
an enhanced frigger sysfem fhaf uses up fo six lines fo 
direcf frigger pulses fo and from ofher insfrumenfs. 
Operafion passes info fhe scan layer when fhe Model 
7001 receives a frigger over fhe Trigger Link. See para- 
graph 4.11 for defails on using fhe Trigger Link. 

Nofe: The fronf panel STEP key (see MANUAL) is ac- 
tive wifh fhe Trigger Link selecfed. Pressing fhe STEP 
key will pass operafion info fhe scan layer. 

To selecf fhe Trigger Link from fhe SELEGT ARM 
STAGING menu, place fhe cursor on TRIGLINK and 
press ENTER. The following menu will be displayed: 

SELECT INPUT LINE 
#1 #2 #3 #4 #5 #6 

The position of fhe cursor indicafes fhe currenfly se- 
lecfed inpuf line. 



To selecf a trigger input line for fhe Model 7001, place 
fhe cursor on fhe desired line number and press EN- 
TER. The following message will be displayed: 

SELECT OUTPUT LINE 
#1 #2 #3 #4 #5 #6 

The position of fhe cursor indicafes fhe currenfly se- 
lecfed oufpuf line. 

To selecf a trigger output line for fhe Model 7001, place 
fhe cursor on a differenf line number and press EN- 
TER. Nofe fhaf you cannof use fhe same frigger line for 
bofh inpuf and oufpuf. 

Hold — When HOLD is selecfed, arm spacing is sup- 
pressed. As a resulf, operafion will nof pass info fhe 
scan layer unfil HOLD is cancelled by selecting one of 
fhe ofher arm spacing selections. Selecf HOLD from fhe 
SELEGT ARM STAGING menu by placing fhe cursor 
on HOLD and pressing ENTER. The insfrumenf will 
refum fo fhe SETUP ARM GONTROL menu. 



ARM-COUNT — This menu ifem is used fo define fhe 
number of times operafion will refum fo fhe arm layer. 
Wifh fhe SETUP ARM GONTROL menu displayed, se- 
lecf fhis menu ifem by placing fhe cursor on ARM- 
GOUNT and press ENTER. The following menu will 
be displayed: 

ARM COUNT 

INFINITE ENTER-ARM-COUNT 

Infinite — Use this selection to continuously return op- 
eration to the arm layer. Select continuous arming from 
the ARM GOUNT menu by placing the cursor on INEI- 
NITE and pressing ENTER. The display will return to 
the SETUP ARM GONTROL menu. 



Enter-Arm-Count — With this selection, the user deter- 
mines the number of times operation returns to the arm 
layer. You can program the Model 7001 to arm up to 
9999 times. Perform the following steps to enter the 
arm count: 

1. With the ARM GOUNT menu displayed, place the 
cursor on ENTER-ARM-GOUNT and press EN- 
TER. A message indicating the current arm count 
will be displayed. 

ARM COUNT =0001 
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The above arm count indicates that the scarmer 
will arm one time. An arm count of "0000" indi- 
cates that infinite is selected. 

2. To program for a differenf counf (1 fo 9999), use fhe 
keypad fo enfer fhe counf value. 

3. Wifh fhe desired counf value displayed, press EN- 
TER. The display will refurn fo fhe SETUP ARM 
CONTROL menu. 



TRIGGER CONTROL — Use fhis menu ifem fo enable or 
disable fhe source b 5 ^ass. The source b 5 ^ass is used fo 
b 5 ^ass fhe arm spacing evenf on fhe firsf pass fhrough 
fhe scan. Wifh fhe SETUP ARM CONTROL menu dis- 
played, selecf fhis menu ifem by placing fhe cursor on 
TRIGGER-CONTROL and pressing ENTER. The fol- 
lowing menu will be displayed: 

TRIGGER CONTROL 

SOURCE ACCEPTOR 

Source — Wifh fhis selecfion, fhe source b 5 ^ass is en- 
abled. The arm spacing evenf will be b 5 ^assed on fhe 
firsf pass fhrough fhe arm layer if EXTERNAL or TRIG 
LINK arm spacing is selecfed. This will allow opera- 
fion fo proceed on info fhe scan layer wifhouf having fo 
waif for fhe programmed evenf. 

Acceptor — Wifh fhis selecfion, fhe source b 5 ^ass is dis- 
abled. 

4.8.4 Channel restrictions 

The Model 7001 can be programmed for fhe following 
channel resfricfions: 

• The user can enable fhe SINGLE GHAN (channel) 
mode fo prevenf more fhan one charmel from be- 
ing closed af fhe same fime. 

• The user can define a lisf of RESTRIGTED GHAN- 
NELS. Ghannels in fhis lisf carmof be closed. 



Perform fhe following sfeps fo display fhe GHANNEL 
RESTRIGTIONS menu: 

1. Display fhe GONEIGURE SGAN menu (see para- 
graph 4.8, General rule #1). 



2. Use fhe cursor keys ( <| and > ) fo place fhe cursor 
on GHAN-RESTRIGTIONS, and press ENTER fo 
access fhe following menu: 

CHANNEL RESTRICTIONS 

SINGLE-CHAN RESTRICTED-CHANNELS 

SINGLE-CHAN — Use fhis menu ifem fo enable or dis- 
able fhe single charmel mode. Wifh fhe single charmel 
mode enabled (ON), only one charmel can be closed. 
Two or more charmels carmof be closed af fhe same 
fime. 

Perform fhe following sfeps fo enable or disable fhe 
single charmel mode: 

1. Wifh fhe GHANNEL RESTRIGTIONS menu dis- 
played, place fhe cursor on SINGLE-CHAN and 
press ENTER. The following message will be dis- 
played: 

SINGLE CHANNEL MODE 

OFF ON 

Cursor position indicafes fhe currenf sfafus of fhe 
single charmel mode. 

2. Place fhe cursor on fhe desired sfafe (ON or OPE) 
and press ENTER. The display will refurn fo fhe 
CHANNEL RESTRICTIONS menu. 



Operating Nofes: 

1. Por Single Charmel, when more fhan one charmel 
is assigned fo a channel lisf, only fhe lowesf num- 
bered channel in fhe lowesf numbered slof will 
close when CLOSE is pressed. Por example, as- 
sume fhe following charmel lisf is defined: 

SELECT CHANNELS 2!1, 2!2, 1!5 

When CLOSE is pressed, Channel 1!5 will close. 

2. When fhe single channel mode is enabled, all 
sfored charmel patterns are cleared. Por example, if 
closed Charmels 111 and 1!2 are sfored af memory 
location #001 (Ml), enabling single charmel will 
clear fhaf memory location. 

3. The single charmel mode carmof be enabled if two 
or more channels are currenfly closed. 
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RESTRICTED-CHANNELS — Used to designate 
channels that cannot be closed from either the front or 
over the bus. This is primarily used as a safety feature 
to prevent the inadvertent closing of a charmel(s) fhaf 
could cause damage fo insfrumenfafion or DUT (i.e. 
shorting a power supply in a mafrix fesf sysfem). 

If you specify a charmel fo be resfricfed and if is already 
included in fhe Scan Lisf and/or a Charmel Pattern, a 
saved sfafe error (+510) occurs and fhe enfire Scan Lisf 
and/or Charmel pattern is cleared (losf)/ See para- 
graphs 4.5.2 and 4.5.5 for more informafion. 

Perform fhe following sfeps fo define fhe resfricfed 
channels: 



1. Wifh fhe CHANNEL RESTRICTIONS menu dis- 
played, place fhe cursor on RESTRICTED-CHAN- 
NELS and press ENTER. The following message 
will be displayed: 

RESTRICTED CHANNELS 

SELECTCHANNELS 

2. Use fhe ke}^ad fo enfer fhe charmel lisf and press 
EXIT. 



4.9 Digital I/O port 

The Model 7001's Digifal I/O porf is an 8-pin micro- 
DIN sockef (J1007) locafed on fhe rear panel. Eigure 
4-9 shows a simplified schemafic confaining pin des- 
ignafions. 




Pin 3 - External Voltage Flyback 
connection (+5V to +30V) 



Pin 4 - Digital Output #1 
Pin 5 - Digital Output #2 
Pin 6 - Digital Output #3 
Pin 7 - Digital Output #4 



Pin 8 - Digital Ground 



2 = N/C 

3 = Vgxt fly-back connection (+5V to +30V) 
4= Digital Output #1 

5 = Digital Output #2 

6 = Digital Output #3 

7 = Digital Output #4 

8 = Digital Ground 




(Connector J1 007) 



Figure 4-9 

Digital I/O port simplified schematic 
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The Model 7001's Digital I/O port can be used to con- 
trol external circuitry. The port provides four output 
lines and one input line. Each open-collector output 
can be set high (+5V) or low (OV) and will sink up to 
100mA. The four oufpuf lines can also operafe exfernal 
supplies from +5V fo +30V. 

Use fhe DIGITAL I/O MENU fo selecf fhe following 
opfions (information abouf each menu ifem is con- 
fained in paragraph 4.6.3): 

• OUTPUT-STATUS 

ON or OEE selecf able for each oufpuf line (1 
fhrough 4). Use fhis option fo check or change fhe 
oufpuf sfafe. Eor example, fhe following OUTPUT- 
STATUS display is sef fo ON for digifal oufpuf #1, 
while oufpufs #2 fhrough #4 are sef fo OPE: 

DIGITAL OUTPUT LINES 

1=0N 2=0FF 3=0FF 4=0FF 

Changing fhe display fo fhe following furns digifal 
oufpuf #1, #3, #4 fo OEE and oufpuf #2 fo ON. 

DIGITAL OUTPUT LINES 

1=0FF 2=0N 3=0FF 4=0FF 

• OUTPUT-POLARITY 

ACTIVE-HIGH or ACTIVE-LOW selecfable for 
each oufpuf line (TTLl fhrough TTL4). Use fo 
check or change fhe logic sense. Selecf fhe desired 
oufpuf line (TTLl fhrough TTL4), and check or 
change fhe oufpuf-polarify. Eor example, fhe fol- 
lowing shows fhe display used fo check or change 
TTL3 (digifal oufpuf #3): 

SELECTOUTPUTLINE 

TTLl TTL2 TTL3 TTL4 

Selecfing TTL3 and pressing Enfer changes fhe dis- 
play fo: 

TTL3 LOGIC SENSE 

ACTIVE-HIGH ACTIVE-LOW 

ACTIVE-HIGH is fhe currenf seffing for digifal 
oufpuf #3. 

• INPUT 

ON or OPR Use fhis opfion fo check or change fhe 
sfafus of fhe digifal inpuf line. Sense is fixed af ac- 
five-high (ON=5V). 



4.9.1 Controlling digital circuitry 

Each of fhe four digifal, open-collecfor oufpufs (con- 
necfor J1007, pins 4 fhrough 7) includes a builf-in pull 
up resisfor fo -i-5V. The oufpuf fransisfor is capable of 
sinking up fo 100mA af volfages up fo -I-30V. 

Early versions of fhe Model 7001 have an additional 
lOkfl resisfor cormecfed between the collector and the 
internal built-in test circuitry. Under certain combina- 
tions of oufpuf sfafes, fhis resisfor limifs fhe oufpuf 
high fo 2.5V. Eor example: 

Oufpuf #1 sef high (-I-5V) 

Oufpufs #2, #3, and #4 sef low (OV) 

Acfual oufpuf of digifal oufpuf #1 is resfricfed fo -I-2.5V 

If using fhe digifal oufpuf fo sink currenf from exfernal 
devices a Model 7001 confaining fhe addifional lOktl 
resistors will function correcfly. The fransisfor swifch is 
open resfricfing currenf flow fhrough fhe exfernal de- 
vice in fhe high sfafe (-I-5V). However, if fhe oufpuf is 
direcfly used as an inpuf fo a fypical logic inpuf, fhe 
2.5V high sfafe may nof be reliably defected as a high. 
To correcf fhis condifion (if a 2.5V high is unaccepf- 
able), use one of fhe following solufions: 

• Add exfernal IkfT pull-up resisfors fo fhe logic cir- 
cuif inpufs. 

• Remove fhe builf-in fesf resisfors (R606, R608, 
R610, and R612), 

• Use an exfernal volfage supply. 

External voltage supply 

Each oufpuf can be operafed from exfernal volfage 
supplies (volfage range from -i-5V fo -i-30V applied 
fhrough fhe device being driven). Refer fo Eigure 4-9 
for a simplified schematic of fhe digifal I/O porf. The 
high currenf sink capacify of fhe oufpuf driver allows 
direcf confrol of relays, solenoids, and lamps (no addi- 
fional circuifry needed). Each oufpuf charmel confains 
a fly-back diode for profecfion when swifching induc- 
tive loads (such as a low power solenoid or relay coils). 
To use fhese fly-back diodes, cormecf fhe exfernal sup- 
ply volfage fo pin 3 of J1007 (fhe digifal I/O porf). 
Make sure fhe exfernal supply volfage is befween -i-5V 
and -I-30V and fhe currenf required by fhe device does 
nof exceed 100mA. 
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CAUTION 

Do not apply more than 100mA max- 
imum current or exceed +30V maxi- 
mum voltage on pin 3 of J1007 (the 
digitalI/Oport).Applyingcurrentor 
voltage exceeding these limits may 
damage the instrument. 

An externally powered relay connected to the digital 
output port is shown in Figure 4-10. Other externally 
powered devices can be similarly connected by re- 
placing the relay with the device. When using the 
Model 7001's collector outputs to turn on externally 
powered devices, set the correspinding digital output 
line parameters as follows (set through the MAIN 
MENU > DIGITAL-I/O > OUTPUT-STATUS and 
OUTPUT-POLARITY menus): 

0UTPUT-STATUS=0N 

TTLX L0GIC-SENSE=ACTIVE-L0W 

NOTE 

The X in TTLX represents the digital 
output line number (TTLl through 
TTL4). This parameter is set through 
the OUTPUT-POLARITY menu by se- 
lecting the desired digital output line 
number and pressing Enter. 



In the low state (OV), the output transistor sinks current 
through the external device. In the high state, the out- 
put transistor is off (transistor switch is open). This in- 
terrupts current flow through the external device. Most 
applications use active-low (ON=OV) LOGIC-SENSE. 
Use the LOGIC-SENSE menu to check or change the 
sense of each digital output line (refer to OUTPUT-PO- 
LARITY in paragraph 4.6.3). 



0 utputs used as logic inputs 

To use the digital outputs as logic inputs to active TTL, 
Low-power TTL, or CMOS inputs: 

1. Connect the Model 7001 digital outputs to the logic 
inputs. 

2. Connect the digital grounds. 

3. Using the OUTPUT-STATUS menu, check the set- 
ting of the Model 7001 output lines. The OUTPUT- 
STATUS value for each output used should be ON. 

4. Using the OUTPUT-POLARITY menu, check the 
logic-sense setting of the Model 7001 output lines 
(TTLl through TTL4). Make sure the correct LOGIC- 
SENSE value is selected for each output line. The 
LOGIC-SENSE value varies according to the t}^e of 
TTL, Low-power TTL, or CMOS inputs used (AC- 
TIVE-HIGH or ACTIVE-LOW). 



When low (OV), the output sink can drive at least 10 
standard TTL inputs. When high (+5V), the lOkfl pull- 
up resistor will source >100)J.A while remaining at 
>3. 75V output (a reliable logic high). 
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Model 7001 




Power 

+30V) 



(Connector J1 007) 




Figure 4-10 

Sample externally powered relay 



4.9.2 Digital input channel 

The Model 7001 has one digital input channel that is 
used to read a TTL input level. A TTL high on the input 
will be read as "ON". 



The front panel MENU feature reads the level of fhe 
digifal inpuf channel. 



4.9.3 I/O port connections 

The DIGITAL I/O porf is locafed on fhe rear panel as 
shown in Figure 4-11. This drawing also provides fhe 
pin idenfificafion for fhe 8-pin micro DIN female recep- 
facle. Since fhe DIGITAL I/O recepfacle is fhe same as 
fhe TRIGGER LINK recepfacle, you can use a frigger 
link cable (Keifhley Model 8501) fo make cormecfions. 

By cuffing a trigger link cable in two, it is possible to 
hard-wire the unterminated end directly to an external 
digital circuit. 
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By hard-wiring an external circuit to an 8-pin micro 
DIN female receptacle (see rear panel; Keithley Model 
8501), you can use one complete Trigger Link cable for 
fhe digifal I/O cormecfions. Figure 4-12 provides pin 
idenfificafion for fhe Trigger Link cable when if is used 
for fhe DIGITAL 1/ O porf. 



CAUTION 

Trigger Link and the Digital I/O port 
use the same type of connector. To 
preventpossibledamage,donotcon- 
nect the Digital I/O to the Trigger 
Link. Also, when connecting an ex- 
ternal circuit to the Digital I/O, take 
care to not accidentally connect it to 
the Trigger Link. 




Figure 4-11 

Digital I/O port 
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Trigger Link Cable 




1 = Digital Input 

2 = N/C 

3 = Voltage Input (up to 30V) 

4 = Digital Output #1 

5 = Digital Output #2 

6 = Digital Output #3 

7 = Digital Output #4 

8 = Digital Common 



Figure 4-12 

Digital I/O connections using trigger link cable 



4.10 External triggering 

The Model 7001 has BNC connectors on the rear panel 
(see Figure 4-13) associated with external triggering. 
The EXTERNAL TRIGGER input jack allows the Mod- 
el 7001 to be triggered by other instruments and the 
CHANNEL READY output jack allows the Model 7001 
to trigger other instruments. 



CHANNEL 

READY 




EXTERNAL 

TRIGGER 




Figure 4-13 

External triggering connectors (BNC) 



4.10.1 External trigger 

The EXTERNAL TRIGGER input jack requires a fall- 
ing-edge, TTL-compatible pulse with the specifications 
shown in Eigure 4-14. 



Triggers on 
Leading Edge 



TTL High 
(2V-5V) 






TTL Low 






(<0.8V) 


— 2ns — ► 






Minimum 






Figure 4-14 

External trigger and asynchronous Trigger Link Input 
pulse specifications 



In general, external triggers can be used as events to 
control scan operation. In order for fhe Model 7001 fo 
respond fo exfernal friggers, fhe appropriafe layers of 
scan operation musf be configured for if. Paragraph 4.8 
explains how fo program fhe fhree layers of fhe scan. 



4-48 







Front Panel Operation 



4.10.2 Channel ready 

The CHANNEL READY output jack provides a TTL- 
compatible output pulse that can be used to trigger 
other instrumentation. The specifications for fhis frig- 
ger pulse are shown in Eigure 4-15. 



Channel 

Ready 



TTL High 
(3.4V Typical) 



TTL Low 
(0.25V Typical) 

◄ — 1 0ps — ► 
Minimum 



Figure 4-15 

Channel ready and asynchronous Trigger Link Output 
pulse specifications 



T 5 ^ically, you would wanf fhe Model 7001 fo oufpuf a 
frigger after each channel closes and seffles (seffling 
time includes fhe infernally sef relay seffle time and fhe 
user programmed DELAY period; see paragraph 4.7). 
An oufpuf frigger will occur after each scanned chan- 
nel as long as channel spacing is sef fo exfemal. See 
paragraph 4.8.1 for defails on programming fhe chan- 
nel layer. 

The Model 7001 can also oufpuf a frigger while in fhe 
scan and / or arm layers of operation. Eigure 4-9 shows 
where fhese friggers occur in fhe frigger model. An 
oufpuf frigger will occur on each refum pafh fhrough 
fhe scan layer if fhe scan layer Source Bypass is enabled 
(Confrol = Source) and Scan Spacing is programmed 
for Exfemal. An oufpuf frigger will occur on each re- 
furn pafh fhrough fhe arm layer if fhe arm layer Source 
B 5 ^ass is enabled (Confrol = Source) and Arm Spacing 
is programmed for Exfemal. See paragraph 4.8.2 and 
4.8.3 for programming fhe scan and arm layer. 



4.10.3 External triggering example 

In a fypical fesf sysfem, you may wanf fo close a chan- 
nel and fhen measure fhe DUT cormecfed fo fhaf chan- 
nel wifh a DMM such as fhe Keifhley Model 196. Such 
a fesf sysfem is shown in Eigure 4-16 which uses a 
Model 7011 multiplexer card fo swifch 10 DUTs fo fhe 
DMM. 



The exfemal frigger connecfions for fhis fesf sysfem are 
shown in Eigure 4-17. Channel Ready (oufpuf) of fhe 
Model 7001 is cormecfed fo Exfemal Trigger Inpuf of 
fhe Model 196, and Exfemal Trigger (inpuf) of fhe 
Model 7001 is cormecfed fo Volfmefer Complefe Ouf- 
puf of fhe Model 196. 

Eor fhis fesf sysfem, fhe Model 196 is configured for ex- 
fernal friggering and fhe scan is configured as follows : 

ScanLisf = 1!1-1!10, 

Arm Layer: 

Arm Spacing = Immediafe”^ 

Arm Counf = 1* 

Arm Trigger Confrol = Acceptor* 

Scan Layer: 

Scan Spacing = Immediafe* 

Number of Scans = 1 

Scan Trigger Confrol = Acceptor* 

Channel Layer: 

Channel Spacing = Exfemal 

Number of Charmels = Use Scan lisf Lengfh* 

Channel Trigger Confrol = Source* 

* Indicates that the setting is the RESET (and factory) default 
condition. 

Notice fhaf Charmel Trigger Confrol is sef for Source. 
Wifh fhis selecfion, scan operafion will initially bypass 
fhe need for an exfemal frigger fo close fhe firsf chan- 
nel. Since arm spacing and scan spacing are sef for Im- 
mediate, fhe scan will sfarf immediafely as soon as fhe 
scarmer is faken ouf of fhe idle sfafe by pressing fhe 
STEP key. 

When fhe fronf panel STEP key is pressed, fhe scarmer 
will arm and close fhe firsf charmel. After Channel 111 
seffles (channel ready), a frigger is senf from Charmel 
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Ready of the Model 7001 to External Trigger Input of 
the Model 196 to trigger a measurement of DUT #1. Af- 
ter the Model 196 completes the measurement, it will 
output a trigger from Voltmeter Complete Output to 
External Trigger input of the Model 7001, which closes 
the next channel. After Charmel 1!2 settles, a trigger is 
sent to the Model 196 to trigger a measurement of DUT 



#2. When the measurement is completed, a trigger is 
sent to the Model 7001 to close the next charmel. After 
this charmel settles, a trigger is sent to the DMM to trig- 
ger a measurement. This process continues until all 10 
charmels are scarmed and measured. The data store of 
the Model 196 could be used to store the measurements 
as they occur. 



I 1 




701 1 MUX Card 



Figure 4-16 

DUT test system 




BNC to BNC 
Cables (2) 



Figure 4-17 

External trigger connectors 
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4.11 Trigger Link 

The Model 7001 has enhanced external triggering capa- 
bilities using the Trigger Link. The Trigger Link has six 
lines allowing up to six instruments to be controlled 
over this trigger bus. The micro 8-pin DIN sockets used 
for the Trigger Link are shown in Figure 4-18. 



o 




TRIGGER LINK 



Figure 4-18 

Trigger link connectors 



NOTE 

The two rear panel Trigger Link con- 
nectors are actually connected in par- 
allel to each other. Thus, the IN and 
OUT labels are a misnomer. It does not 
matter which connector you use when 
connecting the Trigger Link to another 
instrument. 



CAUTION 

Trigger Link and the Digital I/O port 
use the same type of connector. To 
preventpossibledamage,donotcon- 
nect the Digital I/O to the Trigger 
Link. Also, when connecting an ex- 
ternal circuit to the Digital I/O, take 
care to not accidentally connect it to 
the Trigger Link. 

In general. Trigger Link input triggers to the Model 
7001 are used to control scan operation. In order for fhe 
Model 7001 fo respond fo Trigger Link compatible frig- 
gers, fhe appropriafe layers of fhe scan musf be pro- 
grammed for if. For example, if you wanf Trigger Link 
inpuf friggers fo confrol fhe channel scan process, you 
musf program Channel Spacing for TRIGLINK frigger 



evenfs. Typically, a Trigger Link oufpuf frigger from 
fhe Model 7001 would be used fo frigger anofher in- 
sfrumenf fo measure fhe currenfly selecfed channel. 

There are two modes of operation for Trigger Link; 
as 5 mchronous and semi-S 5 mchronous. In fhe as 5 mchro- 
nous mode, separafe lines are used for inpuf and ouf- 
puf friggers, and in semi-synchronous mode, fhe same 
line is used for bofh inpuf and oufpuf friggers. 



4.11.1 Asynchronous operation 

In fhe as 5 mchronous operafing mode. Trigger Link 
funcfions fundamenfally in fhe same manner as Exfer- 
nal Triggering (see paragraph 4.10). Like Exfernal Trig- 
gering, fhe asynchronous mode uses separafe lines for 
inpuf and oufpuf friggers. Also, fhe asynchronous 
mode uses fhe same TTL-compafible pulses as Exfernal 
Triggering. The inpuf frigger specifications for as 5 m- 
chronous mode are shown in Eigure 4-14 and fhe ouf- 
puf frigger specifications are shown in Eigure 4-15. 

Eor f 5 ^ical Asynchronous Trigger Link operation, fhe 
channel layer of fhe scan is configured wifh Channel 
Spacing sef fo TRIGLINK and Triggerlink Mode sef fo 
Asynchronous. You musf also selecf inpuf and oufpuf 
lines for fhe channel layer. Inpuf and oufpuf friggers 
can be sef fo any of fhe six lines, buf fhey cannof use fhe 
same line. Eor example, if you selecf line # 1 for inpuf 
friggers, fhen oufpuf friggers musf use one of fhe ofher 
five lines (#2 fhrough #6). During operation in fhe 
channel layer, each Trigger Link inpuf frigger will close 
a charmel in fhe scan. Affer fhe relay settles, and fhe 
user programmed DELAY (see paragraph 4.7) times 
ouf, fhe Model 7001 will oufpuf a Trigger Link frigger 
(f 5 ^ically fo a DMM fo make a measuremenf). The 
channel layer is configured using fhe CONEIGURE 
SCAN menu (see paragraph 4.8.1). 

The scan layer and/or arm layer can also be pro- 
grammed for TRIGGER LINK; Scan Spacing is sef fo 
TRIGLINK, and ARM SPACING is sef fo TRIGLINK. 
When using Trigger Link in fhese layers, you musf also 
selecf inpuf and oufpuf lines as you did in fhe channel 
layer. Keep in mind fhaf you can use fhe same lines in 
fhe scan and arm layers fhaf you selecfed in fhe chan- 
nel layer. 
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Asynchronous Trigger Link exampie #1 

In a typical test system, you may want to close a chan- 
nel and then measure the DUT cormected to that chan- 
nel with a meter. Such a test system is shown in Figure 
4-19 which uses a Model 7011 multiplexer card to 
switch 10 DUTs to a meter that is equipped with Trig- 
ger Link. 



The Trigger Link cormections for this test system are 
shown in Figure 4-20. Trigger Link of fhe Model 7001 is 
cormecfed fo Trigger Link of fhe mefer. Notice fhaf only 
one Trigger Link cable is needed. 





Card 1 









• HI 




• LO 



701 1 MUX Card 



Figure 4-19 

DUT test system 




Trigger 
Link Cable 
( 8501 ) 



Figure 4-20 

Trigger Link connections (asynchronous example #1) 
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For this example, the Model 7001 and the meter are 
configured as follows: 

Model 7001; 



diafely as soon as fhe scarmer is faken ouf of fhe idle 
sfafe by pressing fhe STEP key (assuming fhe mefer is 
also ouf of fhe idle sfafe). 



ScanLisf = 1!1-1!10, 

Arm Layer: 

Arm Spacing = Immediafe”^ 

Arm Counf = 1* 

Arm Trigger Confrol = Acceptor”^ 

Scan Layer: 

Scan Spacing = Immediafe”^ 

Number of Scans = 1 

Scan Trigger Confrol = Acceptor* 

Channel Layer: 

Channel Spacing = TrigLink 
Trigger Link Mode = As 5 mchronous 
Inpuf Line = #2 
Oufpuf Line = # 1 

Channel Trigger Confrol = Source* 

Number of Charmels = Use Scanlisf Lengfh* 



* Indicates that the setting is the RESET (and factory) default 
condition. 



Meter; 

Arm Layer: 

Arm Source = Immediate 
Arm Counf = 1 

Arm Trigger Confrol = Acceptor 
Scan Layer: 

Scan Source = Immediafe 
Scan Counf = 1 

Scan Trigger Confrol = Acceptor 

Measure Layer: 

Measure Source = TrigLink 
Trigger Link Mode = As 5 mchronous 
Inpuf Line = #1 
Oufpuf Line = #2 

Measure Trigger Confrol = Acceptor 
Measure Counf = 10 



To run fhe fesf simply press TRIG on fhe mefer fo fake 
if ouf of fhe idle sfafe and fhen press STEP on fhe Mod- 
el 7001. The following explanafion on operafion is ref- 
erenced fo fhe operafion model shown in Figure 4-21. 



C-v Pressing TRIG fakes fhe mefer ouf of fhe idle 
sfafe and places mefer operafion af poinf A in fhe flow- 
charf where if is waifing for a Trigger Link frigger. Nofe 
fhaf since bofh fhe arm layer and scan layer are pro- 
grammed for Immediafe Source, operafion immedi- 
afely drops down fo fhe measure layer af poinf A. 



Pressing STEP fakes fhe Model 7001 ouf of fhe 
idle sfafe and places operafion af poinf B in fhe flow- 
charf. Since bofh fhe arm and scarmer layers are pro- 
grammed for Immediafe Spacing, operafion drops 
down fo fhe charmel layer af poinf B. 



(C) 

Ny Since Gharmel Trigger Gonfrol is sef for Source, 
fhe scan will nof waif af poinf B for a frigger. Insfead if 
will bypass "Waif for Trigger Link Trigger" and close 
fhe firsf charmel (poinf G). Nofe fhaf fhe B)^ass is only 
in effecf on fhe firsf pass fhrough fhe model. 



(D) 

Affer fhe relay settles, fhe Model 7001 will oufpuf 
a Trigger Link frigger pulse (poinf D). Since fhe insfru- 
menf is programmed fo scan 10 charmels, operafion 
will loop back up fo poinf B where if will waif for an in- 
puf frigger. Nofe fhaf Bypass is no longer in effecf. 



0 & Remember fhaf mefer operafion is af poinf 
A waifing for a frigger. The oufpuf frigger from fhe 
Model 7001 friggers fhe mefer fo measure DUT #1 
(poinf E). Affer fhe measuremenf is complefed, fhe 
mefer will oufpuf a trigger pulse (point E) and then 
loop back to point A where it will wait for anofher in- 
puf frigger. 



Notice fhaf Gharmel Trigger Gonfrol of fhe Model 7001 
is sef for Source. Wifh fhis selecfion, scan operafion will 
initially bypass fhe need for a Trigger Link frigger fo 
close fhe firsf charmel. Since arm spacing and scan 
spacing are sef for Immediafe, fhe scan will sfarf imme- 



The frigger applied fo fhe Model 7001 from fhe 
mefer closes fhe nexf charmel in fhe scan which in 
torn friggers fhe mefer fo measure fhe nexf DUT. 
This process confinues unfil all 10 channels are 
scarmed and measured. 
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7001 



Meter 



Step 2. Press STEP 



Step 1 . Press TRIG 




Figure 4-21 

Operation model for asynchronous Trigger Link example #/ 



4-54 










Front Panel Operation 



External TriggeringandTrigger Link — Aspreviously 
mentioned, the trigger pulses for the asynchronous 
Trigger Link are identical to the trigger pulses used for 
Exfemal Triggering. The only fhing fhaf prevenfs fhem 
from being used fogefher are connection incompafibil- 
ifies. Trigger Link uses micro 8-pin DIN connecfors 
while Exfemal Triggering uses BNC connecfors. 

This connecfion problem can be resolved by using fhe 
Model 8502 Trigger Link Adapfer. The adapfer has two 
micro 8-pin DIN connecfors and six BNC connecfors. 
The DIN connecfors connecf direcfly fo a Trigger Link 
connector on fhe Model 7001 using a frigger link cable. 
The BNC connecfors mafe direcfly fo fhe External Trig- 
gering BNC connecfors on ofher insfrumenfs using 
sfandard male BNC fo BNC cables. 



Eigure 4-22 shows how a Keifhley Model 196 can be 
connected fo fhe Trigger Link of fhe Model 7001 using 
fhe adapfer. Wifh fhis adapfer, fhe Model 196 could be 
subsfifufed for fhe meter wifh Trigger Link in fhe pre- 
vious example (Asynchronous Trigger Link Example 
#1). Wifh fhe Model 196 sef for external friggering, fhe 



fesf would sfarf when STEP on fhe Model 7001 is 
pressed. 

Asynchronous Trigger Link exampie #2 

In fhis example, fhe fesf sysfem (Eigure 4-23) includes 
a Model 196 DMM fo measure each DUT af two differ- 
ent bias levels that are provided by the Model 230 volt- 
age source. With the source set to the first voltage level, 
the 10 channels will be scanned and measured. The 
source will then be set to the second voltage level and 
the 10 channels will again be scanned and measured. 

Since this example uses instruments that do not have 
Trigger Link (Model 196 and 230), the Model 8502 Trig- 
ger Link Adapter is required. Connections are shown 
in Eigure 4-24. 

Eor this example, the Models 196 and 230 are pro- 
grammed for External Triggering and the Model 230 is 
set to source the first voltage level. The Model 7001 is 
configured as follows: 




( 8501 ) 



Figure 4-22 

Connections using Trigger Link adapter 
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Card 1 



7011 MUX Card 

Figure 4-23 

OUT test system (asynchronous example #2) 



Trigger 
Link Cabie 




Trigger Link 
Adapter 



BNC to BNC 
Gabies (4) 
(7501) 



Figure 4-24 

Trigger Link connections (asynchronous example #2) 
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Model 7001; 

Scan List = 1! 1-1! 10, 

Arm Layer: 

Arm Spacing = Immediate”^ 

Arm Trigger Control = Acceptor”^ 

Arm Count = 1 * 

Scan Layer: 

Scan Spacing = TrigLink 
Input Line = # 2 
Output Line = # 1 
Scan Trigger Control = Source 
Number of Scans = 2 

Channel Layer: 

Channel Spacing = TrigLink 
Trigger Link Mode = As 5 mchronous 
Input Line = #4 
Output Line = #3 
Channel Trigger Control = Source”^ 

Number of Charmels = Use Scanlisf Lengfh”^ 



* Indicates that the setting is the RESET (and factory) default 
condition. 



(D) 

Affer fhe relay settles, fhe Model 7001 will oufpuf 
a Trigger Link f rigger pulse (poinf D). Since fhe insfru- 
menf is programmed fo scan 10 charmels, operafion 
will loop back up fo poinf B where if will waif for an in- 
puf frigger. Nofe fhaf B 5 ^ass is no longer in effecf 

© The frigger pulse from fhe Model 7001 will frig- 
ger fhe Model 196 fo make a measuremenf of DUT #1. 
Affer fhe measuremenf is complefed, fhe DMM will 
oufpuf a trigger pulse (point E). 



The trigger applied to the Model 7001 from fhe DMM 
closes fhe nexf charmel in fhe scan which in furn frig- 
gers fhe mefer fo measure fhe nexf DUT. This process 
confinues until all 10 charmels are scarmed and mea- 
sured. 



UU After fhe lasf channel is scarmed and measured, 
operafion proceeds fo poinf F where fhe Model 7001 
oufpufs a trigger pulse. Since the Model 7001 is pro- 
grammed to perform two scans, its operation will loop 
back up to point A where it will wait for an inpuf frig- 
ger. Nofe fhaf B)^ass is no longer in effecf. 



To run fhe fesf, simple press STEP on fhe Model 7001. 
The following explanation on operafion is referenced 
fo fhe operafion model shown in Figure 4-25. 



Pressing STEP fakes fhe Model 7001 ouf of fhe 
idle sfafe and places operafion af poinf A in fhe flow- 
charf. Since fhe arm layer is programmed for Immedi- 
afe Spacing, operafion drops down fo fhe scan layer af 
poinf A. 



^—7 Since Scan Trigger Confrol is sef for Source, fhe 
scan will nof waif af poinf A for a frigger. Insfead, if will 
bypass "Waif for Trigger Link Trigger" and proceed fo 
poinf B. Nofe fhaf fhis B)^ass is only in effecf on fhe 
firsf pass fhrough fhe model. 



The frigger pulse from fhe Model 7001 friggers 
fhe Model 230 fo oufpuf fhe nexf programmed volfage 
level. Affer fhe volfage level is sef, fhe Model 230 will 
oufpuf a frigger pulse (poinf G). 



The trigger pulse applied to the Model 7001 from fhe 
Model 230 places operafion af poinf B. The B)^ass is 
again in effecf because fhis is fhe begirming of a new 
scan. This allows operafion fo drop down fo poinf C 
where fhe firsf charmel will again be closed and even- 
fually measured. As previously explained all fen chan- 
nels are scarmed and measured. 



Affer fhe lasf channel of fhe second scan is closed and 
measured, fhe Model 7001 refurns fo fhe idle sfafe. 



(C) 

NU Since Channel Trigger Confrol is also sef for 
Source, fhe scan will nof waif af poinf B for a frigger. In- 
sfead if will b 5 ^ass "Waif for Trigger Link Trigger" and 
close fhe firsf channel (poinf C). Nofe fhaf fhis B)^ass is 
only in effecf on fhe firsf pass fhrough fhe model. 
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7001 

Press STEP 




Figure 4-25 

Operation model for asynchronous Trigger Link example #2 



4-58 



















Front Panel Operation 



4.11.2 Semi-synchronous operation 

In the Semi-S 5 mchronous Trigger Link mode all trig- 
gering (input and output) in the test system is con- 
trolled by a single line. When the normally high (+5V) 
trigger line is pulled low (OV), a trigger occurs on the 
negative-going edge. When the trigger line is released, 
a trigger occurs on the positive-going edge (see Figure 
4-26). The advantage of this single line trigger is that as 
long as one of fhe insfrumenfs in fhe sysfem holds fhe 
line low, fhe f rigger is suppressed. In ofher words, fhe 
frigger will nof occur unfil all insfrumenfs in fhe sys- 
fem are ready. 



Trigger on 

negative-going 

edge 



Trigger on 

positive-going 

edge 



<+5V- 



OV 












Puiied iow by 
first instrument 



Reieased by 
second instrument 



For example, assume fhaf a mefer (equipped wifh Trig- 
ger Link) is cormecfed fo two Model 7001s for semi- 
S 5 mchronous operation as shown in Figure 4-27. All 
fhree insfrumenfs are programmed fo use frigger line 
#1. The fwo Model 7001s have relay settling times of 
10msec and 50msec respectively 



Assume fhaf fhe mefer inifially performs a measure- 
menf. After fhe reading is done, fhe mefer will drive 
fhe frigger line low. The negative-going edge will frig- 
ger bofh Model 7001s fo close a charmel. While fhe 
Model 7001s are in fhe process of closing a charmel, 
fhey will hold fhe frigger line low. Ten milliseconds af- 
fer swifch closure, fhe firsf Model 7001 will release fhe 
frigger line. However, fhe second Model 7001 will con- 
tinue fo hold fhe line low since if is nof finished. Fifty 
milliseconds after swifch closure, fhe second Model 
7001 will release fhe frigger line. The posifive-going 
edge will frigger fhe mefer fo perform a measuremenf 
and subsequenfly pull fhe frigger line back down fo 
close fhe nexf channels. This process continues unfil all 
charmels are scarmed and measured. 



Figure 4-26 

Semi-synchronous trigger link pulse specifications 



Trigger Link 




Meter 7001 Switch System 7001 Switch System 



Figure 4-27 

Typical semi-synchronous mode connections 
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Semi-synchronous Trigger Link exampie 

This example uses the same test system (Figure 4-19) 
that was used for the As 5 mchronous Trigger Link Ex- 
ample #1. However, triggering will be done using the 
Semi-Synchronous mode. Trigger Link cormections are 
shown in Figure 4-28. 

The two instruments are configured as follows: 

Modei 7001; 

ScanLisf = 1!1-1!10, 

Arm Layer: 

Arm Spacing = Immediafe”^ 

Arm Counf = 1* 

Arm Trigger Confrol = Acceptor”^ 

Scan Layer: 

Scan Spacing = Immediafe”^ 

Number of Scans = 1 

Scan Trigger Confrol = Acceptor* 

Channel Layer: 

Channel Spacing = TrigLink 
Trigger Link Mode = Semi-S 5 mchronous 
Semi-Sync Line = #1 
Trigger Confrol = Source* 

Number of Charmels = Use Scanlisf Lengfh* 

* Indicates that the setting is the RESET (and factory) default 
condition 



Meter; 

Arm Layer: 

Arm Source = Immediate 
Arm Counf = 1 

Arm Trigger Confrol = Acceptor 
Scan Layer: 

Scan Source = Immediafe 
Scan Counf = 1 

Scan Trigger Confrol = Acceptor 

Measure Layer: 

Measure Source = TrigLink 
Trigger Link Mode = Semi-S 5 mchronous 
Semi-Sync Line = #1 
Trigger Confrol = Acceptor 
Measure Counf = 10 



To run fhe fesf, simply press TRIG on fhe mefer fo fake 
if ouf of fhe idle sfafe and fhen press STEP on fhe Mod- 
el 7001. The following explanafion on operafion is ref- 
erenced fo fhe operafion model shown in Figure 4-29. 




7001 Switch System Trigger Link Meter 



Cable 

( 8501 ) 



Figure 4-28 

Trigger Link connections (semi-synchronous example) 



4-60 





Front Panel Operation 



Pressing TRIG takes the meter out of the idle 
state and places meter operation at point A in the flow- 
chart where it is waiting for a Trigger Link frigger. Nofe 
fhaf since bofh fhe arm layer and scan layer are pro- 
grammed for Immediafe Source, operation immediafe- 
ly drops down fo fhe measure layer af poinf A. 



Pressing STEP fakes fhe Model 7001 ouf of fhe 
idle sfafe and places operation af poinf B in fhe flow- 
charf. Since bofh fhe arm and scarmer layers are pro- 
grammed for Immediafe Spacing, immediafely and 
operation drops down fo fhe charmel layer af poinf B. 



(C ) 

Since Charmel Trigger Confrol is sef for Source, 
fhe scan will nof waif af poinf B for a frigger. Insfead if 
will bypass "Waif for Trigger Link Trigger" and close 
fhe firsf charmel (poinf C). Nofe fhaf fhe B)^ass is only 
in effecf on fhe firsf pass fhrough fhe model. 



© & Remember fhaf mefer operafion is af poinf 

A waifing for a frigger. When fhe frigger line was 
pulled low by fhe Model 7001, fhe leading negative-go- 
ing edge friggers fhe mefer fo measure DUT #1 (poinf 
E). Nofe fhaf fhe mefer holds fhe frigger line low. Affer 
fhe measuremenf is complefed, fhe mefer will release 
fhe frigger line (poinf E) and fhen loop back fo poinf A 
where if will waif for anofher inpuf frigger. 



When fhe mefer released fhe frigger line, fhe leading 
posifive-going edge friggers fhe Model 7001 fo close 
fhe nexf charmel in fhe scan which in fum pulls fhe 
frigger line low friggering fhe mefer fo measure fhe 
nexf DUT. This process confinues until all 10 charmels 
are scanned and measured. 



(D) 

After fhe relay seffles, fhe Model 7001 will pull 
down fhe Trigger Link frigger line (poinf D). Since fhe 
insfrumenf is programmed fo scan 10 charmels, opera- 
fion will loop back up fo poinf B where if will waif for 
an inpuf frigger. Nofe fhaf B)^ass is no longer in effecf. 
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7001 



Meter 



Step 2. Press STEP 



Step 1 . Press TRIG 




Figure 4-29 

Operation model for semi-synchronous Trigger Link example 
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4.12 D U T test system using two switch- 
ing mainframes 

The following example explains how to configure and oper- 
ate a DUT test system using two switching mainframes 
(7001s) and a DMM (2001 or 2002). 

Assume there are four 10-channel multiplexer switching 
cards (Model 7156 General Purpose Mux Cards) installed in 
the switching mainframes (two cards in each mainframe) for 



a total of forty 2-pole channels. This test system (shown in 
Figure 4-30) will scan and measure the forty 2-pole channels 
twice (two scans). The Trigger Link connections for this test 
system are shown in Figure 4-31. For this example, the 
DMM and switching mainframes (7001s) are configured as 
described in the following paragraphs. 




Figure 4-30 

DUT test system 
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Figure 4-31 

Trigger link connections 



4.12.1 DMM settings 

Data store; Arm to store 80 readings 
Trigger Configuration: 



Arm Layer: 


Source 


Immediate* 




Count 


1* 




Control 


Acceptor* 


Scan Layer: 


Source 


Immediate* 




Delay 


0.0* 




Count 


1 




Control 


Acceptor* 


Measure Layer: 


Source 


TrigLink 




Trigger Link Mode 


Asynchronous' 




Input Trigger 


Line 2* 




Output Trigger 


Line 1* 




Delay 


0.2 




Count 


Infinite* 




Control 


Acceptor* 



*BENCH RESET default setting 
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4.12.2 Switching mainframe A settings (7001) 

Scan List = 1!1-1!10, 2!1-2!10, Ml, 



NOTE 

Ml is a “dummy” channel configured to open all channels. This lets the last 
channel in a mainframe open before closing the hrst channel in the other 
mainframe. 

Card Delay = 0.0 
Pole Mode = 2-Pole 
Scan Conhguration: 



Arm Control: 


Spacing 


TrigLink 




Input Trigger 


Line 5 




Output Trigger 


Line 6 




Count 


1* 




Control 


Source 


Scan Control: 


Spacing 


TrigLink 




Input Trigger 


Line 3 




Output Trigger 


Line 4 




Count 


2 




Control 


Source 


Channel Control: 


Spacing 


TrigLink 




Trigger Link Mode 


Asynchronous' 




Input Trigger 


Line 1* 




Output Trigger 


Line 2* 




Count 


ScanList* 




Control 


Source* 



*RESET default setting 
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4.12.3 Switching mainframe B settings (7001) 

Scan List = 1! 1-1! 10, 2! 1-2! 10, Ml, 



NOTE 

Ml is a “dummy” channel configured to open all channels. This lets the last channel in a 
mainframe open before closing the first channel in the other mainframe. 



Card Delay = 0.0 
Pole Mode = 2-Pole 
Scan Configuration; 



Arm Control: Spacing 


TrigLink 


Input Trigger 


Line 4 


Output Trigger 


Line 3 


Count 


2 


Control 


Source 


Scan Control: 


Spacing 


Input Trigger 


Line 4 


Output Trigger 


Line 3 


Count 


1 


Control 


Source 


Channel Control; Spacing 


TrigLink 


Trigger Link Mode 


Asynchronous 


Input Trigger 


Line 1* 


Output Trigger 


Line 2* 


Count 


ScanList* 


Control 


Source* 



TrigLink 



*RESET default setting 



4.12.4 Run DUT test SYSTem 

1. Press STEP on Switching Mainframe B. 

2. Press STEP on Switching Mainframe A. 

3. Observe the scanning sequence. The test will stop after two scans of the 40 channels are finished. 

4. Press RECALL on the DMM to display the stored readings. 

NOTE 

The “Trigger ignored” message will appear on the DMM when the scan sequence switches 
from one switching mainframe to the other. This is caused by extraneous triggers and does 
not affect the integrity of the testing process. The ignored triggers prevent the “dummy” Ml 
channels from being measured. 
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4.12.5 Operation details 

The detailed step-by-step testing process is explained as fol- 
lows using the flowchart in Figure 4-32. The block diagram 
in Figure 4-33 helps track input and output triggers. While 
triggers are shown in the flowchart, the block diagram clari- 
fies the source and destination of each trigger. Refer to both 
drawings for the following discussion. 

NOTE 

Once started, the entire testing process is 
controlled by input and output triggering 
(via Trigger Link) between the three in- 
struments. Keep in mind the following 
points about TRIGLINK triggering: 



• A trigger model layer can only re- 
spond to an input trigger if 
TRIGLINK is selected. 

• The arm layer and scan layer of a 
trigger model can only output a 
trigger if TRIGLINK is selected 
and the Source bypass is enabled. 

Output triggers for the channel lay- 
er (switching mainframe) and mea- 
sure layer (DMM) are always 
enabled if TRIGLINK is selected. 

• With the Source bypass enabled, 
operation is not held up (waiting for 
trigger) on the initial pass through 
that trigger model layer. 

1. The DMM setup places its operation at point D1 (D for 
DMM) where it waits for an input trigger. 

2. Pressing the STEP key on Mainframe B places its oper- 
ation at point B1 (B for Mainframe B) where it also 
waits for an input trigger. 

3. When the STEP key on Mainframe A is pressed, its op- 
eration drops down into the Channel Layer and the scan- 
ning sequence begins. This occurs because all three 
layers of the trigger model are configured to use the trig- 
ger link and the Source bypass is enabled. 

4. After the first channel is closed (Scan Channel), an out- 
put trigger (via line 2) is sent to the DMM. Mainframe A 



operation then loops up to point A 1 (A for Mainframe A) 
where it waits for an input trigger. 

5. After the DMM receives the trigger, it performs a mea- 
surement, stores the reading, and then outputs a trigger 
(via line 1) back to Mainframe A to scan the next chan- 
nel. Note that DMM operation always returns to point 
D1 where it waits for another input trigger. 

6. The triggering process between the DMM and the chan- 
nel layer of Mainframe A continues until all channels in 
the scan list (DUTs 1 through 20) are scanned and mea- 
sured. Note that the last channel in the scan list is Ml, 
which opens all channels. 

7. After channel Ml is scanned. Mainframe A passes the 
testing process to Mainframe B by sending a trigger (via 
line 4) to it. Mainframe A operation loops up to point A2 
where it waits for a trigger. Note that channel Ml is not 
measured because the trigger sent to the DMM is ig- 
nored (“Trigger ignored” message displayed). 

8. After Mainframe B receives the trigger, operation drops 
down to the channel layer where the channels in its scan 
list (DUTs 21 through 40) are scanned and measured. 
This scan/measure process operates the same as the one 
for Mainframe A (steps 4, 5, and 6). 

9. After channel Ml of Mainframe B is scanned, the testing 
process is passed back to Mainframe A by sending it an 
output trigger (via line 3). Mainframe B operation loops 
back up to point B 1 where it waits for a trigger. Again, 
note that channel Ml is not measured because the trigger 
sent to the DMM is ignored. 

10. After Mainframe A receives the trigger at point A2, its 
operation drops down into the channel layer where its 
channels (DUTs 1 through 20) are again scanned and 
measured. 

1 1 . The testing process is again passed on to Mainframe B 
by sending it a trigger. Mainframe A then goes into idle. 

12. After Mainframe B receives the trigger (at point Bl), its 
operation drops down into the channel layer where its 
channels (DUTs 21 through 40) are again scanned and 
measured. Mainframe B then goes into idle. 
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Figure 4-32 

Digital multimeter flowchart 
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Switching Mainframe A 



Switching Mainframe B 



ARM 

LAYER 


In 5 


Trig 

Link 








Source 


1 Out 6 



In 4 


ARM 

LAYER 




Trig 

Link 


Out 3 






Acceptor 



In 4 


SCAN 

LAYER 




Trig 

Link 


Out 3 






Source 



SCAN 

LAYER 


In 3 


Trig 

Link 






Out 4 


Source 








CHAN 

LAYER 


In 1 1 


Trig 

Link 






Out 2 


Source 





1 In 1 1 


CHAN 

LAYER 




Trig 

Link 


Out 2 






Source 





Out 1 [ 


In 2 








MEAS 

LAYER 




Trig 

Link 




Acceptor 



Digital Multimeter 



Figure 4-33 

Digital multimeter block diagram 
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5.1 Introduction 

This section contains reference information on programming 

the Model 7001 over the IEEE-488 bus and is organized as 

follows: 

5.2 IEEE-488 bus connections: Explains instrument con- 
nections to the IEEE-488 bus. 

5.3 Primary address selection: Explains how to set the 
primary address from the front panel. 

5.4 Controller programming: Summarizes programming 
statements using HP BASIC 4.0. 

5.5 Eront panel aspects of IEEE-488 operation: Covers 
status indicators, messages that pertain to bus opera- 
tion, and the use of the LOCAL key. 

5.6 Status structure: Explains the various registers and 
queues that make up the status structure of the Model 
7001. 

5.7 Trigger model: Explains the scan process (Trigger 
Model) over the IEEE- 488 bus. 

5.8 General bus commands: Covers the general IEEE- 
488 commands required for basic operations, such as 
placing the unit in remote. 

5.9 Programming syntax: Covers the syntax rules for 
common commands and SCPI commands. 



5.10 Common commands: Covers the IEEE-488.2 com- 
mon commands used by the Model 7001. 

5.11 SCPI command subsystems: Covers the SCPI com- 
mands used by the Model 7001. 

The IEEE-488 is an instrumentation data bus with hardware 
and programming standards originally adopted by the IEEE 
(Institute of Electrical and Electronic Engineers) in 1975 and 
given the IEEE -488 designation. In 1978 and 1987, the stan- 
dards were upgraded to IEEE-488-1978 and IEEE-488.1- 
1987, respectively. The Model 7001 conforms to these stan- 
dards. 

The Model 7001 also conforms to the IEEE-488.2-1987 
standard and the SCPI 1992 (Standard Commands for Pro- 
grammable Instruments) standard. IEEE-488.2 defines a 
syntax for sending data to and from instruments, how an in- 
strument interprets this data, and what registers should exist 
to record the state of the instrument. This subset of com- 
mands (common commands) is used to perform basic opera- 
tions, such as reading status registers, triggering measure- 
ments, and resetting the device. 

The SCPI standard defines a command language protocol. It 
goes one step farther than IEEE-488.2 and defines a standard 
set of commands to control every programmable aspect of an 
instrument. It also defines what format the parameters for 
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those commands should be in and the format for values re- 
turned by the instruments. 



5.2 IEEE-488 bus connections 

The Model 7001 can be connected to the IEEE-488 bus 
through a cable equipped with standard IEEE-488 connec- 
tors, an example is shown in Eigure 5-1. The connector can 
be stacked to allow a number parallel connections to one in- 
strument. Two screws are located on each connector to en- 
sure that connections remain secure. Current standards call 
for metric threads, which are identified with dark colored 
screws. Earlier versions had different screws, which were sil- 
ver colored. Do not attempt to use these types of connectors 
on the instrument, which is designed for metric threads. 




Figure 5-1 

IEEE-488 connector 



A typical connecting scheme for a multi-unit test system is 
shown in Eigure 5-2. Although any number of connectors 
could theoretically be stacked on one instrument, it is recom- 
mended that you stack no more than three connectors on any 
one unit to avoid possible mechanical damage. 

NOTE 

In order to minimize interference caused 
by electromagnetic radiation, it is recom- 
mended that only shielded IEEE-488 ca- 
bles be used. The Models 7007-1 and 
7007-2 shielded IEEE-488 cables are 
available from Keithley. 



Instrument Instrument Instrument 




Figure 5-2 

IEEE-488 connections 



Connect the Model 7001 to the IEEE-488 bus as follows: 

1 . Line up the cable connector with the connector located 
on the rear panel. The connector is designed so that it 
will fit only one way. Eigure 5-3 shows the location of 
the IEEE-488 connector on the instrument. 

2. Tighten the screws securely, but do not overtighten 
them. 

3. Add additional connectors from other instruments, as 
required. 

4. Make certain that the other end of the cable is properly 
connected to the controller. Most controllers are 
equipped with an IEEE-488 style connector, but a few 
may require a different type of connecting cable. Con- 
sult the instruction manual for your controller for the 
proper connecting method. 

NOTE 

The IEEE-488 bus is limited to a maxi- 
mum of 15 devices, including the control- 
ler. The maximum cable length is 20- 
meters, or two meters times the number of 
devices, whichever is less. Eailure to ob- 
serve these limits may result in erratic bus 
operation. 
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Figure 5-3 

IEEE-488 connector location 



Custom cables may be constructed by using the information 
in Table 5-1 and Figure 5-4. Table 5-1 lists the contact as- 
signments for the bus, and Figure 5-4 shows the contact con- 
figuration. 




Figure 5-4 

Contact assignments 



CAUTION 

IEEE-488 common is connected to digi- 
tal common. Maximum voltage between 
digital common and earth ground is OV. 



Table 5-1 

IEEE contact designations 



Contact 

number 


IEEE-488 

designation 


Type 


1 


DIOl 


Data 


2 


DI02 


Data 


3 


DI03 


Data 


4 


DI04 


Data 


5 


EOI (24)* 


Management 


6 


DAV 


Handshake 


7 


NRFD 


Handshake 


8 


NDAC 


Handshake 


9 


IFC 


Management 


10 


SRQ 


Management 


11 


ATN 


Management 


12 


SHIELD 


Ground 


13 


DI05 


Data 


14 


DI06 


Data 


15 


DI07 


Data 


16 


DI08 


Data 


17 


REN (24)* 


Management 


18 


Gnd, (6)* 


Ground 


19 


Gnd, (7)* 


Ground 


20 


Gnd, (8)* 


Ground 


21 


Gnd, (9)* 


Ground 


22 


Gnd, (10)* 


Ground 


23 


Gnd, (11)* 


Ground 


24 


Gnd, LOGIC 


Ground 



*Numbers in parentheses refer to signal ground return of refer- 
enced contact number. EOI and REN signal lines return on con- 
tact 24. 
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5.3 Primary address selection 

The Model 7001 must receive a listen command before re- 
sponding to addressed commands. Similarly, the unit must 
receive a talk command before transmitting data. The Model 
7001 is shipped from the factory with a programmed primary 
address of 7. 

The primary address may be set to any value between 0 and 
30 as long as address conflicts with other instruments are 
avoided. Note that controllers are also given a primary ad- 
dress, so do not use that address either. Most frequently, con- 
troller addresses are 0 or 21, but you should consult the 
controller’s instruction manual for details. Whatever primary 
address you choose, you must make certain that it corre- 
sponds with the value specified as part of the controller’s 
programming language. 

To check the present primary address or to change to a new 
one, perform the following procedure: 

1 . Display the MAIN MENU by pressing the MENU key. 

2. Use the cursor keys ( and ► ) to place the cursor on 
GPIB and press ENTER. The GPIB SETUP MENU will 
then be displayed. 

3. Use the cursor keys to place the cursor on ADDRESS 
and press ENTER. The current primary address of the 
instrument will be displayed. Eor example, if the instru- 
ment is set to primary address 7, the following message 
will be displayed: 

ADDRESS = 07 (0-30) 

4. To retain the displayed address, press EXIT three times 
to return the instrument to the channel status display 
state. 

5. To change the primary address, use the keypad to dis- 
play the new address value (0 to 30) and press ENTER. 
Press EXIT two times to return to the channel status dis- 
play state. 



5.4 Controller programming 

The programming instructions covered in this section use ex- 
amples written with Hewlett-Packard BASIC version 4.0. 
This language was chosen because of its versatility in con- 
trolling the IEEE-488 bus. This section covers those state- 
ments that are essential to Model 7001 operation. 

NOTE 

Controller programming information for 
using the IBM PC interface through the 
Capital Equipment Corporation (CEC), 1/ 

OTech, and National IEEE-488 interfaces 
is located in the Appendix. 

A partial list of HP BASIC 4.0 statements is shown in Table 
5-2. The statements have a one or three digit argument that 
must be specified. The first digit is the interface select code, 
which is set to 7 at the factory. The last two digits of those 
statements requiring a 3 -digit argument specify the primary 
address. 

Those statements with a 3-digit argument show a primary ad- 
dress of 7 (the factory set primary address). Eor a different 
address, you would, of course, change the last two digits to 
the required value. Eor example, to send a GTE command to 
a device using a primary address of 17, the following state- 
ment would be used: LOCAL 717. 

Some of the statements have two forms; the exact configura- 
tion depends on the command to be sent over the bus. Eor ex- 
ample, CLEAR 7 sends a DCL command, while CLEAR 
716 sends the SDC command to a device with a primary ad- 
dress of 16. 



NOTE 

Each device on the bus must have a unique 
primary address. Eailure to observe this 
precaution will probably result in erratic 
bus operation. 
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Table 5-2 

HP BASIC 4.0 IEEE-488 statements 



Action 


BASIC statement 


Transmit string to device 07. 


OUTPUT 707;A$ 


Obtain string from device 07. 


ENTER 707;A$ 


Send GTL to device 07. 


LOCAL 707 


Send SDC to device 07. 


CLEAR 707 


Send DCL to all devices. 


CLEAR 7 


Send remote enable. 


REMOTE 7 


Cancel remote enable. 


LOCAL 7 


Serial poll device 07. 


SPOLL (707) 


Send local lockout. 


LOCAL LOCKOUT 7 


Send GET to device 07. 


TRIGGER 707 


Send lEC. 


ABORT 7 



5.5 Front panel aspects of I EEE-488 
operation 

The following paragraphs discuss aspects of the front panel 
that are part of IEEE-488 operation, including messages, sta- 
tus indicators, and the LOCAL key. 



5.5.1 Error and status messages 

Table 4-1 in Section 4 summarizes the error and status mes- 
sages associated Model 7001 operation. Note that the instru- 
ment may be programmed to generate an SRQ, and 
command queries can be performed to check for specific er- 
ror conditions. 



5.5.2 IEEE-488 status indicators 

The REM (remote), TALK (talk), LSTN (listen), and SRQ 
(service request) annunciators show the present IEEE-488 
status of the instrument. Each of these indicators is briefly 
described below. 

REM — As the name implies, this indicator shows when the 
instrument is in the remote state. Note that REM does not 
necessarily indicate the state of the REM line, as the instru- 
ment must be addressed to listen with REM true before the 
REM indicator turns on. When the instrument is in remote. 



all front panel keys except for the LOCAL key are locked 
out. When REM is turned off, the instrument is in the local 
state, and front panel operation is restored. 

TALK — This indicator is on when the instrument is in the 
talker active state. The unit is placed in this state by address- 
ing it to talk with the correct MTA (My Talk Address) com- 
mand. TALK is off when the unit is in the talker idle state. 
The instrument is placed in the talker idle state by sending it 
an UNT (Untalk) command, addressing it to listen, or with 
the lEC (Interface Clear) command. 

LSTN — This indicator is on when the Model 7001 is in the 
listener active state, which is activated by addressing the in- 
strument to listen with the correct MLA (My Listen Address) 
command. Listen is off when the unit is in the listener idle 
state. The unit can be placed in the listener idle state by send- 
ing UNL (Unlisten), addressing it to talk, or by sending lEC 
(Interface Clear) over the bus. 

SRQ — The instrument can be programmed to generate a 
service request (SRQ) when one or more errors or conditions 
occur. When this indicator is on, a service request has been 
generated. This indicator will stay on until the serial poll byte 
is read. See paragraph 5.6.8 for details. 



5.5.3 LOCAL key 

The LOCAL key cancels the remote state and restores local 
operation of the instrument. 

Since all front panel keys except LOCAL are locked out 
when the instrument is in remote, this key provides a conve- 
nient method of restoring front panel operation. Pressing 
LOCAL also turns off the REM indicator, and returns the 
display to normal if a user defined message was displayed. 

Note that the LOCAL key is also inoperative if the LLO (Lo- 
cal Lockout) command is in effect. 



5.6 Status structure 

The status register structure of the Model 7001 is shown in 
Eigure 5-5. The following information will explain the vari- 
ous registers and queues that make up this structure. 
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Figure 5-5 

Model 7001 status register structure 
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5.6.1 Standard event status 

The reporting of standard events is controlled by two 16-bit 
registers; the Standard Event Status Register and the Stan- 
dard Event Status Enable Register. Eigure 5-6 shows how 
these registers are structured. 



In general, the occurrence of a standard event sets the appro- 
priate bit in the Standard Event Status Register. This register 
can be read at any time to determine which, if any, standard 
events have occurred. Also, with the proper use of the Stan- 
dard Event Status Enable Register, a standard event can set 
the Event Summary Bit (ESB) of the Status Byte Register. 
This allows the programmer to take advantage of the service 
request (SRQ) feature. See paragraph 5.6.8 for details. 




Standard Event 
Status Register 



Standard Event 
Status Enable 
Register 



PON = Power On 

URO = User Request 

CME = Command Error 

EXE = Execution Error 

DDE = Device - Dependent Error 

OYE = Query Error 

OPC = Operation Complete 



& = Logical AND 
OR = Logical OR 



Figure 5-6 

Standard event status 
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Standard Event Status Register — This is a latched read 
only register that is used to record the occurrence of standard 
events. Each used bit in the register represents a standard 
event. Descriptions of these standard events are provided in 
paragraph 5.10.4. 

When a standard event occurs, the appropriate bit in the 
Standard Event Status Register sets. For example, if you at- 
tempt to read data from an empty Output Queue, a Query Er- 
ror (QYE) will occur and set bit B2 of the status register. A 
set bit in this register will remain set until an appropriate op- 
eration is performed to clear the register. The Standard Event 
Status Register can be read at any time by using the follow- 
ing common query command (see paragraph 5.10.4 for de- 
tails): 

*ESR? 

Reading this register using the *ESR? command also clears 
the register. The following list summarizes all operations that 
clear the Standard Event Status Register: 

1 . Cycling power. 

2. Sending the *CLS common command. 

3. Sending the *ESR? common command. 

Standard Event Status Enable Register — This register is 
programmed by the user and serves as a mask for standard 
events. When a standard event is masked, the occurrence of 
that event will not set the Event Summary Bit (ESB) in the 
Status Byte Register. Conversely, when a standard event is 
unmasked, the occurrence of that event will set the ESB bit. 

A bit in the Standard Event Status Register is masked when 
the corresponding bit in the Standard Event Status Enable 
Register is cleared (0). When the masked bit of the Standard 
Event Status Register sets, it is ANDed with he correspond- 
ing cleared bit in the Standard Event Status Enable Register. 
The logic “0” output of the AND gate is applied to the input 
of the OR gate and thus, will not set the ESB bit in the Status 
Byte Register. 

A bit in the Standard Event Status Register is unmasked 
when the corresponding bit in the Standard Event Status En- 
able Register is set (1). When the unmasked bit of the Stan- 
dard Event Status Register sets, it is ANDed with the 



corresponding set bit in the Standard Event Status Enable 
Register. The logic “1” output of the AND gate is applied to 
the input of the OR gate and thus, sets the ESB bit in the Sta- 
tus Byte Register. 

The individual bits of the Standard Event Status Enable Reg- 
ister can be set or cleared by using the following common 
command (see paragraph 5.10.2): 

*ESE <NRf> 

The Standard Event Status Enable register can be read at any 
time by using the following common query command (see 
paragraph 5.10.3 for details): 

*ESE? 

Reading this register using the *ESE? command does not 
clear the register. The following list summarizes all opera- 
tions that will clear the Standard Event Status Enable Regis- 
ter: 

1 . Cycling power. 

2. *ESE0 



5.6.2 0 peration event status 

The reporting of operation events is controlled by a set of 16- 
bit registers; the Operation Condition Register, the Transi- 
tion Filter, the Operation Event Register, and the Operation 
Event Enable Register. Figure 5-7 shows how these registers 
are structured. 

Notice in Figure 5-5 that bits B5 (Waiting in Trigger Layer) 
and B6 (Waiting in An Arm Layer) of the Operation Condi- 
tion Register are controlled by the arm register set and the 
trigger set and the trigger register set (see paragraph 5.6.3 
and 5.6.5 for details). Each of the bits that is used in these 
registers represents an operation event. Descriptions of the 
operation event bits are provided in paragraph 5.16. 

The operation status registers are controlled by the :STATus 
:OPERation commands in the :STATus subsystem (see para- 
graph 5.16. 
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From OR'ed summary of 



From OR'ed summary of 




Operation 
Condition Register 



PTR Transition 
NTR Filter 



Operation Event 
Register 



Operation Event 

Enable 

Register 



Idle = Idle & = Logical AND 

Arm = Waiting in an Arm Layer OR = Logical OR 
Trig = Waiting in Trigger Layer 
Set = Settling 



PTR = Positive Transition Filter 
NTR = Negative Transition Filter 



Figure 5-7 

Operation event status 



Operation Condition Register — This is a real-time 16-bit 
read-only register that constantly updates to reflect the cur- 
rent operating conditions of the Model 7001. For example, 
when the instrument is in idle, bit BIO (Idle) of this register 
will be set. When the instrument leaves the idle state, bit B 10 
will clear. 

The following SCPI query command can be used to read the 
Operation Condition Register: 

:STATus:OPERation:CONDition? 



The Operation Condition Register and the Transition Filter 
are used to set the bits of the Operation Event Register. The 
Transition Eilter is discussed next. 

Operation Transition Filter — The transition Alter is made 
up of two 16-bit registers that are programmed by the user. It 
is used to specify which transition (0 to 1, or 1 to 0) in the 
Operation Condition Register will set the corresponding bit 
in the Operation Event Register. 
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The filter can be programmed for positive transitions (PTR), 
negative transitions (NTR) or both. When an event bit is pro- 
grammed for a positive transition, the event bit in the Opera- 
tion Event Register will set when the corresponding bit in the 
Operation Event Condition Register changes from 0 to 1. 
Conversely, when programmed for a negative transition, the 
bit in the status register will set when the corresponding bit 
in the condition register changes from 1 to 0. 

The individual bits of the transition filter registers can be set 
or cleared by using the following SCPI commands: 

:STATus:OPERation:PTR <NRf> 
:STATus:OPERation:NTR <NRf> 

The transition filter registers can be read at any time by using 
the following SCPI query commands: 

:STATus:OPERATION:PTR? 

:STATus:OPERation:NTR? 

Reading a transition filter register using the above query 
commands does not affect the contents of the register. 

The following operations will set (1) all the bits of the PTR 
register and clear (0) all the bits of the NTR register: 

1 . Cycling power. 

2. Sending the :STATus:PRESet command. 

3. Sending the :STATus:OPERation:PTR 65535 and :STA- 
Tus:OPERation:NTR 0 commands. 

Operation Event Register — This is a latched, read-only 
register whose bits are set by the Operation Condition Reg- 
ister and Transition Eilter. Once a bit in this register is set, it 
will remain set (latched) until the register is cleared by a spe- 
cific clearing operation. The bits of this register are logically 
ANDed with the bits of the Operation Event Enable Register 
and applied to an OR gate. The output of the OR gate is the 
Operation Summary Bit (OSB) that is applied to the Status 
Byte Register. The following SCPI query command can be 
used to read the Operation Event Register: 

:STATus:OPERation? 



Reading this register using the above SCPI command clears 
the register. The following list summarizes all operations that 
will clear the Operation Event Register: 

1 . Cycling power. 

2. Sending the *CLS common command. 

3. Sending the :STATus:OPERation:EVENt? query com- 
mand. 

Operation Event Enable Register — This register is pro- 
grammed by the user and serves as a mask for the Operation 
Event Register. When masked, a set bit in the Operation 
Event Register will not set the Operation Summary Bit 
(OSB) in the Status Byte Register. Conversely, when un- 
masked, a set bit in the Operation Event Register will set the 
OSB bit. 

A bit in the Operation Event Register is masked when the 
corresponding bit in the Operation Event Enable Register is 
cleared (0). When the masked bit of the Operation Event 
Register sets, it is ANDed with the corresponding cleared bit 
in the Operation Event Enable Register. The logic “0” output 
of the AND gate is applied to the input of the OR gate and 
thus, will not set the OSB bit in the Status Byte Register. 

A bit in the Operation Event Register is unmasked when the 
corresponding bit in the Operation Event Enable Register is 
set (1). When the unmasked bit of the Operation Event Reg- 
ister sets, it is ANDed with the corresponding set bit in the 
Operation Event Enable Register. The logic “1” output of the 
AND gate is applied to the input of the OR gate and thus, will 
set the OSB bit in the Status Byte Register. 

The individual bits of the Operation Event Enable Register 
can be set or cleared by using the following SCPI command: 

:STATus:OPERation:ENABle <NRf> 

The following SCPI query command can be used to read the 
Operation Event Enable Register: 

:STATus:OPERation:ENABle? 
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Reading this register using the above SCPI command does 
not clear the register. The following list summarizes opera- 
tions that will clear the Operation Event Enable Register: 

1 . Cycling power. 

2. Sending the :STATus:PRESet command. 

3. Sending the :STATus:OPERation:ENABle 0 command. 

5.6.3 Arm event status 

The reporting of the arm event is controlled by a set of 16-bit 
registers; the Arm Condition Register, the Transition Eilter, 



Arm Event Register, and the Arm Event Enable Register. 
Eigure 5-8 shows how these registers are structured. Notice 
in Eigure 5-5 that bit B 1 (In An Arm Layer) of the Arm Con- 
dition Register is controlled by the sequence event register 
set (see paragraph 5.6.4 for details). In general, bit B1 sets 
when the instrument is in the arm layer (Arm Layer 1) or 
scan layer (Arm Layer 2) of operation. An explanation of the 
operation process over the bus is provided in paragraph 5.7. 

The various registers used for arm event status are described 
as follows: Note that these registers are controlled by the 
:STATus:OPERation:ARM commands of the :STATus sub- 
system (see paragraph 5.16). 




Seq 1 = Sequence 1 (Set bit indicates that the 
7002 is in an arm layer) 



& = Logical AND 
OR = Logical OR 

PTR = Positive Transition Register 
NTR = Negative Transition Register 



Figure 5-8 

Arm event status 
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Arm Condition Register — This is a real-time 16-bit read- 
only register that constantly updates to reflect the ORed sum- 
mary of the sequence event register set. In general, if bit B 1 
is set, the instrument is in an arm layer. The following SCPI 
query command can be used to read the Arm Condition Reg- 
ister: 

:STATus:OPERation:ARM:CONDition? 

The Arm Condition Register and the Transition Filter are 
used to set the bits of the Arm Event Register. The Transition 
Filter is discussed next. 

Arm Transition Filter — The transition Alter is made up of 
two 16-bit registers that are programmed by the user. It is 
used to specify which transition (0 to 1, or 1 to 0) of bit B1 
in the Arm Condition Register will set bit B1 in the Arm 
Event Register. 

The Alter can be programmed for positive transitions (PTR), 
negative transitions (NTR) or both. When an event bit is pro- 
grammed for a positive transition, the event bit in the Arm 
Event Register will set when the corresponding bit in the 
Arm Condition Register changes from 0 to 1. Conversely, 
when programmed for a negative transition, the bit in the sta- 
tus register will set when the corresponding bit in the condi- 
tion register changes from 1 to 0. The transition Alter 
registers can be set or cleared by using the following SCPI 
commands: 

:STATus:OPERation:ARM:PTR <NRf> 
:STATus:OPERation:ARM:NTR <NRf> 

The transition Alter registers can be read at any time by using 
the following SCPI query commands: 

:STATus:OPERation:ARM:PTR? 

:STATus:OPERation:ARM:NTR? 

Reading a transition Alter register using the above query 
commands does not affect the contents of the register. 

The following operations will set (1) all the bits of the PTR 
register and reset (0) all the bits of the NTR register: 



1 . Cycling power. 

2. Sending the :STATus:PRESet command. 

3. Sending the :STATus:OPERation:ARM:PTR 65535 and 
:STATus:OPERation:ARM:NTR 0 commands. 

Arm Event Register — This is a latched, read-only register 
whose bits are set by the Arm Condition Register and Tran- 
sition Filter. Once a bit in this register is set, it will remain set 
(latched) until the register is cleared by a speciflc clearing 
operation. The bits of this register are logically ANDed with 
the bits of the Arm Event Enable Register and applied to an 
OR gate. The output of the OR gate is the Arm Summary Bit 
that is applied to the Operation Condition Register. The fol- 
lowing SCPI query command can be used to read the Arm 
Event Register: 

:STATus:OPERation:ARM:EVENt? 

Reading this register using the above SCPI command clears 
the register. The following list summarizes all operations that 
will clear the Operation Event Register: 

1 . Cycling power. 

2. Sending the *CLS common command. 

3. Sending the :STATus:OPERation:ARM? query com- 
mand. 

Arm Event Enable Register — This register is programmed 
by the user and serves as a mask for the Arm Event Register. 
When masked, a set bit (Bl) in the Arm Event Register will 
not set the Waiting for Arm bit in the Operation Condition 
Register. Conversely, when unmasked, a set bit (bl) in the 
Arm Event Register will set the Waiting for Arm bit. 

Bit B 1 in the Arm Event Register is masked when the corre- 
sponding bit (Bl) in the Arm Event Enable Register is 
cleared (0). When the masked bit of the Arm Event Register 
sets, it is ANDed with the corresponding cleared bit in the 
Arm Event Enable Register. The logic “0” output of the AND 
gate is applied to the input of the OR gate and thus, will not 
set the Waiting for Arm bit in the Operation Condition Reg- 
ister. 

Bit B 1 in the Arm Event Register is unmasked when the cor- 
responding bit (Bl) in the Arm Event Enable Register is set 
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(1). When the unmasked bit of the Arm Event Register sets, 
it is ANDed with the corresponding set bit in the Arm Event 
Enable Register. The logic “1” output of the AND gate is ap- 
plied to the input or the OR gate and thus, will set the Waiting 
for Arm bit in the Operation Condition Register. 

Bit B1 of the Arm Event Enable Register can be set or 
cleared by using the following SCPI command; 

:STATus:OPERation:ARM:ENABle<NRf> 

The following SCPI query command can be used to read the 
Arm Event Enable Register: 

:STATus:OPERation:ARM:ENABle? 

Reading this register using the above SCPI command will 
not clear the register. The following list summarizes opera- 
tions that will clear the Arm Event Enable Register: 

1 . Cycling power. 

2. Sending the ;STATus;OPERation;ARM:ENABle 0 
command. 



5.6.4 Sequence event status 

The reporting of sequence events is controlled by a set of 16- 
bit registers; the Sequence Condition Register, the Transition 
Eilter, the Sequence Event Register and the Sequence Event 
Enable Register. Eigure 5-9 shows how these registers are 
structured. 

Two bits of this register set are used by the Model 7001 to re- 
port sequence events. Bit B 1 (In Arm Layer 1) is set when in- 
strument is in (or exited) the arm layer (Arm Layer 1) of 
operation. Bit B2 (In Arm Layer 2) is set when the instru- 
ment is in (or exited) the scan layer (Arm Layer 2). The op- 
eration process over the bus is explained in paragraph 5.7. 

The various registers used for sequence event status are de- 
scribed as follows. Note that these registers are controlled by 
the ;STATus:OPERation:ARM:SEQuence commands of the 
:STATus subsystem (see paragraph 5.16). 



Sequence Condition Register — This is a real-time 16-bit 
read-only register that constantly updates to reflect the cur- 
rent arm layer status of the instrument. Eor example, if the 
Model 7001 is currently in the scan layer of operation, bit B2 
(In Arm Layer 2) of this register will be set. 

The following SCPI query command can be used to read the 
Sequence Condition Register: 

:STATus:OPERation:ARM:SEQuence:CONDition? 

The Sequence Condition Register and the Transition Eilter 
are used to set the bits of the Sequence Event Register. The 
Transition Eilter is discussed next. 

Sequence Transition Filter — The transition Alter is made 
up of two 16-bit registers that are programmed by the user. It 
is used to specify which transition (0 to 1, or 1 to 0) in the 
Sequence Condition Register will set the corresponding bit 
in the Sequence Event Register. 

The Alter can be programmed for positive transitions (PTR), 
negative transitions (NTR) or both. When an event bit is pro- 
grammed for a positive transition, the event bit in the Se- 
quence Event Register will set when the corresponding bit in 
the Sequence Condition Register changes from 0 to 1 . Con- 
versely, when programmed for a negative transition, the bit 
in the status register will set when the corresponding bit in 
the condition register changes from 1 to 0. 

The transition Alter registers can be set or cleared by using 
the following SCPI commands: 

;STATus:OPERation:ARM:SEQuence:PTRansition <NRf> 
:STATus:OPERation:ARM:SEQuence;NTRansition <NRf> 

The transition Alter registers can be read at any time by using 
the following SCPI query commands: 

;STATus:OPERation;ARM:SEQuence;PTRansition? 

:STATus:OPERation:ARM:SEQuence:NTRansition? 
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Lay1 = Layer 1 (Set bit indicates that 7002 is 
in Arm Layer 1) 

Lay2 = Layer 2 (Set bit indicates that 7002 is 
in Arm Layer 2) 



& = Logical AND 
OR = Logical OR 

PTR = Positive Transition Register 
NTR = Negative Transiticn Register 



Figure 5-9 

Sequence event status 



Reading a transition filter register using the above query 
commands does not affect the contents of the register. 

The following operations will set (1) all the bits of the PTR 
register and reset (0) all the bits of the NTR register; 

1 . Cycling power. 

2. Sending the :STATus;PRESet command. 



3. Sending the ;STATus:OPERation;ARM:SEQuence: 
PTR 65535 and :STATus;OPERation;ARM; SE- 
Quence:NTR 0 commands. 

Sequence Event Register — This is a latched, read-only 
register whose bits are set by the Sequence Condition Regis- 
ter and Transition Eilter. Once a bit in this register is set, it 
will remain set (latched) until the register is cleared by a spe- 
cihc clearing sequence. The bits of this register are logically 
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ANDed with the bits of the Sequence Event Enable Register 
and applied to an OR gate. The output of the OR gate is ap- 
plied to bit B 1 of the Arm Condition Register (see paragraph 
5.6.3). The following SCPI query command can be used to 
read the Sequence Event Register: 

:STATus:OPERation:ARM:SEQuence? 

Reading this register using the above SCPI command clears 
the register. The following list summarizes all operations that 
will clear the Sequence Event Register: 

1 . Cycling power. 

2. Sending the *CLS common command. 

3. Sending the :STATus:OPERation:ARM:SEQuence? 
query command. 

Sequence Event Enable Register — This register is pro- 
grammed by the user and serves as a mask for the Sequence 
Event Register. When masked, a set bit in the Sequence 
Event Register will not set bit B 1 of the Arm Condition Reg- 
ister. Conversely, when unmasked, a set bit in the Sequence 
Event Register will set the bit B 1 of the Arm Condition Reg- 
ister. 

A bit in the Sequence Event Register is masked when the 
corresponding bit in the Sequence Event Enable Register is 
cleared (0). When the masked bit of the Sequence Event Reg- 
ister sets, it is ANDed with the corresponding cleared bit in 
the Sequence Event Enable Register. The logic “0” output of 
the AND gate is applied to the input of the OR gate and thus, 
will not set bit B1 of the Arm Condition Register. 

A bit in the Sequence Event Register is unmasked when the 
corresponding bit in the Sequence Event Enable Register is 
set (1). When the unmasked bit of the Sequence Event Reg- 
ister sets, it is ANDed with the corresponding set bit in the 
Sequence Event Enable Register. The logic “1” output of the 
AND gate is applied to the input of the OR gate and thus, will 
set bit B1 of the Arm Condition Register. 

The individual bits of the Sequence Event Enable Register 
can be set or cleared by using the following SCPI command: 

:STATus:OPERation:ARM:SEQuence:ENABle <NRf> 



The following SCPI query command can be used to read the 
Sequence Event Enable Register: 

:STATus:OPERation:ARM:SEQuence:ENABle? 

Reading this register using the above SCPI command will 
not clear the register. The following list summarizes opera- 
tions that will clear the Sequence Event Enable Register: 

1 . Cycling power. 

2. Sending the :STATus:OPERation:ARM:SEQuence:EN- 
ABle 0 command. 



5.6.5 Trigger event status 

The reporting of the trigger event is controlled by a set of 16- 
bit registers; the Trigger Condition Register, the Transition 
Eilter, the Trigger Event Register, and the Trigger Event En- 
able Register. Eigure 5-10 shows how these registers are 
structured. 

Bit B1 (Seql) of the register set is used for the trigger event 
(In Trigger Layer). In general. Bit B1 sets when the instru- 
ment is in (or has exited) the measure layer of operation. An 
explanation of the Model 7001 operation process is provided 
in paragraph 5.7. The various registers used for trigger event 
status are described as follows: Note that these registers are 
controlled by the :STATus:OPERation:TRIGger commands 
of the :STATus subsystem (see paragraph 5.16). 

Trigger Condition Register — This is a real-time 16-bit 
read-only register that constantly updates to reflect the trig- 
ger layer status of the instrument. If bit B1 is set, the instru- 
ment is in the trigger layer (measure layer) of operation. 

The following SCPI query command can be used to read the 
Trigger Condition Register: 

:STATus:OPERation:TRIGger:CONDition? 

The Trigger Condition Register and the Transition Eilter are 
used to set bit B 1 of the Trigger Event Register. The Transi- 
tion Eilter is discussed next. 
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Seq 1 = Sequence 1 (Set bit indicates that the 
7002 is in the Trigger Layer) 



& = Logical AND 
OR = Logical OR 

PTR = Positive Transition Register 
NTR = Negative Transition Register 



Figure 5-10 

Trigger event status 



Trigger Event Transition Filter — The transition filter is 
made up of two 16-bit registers that are programmed by the 
user. It is used to specify which transition (0 to 1, or 1 to 0) 
of bit B 1 in the Trigger Condition Register will set bit B 1 in 
the Trigger Event register. 

The filter can be programmed for positive transitions (PTR), 
negative transitions (NTR) or both. When an event bit is pro- 
grammed for a positive transition, the event bit in the Trigger 
Event Register will set when the corresponding bit in the 
Trigger Condition Register changes from 0 to 1. Conversely, 



when programmed for a negative transition, the bit in the sta- 
tus register will set when the corresponding bit in the condi- 
tion register changes from 1 to 0. 

The transition filter registers can be set or cleared by using 
the following SCPI commands: 

:STATus:OPERation:TRIGger:PTRansition <NRf> 
:STATus:OPERation:TRIGger:NTRanstion <NRf> 
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The transition filter register can be read at any time by using 
the following SCPI query commands: 

:STATus:OPERation:TRIGger:PTRansition? 

:STATus:OPERation:TRIGger:NTRansition? 

Reading a transition filter register using the above query 
commands does not affect the contents of the register. 

The following operations will set (1) all the bits of the PTR 
register and reset (0) all the bits of the NTR register: 

1 . Cycling power. 

2. Sending the :STATus:PRESet command. 

3. Sending the :STATus:OPERation:TRIGger:NTR 0 
commands. 

Trigger Event Register — This is a latched, read-only reg- 
ister whose bits are set by the Trigger Condition Register and 
Transition Eilter. Once a bit in this register is set, it will re- 
main set (latched) until the register is cleared by a specific 
clearing operation. The bits of this register are logically 
ANDed with the bits of the Trigger Event Enable Register 
and applied to an OR gate. The output of the OR gate is ap- 
plied to bit B5 (Waiting for Trigger) of the Operation Condi- 
tion Register. 

The following SCPI query command can be used to read the 
Trigger Event Register: 

:STATus:OPERation:TRIGger:EVENt? 

Reading this register using the above SCPI command clears 
the register. The following list summarizes all operations that 
will clear the Trigger Event Register: 

1 . Cycling power. 

2. Sending the *CLS common command. 

3. Sending the :STATus:OPERation:TRIGger? query com- 
mand. 



Trigger Event Enable Register — This register is pro- 
grammed by the user and serves as a mask for the Trigger 
Event Register. When masked, a set bit (Bl) in the Trigger 
Event Register cannot set bit B5 (Waiting for Trigger) of the 
Operation Condition Register. Conversely, when unmasked, 
a set bit (Bl) in the Trigger Event Register will set bit B5 of 
the Operation Condition Register. 

Bit B 1 in the Trigger Event Enable Register is masked when 
the corresponding bit (Bl) in the Trigger Event Enable Reg- 
ister is cleared (0). When the masked bit of the Trigger Event 
Register sets, it is ANDed with the corresponding cleared bit 
in the Trigger Event Enable Register. The logic “0” output of 
the AND gate is applied to the input of the OR gate and thus, 
cannot set bit B5 of the Operation Condition Register. 

Bit Bl in the Trigger Event Register is unmasked when the 
corresponding bit (Bl) in the Trigger Event Enable Register 
is set (1). When the unmasked bit of the Trigger Event Reg- 
ister sets, it is ANDed with the corresponding set bit in the 
Trigger Event Enable Register. The logic “1” output of the 
AND gate is applied to the input of the OR gate and thus, will 
set bit B5 of the Operation Condition Register. 

Bit Bl of the Trigger Event Enable Register can be set or 
cleared by using the following SCPI command: 

: STATUS :OPERation:TRIGger:ENABle <NRf> 

The following SCPI query command can be used to read the 
Trigger Event Enable Register: 

:STATus:OPERation:TRIGger:ENABle? 

Reading this register using the above SCPI command will 
not clear the register. The following list summarizes opera- 
tions that will clear the Trigger Event Enable Register: 

1 . Cycling power. 

2. Sending the :STATus:OPERation:TRIGger:ENABle 0 
command. 
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5.6.6 Questionable event status 

The Model 7001 does not implement questionable events. 
Thus, the QSB summary bit is always zero as shown in Fig- 
ure 5-5. Even though they are not used, the questionable 
event registers are part of the status structure as required by 
SCPI. 



5.6.7 Queues 

The Model 7001 uses two queues; the Output Queue and the 
Error/Status Queue. The queues are first-in first-out (EIEO) 
registers. They are used to hold data messages and error/sta- 
tus messages respectively. The Model 7001 Status Model 
(Eigure 5-5) shows how the two queues are structured with 
the other registers. 

Output Queue — The Output Queue is used to hold all data 
that pertains to the normal operation of the instrument. Eor 
example, when a query command is sent, the data message 
that pertains to that query is placed in the Output Queue. 

When a data message is placed in the Output Queue, the 
Message Available (MAV) bit in the Status Byte Register be- 
comes set. A data message is cleared from the Output Queue 
when it is read. The Output Queue is considered cleared 
when it is empty. An empty Output Queue clears the MAV 
bit in the Status Byte Register. 

A message from the Output Queue is read by addressing the 
Model 7001 to talk. The following programming example in 
HP BASIC 4.0 sends a query command, sends the data mes- 
sage to the computer, and then displays it on the CRT. 



10 


OUTPUT 707; “*IDN?” 


! Request identification 
code 


20 


ENTER 707; A$ 


! Address 7001 to talk 


30 

40 


PRINT A$ 
END 


! Display ID code 



Error Queue — The Error Queue is used to hold error mes- 
sages and status messages. When an error or status event oc- 
curs, a message that defines the error/status is placed in the 
Error Queue. This queue will hold up to 10 messages. 



When a message is placed in the Error Queue, the Error 
Available (EAV) bit in the Status Byte Register is set. An er- 
ror message is cleared from the Error Queue when it is read. 
The Error Queue is considered cleared when it is empty. An 
empty Error Queue clears the EAV bit in the Status Byte 
Register. 

An error message from the Error Queue is read by sending 
either of the following SCPI query commands and then ad- 
dressing the Model 7001 to talk: 

:SYSTem:ERRor? 

:STATus:QUEue? 

Refer to paragraphs 5.16.7 (:STATus:QUEue?) and 5.17.4 
(:SYSTem:ERRor?) for complete information on reading er- 
ror messages. 



5.6.8 Status byte and service request (SRQ ) 

Service request is controlled by two 8-bit registers; the Status 
Byte Register and the Service Request Enable Register. The 
structure of these registers is shown in Eigure 5-11. 

Status Byte Register — The summary messages from the 
status registers and queues are used to set or clear the appro- 
priate bits (B2, B3, B4, B5 and B7) of the Status Byte Reg- 
ister. These bits do not latch and their states (0 or 1) are solely 
dependent on the summary messages (0 or 1). Eor example, 
if the Standard Event Status Register is read, its register will 
clear. As a result, its summary message will reset to 0, which 
in turn will clear the ESB bit in the Status Byte Register. 

Bit B6 in the Status Byte Register is either: 

• The Master Summary Status (MSB) bit, sent in re- 
sponse to the *STB? command, indicates the status 
of any set bits with corresponding enable bits set. 

• The Request for Service (RQS) bit, sent in response 
to a serial poll, indicates which device was request- 
ing service by pulling on the SRQ line. 
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Status Summary Messages 




Status Byte 
Register 



Service Request 
Enable Register 



OSB = Operation Summary Bit 

MSS = Master Summary Status (IEEE-488.2) 

RQS = Request for Service (IEEE-488.1) 

ESB = Event Summary Bit 
MAV = Message Available 
QSB = Questionable Summary Bit 
EAV = Error Available 



& = Logical AND 
OR = Logical OR 



Figure 5-11 

Status byte and service request (SRQ) 



For description of the other bits in the Status Byte Register, 
refer to paragraph 5.10.14. 

The IEEE-488.2 standard uses the following common query 
command that simply reads the Status Byte Register con- 
tents: 

*STB? 



When reading the Status Byte Register using the *STB? 
command, bit B6 is called the MSB bit. None of the bits in 
the Status Byte Register are cleared when using the *STB? 
command to read it. 

The IEEE-488.1 standard has a serial poll sequence that will 
also read the Status Byte Register and is better suited to de- 
tect a service request (SRQ). When using the serial poll, bit 
B6 is called the RQS bit. Serial polling causes bit B6 (RQS) 
to reset. Serial polling is discussed in more detail later in this 
paragraph (see “Serial Poll and SRQ”)- 
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The following operations clears all bits of the Status Byte 
Register: 

1 . Cycling power. 

2. Sending the *CLS common command. 

NOTE 

The MAV bit may or may not be cleared. 

Service Request Enable Register — This register is pro- 
grammed by the user and serves as a mask for the Status 
Summary Message bits (B2, B3, B4, B5 and B7) of the Sta- 
tus Byte Register. When masked, a set summary bit in the 
Status Byte Register will not set bit B6 (MSS/RQS) of the 
Status Byte Register. Conversely, when unmasked, a set 
summary bit in the Status Byte Register will set bit B6. 

A Status Summary Message bit in the Status Byte Register is 
masked when the corresponding bit in the Service Request 
Enable Register is cleared (0). When the masked summary 
bit in the Status Byte Register sets, it is ANDed with the cor- 
responding cleared bit in the Service Request Enable Regis- 
ter. The logic “0” output of the AND gate is applied to the 
input of the OR gate and thus, will not set the MSS/RQS bit 
in the Status Byte Register. 

A Status Summary Message bit in the Status Byte Register is 
unmasked when the corresponding bit in the Service Request 
Enable Register is set (1). When the unmasked summary bit 
in the Status Byte Register sets, it is ANDed with the corre- 
sponding set bit in the Service Request Enable Register. The 
logic “1” output of the AND gate is applied to the input of 
the OR gate and thus, will set the MSS/RQS bit in the Status 
Byte Register. 

The individual bits of the Service Request Enable Register 
can be set or cleared by using the following common com- 
mand (see paragraph 5.10.12 for details): 

*SRE <NRf> 

The Service Request Enable Register can be read using the 
following common query command (see paragraph 5.10.13 
for details): 



*SRE? 

The Service Request Enable Register is not cleared when it 
is read using the *SRE? query command. The Service Re- 
quest Enable Register will clear when power is cycled or a 
parameter (n) value of zero is sent with the *SRE command 
(*SRE 0). 

Serial poll and SRQ 

Any enabled event summary bit that goes from 0 to 1 will set 
RQS and generate a service request (SRQ). The user’s test 
program can periodically read the Status Byte Register to 
check to see if a service request (SRQ) has occurred and 
what caused it. In the event of an SRQ, the program can, for 
example, branch to an appropriate subroutine that will ser- 
vice the request. Typically, service requests (SRQs) are man- 
aged by the serial poll sequence of the Model 7001. If an 
SRQ does not occur, bit B6 (RQS) of the Status Byte Regis- 
ter will remain cleared and the program will simply proceed 
normally after the serial poll is performed. If an SRQ does 
occur, bit B6 of the Status Byte Register will set and the pro- 
gram can branch to a service subroutine when the SRQ is de- 
tected by the serial poll. 

The serial poll will automatically reset RQS of the Status 
Byte Register. This will allow subsequent serial polls to 
monitor Bit 6 for an SRQ occurrence generated by other 
event types. After a serial poll, the same event can cause an- 
other SRQ, even if the event register which caused the first 
SRQ has not been cleared. 

A serial poll clears RQS but does not clear MSS. The MSS 
bit will stay set until all Status Byte event summary bits are 
cleared or until the corresponding bits in the service request 
enable registers are cleared. 

The following HP BASIC 4.0 programming example dem- 
onstrates how serial poll can be used to detect an SRQ. 



10 


REMOTE 707 




20 


CLEAR 707 




30 


OUTPUT 707;”*ESE 32” 


! Unmask command er- 



ror bit (B5) in Stan- 
dard Event Enable 
Register. 
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40 OUTPUT 707;”*SRE 32” 



50 OUTPUT 707;”*ESE” 



60 WAIT 1 
70 S=SPOLL(707) 

80 IE BIT (S,6) THEN Service 

90 END 
200 SUB Service 
210 PRINT “B7 B6 B5 B4 B3 
B2BI BO” 

220 EOR 1=7 TO 0 STEP - I 
230 PRINT BIT (S,I) 

240 NEXT I 
250 SUBEND 



! Unmask event sum- 
mary bit (B5) in Ser- 
vice Request Enable 
Register. 

! Program command er- 
ror (missing parame- 
ter) to generate SRQ. 

! Serial poll 7001. 

! Go to Service (line 

200). 

! Identify bits. 

! Loop eight times. 

! Display bit values 



Program analysis: 

Line 10 Place 7001 in remote. 

Line 20 Perform a device clear. 

Line 30 Set bit B5 of Standard Event Enable Register. 
This unmasks the command error event. 

Line 40 Set bit B5 of the Service Request Enable Regis- 
ter. This unmasks the event summary message. 

Line 50 Send an illegal command in order to generate an 
SRQ. 

Line 60 Wait for a second to ensure completion of com- 
mand execution. 

Line 70 If SRQ occurred, bit B6 in Status Byte Register 
will be set and program will go to Service sub- 
routine. 



Line 200 Service subroutine displays the bit values (0 or 
to 240 1) of the Status Byte Register. Eor this example, 

bit B5 (ESB) and bit B6 (RQS) will be set. 

The actual serial poll sequence is explained in paragraph 
5.8.8. 



5.7 Trigger M odel (IEEE-488 operation) 

The following information describes the operation process of 
the Model 7001 over the IEEE-488 bus. The flowchart in 
Eigure 5-12, which summarizes operation over the bus, is 
called the Trigger Model. It is called the Trigger Model be- 
cause operation is controlled by SCPI commands from the 
Trigger subsystem (see paragraph 5.18). Notice that key 
SCPI commands are included in the Trigger Model. 



Idle and initiate 

The instrument is considered to be in the idle state whenever 
it is not operating within one of the layers of the Trigger 
Model. The front panel ARM indicator is off when the instru- 
ment is in the idle state. While in the idle state, the instrument 
cannot perform any scan functions. Over the bus, there are 
two SCPI commands that can be used to take the instrument 
out of the idle state; :INITiate or :INITiate:CONTinuous ON. 



Notice that with continuous initiation enabled (:INIT:CONT 
ON), the instrument will not remain in the idle state after all 
programmed operations are completed. However, the instru- 
ment can be returned to the idle state at any time by sending 
the *RST command, or the :SYST:PRES command. 



Once the instrument is taken out of the idle state, operation 
proceeds into the arm layer (Arm Layer 1) of the Trigger 
Model. 
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:ABORt 
*RST 
O > 




Arm Layer 1 
(Arm Layer) 






:ARM:SOURce IMMediate 
:ARM:SOURce MANual 
:ARM:SOURce BUS 
:ARM:SOURce EXTernal 
:ARM:SOURce TLINk 
:ARM:SOURce HOLD 




:ARM;LAYer2:TCONfigure:DIRection SOURce 



Arm Layer 2 
(Scan Layer) 



(Source Bypass Enabled) 
:ARM:LAYer2:IMMediate 



:ARM:LAYer2:SIGNal 



Scan Event 
Detection 



ARM:LAYer2 

ARM:LAYer2 

ARM:LAYer2 

ARM:LAYer2 

ARM:LAYer2 

ARM:LAYer2 

ARM:LAYer2 



SOURce IMMediate 
SOURce MANual 
SOURce BUS 
SOURce TIMer 
SOURce EXTernal 
SOURce TLINk 
SOURce HOLD 



:ARM;LAYer2:DELay <n> 



Delay 



:ARM:LAYer2:COUNt <n> 



:TRIGger:TCONfigure:DIRection SOURce 



Trigger Layer 
(Channel Layer) 



(Source Bypass Enabled) 
:TRIGger;IMMediate 



:TRIGger:SIGNal 



Channel Event 
Detection 



TRIGger:SOURce IMMediate 
TRIGger:SOURce MANual 
TRIGger:SOURce BUS 
TRIGger:SOURce TIMer 
TRIGger:SOURce EXTernal 
TRIGger:SOURce TLINk 
TRIGger:SOURce HOLD 



:TRIGger:DELay <n> 



Delay 



:TRIGger:COUNt <n> 
:TRIGger:COUNt:AUTO <b> 



o Device 
Action 



Figure 5-12 

Trigger Model (IEEE-488 bus operation) 
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Arm layer 1 

NOTE 

For front panel operation, this layer is 
called the arm layer. 

In general, the instrument requires an arm event to allow op- 
eration to proceed to the next layer (Arm Layer 2). With the 
Immediate control source selected (;ARM;SOURce IMMe- 
diate), operation immediately proceeds to the next layer 
when the instrument is taken out of the idle state. The *RST 
and ;SYSTem:PRESet commands also set the arm control 
source to Immediate. With one of the other control sources 
selected, the instrument will wait until the appropriate event 
occurs. 

With the Manual control source selected (:ARM :SOURce 
MANual), the instrument will wait until the front panel 
STEP key is pressed. Note that the Model 7001 must be tak- 
en out of remote (press LOCAL key or send LOCAL 707 
over bus) before it will respond to the STEP key. With the 
Bus control source selected (:ARM;SOURce BUS), the in- 
strument will wait until a bus trigger (GET or *TRG) is re- 
ceived. With the External control source selected 
(:ARM:SOURce EXTernal), the instrument will wait until 
an input trigger (via EXTERNAL TRIGGER connector on 
rear panel) is received. With the Trigger Link control source 
selected (;ARM:SOURce TLINk), the instrument will wait 
until an input trigger is received (via TRIGGER LINK). With 
the Hold control source selected (;ARM;SOURce HOLD), 
the instrument will not respond to any of the control source 
events. 

As can be seen in the flowchart, there are three paths that al- 
low operation to loop around the control source. These three 
paths are described as follows: 

1. When the Source Bypass is enabled (:ARM:TCONflg- 
ure:DIRection SOURce) and the External or Trigger 
Link control source is selected, operation will loop 
around the control source on the initial pass through 
Arm Layer 1. If programmed for another arm (arm 
count > 1), the bypass loop will not be in effect even 
though it will still be enabled. The Source Bypass loop 
will reset (be in effect) if operation goes into Idle. 



Enabling the Source Bypass also enables the Output 
Trigger. When operation returns to Arm Layer 1 from 
Arm Layer 2, an output trigger pulse will occur. If the 
Trigger Link control source is selected, the output trig- 
ger pulse will be available on the programmed TRIG- 
GER LINK output line. For all other control source 
selections, the output trigger pulse will be available at 
the CHANNEL READY connector. The Output Trigger 
in this layer is disabled when the Source Bypass is dis- 
abled (:ARM :TCONflgure:DIRection ACCeptor). 

2. Each time the :ARM:IMMediate command is sent, opera- 
tion will loop around the arm control source. It is used 
when you do not wish to wait for a programmed arm event 
to occur (or when the Hold control source is selected). 

3. Each time the :ARM:SIGNal command is sent, operation 
will loop around the arm control source. It is used when 
you do not wish to wait for a programmed arm event to 
occur (or when the Hold control source is selected). 

After all other instrument operations have been completed, 
the instrument can be returned to Arm Layer 1 by program- 
ming the instrument for additional arms. The :ARM:COUNt 
<n> command can be used to set the arm count to a finite val- 
ue (where <n> = 1 to 9999) or for an infinite (<n> = INF) 
number of arms. The *RST and :SYSTem:PRESet com- 
mands set the arm count to 1 . 

After the instrument leaves Arm Layer 1, operation proceeds 
into the scan layer (Arm Layer 2). 

Arm layer2 

NOTE 

For front panel operation, this layer is 
called the scan layer. 

In general, the instrument requires a scan event to allow op- 
eration to proceed to the next layer (trigger layer). With the 
Immediate control source selected (: ARM :LAYer2: SOURce 
IMMediate), operation immediately proceeds to the next lay- 
er. The *RST and :SYSTem:PRESet commands also set the 
scan control source to Immediate. With one of the other con- 
trol sources selected, the instrument will wait until the appro- 
priate event occurs. 
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With the Timer control source selected 
(:ARM:LAYer2SOURce TIMer), operation will immedi- 
ately proceed into the channel layer on the initial pass 
through Arm Layer 2. Each additional scan will not occur 
until the programmed timer interval elapses. The timer can 
be set to an interval from 1msec to 999999.999 seconds. 

With the Manual control source selected 
(:ARM;LAYer2:SOURce MANual), the instrument will 
wait until the front panel STEP key is pressed. Note that the 
Model 7001 must be taken out of remote (press LOCAL key 
or send LOCAL 707 over bus) before it will respond to the 
STEP key. With the Bus control source selected 
(: ARM:LAYer2:SOURce BUS), the instrument will wait un- 
til a bus trigger is received (GET or *TRG). With the Exter- 
nal control source selected (:ARM:LAYer2:SOURce 
EXTernal), the instrument will wait until an input trigger 
(via EXTERNAL TRIGGER connector on rear panel) is re- 
ceived. With the Trigger Link control source selected 
(;ARM;LAYer2:SOURce TLINk), the instrument will wait 
until an input trigger is received (via TRIGGER LINK). With 
the Hold control source selected (;ARM:LAYer2:SOURce 
HOLD), the instrument will not respond to any of the con- 
trol source events. 

After the programmed scan event is detected, the instrument 
will wait for the programmed Delay to time out. The 
:ARM:LAYer2:DELay <n> command is used to set the De- 
lay (where n = 0 to 999999.999 seconds). The *RST and 
:SYSTem:PRESet commands set the Delay to zero seconds. 

As can be seen in the flowchart, there are three paths that al- 
low operation to loop around the control source. Two of these 
paths also loop around the Delay. These three paths are de- 
scribed as follows: 

1. When the Source Bypass is enabled (:ARM:TCONflg- 
ure:DIRection SOURce) and the External or Trigger 
Link control source is selected, operation will loop 
around the control source on the initial pass through arm 
layer 2. If programmed for another scan (scan count > 
1), the bypass loop will not be in effect even though it 
will still be enabled. The Source Bypass loop will reset 
(be in effect) if operation goes back into arm layer 1 . 

Enabling the Source Bypass also enables the Output 
Trigger. When operation returns to arm layer 2 from the 
trigger layer, an output trigger pulse will occur. If the 



Trigger Link control source is selected, the output trig- 
ger pulse will be available on the programmed TRIG- 
GER LINK output line. Eor all other control source 
selections, the output trigger pulse will be available at 
the CHANNEL READY connector. The Output Trigger 
in this layer is disabled when the Source Bypass is dis- 
abled (:ARM:TCONflgure:DIRection ACCeptor). 

2. Each time the :ARM:LAYer2:IMMediate command is 
sent, operation will loop around the scan control source 
and the Delay. It is used when you do not wish to wait 
for a programmed scan event to occur (or when the Hold 
control source is selected). 

3. Each time the :ARM:LAYer2:SIGNal command is sent, 
operation will loop around the scan control source. This 
path functions the same as :ARM:LAYer2:IMMediate 
except that it does not loop around the Delay. 

After all other operations in the next layer have been com- 
pleted, the instrument can be returned to Arm Layer 2 by pro- 
gramming the instrument for additional scans. The 
:ARM:LAYer2:COUNt <n> command can be used to set 
the scan count to a finite value (where <n> = 1 to 9999) or 
for an infinite (<n> = INE) number of scans. The *RST com- 
mand sets the scan count to one and the :SYSTem:PRESet 
command sets the scan count to infinite. 

After the instrument leaves arm layer 2, operation proceeds 
to the Channel Layer (Trigger Layer). 

Trigger layer 

NOTE 

Eor front panel operation, this layer is 
called the channel layer. 

In general, measure events control the channel scan rate. 
With the Immediate control source selected (:TRIG- 
ger:SOURce IMMediate), operation immediately proceeds 
to the Delay. The *RST command also sets the measure con- 
trol source to Immediate. With one of the other control sourc- 
es selected, the instrument will wait until the appropriate 
event occurs. 

With the Timer control source selected (:TRIGger :SOURce 
TIMer), the first channel will be scanned immediately. Each 
additional will be scanned at a rate determined by the pro- 
grammed timer interval (1msec to 999999.999 seconds). 
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With the Manual control source selected (;TRIGger 
:SOURce MANual), the instrument will wait until the front 
panel STEP key is pressed. Note that the Model 7001 must 
be taken out of remote (press LOCAL key or send LOCAL 
707 over bus) before it will respond to the STEP key. The 
:SYSTem:PRESet command also selects the Immediate con- 
trol source. 

With the Bus control source selected (;TRIGger :SOURce 
BUS), the instrument will wait until a bus trigger is received 
(GET or *TRG). With the External control source selected 
(:TRIGger: SOURCE EXTernal), the instrument will wait 
until an input trigger (via EXTERNAL TRIGGER connector 
on rear panel) is received. With the Trigger Link control 
source selected (;TRIGger:SOURce TLINk), the instrument 
will wait until an input trigger is received (via TRIGGER 
LINK). With the Hold control source selected (:TRIGger 
:SOURce HOLD), the instrument will not respond to any of 
the control source events. 

After the programmed channel event is detected, the instru- 
ment will wait for the programmed Delay to time out. The 
;TRIGger:DELay <n> command is used to set the Delay 
(where n = 0 to 999999.999 seconds). 

The *RST and :SYSTem:PRESet commands set the Delay to 
zero seconds. 

As can be seen in the flowchart, there are three paths that al- 
low operation to loop around the control source. Two of these 
paths also loop around the Delay. These three paths are de- 
scribed as follows: 

1. When the Source Bypass is enabled (:ARM :TCONflg- 
ure:DIRection SOURce) and the External or Trigger 
Link control source is selected, operation will loop 
around the control source on the initial pass through the 
Trigger Layer. If programmed to scan another channel, 
(channel count >1), the bypass loop will not be in effect 
even though it will still be enabled. The Source Bypass 
loop will reset (be in effect) if operation goes back to 
Arm Layer 2. 

2. Each time the :TRIGger:IMMediate command is sent, 
operation will loop around the control source and the 
Delay. It is used when you do not wish to wait for a pro- 



grammed channel event to occur (or when the Hold con- 
trol source is selected). 

3. Each time the :TRIGger:SIGNal command is sent, oper- 
ation will loop around the channel control source. This 
path functions the same as :TRIGger:IMMediate except 
that it does not loop around the Delay. 

At this point the first (or next) channel in the Scan List will 
be scanned (Device Action). When scanning channels, the 
previous channel will open and the next channel will close 
(break-before-make). Also included in the Device Action is 
the internal settling time delay for the relay and any addition- 
al programmed settling time delay using the :STIMe com- 
mand of the :ROUTe Subsystem (see paragraph 5.13). 

After a channel is scanned, an Output Trigger will occur. If 
the channel control source is programmed for Immediate, 
Manual, Bus or Timer, the output trigger pulse will be avail- 
able at the CHANNEL READY connector. If the Trigger 
Link control source is selected. Output Trigger action will 
occur as follows: 

1 . If the asynchronous Trigger Link mode is selected, the 
output trigger pulse will be available on the pro- 
grammed TRIGGER LINK output line. 

2. If the semi-synchronous Trigger Link mode is selected 
and the Source Bypass is disabled (:trig :tcon:dir acc), 
the Trigger Link line will be released (goes high). 

3. If the semi-synchronous Trigger Link mode is selected 
and the Source Bypass is enabled (:trig :tcon:dir sour), 
the Trigger Link line will be pulled down low and then 
released. 

Note: See paragraph 4.17 for details on using the Trigger 
Link. 

After a channel is scanned and an output trigger occurs, the 
instrument will (if programmed to do so) return to the begin- 
ning of the trigger layer to scan another channel. The :TRIG- 
ger:COUNt <n> command is used to set the channel count to 
a finite value (where <n> = 1 to 9999) or for a continuous 
scan of the Scan List (<n> = INL). The :TRIGger:COUNt 
:AUTo ON command is used to automatically set the channel 
count to the length of the Scan List. The *RST command sets 
the channel count to one and the :SYSTem:PRESet com- 
mand enables the automatic channel count. 
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5.8 General bus commands 

General bus commands are those commands such as DCL 
that have the same general meaning regardless of the instru- 
ment. Commands supported by the Model 7001 are listed in 
Table 5-3 which also lists BASIC statements necessary to 
send each command. Note that commands requiring that a 
primary address be specihed assume that the primary address 
is set to 7. This is the address that is set at the factory. 



5.8.1 REN (remote enable) 

The remote enable command is sent to the Model 7001 by 
the controller to set up the instrument for remote operation. 
Generally, the instrument should be placed in the remote 
mode before you attempt to program it over the bus. Simply 
setting REN true does not actually place the instrument in the 
remote state. Instead the instrument must be addressed to lis- 
ten after setting REN true before it goes into remote. 



Note that the instrument need not be in remote to be a talker. 

Programming Example — This sequence is automatically 
performed by the controller when the following is typed into 
the keyboard. 

REMOTE 707 

After the RETURN key is pressed, the instrument is in the 
remote state, as indicated by the REM annunciator. If not, 
check to see that the instrument is set to the proper primary 
address 07, and check to see that the bus connections are 
properly made. 

Note that all front panel controls except for LOCAL (and, of 
course, POWER) are inoperative while the instrument is in 
remote. You can restore normal front panel operation by 
pressing the LOCAL key. 



Table 5-3 

General bus commands and associated BASIC statements 



Command 


HP BASIC 4.0 
statement 


Effect on Model 7001 


REN 


REMOTE 7 


Goes into effect when next addressed to listen. 


lEC 


ABORT 7 


Goes into talker and listener idle states. 


LLO 


LOCAL LOCKOUT 7 


LOCAL key locked out. 


GTL 


LOCAL 707 


Cancel remote, restore front panel operation. 


DCL 


CLEAR 7 


Returns 7001 to known conditions. 


SDC 


CLEAR 707 


Returns all devices to known conditions. 


GET 


TRIGGER 707 


Initiates a trigger. 


SPE, SPD 


SPOLL (707) 


Serial Polls the Model 7001. 
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5.8.2 I FC (interface clear) 

The IFC command is sent by the controller to place the Mod- 
el 7001 in the local, talker, and listener idle states. The unit 
responds to the IFC command by cancelling front panel 
TALK or LISTEN lights, if the instrument was previously 
placed in one of those states. 

Note that this command does not affect the status of the in- 
strument; settings, data, and event registers are not changed. 

To send the IFC command, the controller need only set the 
IFC line true for a minimum of lOOpsec. 

Programming Example — Before demonstrating the IFC 
command, turn on the TALK indicator with the following 
statement: 

ENTER 707; A$ 

At this point, the TALK light should be on. The lEC com- 
mand can be sent by entering the following statement into 
the computer: 

ABORTIO 7 

After the RETURN key is pressed, the TALK indicator turns 
off, indicating that the instrument has gone into the talker 
idle state. 



5.8.3 LLO (local lockout) 

The LLO command is used to prevent local operation of the 
instrument. After the unit receives LLO, all its front panel 
controls except POWER are inoperative. In this state, press- 
ing LOCAL will not restore control to the front panel. 

Programming Example — The LLO command is sent by 
entering the following statements: 

REMOTE 707 
LOCAL LOCKOUT 7 



After the second statement is executed, the instrument’s front 
panel controls are locked out, including the LOCAL key. 

To restore front panel operation after asserting LLO, as in the 
following example, enter: 

LOCAL 7 



5.8.4 GTL (go to local) and local 

The GTL command is used to take the instrument out of the 
remote state. Operation of the front panel keys is restored. If 
LLO is in effect, the front panel LOCAL key will be disabled 
when the Model 7001 is put into remote. To cancel LLO, you 
must set REN false. 

Programming Example — Place the instrument in the re- 
mote state with the following statement: 

REMOTE 707 

Now send GTL with the following statement: 

LOCAL 707 

Note that the instrament goes into the local state, and that op- 
eration of the front panel keys has now been restored (assum- 
ing that LLO is not in effect). 



5.8.5 DCL (device clear) 

The DCL command may be used to clear the Model 7001 
and return it to a known state. Note that the DCL command 
is not an addressed command, so all instruments equipped to 
implement DCL will do so simultaneously. 

When the Model 7001 receives a DCL command, it will 
clear the Input Buffer and Output Queue, cancel deferred 
commands, and clear any command that prevents the pro- 
cessing of any other device command. A DCL will not affect 
instrument settings, stored data, the channel list or scan list. 
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Programming Example — Use the following statement to 
perform a DCL; 

CLEAR 7 

When the RETURN key is pressed, the instrument will per- 
form the DCL. 



5.8.6 SDC (selective device clear) 

The SDC command is an addressed command that performs 
essentially the same function as the DCL command. Howev- 
er, since each device must be individually addressed, the 
SDC command provides a method to clear only selected in- 
struments instead of clearing all instruments simultaneously, 
as is the case with DCL. 

Programming Example — Use the following statement to 
perform an SDC: 

CLEAR 707 

This sends the following IEEE-488 commands: UNT UNL 
LISTEN 07 SDC. When the statement is executed, the in- 
strument performs the SDC. 



5.8.7 G ET (group execute trigger) 

GET is a GPIB trigger that is used as an arm, scan and/or 
channel event to control the scanning process. The Model 
7001 will react to this trigger if it is the programmed control 
source. The control source is programmed from the SCPI 
:TRIGger Subsystem (see paragraph 5.18). 



With the instrument programmed and waiting for a GPIB 
trigger, the following programming statement will provide 
the GET: 

TRIGGER 707 

This sends IEEE-488 commands UNT UNL LISTEN 07 
GET. When the ENTER key is pressed, the trigger event oc- 
curs. (The command TRIGGER 7 just sends GET. Any other 
listeners are triggered when the ENTER key is pressed.) 



5.8.8 SPE, SPD (serial polling) 

The serial polling sequence is used to obtain the Model 7001 
serial poll byte. The serial poll byte contains important infor- 
mation about internal functions, as described in paragraph 
5.6.8. Generally, the serial polling sequence is used by the 
controller to determine which of several instruments has re- 
quested service with the SRQ line. However, the serial poll- 
ing sequence may be performed at any time to obtain the 
status byte from the Model 7001. 

Programming Example — The SPOLL statement automat- 
ically performs the serial poll sequence. To demonstrate se- 
rial polling, enter in the following statements into the 
computer: 

S=SPOLL (707) 

PRINT “SPOLL BYTE =”;S 

After the first statement, the controller conducts the serial 
polling sequence. After the second statement is executed, the 
decimal value of the serial poll byte is displayed on the con- 
troller CRT. 
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5.9 Programming syntax 

The following programming syntax information covers both common commands and SCPI 
commands. For information not covered here, refer to the documentation for the IEEE-488.2 
standard and SCPI. 



Command words 

One or more command words make up the program message that is sent to the computer to per- 
form one or more operations. 



1 . Commands and command parameters: Both common commands and SCPI commands 
may or may not use a parameter. Examples: 

*SAV 0 Parameter (0) required. 

*RST No parameter used with this command. 

:INITiate:CONTinuous <b> Parameter (<b>) required. 

:SYSTem:PRESet No parameter used with this command. 

Note that there must be at least one space between the command word and the parameter. 



Brackets [ ]: Throughout this manual, you will find command words that are enclosed in 
brackets ([]). These brackets are simply used to denote an optional command word that 
does not need to be included in the program message. Eor example: 

:INITiate [ : IMMediate] 



The brackets indicate that : IMMediate is implied (optional) and does not have to be used. 
Thus, the above command can be sent in one of two ways: 

:INITiate or :INITiate: IMMediate 



Notice that the optional command is used without the brackets. Do not include the brack- 
ets when using an optional command word. 



Parameter types: Some of the more common parameter types used in this manual are ex- 
plained as follows: 

<b> Boolean: Used to enable or disable an instrument operation. In general, 0 or 

OPE disables the operation, and 1 or ON enables the operation. Specifically, a 
Boolean parameter is processed as follows: 



5-29 




IEEE-488 Reference 



• While ignoring the sign (+ or -), the parameter value is rounded 
to an integer. 

• A zero result is interpreted as OFF, and a non-zero result is in- 
terpreted as ON. 

Example: 

:INITiate:CONTinuous ON Enable continuous initiation 



<name> Name parameter: Select a parameter name from a listed group. Exam- 
ple: 

<name> = AHIGH 
= ALOW 

:OUTPut:TTL:LSENse AHIGH 



<NRf> Numeric representation format: This parameter is a number that can 
be expressed as an integer (e.g., 8), a real number (e.g., 23.6) or an ex- 
ponent (2.3E6) When necessary, the Model 7001 will round real and 
exponential parameter values to an integer. Example: 

:SAV 36 Save setup in memory location 36. 

<n> Numeric value: A numeric value parameter can consist of an NRf 

number or one of the following name parameters; DEEault, MINimum 
or MAXimum. When the DEEault parameter is used, the instrument 
will be programmed to the *RST default value. When the MINimum 
parameter is used, the instrument will be programmed to the lowest al- 
lowable value. When the MAXimum parameter is used, the instru- 
ment will be programmed to the largest allowable value. Examples: 



TRIGger:TIMer 

TRIGger:TIMer 

TRIGger:TIMer 

TRIGger:TIMer 



0.1 

DEEault 

MINimum 

MAXimum 



Sets timer to 100msec. 

Sets timer to 1msec. 

Sets timer to 1msec. 

Sets timer to 999999. 999sec. 



<list> List: This parameter type is used to indicate that a list of channels is 
required with the command word. The following example demon- 
strates the proper format for specifying a list: 



:CLOSe (@ 1!1, 1!3) Close channels 1 and 3 of Slot 1. 



Angle brackets < >: In this manual, angle brackets (<>) are used to denote param- 
eter type. Do not include the brackets in the program message. Eor example: 

:SOURce:TTL2 <b> 
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The <b> indicates that a Boolean type parameter is required. Thus, to set digital input line 
#2 true, you must send the command with the ON or 1 parameter as follows: 

:SOURce:TTL2 ON or :SOURce:TTL2 1 



2. Query commands: This type of command requests (queries) the currently programmed 
status. It is identified by the question mark (?) at the end of the fundamental form of the 
command. Most commands have a query form. Examples: 

*OPT? Common query command. 

;TRIGger:TIMer? SCPI query command. 

All commands that require a numeric parameter (<n>) can also use the DEFault, MINi- 
mum, and MAXimum parameters for the query form. These query forms are used to deter- 
mine the *RST default value, and the upper and lower limits for the fundamental command. 
Examples: 

;TRIGger:TIMer? DEEault Queries the *RST default value. 

;TRIGger:TIMer? MINimum Queries the lowest allowable value. 

;TRIGger:TIMer? MAXimum Queries the largest allowable value. 

3. Case sensitivity: Common commands and SCPI commands are not case sensitive. You can 
use upper or lower case, and any case combination. Examples: 

*RST = *rst 

:SCAN? = :scan? 

:SYSTem:PRESet = :system:preset 

4. Long-form and short-form versions: A SCPI command word can be sent in its long-form 
or short-form version. The command subsystem tables in this section provide the com- 
mands in the long-form version. However, the short-form version is indicated by upper case 
characters. Examples: 

:SYSTem;PRESet Long-form 

:SYST;PRES Short-form 

:SYSTem;PRES Long and short-form combination 

Note that each command word must be in long-form or short-form, and not something in 
between. Eor example, ;SYSTe:PRESe is illegal and will generate an error. The command 
will not be executed. 



There are no short-form versions for common commands. 



Short-form rules: The following rules can be used to determine the short-form version of 
any SCPI command; 

A. If the length of the command word is four letters or less, there is no short-form version. 
Examples: 



5-31 




IEEE-488 Reference 



:open = :open 
:line = :line 

B. The following rules apply to command words that exceed four letters: 

a. If the fourth letter of the command word is a vowel, delete it and all the 
letters after it. Examples: 

:immediate = :imm 

: timer = :tim 

b. If the fourth letter of the command word is a consonant, retain it but drop 
all the letters after it. Examples: 

: output = :outp 

: asynchronous = :asyn 

C. If there is a question mark (?; query) or a non-optional number included in the 
command word, it must be included in the short-form version. Examples: 

:delay? = :del? 

:layer2 = :lay2 

D. As previously explained, command words or characters that are enclosed in 
brackets ([]) are optional and need not be included in the program message. 
Example: 

:STATus:OPERation[:EVENt]? 



The brackets ([]) indicate that :EVENt is optional. Thus, either of the follow- 
ing two command program messages are valid: 

:STATus:OPERation:EVENt? = :STATus:OPERation? 



Notice that when using the optional word or character, the brackets ([]) are not 
included in the program message. 



The complete short-form version of the above command is as follows: 
:stat:oper? 



Program messages 

A program message is made up of one or more command words sent by the computer 
to the instrument. Each common command is simply a three letter acronym preceded 
by an asterisk (*). SCPI commands are categorized into subsystems and are structured 
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as command paths. The following command paths are contained in the :STATus subsystem and 
are used to help explain how command words are structured to formulate program messages. 



:STATus 

:OPERation 

;PTRansition <NRf> 
:NTRansition <NRf> 
:ENABle <NRf> 
;PRESet 



Path (Root) 

Path 

Command and parameter 
Command and parameter 
Command and parameter 
Command 



1. Single command messages: There are three levels to the above command structure. The 
first level is made up of the root command (:STATus) and serves as a path. The second level 
is made up of another path (:OPERation) and a command (:PRESet). The third path is made 
up of three commands for the :OPERation path. The four commands in this structure can 
be executed by sending four separate program messages as follows: 

:stat:oper:ptr <NRf> 

:stat:oper:ntr <NRf> 

:stat:oper:enab <NRf> 

:stat:pres 



In each of the above program messages, the path pointer starts at the root command (:stat) 
and moves down the command levels until the command is executed. 

2. Multiple command messages: Multiple commands can be sent in the same program mes- 
sage as long as they are separated by semicolons (;). Example showing two commands in 
one program message: 

:stat:pres; :stat:oper:enab <NRf> 



When the above message is sent, the hrst command word is recognized as the root com- 
mand (:stat). When the next colon is detected, the path pointer moves down to the next com- 
mand level and executes the command. When the path pointer sees the colon after the 
semicolon (;), it resets back to the root level and starts over. 



Commands that are on the same command level can be executed without having to retype 
the entire command path. Example: 

:stat:oper:enab <NRf>; ptr <NRf>; ntr <NRf> 



After the first command (:enab) is executed, the path point is at the third command level in 
the structure. Since :ptr and ;ntr are also on the third level, they can be typed in without re- 
peating the entire path name. Notice that the leading colon for :ptr and ;ntr are not included 
in the program message. If a colon were included, the path pointer would reset to the root 
level and expect a root command. Since neither :ptr nor ;ntr are root commands, an error 
would occur. 
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3. Command path rules: 

A. Each new program message must begin with the root command, unless it is 
optional (e.g., [:SENSe]). If the root is optional, simply treat a command word 
on the next level as the root. 

B. The colon (:) at the beginning of a program message is optional and need not 
be used. Example: 

:stat:pres = stat:pres 

C. When the path pointer detects a colon (:) it will move down to the next com- 
mand level. An exception is when the path pointer detects a semicolon (;), 
which is used to separate commands within the program message (see next 
rale). 

D. When the path pointer detects a colon (:) that immediately follows a semico- 
lon (;), it resets back to the root level. 

E. The path pointer can only move down. It cannot be moved up a level. Execut- 
ing a command at a higher level requires that you start over at the root com- 
mand. 

4. Using common commands and SCPI commands in same message: Both com- 
mon commands and SCPI commands can be used in the same message as long as 
they are separated by semicolons (;). A common command can be executed at any 
command level and will not affect the path pointer. Example: 

:stat:oper:enab <NRf>; ptr <NRf>; *ESE <NRf>; ntr <NRf> 

5. Program Message Terminator (PMT): Each program message must be terminat- 
ed with an LE (line feed), EOI (end or identify) or an LE + EOT The bus will hang 
if your computer does not provide this termination. The following example shows 
how a multiple command program message must be terminated: 

:rout:open all; scan (@1:5)<PMT> 

6. Command execution rules: 

A. Commands are executed in the order that they are presented in the program 
message. 

B. An invalid command will generate an error and, of course, not be executed. 

C. Valid commands that precede an invalid command in a multiple command 
program message will be executed. 

D. Valid commands that follow an invalid command in a multiple command pro- 
gram message will be ignored. Example: 

:rout:open all; harve; scan? 



:open all will execute. Harve is an invalid command and will generate an error. 
The scan query will be ignored. 
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Response messages 

A response message is the message sent by the instrument to the computer in response to a query 
command program message. 



1 . Sending a response message: After sending a query command, the response message is 
placed in the Output Queue. When the Model 7001 is then addressed to talk, the response 
message is sent from the Output Queue to the computer. The following example in HP BA- 
SIC 4.0 demonstrates this process: 



10 OUTPUT 707; “:rout:scan?” 
20 ENTER 707; A$ 

30 PRINT A$ 

40 END 



! Send query command. 

! Address Model 7001 to talk. 

! Display response message on CRT. 



There are two special query commands that are used to read the Error Queue. As error and 
status messages occur they are stored in the Error Queue. This queue is a hrst-in hrst-out 
(EIEO) register. Either of the following two SCPI commands can be used to read the Error 
Queue: 

:STATus:QUEue? 

:SYSTem;ERRor? 



After sending either of the above commands, the oldest message in the Error Queue will be 
moved to the Output Queue. When the Model 7001 is then addressed to talk (as explained 
above), the response message will be sent to the computer. 

2. Multiple response messages: If you send more than one query command in the same pro- 
gram message (see Multiple command messages), the multiple response message for all the 
queries will be sent to the computer when the Model 7001 is addressed to talk. The respons- 
es are sent in the order that the query commands were sent and will be separated by semi- 
colons (;). Items within the same query are separated by commas (,). The following 
example shows the response message for a program message that contains four single item 
query commands: 

0 ; 1 ; 1;0 



3. Response Message Terminator (RMT): Each response message is terminated with an LE 
(line feed) and EOI (end or identify). The following example shows how a multiple re- 
sponse message is terminated; 

0; 1; 1;0<RMT> 
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M essage exchange protocol 

The message exchange protocol can be summarized by the two following rules: 

Rule 1. You must always tell the Model 7001 what to send to the computer. 

The following two steps must always be performed, in this order, to send information 
from the instrument to the computer: 

1. Send the appropriate query command(s) in a program message. 

2. Address the Model 7001 to talk. 

Rule 2. The complete response message (including the RMT) must be received by 
the computer before another program message can be sent to the Model 
7001. 
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5.10 Common commands 

Common commands are device commands that are common to all devices on the bus. These 
commands are designated and dehned by the IEEE-488.2 standard. 



Table 5-4 summarizes the common commands used by the Model 7001 and are presented in al- 
phabetical order. The following detailed descriptions include programming examples using HP 
BASIC 4.0. 



Programming syntax information for common commands and SCPI commands is located just 
after the tab labled “SCPI Command Subsystems”. 
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Table 5-4 

IEEE-488.2 common commands and queries 



Mnemonic 


Name 


Description 


Para. 


*CLS 


Clear status 


Clears all event registers, and Error Queue. 


5.10.1 


*ESE <NRf> 


Event status 
enable command 


Sets the contents of the Standard Event Status Enable Reg- 
ister. 


5.10.2 


*ESE? 


Event status enable query 


Request the programmed value of the Standard Event Status 
Enable Register. 


5.10.3 


*ESR? 


Event status 
register query 


Request the programmed value of the Standard Event Status 
Register and clears it. 


5.10.4 


*IDN? 


Identification query 


Request the manufacturer, model number, serial number, 
and firmware revision levels of the unit. 


5.10.5 


*OPC 


Operation complete 
command 


Sets the Operation Complete bit in the Standard Event Sta- 
tus Register after all pending commands have been exe- 
cuted. 


5.10.6 


*OPC? 


Operation complete query 


Places an ASCII “1” into the output queue when all pending 
selected device operations have been completed. 


5.10.7 


*OPT? 


Option identification query 


Request the assigned model number for all slots. 


5.10.8 


*RCL <NRf> 


Recall command 


Returns the Model 7001 to the setup configuration stored in 
the designated memory location. 


5.10.9 


*RST 


Reset command 


Returns the Model 7001 to the *RST default conditions. 


5.10.10 


*SAV <NRf> 


Save command 


Saves the current setup configuration to the designated 
memory location. 


5.10.11 


*SRE <NRf> 


Service request 
enable command 


Sets the contents of the Service Request Enable Register. 


5.10.12 


*SRE? 


Service request 
enable query 


The Model 7001 returns the value of the Service Request 
Enable Register. 


5.10.13 


*STB? 


Read status byte query 


Returns the value of the Status Byte Register. 


5.10.14 


*TRG 


Trigger command 


This command issues a bus trigger which has the same 
effect as group execute trigger (GET) command. 


5.10.15 


*TST‘^ 


Self-test query 


When this query is sent, the Model 7001 will perform a 
checksum test on ROM and return the results. 


5.10.16 


*WAI 


Wait-to-continue 

command 


Wait until all previous commands are executed. 


5.10.17 



Note: At least one space is required between the command and the parameter. 
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5.10.1 *C LS — clear status 



Purpose 



To clear status registers and error queue. 



Format *CLS 



Description The *CLS command is used to clear (reset to 0) the bits of the following registers in the Model 

7001: 

Standard Event Status Register 
Operation Event Register 
Questionable Event Register 
Error Queue 
Trigger Event Register 
Sequence Event Register 
Arm Event Register 



This command also forces the instrument into the operation complete command idle state and 
operation complete query idle state. 

Programming OUTPUT 707; “*CLS” ! Clear registers and Error Queue 

example 
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5.10.2 *ESE — event status enable 



Purpose 



To set the contents of the Standard Event Status Enable Register. 



Format *ESE <NRf> 



Parameters <NRf> = o 

= 1 
= 4 
= 8 
= 16 
= 32 
= 64 
= 128 



Clear (reset) register 
Set OPC (BO) of enable register 
Set QYE (B2) of enable register 
Set DDE (B3) of enable register 
Set EXE (B4) of enable register 
Set CME (B5) of enable register 
Set URQ (B6) of enable register 
Set PON (B7) of enable register 



Defaults Power-up 

*CLS 
*RST 

:STATus:PRESet 
DCL, SDC 



Clears register 
No effect 
No effect 
No effect 
No effect 



Description The *ESE command is used to set the contents of the Standard Event Status Enable Register. 

This command is sent with the decimal equivalent of the binary value that determines the de- 
sired state (0 or 1) of the bits in the register. 



This register is used as a mask for the Standard Event Status Register. When a standard event is 
masked, the occurrence of that event will not set the Event Summary Bit (ESB) in the Status 
Byte Register. Conversely, when a standard event is unmasked (enabled), the occurrence of that 
event will set the ESB bit. Eor information on the Standard Event Status Register and descrip- 
tions of the standard event bits, see paragraph 5.10.4. The Status Byte Register is described in 
paragraph 5.6.8. 



A cleared bit (bit set to “0”) in the enable register will prevent (mask) the ESB bit in the Status 
Byte Register from setting when the corresponding standard event occurs. A set bit (bit set to 
“1”) in the enable register will allow (enable) the ESB bit to set when the corresponding standard 
event occurs. Eor details on the status register structure, refer to paragraph 5.6. 



The Standard Event Status Enable Register is shown in Eigure 5-13. Notice that the decimal 
weight of each bit is included in the illustration. The sum of the decimal weights of the bits that 
you wish to be set is the value that is sent with the *ESE command. Eor example, to set the CME 
and QYE bits of the Standard Event Status Enable Register, send the following command: 

*ESE 36 
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Programming 

example 



where; CME (bit B5) = Decimal 32 

QYE (bit B2) = Decimal 4 

parameter = 36 

If a command error (CME) occurs, bit B5 of the Standard Event Status Register will set. If a 
query error (QYE) occurs, bit B2 of the Standard Event Status Register will set. Since both of 
these events are unmasked (enabled), the occurrence of any one of them will cause the ESB bit 
in the Status Byte Register to set. 



The contents of the Standard Event Status Event Register can be read by using the *ESE? query 
command (see next paragraph). 



OUTPUT 707; “*ESE 24” ! Set bits B3 (DDE) and B4 (EXE) of the Standard Event 

Status Enable Register. 



Bit Position 



Event 



Decimai Weighting 



Vaiue 



Vaiue: 1 = Enabie Standard Event 

0 = Disabie (Mask) Standard Event 



B7 


B6 


B5 


B4 


B3 


B2 


B1 


BO 


PQN 


URQ 


CME 


EXE 


DDE 


QYE 


— 


QPC 


128 


64 


32 


16 


8 


4 


_ 


1 


(2^) 


(2®) 


(2=) 


(2^) 


(23) 


(22) 




(2“) 


0/1 


0/1 


0/1 


0/1 


0/1 


0/1 


- 


0/1 



Events: PON = Power On 

URQ = User Request 

CME = Command Error 

DDE = Device-dependent Error 

EXE = Execution Error 

QYE = Query Error 

QPC = Qperation Compiete 

Figure 5-13 

Standard Event Status Enable Register 
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5.10.3 *ESE? — event status enable query 



Purpose 



To read the contents of the Standard Event Status Enable Register. 



Format *ESE? 



Description This command is used to acquire the value (in decimal) of the Standard Event Status Enable 

Register. The binary equivalent of the decimal value determines which bits in the register are 
set. When the *ESE? query command is sent, the decimal value is placed in the Output Queue. 
When the Model 7001 is addressed to talk, the value is sent from the Output Queue to the com- 
puter. 



Eor example, for an acquired decimal value of 48, the binary equivalent is 001 10000. Eor this 
binary value, bits B4 and B5 of the Standard Event Status Enable Register are set. Eor informa- 
tion on the Standard Event Status Enable Register, refer to paragraph 5.6. 



The *ESE? query command does not clear the Standard Event Status Enable Register. 



Programming 


10 


OUTPUT 707; “*ESE?” 


! Send query command 


example 


20 


ENTER 707; A$ 


! Address 7001 to talk 




30 


PRINT A$ 


! Display value of register contents 




40 


END 
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5.10.4 *ESR? — event status register query 



Purpose 



To read the contents of the Standard Event Status Register and clear it. 



Format *ESR? 



Defaults Power-up 

*CLS 
*RST 

:STATus;PRESet 
DCL, SDC 



Clears register 
Clears register 
No effect 
No effect 
No effect 



Description This command is used to acquire the value (in decimal) of the Standard Event Status Register 

(see Eigure 5-14). The binary equivalent of the returned decimal value determines which bits in 
the register are set. When the *ESR? command is sent, the decimal value is placed in the Output 
Queue and the Standard Event Status Register is cleared. When the Model 7001 is addressed to 
talk, the value in the Output Queue is sent to the computer. 



A set bit in this register indicates that a particular event has occurred. Eor example, for an ac- 
quired decimal value of 48, the binary equivalent is 001 1 0000. Eor this binary value, bits B4 
and B5 of the Standard Event Status Register are set. These set bits indicate that a device-de- 
pendent error and command error have occurred. 



The bits of the Standard Event Status Register are described as follows: 

Bit BO, Operation Complete (OPC) — Set bit indicates that all pending selected device oper- 
ations are completed and the Model 7001 is ready to accept new commands. This bit will only 
set in response to the *OPC? query command (see paragraph 5.10.7). 

Bit B1 — Not Used 

Bit B2, Query Error (QYE) — Set bit indicates that you attempted to read data from an empty 
Output Queue. 

Bit B3, Device-dependent Error (DDE) — Set bit indicates that an instrament operation did 
not execute properly due to some internal condition. 

Bit B4, Execution Error (EXE) — Set bit indicates that the Model 7001 detected an error while 
trying to execute a command. 

Bit B5, Command Error (CME) — Set bit indicates that a command error has occurred. Com- 
mand errors include: 

1. IEEE-488.2 syntax error: Model 7001 received a message that does not follow the defined 
syntax of the IEEE-488.2 standard. 
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2. Semantic error: Model 7001 received a command that was misspelled, or received an op- 
tional IEEE-488.2 command that is not implemented. 

3. The instrument received a Group Execute Trigger (GET) inside a program message. 



Bit B6, User Request (URQ) — Set bit indicates that the LOCAL key on the Model 7001 front 
panel was pressed. 



Bit B7, Power On (PON) — Set bit indicates that the Model 7001 has been turned off and 
turned back on since the last time this register has been read. 



Programming 


10 


OUTPUT 707; “*ESE?” 


! Request register value 


example 


20 


ENTER 707; A$ 


! Address 7001 to talk 




30 


PRINT A$ 


! Display value 



Bit Position 


B7 


B6 


B5 


B4 


B3 


B2 


B1 


BO 


Event 


PON 


URQ 


CME 


EXE 


DDE 


QYE 


— 


QPC 


Decimal Weighting 


128 


64 


32 


16 


8 


4 




1 


(20 


(2®) 


(2=) 


(2't) 


(23) 


(23) 




(20) 


Value 


0/1 


0/1 


0/1 


0/1 


0/1 


0/1 


— 


0/1 



Value : 1 = Event Bit Set 

0 = Event Bit Cleared 



Events : PON = Power On 

URQ = User Request 

CME = Command Error 

EXE = Execution Error 

DDE = Device-dependent Error 

QYE = Query Error 

QPC = Qperation Complete 



Figure 5-14 

Standard Event Status Register 
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5.10.5 *1 D N ? — identification query 



Purpose 



To read the identification code of the Model 7001. 



Format *IDN? 



Description The *IDN? query command places the identification code of the Model 7001 in the Output 

Queue. When the Model 7001 is addressed to talk, the identification code will be sent to the 
computer. 



The identification code includes the manufacturer, model number, serial number, and firmware 
revision levels, and is sent in the following format: 

KEITHLEY INSTRUMENTS INC., MODEL 7001, wwwwwww, xxxxx,/yyyyy/zzzzz 



where; wwwwwww is the serial number 

xxxxx is the firmware revision level of the digital board 
yyyyy the firmware revision level of the VED display 
zzzzz is the firmware revision level of the LED display 



Programming 


10 


OUTPUT 707; “*IDN?” 


! Request 7001 ID data 


example 


20 


ENTER 707; A$ 


! Address 7001 to talk 




30 


PRINT A$ 


! Display identification code 
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5.10.6 *0 PC — operation complete 



Purpose 



To set the Operation Complete bit in the Standard Event Status Register after all overlapped 
commands are complete. 



Format *OPC 



Description On power-up, or when *CLS or *RST is executed, the Model 7001 goes into the Operation 

Complete Command Idle State (OCIS). In this state there are no pending overlapped comamnds. 
There are three overlapped commands used by the Model 7001: 

:INITiate 

:INITiate:CONTinuous ON 
*TRG 



When the *OPC command is sent, the Model 7001 exits from OCIS and enters the Operation 
Complete Command Active State (OCAS). In OCAS, the instrument continuously monitors the 
No-Operation-Pending flag. After the last pending overlapped command is complete (No-Oper- 
ation-Pending flag set to true), the Operation Complete (OPC) bit in the Standard Event Status 
Register sets, and the instrument goes back into OCIS. 



Note that the instrument always goes into OCAS when *OPC is executed. If there are no pend- 
ing command operations (e.g. trigger model in idle state), the Model 7001 immediately sets the 
OPC bit and returns to OCIS. 



When used with the :INITiate or :INITiate:CONTinuous ON command, the OPC bit of the Stan- 
dard Event Status Register will not set until the Model 7001 goes back into the idle state. The 
initiate operations are not considered finished until the instrument goes into the idle state. 



When used with the *TRG comamnd, the OPC bit will not set until the operations associated 
with the *TRG command (and the initiate command) are finished. The *TRG command is con- 
sidered to be finished when the Device Action completes or when operation stops at a control 
source to wait for an event (see Trigger Model in paragraph 5.7). 



In order to use *OPC exclusively with the *TRG command you will have to first force the com- 
pletion of the initiate command so that only the *TRG command is pending. To do this, use the 
:INITiate:CONTinuous ON command to start the scan and then send the :ABORT command. 
The abort command places the instrument in the idle layer, which (by definition) completes the 
initiate command. Since continuous initiation is on, operation will continue on into the Trigger 
Model. After sending the *TRG command, the OPC bit will set when the *TRG command is 
finished. 
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NOTE 

See *OPC?, *TRG and *WAI for more information. 



Programming 

example 



10 


OUTPUT 707; 


“:open all” 


20 


OUTPUT 707; 


“*RST” 


30 


OUTPUT 707; 


“:scan (@ 1! 1:1! 10)” 


40 


OUTPUT 707; 


trig :coun: auto on” 


50 


OUTPUT 707; 


“:trig:del 0.5” 


60 


OUTPUT 707; 


“:init” 


70 


OUTPUT 707; 


“*OPC” 


80 


OUTPUT 707; 


“*ESR?” 



90 ENTER 707; A$ 
100 PRINT A$ 

110 END 



Line 10 
Line 20 
Line 30 
Line 40 
Line 50 
Line 60 
Line 70 
Line 80 
Line 90 
Line 100 



Opens all channels. 

Selects default configuration (see Table 5-6). 

Defines scan list (channels 1 through 10). 

Enables automatic scan-list-length for channel count. 
Sets a 0.5 second delay between each channel. 

Starts the scan (takes 7001 out of idle state). 

Set OPC bit after the scan ends. 

Request value of Standard Event Status Register. 
Address 7001 to talk. 

Display value of register (Bit 0 will be set). 



When the above program is run, channels 1 through 10 will be scanned and then, at the end of 
the scan. Bit 0 in the Standard Event Status Register will set. The register is then read to verify 
that Bit 0 is set. 
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5.10.7 *0 PC ? — operation complete query 



Purpose 



Place a “1” in the Output Queue after all overlapped commands are completed. 



Format *OPC? 



Description On power-up, or when *CLS or *RST is executed, the Model 7001 goes into the Operation 

Compee Command Query Idle State (OQIS). In this state there are no pending overlapped com- 
mands. There are three overlapped commands used by the Model 7001: 

:INITiate 

:INITiate:CONTinuous ON 
*TRG 



When the *OPC? command is sent, the Model 7001 exits from OQIS and enters the Operation 
Complete Command Active State (OQAS). In OQAS, the instrument continuously monitors the 
No-Operation-Pending flag. After the last pending overlapped command is completed (No-Op- 
eration-Pending flag set to true), an ASCII character “1” is placed into the Output Queue, the 
Message Available (MAV) bit in the Status Byte sets, and the instrument goes back into OQIS. 
Addressing the Model 7001 to talk will send the ASCII “1” to the computer. 



Note that the instrument always goes into OQAS when *OPC? is executed. If there are no pend- 
ing command operations (e.g. trigger model in idle state), the Model 7001 immediately places 
an ASCII “1” in the Output Queue, sets the MAV bit and returns to OQIS. 



When used with the :INITiate or :INITiate:CONTinuous ON command, an ASCII “1” will not 
be sent to the Output Queue and the MAV bit will not set until the Model 7001 goes back into 
the idle state. The initiate operations are not considered finished until the instrument goes into 
the idle state. 



When used with the *TRG command, an ASCII “1” will not be placed into the Output Queue 
and the MAV bit will not set until the operations associated with the *TRG command (and the 
initiate command) are finished. The *TRG command is considered to be finished when the De- 
vice Action completes or when operation stops at a control source to wait for an event (see Trig- 
ger Model in paragraph 5.7). 



In order to use *OPC? exclusively with the *TRG command you will have to first force the com- 
pletion of the initiate command so that only the *TRG command is pending. To do this, use the 
:INITiate:CONTinuous ON command to start the scan and then send the :ABORT command. 
The abort command places the instrument in the idle layer, which (by definition) completes the 
initiate command. Since continuous initiation is on, operation will continue on into the Trigger 
Model. After sending the *TRG command, an ASCII “1” will be place in the Output Queue and 
the MAV bit will set when the *TRG command is finished. 
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After *OPC? is executed, additional commands cannot be sent to the Model 7001 until the pend- 
ing overlapped commands have hnished. For example, :INITiate:CONTinuous ON followed by 
*OPC? will lock up the instrument and will require a device clear (DCL or SDC) before it will 
accept any more commands. 



NOTE 

See *OPC, *TRG and *WAI for more information. 



Programming 

example 



10 OUTPUT 707; “:open all” 

20 OUTPUT 707; “*RST” 

30 OUTPUT 707; “:scan (@ 1!1;1!10)” 

40 OUTPUT 707; “:trig:coun:auto on” 

50 OUTPUT 707; “:trig:del 0.5" 

60 OUTPUT 707; “:init” 

70 OUTPUT 707; “*OPC?” 

80 ENTER 707; A$ 

90 PRINT A$ 

100 OUTPUT 707; “*STB?” 

110 ENTER 707; B$ 

120 PRINT B$ 

130 END 

Line 10 Opens all channels. 

Line 20 Selects default conhguration (see Table 5-5). 

Line30 Defines scan list (channels 1 through 10). 

Line 40 Enables automatic scan-list-length for channel count. 
Line 50 Sets a 0.5 second delay between each channel. 

Line 60 Starts the scan (takes 7001 out of idle state). 

Line 70 Place a “1” in the Output Queue after the scan ends. 
Line 80 Address the 7001 to talk. 

Line 90 Display the contents of the Output Queue (“1”). 

Line 100 Request value of Status Byte Register. 

Line 110 Address 7001 to talk. 

Line 120 Display value of register (B4 will be set). 



When the above program is run, channels 1 through 10 will be scanned and then, at the end of 
the scan, an ASCII “1” will be placed in the Output Queue. The Output Queue and Status Byte 
Register will then be read to verify the contents. 
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5.10.8 *0 PT? — option identification query 



Purpose 



To read the identification code of optional switch cards installed in the Model 7001. 



Format *OPT? 



Description The *OPT? query command places the option identification code in the Output Queue. When 

the Model 7001 is addressed to talk, the code is sent from the Output Queue to the computer. 

The option identification code indicates the assigned model number for each slot of the main- 
frame. For example, if a Model 7011 is installed in slot 1 and slots 2 is empty, the following 
message will be sent to the computer: 

7011, NONE 



Programming 


10 


DIM A$[50] 




example 


20 


OUTPUT 707; “*OPT?” 


! Request option ID code 




30 


ENTER 707; A$ 


! Address 7001 to talk 




40 


PRINT A$ 


! Display option ID code 
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5.10.9 *RCL — recall 



Purpose 



Format 



Parameters 



Description 



To return the Model 7001 to a setup configuration previously stored in memory. 

*RCL <n> 

<NRf> = 0 to 9 Memory location 

The Model 7001 can store up to 10 setup configurations in memory locations 0 to 9. Over the 
bus, the *SAV command is used to save setup configurations (see paragraph 5.10.1 1). 



The *RCL command is used to return the Model 7001 to a setup configuration stored at one of 
the memory locations. For example, if a setup configuration was previously stored at memory 
location 9, the Model 7001 can be returned to those setup conditions by sending the following 
command; 

*RCL 9 



Note: The Model 7001 is shipped from the factory with ;SYSTem:PRESet defaults stored in all 
ten memory locations (see Table 5-5). 



Programming 

example 



The following example assumes that a setup configuration has been stored at memory location 
6 (see paragraph 5.10.1 1 for information on storing setup configurations). 

OUTPUT 707; “*RCL 6” ! Recall setup stored at memory location 6. 
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5.10.10 *RST — reset 



Purpose To reset the Model 7001. 

Format *RST 



Description When the *RST command is sent, the Model 7001 performs the following operations: 

1. Returns the Model 7001 to the *RST default conditions (see Table 5-5). 

2. Cancels all pending commands. 

3. Cancels response to any previously received *OPC and *OPC? commands. 

The following instrument states are not affected by this command: 

IEEE-488 address 
Standard Event Status Register 
Status Byte Register 

Programming OUTPUT 707; “*RST” ! Return 7001 to *RST defaults 

example 
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Table 5-5 

Default conditions 



Command name 


*RST value 


:SYSTem:PRESet value 


:INITiate 






:CONTinuous 


OEE 


OEE 


:ARM 








:SEQuence[l] 






:LAYer[l] 








COUNt 


1 


1 




SOURce 

TCONfigure 


IMMediate 


IMMediate 




;DIRection 

;ASYNchronous 


Acceptor 


Acceptor 




:ILINe 


1 


1 




:OLINe 


2 


2 


:LAYer2 








COUNt 


1 


INEinite 




DELay 


0 


0 




SOURce 


IMMediate 


IMMediate 




TIMer 

TCONfigure 


0.001 


0.001 




;DIRection 

;ASYNchronous 


Acceptor 


Acceptor 




TLINe 


1 


1 




:OLINe 


2 


2 


iTRIGger 






:SEQuencel 






:COUNt 


1 


Scan list length 




AUTO 


OEE 


ON 


:DELay 


0 


0 


iSOURce 


IMMediate 


MANual 


:TIMer 


0.001 


0.001 




TCONfigure 








iPROTocol 


ASYNchronous 


ASYNchronous 




iDIRection 

;ASYNchronous 


Acceptor 


SOURce 




TLINe 


1 


1 




:OLINe 


2 


2 




:SSYNchronous 








:LINE 


1 


1 


[:ROUTe] 






:CONEigure 






:BBMake 

:SLOT[l] 


ON 


ON 




STIMe 


0 


0 


:SLOT2 








STIMe 


0 


0 


:CPAir 


OEE 


OEE 


:SCHannel 


OEE 


OEE 


iDISPlay 






:SMESsage 

:WINDow3 


OEE 


OEE 


:GRATicule 


ON 


ON 
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5.10.11 *SAV — save 



Purpose 


To save the current setup configuration in memory. 




Format 


*SAV <NRf> 




Parameters 


<NRf> = 0 to 9 Memory location 




Description 


The Model 7001 can store up to 10 setup configurations at 
*SAV command. For example, to store the current setup 
send the following command: 


memory locations 0 to 9 by using the 
configuration at memory location 6, 




*SAV 6 





Table 5-5 lists the setup items (along with the bus commands to program them), that can be 
saved by the *SAV command. The *RCL command is used to return the instrument to a saved 
setup. 

Programming OUTPUT 707; “*SAV 6” ! Store setup at memory location 6. 

example 
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5.10.12 *SRE — service requed enable 



Purpose 



To set the contents of the Service Request Enable Register. 



Format 


*SRE <NRf> 


Parameters 


<NRf> =0 


Clears enable register 




= 4 


Set EAV bit (Bit 2) 




= 8 


Set QSB bit (Bit 3) 




= 16 


Set MAV bit (Bit 4) 




= 32 


Set ESB bit (Bit 5) 




= 128 


Set OSB bit (Bit 7) 


Defaults 


Power-up 


Clears register 




*CLS 


No effect 




*RST 


No effect 



:STATus:PRESet No effect 

DCL, SDC No effect 



Description The *SRE command is used to set the contents of the Service Request Enable Register. This 

command is sent with the decimal equivalent of the binary value that determines the desired 
state (0 or 1) of each bit in the register. 



This enable register is used along with the Status Byte Register to generate service requests 
(SRQ). With a bit in the Service Request Enable Register set, an SRQ will occur when the cor- 
responding bit in the Status Byte Register is set by an appropriate event. Eor details on register 
structure, refer to paragraph 5.6. 



The Service Request Enable Register is shown in Eigure 5-15. Notice that the decimal weight 
of each bit is included in the illustration. The sum of the decimal weights of the bits that you 
wish to set is the value that is sent with the *SRE command. Eor example, to set the ESB and 
MAV bits of the Service Request Enable Register, send the following command: 


*SRE 34 




where; ESB (bit B5) = Decimal 


32 


MAV (bit B4) = Decimal 


16 


<NRf> = 


48 



The contents of the Service Request Enable Register can be read using the *SRE? query com- 
mand (see next paragraph). 
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Programming 

example 



OUTPUT 707; “*SRE 32” 



! Set ESB bit 



Bit Position 


B7 


B6 


B5 


B4 


B3 


B2 


B1 


BO 


Event 


OSB 


— 


ESB 


MAV 


QSB 


EAV 


— 


— 


Decimal Weighting 


128 





32 


16 


8 


4 








( 27 ) 




( 25 ) 


( 24 ) 


( 23 ) 


( 22 ) 






Value 


0/1 


— 


0/1 


0/1 


0/1 


0/1 


— 


— 



Value : 1 = Enable Service Request Event 

0 = Disable (Mask) Service Request Event 



Events : OSB = Operation Summary Bit 
ESB = Event Summary Bit 
MAV = Message Available 
QSB = Questionable Summary Bit 
EAV = Error Available 



Figure 5-15 

Service Request Enable Register 
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5.10.13 *SRE? — service request enable query 



Purpose 



To read the contents of the Service Request Enable Register. 



Format *SRE? 



Description The *SRE? command is used to acquire the value (in decimal) of the Service Request Enable 

Register. The binary equivalent of the decimal value determines which bits in the register are 
set. When the *SRE? query command is sent, the decimal value is placed in the Output Queue. 
When the Model 7001 is addressed to talk, the value is sent from the Output Queue to the com- 
puter. 



Eor example, for an acquired decimal value of 17, the binary equivalent is 0001 0001. This bi- 
nary value indicates that Bits 4 and 0 of the Service Request Enable Register are set (see previ- 
ous paragraph). 



Programming 


10 


OUTPUT 707; “*SRE?” 


! Request contents of SRER 


example 


20 


ENTER 707; A$ 


! Address 7001 to talk 




30 


PRINT A$ 


! Display value register 
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5.10.14 *STB? — status byte query 



Purpose 



To read the contents of the Status Byte Register. 



Format *STB? 



Description The *STB? query command is used to acquire the value (in decimal) of the Status Byte Register. 

The Status Byte Register is shown in Figure 5-16. The binary equivalent of the decimal value 
determines which bits in the register are set. The set bits in this register define the operating sta- 
tus of the Model 7001. 



When the *STB? query command is sent, the decimal value is placed in the Output Queue. 
When the Model 7001 is addressed to talk, the value is sent from the Output Queue to the com- 
puter. 



All bits, except Bit 6, in this register are set by other event registers and queues. Bit 6 sets when 
one or more enabled conditions occur. 



The *STB? query command does not clear the status byte register. This register can only be 
cleared by clearing the related registers and queues. Register and queue structure are explained 
in paragraph 5.6. 



For example, for an acquired decimal value of 48, the binary equivalent is 001 10000. This bi- 
nary value indicates that Bits 4 and 5 of the Status Byte Register are set. 



The bits of the Status Byte Register are described as follows: 

Bit 0 — Not used. 

Bit 1 — Not used. 

Bit 2, Error Available (EAV) — Set bit indicates that an error message is present in the Error 
Queue. The error message can be read using one of the following SCPI commands: 

:SYSTem:ERRor? 

:STATus:QUEue? 

See paragraphs 5.17 and 5.16 for details. 

Bit 3, Questionable Summary Bit (QSB) — Always zero (Questionable events not used by 
Model 7001). 

Bit 4, Message Available (MAV) — Set bit indicates that a message is present in the Output 
Queue. The message is sent to the computer when the Model 7001 is addressed to talk. 
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Bit 5, Event Summary Bit (ESB) — Set bit indicates that an enabled standard event has oc- 
curred. The event can be identified by reading the Standard Event Status Register using the 
*ESE? query command (see paragraph 5.10.2). 

Bit 6, Master Summary Status (MSS) / Request Service (RQS) — Set bit indicates that one 
or more enabled conditions have occurred to generate a service request (SRQ). Note that the 
IEEE-488. 1 standard designates Bit 6 as the RQS bit and is read by performing a Serial Poll. 

Bit 7, Operation Summary Bit (OSB) — Set bit indicates that an enabled operation event has 
occurred. The event can be identified by reading the Operation Event Status Register using the 
following SCPI command structure; 

: STATUS ; OPERation? 

See paragraph 5.16 for details. 



Programming 


10 


OUTPUT 707; “*SRE?” 


! Request contents of register 


example 


20 


ENTER 707; A$ 


! Address 7001 to talk 




30 


PRINT A$ 


! Display value of register 




40 


END 





Bit Position 


B7 


B6 


B5 


B4 


B3 


B2 


B1 


BO 


Event 


OSB 


MSS, 

RQS 


ESB 


MAV 


QSB 


EAV 


— 


— 


Decimal Weighting 


128 


64 


32 


16 


8 


4 


— 


— 


( 27 ) 


( 26 ) 


( 25 ) 


( 24 ) 


( 23 ) 


( 22 ) 






Value 


0/1 


0/1 


0/1 


0/1 


0/1 


0/1 


— 


— 



Value : 1 = Event Bit Set 

0 = Event Bit Cleared 



Events : OSB = Operation Summary Bit 
MSS = Master Summary Status 
RQS = Request Service 
ESB = Event Summary Bit 
MAV = Message Available 
QSB = Questionable Summary Bit 
EAV = Error Available 



Figure 5-16 

Status Byte Register 
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5.10.15 *TRG — trigger 

Purpose issue a GPIB trigger to the Model 7001 . 

Format *TRG 

Description The *TRG command is used to issue a GPIB trigger to the Model 7001. It has the same effect 

as a group execute trigger (GET). The *TRG command is an overlapped command, while GET 

is not. See *OPC, *OPC? and *WAI for more information. 

The *TRG command is used as an arm, scan and/or channel event to control the scan cycle. The 
Model 7001 will react to this trigger if GPIB is the programmed control source. The control 
source is programmed from the SCPI iTRIGger Subsystem (see paragraph 5.18). 

Programming OUTPUT 707; “*TRG” ! Trigger 7001 

example 
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5.10.16 *TST? — self-ted query 



Purpose 



To run the self-tests and acquire the results. 



Format *TST? 



Description The *TST? query command is used to perform a checksum test on ROM and place the coded 

result (0 or 1) in the Output Queue. When the Model 7001 is addressed to talk, the coded result 
is sent from the Output Queue to the computer. 



A returned value of zero (0) indicates that the test passed, and a value of one (1) indicates that 
the test has failed. 



Programming 10 

example 20 

30 



OUTPUT 707; “*tST?” 
ENTER 707; A$ 

PRINT A$ 



! Run and request test result 
! Address 7001 to talk 
! Display coded result 
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5.10.17 *WAI — 

Purpose 

Format 

Description 



Programming 

example 



wait-tD-continue 

To prevent the execution of further commands until all previous overlapped commands are com- 
pleted. 



*WAI 



There are two types of device commands; Sequential commands and overlapped commands. A 
Sequential command is a command whose operations are allowed to hnish before the next com- 
mand is executed. An overlapped command is a command that allows the execution of subse- 
quent commands while device operations of the overlapped command are still in progress. The 
*WAI command is used to hold off the execution of subsequent commands until the device op- 
erations of all previous overlapped command are hnished. The *WAI command is not needed 
for Sequential commands. 



NOTE 

See *OPC, *OPC? and *TRG for more information. 

The :INIT command takes the Model 7001 out of the idle state to enable the scan function. The 
device operations of the :INIT command are not considered complete until the Model 7001 goes 
back into the idle state. Typically, this occurs when all programmed scan operations are com- 
pleted. By sending the *WAI command after the :INIT command, all subsequent commands will 
not execute until the Model 7001 goes back into the idle state. 

The *TRG command issues a bus trigger which could be used to provide the arm, scan and chan- 
nel events for the Trigger Model. By sending the *WAI command after the *TRG command, 
subsequent commands will not be executed until the pointer for the Trigger Model has hnished 
moving in response to *TRG and has settled at its next state. 

10 OUTPUT 707; “:open all” 

20 OUTPUT 707; “*RST” 

30 OUTPUT 707; “:scan (@ 1!1:1!10)” 

40 OUTPUT 707; “:trig:coun:auto on” 

50 OUTPUT 707; “:trig:del 0.5” 

60 OUTPUT 707; “:init” 

70 OUTPUT 707; “*WAI” 

80 OUTPUT 707; “:clos (@ 1!11;1!20)” 

90 END 

Line 10 Opens all channels. 

Line 20 Selects default conhguration (see Table 5-5). 

Line 30 Dehnes scan list (channels 1 through 10). 

Line 40 Enables automatic scan-list-length for channel count. 

Line 50 Sets a 0.5 second delay between each channel. 

Line 60 Starts the scan (takes 7001 out of idle state). 
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Line 70 Wait until scan is finished. 
Line 80 Close channels 1 1 through 20. 



When the above program is run, channels 1 through 10 will he scanned and then, at the end 
of the scan, channels 1 1 through 20 will close. Without the *WAI command (Line 70), 
channels 1 1 through 20 will close at the same time that the scan starts. 
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SC PI command subsystems 



SCPI commands are categorized into subsystems. The subsystems are presented in alphabetical 

order as follows: 

5.11 :DlSPlay subsystem — Explains the commands used to control user defined text 
messages. 

5.12 rOUTPut subsystem — Explains the commands used to program the polarity (active- 
high or active-low) of the digital output port bits. 

5.13 :ROUTe subsystem — Covers commands used to open and close channels, define a 
scan list, specify restricted (forbidden) channels, and enable/disable Single Channel 
and Card Pair. Also covered are slot configuration commands used to program the re- 
lay settling time, pole-mode and card type of each slot. Einally, memory commands 
used to store (save) and recall channel patterns are explained here. 

5.14 Sense subsystems — Explains the command used to read the digital input port of the 
Model 7001 (and digital cards). 

5.15 rSOURce subsystem — Covers the commands used to set the state (0 or 1) of the dig- 
ital output port bits. 

5.16 rSTATus subsystem — Covers the commands used to control the status registers of 
the Model 7001. 

5.17 :SYSTem subsystem — Covers miscellaneous commands used to read the software 
revision level of the Model 7001, read the error queue, and set the power-on setup 
configuration. 

5.18 Trigger subsystem — Covers commands used to scan. 
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5.11 :D ISPlay subsystem 

The display subsystem controls the display circuitry of the Model 7001 and is summarized in Table 5-6. 



Table 5-6 

Display command summary 



Command 


Description 


:DISPIay 




[:WINDow[I]] 


Path to locate message to top display. 


:TEXT 


Path to control user text messages. 




DATA <a> 


Define ASCII message “a” using up to 20 characters. 




DATA? 


Query text message. 




STATe <b> 


Enable (I or ON) or disable (0 or OEE) message mode. 




STATe? 


Query text message mode (0 or I). 


:WINDow2 


Path to locate message to bottom display. 


:TEXT 


Path to control user text messages. 




DATA <a> 


Define ASCII message “a” using up to 32 characters. 




DATA? 


Query text message. 




STATe <b> 


Enable (I or ON) or disable (0 or OEE) message mode. 




STATe? 


Query text message mode (0 or I). 


:WINDow3 


Path to control LED Graticule. 


;GRATicuIe <b> 


Enable (I or ON) or disable (0 or OEE) the LED Graticule. 


:SMESsage <b> 


Enable (I or ON) or disable (0 or OEE) status message mode. 


:SMESsage? 


Query status message mode (0 or I). 


:ENABIe <b> 


Turn on ( I or ON) or turn off (0 or OEE) the front panel display circuitry. 


:ENABIe? 


Query state of the display (0 or I). 



Notes: 

1 . Brackets ([ ]) are used to denote optional character sets. These optional characters do not have to be included in the program message. Do not use 
brackets ([ ]) in the program message. 

2. Angle brackets (< >) are used to indicate parameter type. Do not use angle brackets (< >) in the program message. 

3. Upper case characters indicate the short-form version for each command word. 

4. At least one space is required between a command word and the parameter. 



:TEXT commands 
:DATA <a> 

:DISPlay[:WINDow[l]]:TEXT:DATA <a> Define message for top display 

:DISPlay:WINDow2:TEXT:DATA <a> Define message for bottom display 



Parameter <a> = ascii characters for message. 



Short-form String 

formats 



:disp;text:data ‘aa...a’ 
:disp:wind2;text:data ‘aa...a’ 
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.Display subsystem 



Defaults 



Query 

command 



Description 



Programming 

example 



Indefinite block :disp:text:data #0aa...a 

;disp:wind2:text:data #0aa...a 

Definite block :disp;text:data #XYaa...a 

;disp:wind2;text:data #XYaa...a 

where; Y = number of characters in message: 

Up to 20 for top display. 

Up to 32 for bottom display. 

X = number of digits that make up Y (1 or 2). 



Power-up Null string 

*RST No effect 

:SYSTem:PRESet No effect 



:DATA? 

Short-form formats: 
Response message: 



Query the dehned text message 

:disp:text:data? 

:disp:wind2:text:data? 

User defined text message 



These commands dehne the text messages that you wish to display. The message can be as long 
as 20 characters for the top display, and up to 32 characters for the bottom display. A space is 
counted as a character. Excess message characters (over 20 and 32 respectively) will cause error. 

A string message must be enclosed in single quotes or double quotes. Both of the following sting 
messages are valid: 

‘Keithley Model 700 U or “Keithley Model 7001” 

An indefinite block message must be the only command in the program message or the last com- 
mand in the program message. If you include a command after an indefinite block message (on 
the same line), it will be treated as part of the message and will be displayed instead of executed. 



10 OUTPUT 707; “:disp:text:data ‘Keithley Model 700U; data?” 

20 ENTER 707; A$ 

30 PRINT A$ 

40 END 

Line 10 Dehnes the user dehned message for the top display, and then queries the dehned mes- 
sage. 

Line 20 Addresses the 7001 to talk. 

Line 30 Displays (on the CRT) the user dehned message. 
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Parameters 

Short-form 

formats 

Defaults 

Query 

command 



Description 



Programming 

example 



:STATe <b> 

:DISPlay[:WINDow[l]]:TEXT:STATe <b> Control message; top display 
:DISPlay:WINDow2:TEXT:STATe <b> Control message; bottom display 



<b> = 0 or OFF Disable text message for specified display 
= 1 or ON Enable text message for specified display 

:disp;text:stat <b> 

;disp:wind2:text:stat <b> 



Power-up OFF 

*RST No effect 

:SYSTem;PRESet No effect 



:STATe? 

Short-form formats: 
Response message: 



Query state of message mode for specified display 

:disp:text:stat? 

:disp:wind2:text:stat? 

1 (on) or 0 (off) 



These commands enable and disable the text message modes. When enabled, a defined message 
(see previous command) will be shown on the top or bottom portion of the display. When dis- 
abled, the message will be removed from the display, and the Model 7001 will resume normal 
operation. 

A user defined text message remains displayed only as long as the instrument is in remote. Tak- 
ing the instrument out of remote (by pressing the LOCAL key or sending LOCAL 707), cancels 
the message and disables the text message mode. 



10 OUTPUT 707; “:disp:text:stat on; stat?” 

20 ENTER 707; A$ 

30 PRINT A$ 

40 END 

Line 10 Displays a defined user message (see previous command) on the top display, and then 
queries the state (on or off) of the display. 

Line 20 Addresses the 7001 to talk. 

Line 30 Displays (on the CRT) the state of the message mode (1; on). 



5-69 




IEEE-488 Reference 



.Display subsystem 



Parameters 

Short-form 

formats 

Defaults 

Query 

command 



Description 



Programming 

example 



:WINDow3 Command 
:GRATicule <b> 

: Display :WINDow3:GRATicule <b> Control LED Graticule 



<b> = 0 or OFF Disable LED Graticule 



= 1 or ON Enable LED Graticule 



:disp:wind3:grat <b> 



Power-up ON 

*RST ON 

:SYSTem;PRESet ON 



:GRATicule? 

Short-form format: 
Response message: 



Query state of LED Graticule 

:disp:wind3:grat? 

1 (on) or 0 (off) 



This command is used to control the LED Graticule. When enabled, all available channels are 
denoted by channel LEDs that are turned on (dimly lit or brightly lit). Channels not available 
are denoted by channel LEDs that are turned off. 

Contrast between on and off LEDs can be increased by disabling the LED Graticule. When dis- 
abled, there is no dimply lit state for the LEDs. An LED that would normally be dimly lit is in- 
stead turned completely off. Each LED is either off or brightly lit. 



NOTE 

If the main CPU firmware is not compatible with the LED display firm- 
ware, the following error will occur when trying to disable the LED Grat- 
icule. 

ERROR:ID CODE = -1-551 
Incorrect software revision 

If this error should occur, contact Keithley to resolve the firmware incom- 
patibility. 



10 OUTPUT 707; “:disp:wind3:grat on; grat?” 
20 ENTER 707; A$ 

30 PRINT A$ 

40 END 
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Line 10 Disables the LED Graticule and then queries the state of the LED Graticule. 
Line 20 Addresses the 7001 to talk. 

Line 30 Displays (on the CRT) the state of the LED Graticule (0; off). 



:SMESsage <b> 

:DISPlay:SMESsage <b> Control status messages 



<b> = 0 or GEE 
= 1 or ON 



Disable status messages 
Enable status messages 



;disp:smes <b> 



Power-up 

*RST 

:SYSTem;PRESet 



Saved power-on setup 

OPE 

OEE 



:SMESsage? 
Short-form formats: 
Response message: 



Query state of status message mode 
:disp:smes? 

1 (on) or 0 (off) 



This command is used to enable/disable the status message mode for the Model 7001. The status 
message mode is a diagnostic tool that provides real-time messages that relate to the current op- 
erating state of the instrument. When the status message mode is disabled, only the error events 
(EE) in Table 4-1 will be reported to the display. 

10 OUTPUT 707; “:disp:smes on; smes?” 

20 ENTER 707; A$ 

30 PRINT A$ 

40 END 

Line 10 Enables the status message mode, and then queries the state of the message mode. 
Line 20 Addresses the 7001 to talk. 

Line 30 Displays the state of the status message mode (1; on). 
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:ENABle <b> 

:DISPlay:ENABle <b> Control display circuitry 



<b> = 0 or OFF Disable display circuitry 
= 1 or ON Enable display circuitry 



:disp;enab <b> 



Power-up ON 

*RST No effect 

:SYSTem:PRESet No effect 



:ENABle? 
Short-form formats: 
Response message: 



Query state of display 
:disp:enab? 

1 (on) or 0 (off) 



This command is used to enable and disable the front panel display circuitry. Disabling the dis- 
play circuitry allows the instrument to operate at a higher speed. While disabled, the display will 
be frozen with the following message: 

ERONT PANEL DISABLED 
Press LOCAL to resume. 

As reported by the message, all front panel controls (except LOCAL) will be disabled. Normal 
display operation can be resumed by using the :ENABle command to enable the display or by 
putting the Model 7001 into local. 



10 OUTPUT 707; “:disp:enab off; enab?” 

20 ENTER 707; A$ 

30 PRINT A$ 

40 END 

Line 10 Disables the display, and then queries the state of the display. 

Line 20 Addresses the 7001 to talk. 

Line 30 Displays (on the CRT) the programmed state of the display (0; off). 
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The OUTPut subsystem is used to set polarities for the digital output port. Commands in this subsystem are summarized in Table 
5-7. 



Table 5-7 

OUTPut command summary 



Command 


Description 


:OUTPut 




:TTL[1] 


Path to set polarity of digital output line 1 : 


:LSENse <name> 


Select polarity; active high (AHIGh) or active low (ALOW). 


:LSENse? 


Query polarity of line 1 . 


:TTL2 


Path to set polarity of digital output line 2: 


:LSENse <name> 


Select polarity; active high (AHIGh) or active low (ALOW). 


:LSENse? 


Query polarity of line 2. 


:TTL3 


Path to set polarity of digital output line 3: 


:LSENse <name> 


Select polarity; active high (AHIGh) or active low (ALOW). 


:LSENse? 


Query polarity of line 3. 


:TTL4 


Path to set polarity of digital output line 4; 


:LSENse <name> 


Select polarity; active high (AHIGh) or active low (ALOW). 


:LSENse? 


Query polarity of line 4. 



Notes: 

1 . Brackets ([ ]) are used to denote optional character sets. These optional characters do not have to be included in the program message. Do not use 
brackets ([ ]) in the program message. 

2. Angle brackets (< >) are used to indicate parameter type. Do not use angle brackets (< >) in the program message. 

3. Upper case characters indicate the short-form version for each command word. 

4. At least one space is required between a command word and the parameter. 



:LSENse <name> 



OUTPut:TTL[ 1] :LSENse 
OUTPut:TTL2:LSENse 
OUTPut:TTL3:LSENse 
OUTPut:TTL4:LSENse 



<name> 


Set polarity of line #1 


<name> 


Set polarity of line #2 


<name> 


Set polarity of line #3 


<name> 


Set polarity of line #4 



Parameters 



<name> = AHIGh 
= ALOW 



Set polarity of specified line to active high. 
Set polarity of specified line to active low. 



Short-form 

formats 



:outp;ttl:lsen <name> 
:outp;ttl2:lsen <name> 
:outp:ttl3:lsen <name> 
:outp;ttl4:lsen <name> 



Defaults Power-up Active high 

*RST No effect 

:SYSTem:PRESet No effect 
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:LSENse? 
Short-form formats: 



Response message: 



Query polarity of specified line 

:outp:ttl:lsen? 

:outp:ttl2:lsen? 

:outp:ttl3:lsen? 

:outp:ttl4:lsen? 

AHIGorALOW 



These commands are used to set the polarity of the digital output lines. When set for active high 
(AHIGh) polarity, the specihed output line is true (ON) when the output level is high. The output 
line is false (OFF) when the output level is low. 

When set for active low (AFOW) polarity, the output line is true (ON) when the output level is 
low. The output line is false (OFF) when the output level is high. 



10 OUTPUT 707; “:outp:ttl:lsen alow; Isen?” 
20 ENTER 707; A$ 

30 PRINT A$ 

40 END 

Fine 10 Sets the polarity of line #1 to active low. 
Fine 20 Addresses the 7001 to talk. 

Fine 30 Displays the polarity of line #1 (AFOW). 
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The ROUTe subsystem is used to control signal routing through the switch system and is summarized in Table 5-8. The brackets 
indicate that :ROUTe is optional and need not be included in the command message. 



Table 5-8 

ROUTe command summary 



Command 


Description 


Reference 


[:ROUTe] 






:CLOSe <list> 


Close specified channels. 


5.13.1 




STATe? 


Query list of closed channels. 






CLOSe? <list> 


Query state of specified channels (1 = closed, 0 = open). 






OPEN <list>IALL 


Open specified (or all) channels. 


5.13.2 




OPEN? <list> 


Query state of specified channels (1 = open, 0 = closed). 






SCAN <list> 


Define scan list. 


5.13.3 




POINts? 


Query number of channels in scan list. 






SCAN? 


Query scan list. 






ECHannels <list> 


Specify channels that cannot be closed. 


5.13.4 




ECHannels? 


Query channels that cannot be closed. 






CONEigure 


Configuration command path; 






BBMake <b> 


Enable (1 or ON) or Disable (0 or OEE) Break-Before-Make switch- 


5.13.5 








ing. 






BBMake? 


Query Break-Before-Make. 






SCHannel <b> 


ENable (1 or ON) or Disable (0 or OEE) Single Channel. 


5.13.6 




SCHannel? 


Query Single Channel. 






CPAir <b> 


Enable (1 or ON) or Disable (0 or OEE) Card Pair. 


5.13.7 




CPAir? 


Query Card Pair. 






SLOTX 


Path to configure SLOT X (X = [1] or 2): 








CTYPe <name> 


Assign card ID number for specified slot. 


5.13.8 






CTYPe? 


Query card ID number for specified slot. 








POLE <NRf> 


Select pole mode (1, 2 or 4) for specified slot. 


5.13.9 






POLE? 


Query pole mode for specified slot. 








STIMe <n> 


Specify delay (0 to 99999.999 sec) for specified slot. 


5.13.10 






STIMe? 


Query delay for specified slot. 




:MEMory 


Path to program memory: 






SAVE M<num> 


Saves channel pattern at memory location (1-100). 


5.13.11 




RECall M<num> 


Recalls channel pattern from memory location (1-100). 


5.13.12 



Notes: 

1 . Brackets ([ ]) are used to denote optional character sets. These optional characters do not have to be included in the program message. Do not use brack- 
ets ([ ]) in the program message. 

2. Angle brackets (< >) are used to indicate parameter type. Do not use angle brackets (< >) in the program message. 

3. Upper case characters indicate the short-form version for each command word. 

4. At least on space is required between a command word and the parameters. 
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5.13.1 

Parameter 

Short-form 

formats 

Defaults 

Query 

command 

Description 



iCLOSe <li^ 

[:ROUTe]:CLOSe <list> Close specified channels 



<list> = (@ chanlist) 

where; chanlist is the specified list of channels (channel list) to be closed. 



:clos (@ chanlist) 



Power-up 

*RST 

:SYSTem:PRESet 



All channels open 
No effect 
No effect 



:CLOSe? <list> 
Short-form formats: 
Response message: 



Query state of specified channels. 
:clos? (@ chanlist) 

1 = specified channel(s) closed. 

0 = specified channel(s) not closed. 



The :CLOSe command is used to close the channel(s) specified by the channel list (chanlist) in 
the <list> parameter. The following examples demonstrate various forms for expressing channel 
entries for a chanlist. 

Chanlist 



1!2!4 

2!36 

1!6, 1!18, 2!3!6 
1 ! 2 : 1!10 
1!2:1!10, 2!3!6 
1!30;1!40, 2!1:2!10 

1!4!1;1!4!10, 2!1!1:2!4!10 

M36 



Single channel (Slot 1, Row 2, Column 4). 

Single channel (Slot 2, Channel 36). 

Multiple channels separated by commas. 

Range of channels (2 through 10). 

Range entry and single entry separated by commas. 
Range of multiplex channels (last 10 channels on card 1, 
first 10 channels on card 2). 

Range of matrix channels (10 columns of row 4 on card 1, 
10 columns of row 1 on card 2). 

Channel pattern stored at memory location M36. 



The :CLOSe? <list> query command is used to determine the state (closed or not closed) of each 
specified channel. After sending this command and addressing the Model 7001 to talk, the val- 
ues for the specified channels will be sent to the computer. A value of “1 ” indicates that the chan- 
nel is closed, and a “0” indicates that the channel is not closed (open). 



For example, assume channels 2, 3 and 6 are closed and the following query command is sent: 



:clos? (@1:10) 
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After addressing the Model 7001 to talk, the following response message will be sent to the 
computer: 

0 , 1 , 1 , 0 , 0 , 1 , 0 , 0 , 0,0 



This example assumes that all channels are initially open. 

10 OUTPUT 707; “:clos (@ 1 !2, 1 !3, 1 !6); clos? (@ 1!1:1!10)” 
20 ENTER 707; A$ 

30 PRINT A$ 

40 END 

Line 10 Closes channels 2, 3 and 6, and then queries all ten channels. 
Line 20 Addresses the Model 7001 to talk. 

Line 30 Displays the state of all ten channels (0,1,1,0,0,1, 0,0,0,0). 



iSTATe? 

[:ROUTe]:CLOSe:STATe? Query closed channels 



:clos:stat? 



This query command is used to request the channels that are currently closed. Eor example if 
channels 1!2!3 and 2!36 are closed, the following message will be sent to the computer after 
sending this command and addressing the Model 7001 to talk: 

(@1!2!3, 2!36) 

10 OUTPUT 707; “:clos (@ 1!1, 1!5:1!10); clos:stat?” 

20 ENTER 707; A$ 

30 PRINT A$ 

40 END 

Line 10 Two commands on this line. CLOSe closes the listed channels and STATe? queries 
the list of closed channels. 

Line 20 Addresses the Model 7001 to talk. 

Line 30 Displays (on the CRT) the list of closed channels. 
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5.13.2 

Parameters 

Short-form 

formats 

Defaults 

Query 

command 

Description 



;OPEN <list>|ALL 

[:ROUTe]:OPEN <list>IALL Open specified (or all) channels 

<list> = (@ chanlist) Open listed channels 

ALL Open all channels 

where; chanlist is the specihed list of channels (channel list) to be opened. 



:open (@ chanlist) 
:open all 




Power-up 


All channels open 


*RST 


No effect 


:SYSTem;PRESet 


No effect 


:OPEN? <list> 


Query state of specihed channels. 


Short-form formats: 


:open? (@ chanlist) 


Response message: 


1 = specihed channel(s) open. 

0 = specihed channel(s) not open. 



The :OPEN command is used to open one or more channels. The <list> parameter is used to 
dehne a channel list (chanlist) the specihes which channels to open. The ALL parameter is used 
to simply open all channels. 

The following examples demonstrate various forms for expressing channel entries for a chanlist. 

Chanlist 



1!2!4 

2136 

1!6, 1!18, 2!3!6 
1!2:1!10 
1!2:1!10, 2!3!6 
1!30;1!40, 2!1:2!10 

1!4!1;1!4!10,2!1!1:2!1!10 

M36 



Single channel (Slot 1, Row 2, Column 4). 

Single channel (Slot 2, Channel 36). 

Multiple channels separated by commas. 

Range of channels (2 through 10). 

Range entry and single entry separated by commas. 
Range of multiplex channels (last 10 channels on card 1, 
hrst 10 channels on card 2). 

Range of matrix channels (10 columns of row 4 on card 1, 
10 columns of row 1 on card 2). 

Channel pattern stored at memory location M36. 



The :OPEN? <list> query command is used to determine the state (open or not open) of each 
specihed channel. After sending this command and addressing the Model 7001 to talk, the val- 
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formats 

Defaults 
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command 

Description 



ues for the specified channels will be sent to the computer. A value of “1” indicates that the 
channel is open, and a “0” indicates that the channel is not open (closed). 

For example, assume channels 2, 3 and 6 are open and the following query command is sent: 

:open? (@ 1:10) 

After addressing the Model 7001 to talk, the following response message will be sent to the 
computer: 

0 , 1 , 1 , 0 , 0 , 1 , 0 , 0 , 0,0 



This example assumes that all channels are closed. 

10 OUTPUT 707; “:open (@ 1 !2, 1 !3, 1 !6); open? (@ 1!1:1!10)” 
20 ENTER 707; A$ 

30 PRINT A$ 

40 END 

Line 10 Open channels 2, 3 and 6, and then queries all ten channels. 
Line 20 Addresses the Model 7001 to talk. 

Line 30 Displays the state of all ten channels (0,1,1,0,0,1, 0,0,0,0). 



;SCAN <list> 

[:ROUTe]:SCAN <list> Define scan list 



<list> = (@ scanlist) 

where; scanlist is the specified list of channels (scan list) to be scanned. 



:scan (@ scanlist) 



Power-up 

*RST 

:SYSTem:PRESet 



Last defined scan list 
No effect 
No effect 



:SCAN? 

Short-form formats: 
Response message: 



Query scan list 
:scan? 

Currently defined scan list 



The :SCAN command is used to define a scan list. The list of channels to be scanned (scanlist) 
are included in the <list> parameter. 
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The following examples demonstrate various forms for expressing channel entries for a scanlist. 
Scanlist 

1 !6, 1 ! 18, 2!3 !6 Multiple channels separated by commas. 

1 !2: 1 ! 10 Range of channels (2 through 10). 

1 !2: 1 ! 10, 2!3!6 Range entry and single entry separated by commas. 

1!30:1!40, 2!1:2!10 Range of multiplex channels (last 10 channels on card 1, 

first 10 channels on card 2). 

1!4!1:1!4!10, 2!1!1:2!1!10 Range of matrix channels ( 1 0 columns of row 4 on card 1 , 

10 columns of row 1 on card 2). 

M36 Channel pattern stored at memory location M36. 



The Scan List is not lost (cleared) after the instrument is turned off. However, the Scan List is 
cleared if a channel in the Scan List becomes unavailable or restricted. 



:POINts? 

[:ROUTe]:SCAN:POINts? Query scan list length 



:scan:poin? 



This query command is used to request the number of channels in the scan list. A channel pattern 
(i.e. Ml) in the scan list is counted as one channel. For example, assume the following scan list: 

(@ 1!1:1!5, mo, M2) 

After the POINt? command is sent and the Model 7001 is addressed to talk, the following mes- 
sage will be sent to the computer: 

7 

The “7” indicates that the scan list length is seven channels. 

10 OUTPUT 707; “:scan (@ 1 !2, 1 !4); scan:poin?” 

20 ENTER 707; A$ 

30 PRINT A$ 

40 END 

Line 10 :SCAN defines the scan list and POINts? queries the number of channels in the scan 
list. 

Line 20 Addresses the 7001 to talk. 

Line 30 Displays (on the CRT) the number of channels (2) in the scan list. 
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;FCHannels <list> 

[:ROUTe]:FCHannels <list> Define “forbidden” channel list 



<list> = (@ forblist) 

where; forblist is the specified list of “forbidden” channels that cannot be closed. 



:fch (@ forblist) 



Power-up 

*RST 

:SYSTem:PRESet 



Last defined “forbidden” channel list 
No effect 
No effect 



:FCHannels? 
Short-form formats: 
Response message: 



Query “forbidden” channel list 
:fch? 

List of “forbidden” channels 



The :LCHannels <list> command is used to define a list of channels that cannot be closed. The 
following examples demonstrate various forms for expressing a forblist: 

Forblist 



m 

1!6, 1!18, 2!3!6 
1!2:1!10 
1!2:1!10, 1!20 
M36 



Single channel (Slot 1, Channel 1). 

Channels separated by commas. 

Range of channels (2 through 10). 

Range entry and single entry separated by commas. 
Channel pattern stored at memory location M36. 



A “forbidden” channel list can be cancelled by sending an empty forblist as follows: 



:fch (@) 



If you specify a channel to be restricted and it is already included in the Scan List and/or a Chan- 
nel Pattern, then the entire Scan List and/or Channel Pattern is cleared (lost). 



10 OUTPUT 707; “:fch (@ 1!1, 1!4); fch?” 

20 ENTER 707; A$ 

30 PRINT A$ 

40 END 

Line 10 Dehne the “forbidden” channel list and query the the list. 
Line 20 Address the Model 7001 to talk. 

Line 30 Display the list. 
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5.13.6 

Parameters 

Short-form 

formats 



:CONFigure Commands: 

;BBMake <b> 

[:ROUTe]:CONFigure:BBMake <b> Control Break-Before-Make switching 



<b> = 0 or OFF 
= 1 or ON 



Disable Break-Before-Make switching 
Enable Break-Before-Make switching 



Power-up 

*RST 

:SYSTem:PRESet 



Saved power-on setup 

On 

On 



:BBMake? 
Short-form formats: 
Response message: 



Query Break-Before-Make 
:conf:bbm? 

1 (on) or 0 (off) 



When scanning, recalling saved channel patterns or in the Single Channel mode, enabling 
Break-Before-Make will assure that the currently closed channel will open before the next chan- 
nel closes. 

When Break-Before-Make is disabled, the assurance that the current channel will open before 
the next channel closes is lost. In other words, two channels could momentarily be closed at the 
same time. An advantage to disabling Break-Before-Make is an increase in speed. 



10 OUTPUT 707; “:conf:bbm off; bbm?” 

20 ENTER 707; A$ 

30 PRINT A$ 

40 END 

Line 10 Disables Break-Before-Make and then queries its status. 
Line 20 Addresses the 7001 to talk. 

Line 30 Displays the status of Break-Before-Make (0; off). 



;SCHannel <b> 

[:ROUTe]:CONFigure:SCHannel <b> Control Single Channel mode 



<b> = 0 or OLE Disable Single Channel mode. 
= 1 or ON Enable Single Channel mode. 



:conf:sch <b> 
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5.13.7 

Parameters 

Short-form 

format 

Defaults 

Query 

command 



Power-up Saved power-on setup 

*RST Off 

:SYSTem;PRESet Off 



:SCHannel? Query status of Single Channel 

Short-form formats: :conf:sch? 

Response message: 0 (off) or 1 (on) 

The Single Channel mode (when enabled) is used to prevent more than one channel from clos- 
ing at a time. When a single channel is closed, the previous closed channel will open. This en- 
sures that even with random channel closures, only one channel can be closed at a time. 
Toggling the Single Channel mode from off to on causes all channels to open. For complete de- 
tails on Single Channel, see Section 4. 



10 OUTPUT 707; “:conf:sch on; sch?” 

20 ENTER 707; A$ 

30 PRINT A$ 

40 END 

Line 10 Enables Single Channel and then queries its status. 
Line 20 Addresses the 7001 to talk. 

Line 30 Displays the status of Single Channel (1; on). 



:CPAir <b> 

[:ROUTe]:CONFigure:CPAir <b> Control Card Pair 



<b> = 0 or OFF Disable Card Pair. 
= 1 or ON Enable Card Pair. 



:conf:cpa <b> 




Power-up 


Saved power-on setup 


*RST 


Disables Card Pair 


:SYSTem:PRESet 


Disables Card Pair 


:CPAir? 


Query status of Card Pair 


Short-form format: 


:conf:cpa? 


Response message: 


0 (off) or 1 (on) 
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With Card Pair enabled, the corresponding channels of the two slots are controlled concurrently. 
For example, when channel 5 of CARD 1 (Slot 1) is closed, channel 5 of CARD 2 (Slot 2) is 
also closed. 

Card Pair can only be enabled for similar type cards. For example, you will not be able to enable 
Card pair if a multiplexer card is installed in Slot 1 and a matrix card is installed in Slot 0. 

If enabling Card Pair adds a restricted channel to the Scan List and/or a Channel Pattern, then 
the entire Scan List and/or Channel Pattern is cleared (lost). 



10 OUTPUT 707; “xonfxpa on; cpa?” 

20 ENTER 707; A$ 

30 PRINT A$ 

40 END 

Line 10 Enables Card Pair and then queries its status. 
Line 20 Addresses the 7001 to talk. 

Line 30 Displays the status of Card Pair (1; on). 



:CTYPe <name> 

[:ROUTe]:CONFigure:SLOT[l]:CTYPe <name> Assign card ID number for SLOT 1 

[:ROUTe]:CONFigure:SLOT2:CTYPe <name> Assign card ID number for SLOT 2 



<name> 



C7052 


<name> = C7067 


C7053 


= C7152 


C7054 


= C7153 


C7056 


= C7154 


C7057 


= C7156 


C7058 


= C7158 


C7059 


= C7164 


C7061 


= C7166 


C7062 


= C7168 


C7063 


= C7169 


C7064 


= C7402 


C7065 


= C9990 


C7066 


= C9991 



xonLslotxtyp <name> 
xonf:slot2xtyp <name> 



Power-up 

*RST 

:SYSTem;PRESet 



Each slot uses the last programmed type, or a 701X card type that is de- 
tected. 

No effect 
No effect 
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5.13.9 

Parameters 

Short-form 

formats 

Defaults 



:CYTPe? 

Short-form formats: 
Response message: 



Query card ID assignment for specified slot. 
:conf:slot:ctyp? 

:conf:slot2:ctyp? 

Assigned card ID (e.g. C7156) 



After installing a non-701X series card in a mainframe slot, use the :CYTPe command to assign 
the ID (identification) number (type) for that slot. For example, if a Model 7156 card is installed 
in Slot 1, send type parameter C7156 with the command. 

Type C9990 or C9991 can be used to assign a slot as a card simulator. By assigning C9990, the 
instrument will operate as if a 40 channel switch card were installed in the specified slot. By 
assigning C9991, the instrument will operate as if a 4 x 10 matrix were installed. 

A slot assignment change could make a channel that is currently included in the Scan List and/ 
or a Channel Pattern unavailable. The unavailable channel causes the Scan List and/or the af- 
fected Channel Pattern to clear. 



This program assumes that Slot 1 is empty. 

10 OUTPUT 707; “:conf:slotl:ctyp C9990; ctyp?” 

20 ENTER 707; A$ 

30 PRINT A$ 

40 END 

Line 10 Assigns simulator C9990 to Slot 1 and then queries the model number. 
Line 20 Addresses the 7001 to talk. 

Line 30 Displays the card ID number assigned to Slot 1 (C9990). 



:P0 LE <N Rf> 

[:ROUTe]:CONFigure:SLOT[l]:POLE <NRf> Select pole mode for card in Slot 1 

[:ROUTe]:CONFigure:SLOT2:POLE <NRf> Select pole mode for card in Slot 2 

<NRf>= 1 Select 1-pole mode 

= 2 Select 2-pole mode 

= 4 Select 4-pole mode 

:conf:slot:pole <NRf> 

:conf:slot2:pole <NRf> 

Power-up Last selected pole mode for each slot 

*RST No effect 

:SYSTem:PRESet No effect 
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Query 

command 



Description 



Programming 

example 



;POLE? 

Short-form formats: 
Response message: 



Query pole mode for specified slot 
:conf:slot:pole? 

:conf:slot2:pole? 

1(1 -pole mode) 

2 (2-pole mode) 

4 (4-pole mode) 



Some cards have the capability to operate as more than one switch type. For example, the Model 
7011 multiplexer card can be used for 40-channel, 2-pole switching, or for 20-channel, 4-pole 
switching. 

The switch cards that have an additional pole mode capability are summarized as follows: 

Pole Mode: 



Card 


1-Pole 


2-pole 


7011 


N/A 


40 channels 


7056 


20 channels 


10 channels 


7156 


20 channels 


10 channels 



4-pole 

20 channels 

N/A 

N/A 



Keep in mind that the card must be wired appropriately for the selected pole mode. For more 
information on Pole-Mode, see Section 4 of this manual. 

The factory default is the 2-pole mode for all cards. The :POFE command is used to select an 
alternate pole mode for the card in the specihed slot. An invalid pole mode cannot be selected 
and will result in an error message. 



Changing the pole mode for a slot could cause a channel to become unavailable. As can be seen 
from the above table for the Model 7011 mux card, 20 channels become unavailable when 
changing from 2-pole to 4-pole operation. If one or more of these unavailable channels were in- 
cluded in the Scan Fist and/or in a Channel Pattern, then the entire Scan Fist and/or affected 
Channel Pattern will be lost (cleared). 



10 OUTPUT 707; “:conf:slot:pole 4; pole?” 

20 ENTER 707; A$ 

30 PRINT A$ 

40 END 

Line 10 Selects the 4-pole mode for Slot 1 and then queries the pole mode. 
Line 20 Addresses the 7001 to talk. 

Line 30 Displays the pole mode for Slot 1 (4). 
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5.13.10 



Parameters 

Short-form 

formats 

Defaults 

Query 

commands 



Description 



Programming 

example 



:STIMe <n> 

[:ROUTe]:CONFigure:SLOT[l]:STIMe <n> Set delay for Slot 1 
[:ROUTe]:CONFigure:SLOT2:STlMe <n> Set delay for Slot 2 



<n> = 0 to 99999.999 
= DEFault 
= MINimum 
= MAXimum 

:conf:slot:stim <n> 
:conf:slot2:stim <n> 



Settling time in seconds 
0 sec 
0 sec 

99999.999 sec 



Power-up 


0 sec 


*RST 


0 sec 


:SYSTem:PRESet 


0 sec 



STIMe? 

STIMe? DEFault 
STIMe? MINimum 
STIME? MAXimum 



Query programmed delay for specified slot 
Query *RST default delay 
Query minimum delay 
Query maximum delay 



Short-form formats: 


:conf: slot: stim? 
:conf: slot: stim? 


def 


:conf:slot2:stim? 

:conf:slot2:stim? 


def 




:conf: slot: stim? 


min 


:conf:slot2:stim? 


min 




:conf: slot: stim? 


max 


:conf:slot2:stim? 


max 



Response message: 



0 to 99999.999 



An internally set relay settling time is provided to allow for switch bounce when it closes. At 
power-up, a settling time is automatically set based on the acquired identification information 
from the card. The : STIMe command allows you to increase the delay for each slot. 



The delay value can be entered using the exponent form. For example, instead of sending a pa- 
rameter value of 2000 (seconds), you can instead send 2E3. To cancel this delay, send this com- 
mand using a parameter value of 0. 



For complete information on this delay, see DEFAY in Section 4. 



10 OUTPUT 707; “:conf:slot:stim 10; stim?” 

20 ENTER 707; A$ 

30 PRINT A$ 

40 END 

Line 10 Sets a 10 second delay for Slot 1 and then queries the delay period. 
Line 20 Addresses the 7001 to talk. 

Line 30 Displays the delay period (10). 



5-87 




IEEE-488 Reference 



[:ROUTe] subsystem 



5.13.11 

Parameter 

Short-form 

formats 

Defaults 

Description 



Programming 

example 



5.13.12 

Parameter 

Short-form 

formats 

Description 



;M EMory Commands 
iSAVE M<num> 

[:ROUTe]:MEMory:SAVE M<num> Save current channel pattern at specified memory location 



<num> = a whole number from 1 to 100 Specify memory location 



:mem:save M<num> 



Power-up No effect 

*RST No effect 

;SYSTem PRESet No effect 



This command is used to save (store) the current channel pattern at a memory location. For ex- 
ample, if channels 1 ! 1, 1 !6, 1 !8 and 2!5 are currently closed, you can save that channel pattern 
to memory location 36. When M36 is later recalled or scanned, the four channels of that channel 
pattern will close, and all other channels will open. 

Up to 100 channel patterns can be saved in memory locations 1 to 100. A channel pattern can 
be recalled from memory using the :RECall command. 



A Channel Pattern is not lost (cleared) after the instrument is turned off. However, a Channel 
Pattern is cleared if a closed channel in the pattern becomes unavailable or restricted. 

OUTPUT 707; “:clos (@ 1!1:1!10)” ! Closes ch 1-10 of Slot 1 

OUTPUT 707; “:mem:save M36” ! Saves pattern to M36 

1st Line Closes channels 1-10 of Slot 1. 

2nd Line Saves channel pattern to memory location 36. 



;RECall M<num> 

[:ROUTe]:MEMory:RECall M<NRf> Recall channel pattern from memory 



<num> = 1 to 100 Specify memory location 



:mem:rec M<num> 



This command is used to recall a channel pattern stored at a memory location. Channel patterns 
can be recalled from memory locations 1 to 100. As soon as the channel pattern is recalled, chan- 
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nels will immediately close and/or open as dictated by the channel pattern. The front panel 
channel status display will also update to reflect the channel pattern. 

The Model 7001 is shipped from the factory with blank channel patterns stored in all 100 mem- 
ory locations. A blank channel pattern has no closed channels. All channels for both slots will 
open. 

Channel patterns can be stored in memory using the :SAVe command. 



Programming 

example 



OUTPUT 707; “:mem:rec M24” 

Recall channel pattern from memory location 24. 
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5.14 Sense Subsystems 

The Sense subsystems are used to read digital input ports. The :SENSel Subsystem is used to read the built-in digital input lines. 
The :SENSe2 and ;SENSe3 Subsystems are used to read the inputs of digital cards installed in slots 1 and 2 respectively. 



Table 5-9 

SENSe command summary 



Command 


Description 


:SENSe[l] 

:TTL[1] 

;DATA? 


Command path to read internal input line. 
Read internal digital input line. 


:SENSe2 
;DATA? <list> 


Command path: 

Read specihed input channels for slot 1 . 


:SENSe3 
;DATA? <list> 


Command path: 

Read specihed input channels for slot 2. 



Notes: 

1. Brackets ([ ]) are used to denote optional character sets. These optional characters do not 
have to be included in the program message. Do not use brackets ([ ]) in the program mes- 
sage. 

2. Angle brackets (< >) are used to indicate parameter type. Do not use angle brackets (< >) in 
the program message. 

3. Upper case characters indicate the short-form version for each command word. 

4. At least one space is requred between a command word and the parameter. 



Short-form 

formats 

Description 



Programming 

example 



:SENSe[l] Subsystem 
:TTL[1]:DATA? 

:SENSe[l]:TTL[l]:DATA? Read internal input port 

:sens:ttl:data? 



This command is used to read the single line of the digital input port. After sending this com- 
mand and addressing the Model 7001 to talk, a value indicating the status of the port will be sent 
to the computer. 

A value of “1” indicates that the input port is high (ON), and a value of “0” indicates that the 
port is low (OFF). 

10 OUTPUT 707; “:sens:ttl;data?” 

20 ENTER 707; A$ 

30 PRINT A$ 

40 END 

Line 10 Read the input port. 

Line 20 Addresses the 7001 to talk. 

Line 30 Displays the status of the input port (0 or 1). 
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Sense Subsystems 



Parameter 

Short-form 

formats 

Description 



Programming 

example 
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:SENSe2 and :SENSe3 Subsystems 
:DATA? <list> 

:SENSe2:DATA? <list> Read specified inputs of slot 1 

:SENSe3:DATA? <list> Read specified inputs of slot 2 

<list> = (@ chanlist) 

where: chanlist is the specified list of input channels to be read. 

:sens2:data? 

:sens3:data? 

These commands are used to read the specified inputs of digital I/O cards installed in the slots 
of the mainframe. After sending one of these commands and addressing the Model 7001 to talk, 
a value indicating the status of each specified input channel is sent to the computer. A value of 
“1” indicates that the input channel is high (on) and a value of “0” indicates that the input chan- 
nel is low (off). 

The conventional form for the <list> parameter includes the slot and input channel number. 
However, for these commands, you do not need to include the slot number. For example, you 
can send either of the following two commands to read input channel 23 of slot 2: 

:SENSe3:DATA? (@2!23) or :SENSe3:DATA? (@23) 

After the mainframe is addressed to talk, the response message will indicate the state of the input 
channel 23 of slot 2. 

In another example, you can send either of the following two commands to read all 40 input 
channels of an FO card in slot 2: 

:SENSe3:DATA? (@ 1!1:1!40) or :SENSe3:DATA? (@ 1:40) 

The response message will include a “0” (off) or “1” (on) for each of the 40 input channels (i.e. 

“0, 0, 0, 1,0... 1”). 

You can send up to two of the query commands in the same program message. Eor example, the 
following program message is valid: 

:sense2:data? <list>; :sens3:data? <list> 

Sending three or more of these queries in the same program message will cause the Model 7001 
to lock up and will require that you send an lEC and then a DCL to restore operation. 

Send one of these query commands for a slot which does not have an I/O card installed will re- 
sult in the following error message: 

ERROR: ID CODE = -241 
Hardware missing 

10 OUTPUT 707; “:sens3:data? (@36)” 

20 ENTER 707; A$ 

30 PRINT A$ 

40 END 

Line 10 Reads input channel 36 of slot 2. 

Line 20 Addresses the mainframe to talk. 

Line 30 Displays the status of channel 36. 
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5.15 ;S0 U Rce Subsystem 

This subsystem is used to set the logic level (true or false) of each digital output line. The commands for this subsystem are 
summarized in Table 5-10. 



Table 5-10 

SOURce command summary 



Command 


Description 


: SOURce 




:TTL[1] 


Digital output line #1. 


[:LEVel] <b> 


Set line true (1 or ON) or false (0 or OEE) 


[:LEVel]? 


Query state of digital output line. 


:TTL2 


Digital output line #2. 


[:LEVel] <b> 


Set line true (1 or ON) or false (0 or OEE) 


[:LEVel]? 


Query state of digital output line. 


:TTL3 


Digital output line #3. 


[:LEVel] <b> 


Set line true (1 or ON) or false (0 or OEE) 


[:LEVel]? 


Query state of digital output line. 


;TTL4 


Digital output line #4. 


[:LEVel] <b> 


Set line true (1 or ON) or false (0 or OEE) 


[:LEVel]? 


Query state of digital output line. 



Notes: 

1. Brackets ([ ]) are used to denote optional character sets. These optional characters do not have to be included in the pro- 
gram message. Do not use brackets ([ ]) in the program message. 

2. Angle brackets (< >) are used to indicate parameter type. Do not use angle brackets (< >) in the program message. 

3. Upper case characters indicate the short-form version for each command word. 

4. At least one space is required between a command word and the parameter. 



[iLEVel] <b> 



SOURce:TTL[l]:[LEVel] <b> 
SOURce:TTL2:[LEVel] <b> 
SOURce:TTL3:[LEVel] <b> 
SOURce:TTL4:[LEVel] <b> 



Control digital output line #1 
Control digital output line #2 
Control digital output line #3 
Control digital output line #4 



Parameters 



<b> = 1 or ON 
= 0 or OFF 



Set output line true 
Set output line false 



Short-form 

formats 



:sour:ttl <b> 
:sour:ttl2 <b> 
:sour:ttl3 <b> 
:sour:ttl4 <b> 



Defaults 



Power-up 

*RST 

:SYSTem:PRESet 



OFF (all lines) 
No effect 
No effect 
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:SOURce Subsystem 



Query 

command 



Description 



Programming 

example 



[:LEVel]? 
Shortform formats: 



Response message: 



Query logic level of specified line 
:sour:ttl? 

:sour:ttl2? 

:sour:ttl3? 

:sour:ttl4? 

0 (false) or 1 (true) 



These commands are used to set the logic levels for the digital output port. The actual level (high 
or low) of a digital output line depends on its programmed polarity (see OUTPut Subsystem). 
If the polarity of a line is active -high, then that line will be high when it is set to be true (1 or 
ON), and low when it is set to be false (0 or OFF). Conversely, if the polarity is active-low, the 
line will be low when it is set to be true, and high when it is set to be false. 



10 OUTPUT 707; “:sour:ttl on; ttl?” 

20 ENTER 707; A$ 

30 PRINT A$ 

40 END 

Line 10 Sets output line #1 to true, and then queries the state of the output line. 
Line 20 Addresses the 7001 to talk. 

Line 30 Displays the state of output line #1 (1; on). 
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5.16 iSTATus Subsystem 

The status subsystem is used to control the status registers of the Model 7001. These registers and the overall status structure 
are explained in paragraph 5.6. 

The commands in this subsystem are summarized in Table 5-11. 



Table 5-11 

STATUS command summary 



Command 


Description 


Reference 


: STATUS 






:OPERation 


Path to control operation event registers: 




[:EVENt]? 


Query event register. 


5.16.1 




ENABle <NRf> 


Program the enable register. 


5.16.2 




ENABle? 


Query enable register. 






PTRansition <NRf> 


Program the positive transition register. 


5.16.3 




PTRansition? 


Query positive transition register. 






NTRansition <NRf> 


Program the negative transition register. 


5.16.4 




NTRansition? 


Query negative transition register. 






CONDition? 


Query condition register. 


5.16.5 




ARM 


Path to control arm event registers: 




[:EVENt]? 


Query event register. 


5.16.1 


:ENABle <NRf> 


Program the enable register. 


5.16.2 


:ENABle? 


Query enable register. 




:PTRansition <NRf> 


Program the positive transition register. 


5.16.3 


:PTRansition? 


Query positive transition register. 




:NTRansition <NRf> 


Program the negative transition register. 


5.16.4 


;NTRansition? 


Query negative transition register. 




:CONDition? 


Query condition register. 


5.16.5 


;SEQuence 


Path to control the sequence event registers: 




[:EVENt]? 


Query event register. 


5.16.1 


:ENABle <NRf> 


Program the enable register. 


5.16.2 


:ENABle? 


Query enable register. 




iPTRansition <NRf> 


Program the positive transition register. 


5.16.3 


:PTRansition? 


Query positive transition register. 




;NTRansition <NRf> 


Program the negative transition register. 


5.16.4 


:NTRansition? 


Query negative transition register. 




:CONDition? 


Query condition register. 


5.16.5 


:TRIGger 


Path to control trigger event registers: 




[:EVENt]? 


Query event register. 


5.16.1 


:ENABle <NRf> 


Program the enable register. 


5.16.2 


:ENABle? 


Query enable register. 




:PTRansition <NRf> 


Program the positive transition register. 


5.16.3 


:PTRansition? 


Query positive transition register. 




:NTRansition <NRf> 


Program the negative transition register. 


5.16.4 


;NTRansition? 


Query negative transition register. 




:CONDition? 


Query condition register. 


5.16.5 


:QUEStionable 


Path to control questionable event registers: 




[:EVENt]? 


Query the event register. 




:ENABle <NRf> 


Program the enable register. 




:ENABle? 


Query the enable register. 
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Table 5-11 (continued) 

STATUS command summary 



Command 


Description 


Reference 


.STATUS 






.QUEStionable 






;PTRansition <NRf> 


Program the positive transition register. 




;PTRansition? 


Query the positive transition register. 




;NTRansition <NRf> 


Program the negative transition register. 




:NTRansition? 


Query the negative transition register. 




:CONDition? 


Query the condition register. 




;PRESet 


Return status registers to default states. 


5.16.6 


:QUEue 


Path to access error queue: 


5.16.7 


[:NEXT]? 


Query most recent error message. 




:ENABle <list> 


Specify error and status messages for queue. 




:ENABle? 


Query enabled messages. 




:DISable <list> 


Specify messages not to be placed in queue. 




:DISable? 


Query disabled messages. 





Notes: 

1. Brackets ([ ]) are used to denote optional character sets. These optional characters do not have to be included in the program message. Do 
not use brackets ([ ]) in the program message. 

2. Angle brackets (< >) are used to indicate parameter type. Do not use angle brackets (< >) in the program message. 

3. Upper case characters indicate the short-form version for each command word. 

4. At least one space is required between a command word and the parameter. 

5. The Model 7001 does not implement the :QUEStionable status commands. They are included in this table only because they are part of the 
SCPI structure. 



5.16.1 



[lEVENt]? 

:STATus:OPERation[:EVENt]? 

:STATus:OPERation:TRIGger[:EVENt]? 

:STATus:OPERation:ARM[:EVENt]? 

:STATus:OPERation:ARM:SEQUENCE[:EVENt]? 



Query Operation Event Register 
Query Trigger Event Register 
Query Arm Event Register 
Query Sequence Event Register 



Short-form 

formats 



:stat:oper? 

:stat:oper:trig? 

:stat:oper:arm? 

:stat:oper:arm;seq? 



Defaults 



Power-up 

*CLS 

:STATus:PRESet 



Clears (0) all bits 
Clears (0) all bits 
No effect 



Description 



These query commands are used to query the event registers. After sending one of these com- 
mands and addressing the Model 7001 to talk, a decimal value is sent to the computer. The bi- 
nary equivalent of this value determines which bits in the appropriate register are set. The event 
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registers are shown in Figure 5-17 through Figure 5-20. Note that querying an event register 
clears the bits in that register. 

For example, assume that querying the Operation Event Register results in an acquired decimal 
value of 34. The binary equivalent is 0000 0000 0010 0010. For this binary value, bits B5 and 
B 1 of the Operation Event Register are set. 

The significance of a set bit in these registers depend on how the transition filter is programmed 
(see :PTRansition and iNTRansition commands). If an event is programmed for a positive tran- 
sition (PTR), the corresponding bit in this register will set when the event occurs (0 to 1 transi- 
tion). If the event is instead programmed for a negative transition (NTR), the bit will set when 
the event becomes not true (1 to 0 transition). 



Operation event register: 

Bit BO — Not used. 

Bit Bl, Settling (Set) — Set bit indicates that the scan is currently in the settling period for a 
relay (PTR) or the settling period has expired (NTR). 

Bits B2, B3 and B4 — Not used. 

Bit B5, Waiting for Trigger (Trig) — Set bit indicates that the instrument is waiting in the Trig- 
ger Layer of the trigger model (PTR) or that it has left the Trigger Layer (NTR). 

Bit B6, Waiting for Arm (Arm) — Set bit indicates that the instrument is waiting in an Arm 
Layer of the trigger model (PTR) or operation has passed from the arm layers into the trigger 
layer (NTR). 

Bits B7, B8 and B9 — Not used. 

Bit BIO, Idle — Set bit indicates that the instrument is in the idle state (PTR) or has left the idle 
state to perform a scan (NTR). 

Bits Bll through B15 — Not used. 
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Bit Position 


(B15 - Bit) 


BIO 


B9 


B8 


B7 


B6 


B5 


B4 


B3 


B2 


Bl 


BO 


Event 




Idle 


— 


— 


— 


Arm 


Trig 


— 


— 


— 


Set 


— 


Decimal Weighting 




1024 


_ 


_ 


_ 


64 


32 


_ 


_ 


_ 


2 


_ 




(210) 








( 26 ) 


(25) 








(2b 




Value 




0/1 


— 


— 


— 


0/1 


0/1 


— 


— 


— 


0/1 


— 



Value : 1 = Operation Event Set 

0 = Operation Event Cleared 



Events: Idle = Idle state of the 7001 
Arm = Waiting for Arm 
T rig = Waiting for T rigger 
Set = Settling 



Figure 5-1 7 

Operation Event Register 



Trigger Event Register: 
Bit BO — Not used. 



Bit Bl, Sequence 1 (Seql) — Set bit indicates that the instrument is in the Trigger Layer (PTR), 
or that the instrument has exited from the Trigger Layer (NTR). 



Bits B2 through B15 — Not used. 



Bit Position 


B15 - B2 


Bl 


BO 


Event 




Seql 


— 


Decimal Weighting 




2 

(21) 


— 


Value 




0/1 


— 



Value : 1 = Event Bit Set 

0 = Event Bit Cleared 

Events : Seq 1 = Sequence 1 



Figure 5-18 

Trigger Event Register 
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Arm Event Register: 

Bit BO — Not used. 

Bit Bl, Sequence 1 (Seql) — Set bit indicates that the instrument is in an arm layer (PTR), or 
that the instrument has exited from the arm layers (NTR). 

Bits B2 through B15 — Not used. 



Bit Position 


B15 - B2 


Bl 


BO 


Event 




Seql 


— 


Deoimal Weighting 




2 

(21) 


— 


Value 




0/1 


— 



Value : 1 = Event Bit Set 

0 = Event Bit Cleared 

Event : Seq 1 = Sequence 1 



Figure 5-19 

Arm Event Register 



Sequence Event Register: 

Bit BO — Not used. 

Bit Bl, Layer 1 (Layl) — Set bit indicates that instrument operation is in Arm Layer 1 (PTR), 
or that operation has exited from Arm Layer 1 (NTR). 

Bit B2, Layer 2 (Lay2) — Set bit indicates that instrument operation is in Arm Layer 2 (PTR), 
or that operation has exited from Arm Layer 2 (NTR). 

Bits B3 through B15 — Not used. 
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Programming 

example 



5.16.1 



Parameters 



Short-form 

formats 



Bit Position 
Event 

Decimal Weighting 
Value 



B15 - B3 


B2 


B1 


BO 




Lay2 


Layl 


— 




4 


2 






(22) 


(2p 






0/1 


0/1 


— 



Value : 1 = Event Bit Set 

0 = Event Bit Cleared 



Event : Layl = Layer 1 
Lay2 = Layer 2 



Figure 5-20 

Sequence Event Register 



10 OUTPUT 707; “:stat:oper?” 

20 ENTER 707; A$ 

30 PRINT A$ 

40 END 

Line 10 Queries the register. 

Line 20 Addresses the 7001 to talk. 

Line 30 Displays the decimal value that dehnes which bits in the register are set. 



;ENABIe <NRf> 

:STATus:OPERation:ENABle <NRf> 
;STATus:OPERation:TRIGger:ENABle <NRf> 
;STATus:OPERation:ARM:ENABle <NRf> 
;STATus:OPERation:ARM:SEQUENCE:ENABle 



Program Operation Event Enable Register 
Program Trigger Event Enable Register 
Program Arm Event Enable Register 
<NRf> Program Sequence Event Enable Register 



<NRf> =0 


Clear enable register 


= 2 


Set bit B 1 of enable register 


= 4 


Set bit B2 of enable register 


= 32 


Set bit B5 of enable register 


= 64 


Set bit B6 of enable register 


= 1024 


Set bit BIO of enable register 


:stat:oper:enab <NRf> 


:stat:oper:trig:enab 


<NRf> 


:stat:oper:arm;enab 


<NRf> 



:stat:oper:arm:seq:enab <NRf> 
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Defaults 



Query 

commands 



Description 



Programming 

example 



Power-up Clears (0) all bits 

*CLS No effect 

;STATus;PRESet Clears (0) all bits 



:ENABle? 
Short-form formats: 



Response message: 



Query enable register 
:stat:oper:enab? 
:stat:oper:trig:enab? 
:stat:oper:arm:enab? 

: stat : oper: arm: seq: enab? 
Decimal value (see Note) 



Note: The binary equivalent of this decimal value indicates which bits in the register are set. Eor 
example, for an acquired decimal value of 96, the binary equivalent is 0000 0000 0110 0000. 
Eor this binary value, bits B5 and B6 are set. 



These commands are used to set the contents of the event enable registers (see Eigure 5-21 
through Eigure 5-24). An :ENABle command is sent with the decimal equivalent of the binary 
value that determines the desired state (0 or 1) of each bit in the appropriate register. 

Each event enable register is used as a mask for events (see [:EVENt] for descriptions of events). 
When a bit in an event enable register is cleared (0), the corresponding bit in the event register 
is masked and thus, cannot set the corresponding summary bit of the next register set in the sta- 
tus structure. Conversely, when a bit in an event enable register is set (1), the corresponding bit 
in the event register is unmasked. When the unmasked bit in the event register sets, the summary 
bit of the next register set in the status structure will set. 

The decimal weighting of the bits for each event enable register are included in Eigure 5-21 
through Eigure 5-24. The sum of the decimal weights of the bits that you wish to set is sent as 
the parameter (<NRf>) for the appropriate :ENABle command. Eor example, to set the Idle and 
Set bits of the Operation Event Enable Register, send the following command: 

:stat:oper:enab 1026 

where; Idle (bit BIO) = 1024 

Set (bit Bl) = 2 

<NRf> = 1026 



10 OUTPUT 707; “:stat:oper:enab 96; enab?” 

20 ENTER 707; A$ 

30 PRINT A$ 

40 END 

Line 10 Sets Bits B5 and B6 of the Operation Event Enable Register, and then queries the reg- 
ister. 

Line 20 Addresses the 7001 to talk. 

Line 30 Displays the decimal value that dehnes which bits in the register are set (96). 
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Bit Position 


(B15 - Bit) 


BIO 


B9 


B8 


B7 


B6 


B5 


B4 


B3 


B2 


B1 


BO 


Event 




Idle 


— 


— 


— 


Arm 


Trig 


— 


— 


— 


Set 


— 


Decimal Weighting 




1024 


_ 


_ 


_ 


64 


32 


_ 


_ 


_ 


2 


_ 




(2t0) 








(26) 


(25) 








(2h 




Value 




0/1 


— 


— 


— 


0/1 


0/1 


— 


— 


— 


0/1 


— 



Value : 1 = Enable Operation Event 

0 = Disable (Mask) Operation Event 



Events : Idle = Idle state of the 7001 
Arm = Waiting for Arm 
Trig = Waiting for Trigger 
Set = Settling 



Figure 5-21 

Operation Event Enable Register 



Bit Position 
Event 

Decimal Weighting 
Value 

Value : 1 = Enable Trigger Event 

0 = Disable (Mask) Trigger Event 

Events : Seq 1 = Sequence 1 



(B15-B2) 


B1 


BO 




Seql 


— 




2 






(21) 






0/1 


— 



Figure 5-22 

Trigger Event Enable Register 
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Bit Position 
Event 

Decimal Weighting 
Value 



(B15- B2) 


B1 


BO 




Seq1 


— 




2 

(2') 


— 




0/1 


— 



Value : 1 = Enable Arm Event 

0 = Disable (Mask) Arm Event 

Event : Seq 1 = Sequence 1 



Figure 5-23 

Arm Event Enable Register 



Bit Position 
Event 

Decimal Weighting 
Value 



(B15- B3) 


B2 


B1 


BO 




Lay2 


Layl 


— 




4 


2 






(22) 


(2') 






0/1 


0/1 


— 



Value : 1 = Event Bit Set 

0 = Event Bit Cleared 



Event : Lay1 = Layer 1 
Lay2 = Layer 2 



Figure 5-24 

Sequence Event Enable Register 
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5.16.2 



Parameters 



Short-form 

formats 



Defaults 



Query 

commands 



Description 



;PTRansition <NRf> 

:STATus:OPERation:PTRansition <NRf> 
;STATus:OPERation:TRIGger:PTRansition <NRf> 
;STATus:OPERation:ARM:PTRansition <NRf> 
;STATus:OPERation:ARM:SEQuence:PTRansition 



Program Operation Transition Filter (PTR). 
Program Trigger Transition Filter (PTR). 
Program Arm Transition Filter (PTR). 
<NRf> Program Sequence Transition Filter (PTR). 



<NRf> =0 


Clear PTR register 


= 2 


Set bit B 1 of PTR register 


= 4 


Set bit B2 of PTR register 


= 32 


Set bit B5 of PTR register 


= 64 


Set bit B6 of PTR register 


= 1024 


Set bit B 10 of PTR register 


:stat:oper:ptr <NRf> 


:stat:oper:trig:ptr 


<NRf> 


:stat:oper:arm:ptr 


<NRf> 


:stat:oper:arm:seq:ptr <NRf> 


Power-up 


Sets (1) all bits 


*CLS 


No effect 


:STATus:PRESet 


Sets (1) all bits 



:PTRansition? 
Short-form formats: 



Response message: 



Query PTR register 

:stat:oper:ptr? 

:stat:oper:trig:ptr? 

:stat:oper:arm:ptr? 

:stat:oper:arm:seq:ptr? 

Decimal value (see Note) 



Note: The binary equivalent of this decimal value indicates which bits in the register are set. For 
example, for an acquired decimal value of 96, the binary equivalent is 0000 0010 0110 0000. 
For this binary value, bits B6 and B5 are set. 



These commands are used to program the positive transition (PTR) registers. A positive transi- 
tion is defined as a 0 to 1 state change in the condition register. Thus, when a an event is pro- 
grammed for a positive transition, the appropriate bit in the corresponding event register will set 
when the corresponding bit in the condition register changes from 0 to 1. For example, if bit B1 
of the Positive Transition Register of of the Operation Transition Filter is set, then the relay set- 
tling event is programmed for a positive transition. The Set bit (B 1) in the Operation Event Reg- 
ister will set at the start of the relay settling period. For details on register structure, see 
paragraph 5.6. 

The PTR registers are shown in Figure 5-25A through Figure 5-32A and include the decimal 
weight of each bit. The sum of the decimal weights of the bits that you wish to set is the parameter 
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(<NRf>) that is sent with the command. For example, to program the Arm (B6) and Trig (B5) 
operation events for positive transitions, send the following command; 

:stat:oper:ptr 96 

where; Arm (bit B6) = 64 

Trig (bit B5) = 32 

<NRf> = 96 



Effects of positive transitions on the Operation Event Register: 

Positive Transition Effect On 
Operation Event Operation Event Register 



Settling 
Trigger Layer 
Arm Layer 
Idle 



Sets B 1 at the start of the settling period. 
Sets B5 when waiting in the Trigger Layer. 
Sets B6 when waiting in an Arm Layer. 
Sets BIO when entering the idle state. 



Bit Position 


(B15 - Bit) 


BIO 


B9 


B8 


B7 


B6 


B5 


B4 


B3 


B2 


B1 


BO 


Event 




Idle 


— 


— 


— 


Arm 


Trig 


— 


— 


— 


Set 


— 


Decimal Weighting 




1024 


_ 


_ 


_ 


64 


32 


_ 


_ 


_ 


2 


_ 




(210) 








(26) 


(25) 








(21) 




Value 




0/1 


— 


— 


— 


0/1 


0/1 


— 


— 


— 


0/1 


— 



Value : 1 = Enable Positive Transition 
0 = Disable Positive Transition 

A) Positive Transition (PTR) Register 



Bit Position 


(B15 - B11) 


BIO 


B9 


B8 


B7 


B6 


B5 


B4 


B3 


B2 


B1 


BO 


Event 




Idle 


— 


— 


— 


Arm 


Trig 


— 


— 


— 


Set 


— 


Decimal Weighting 




1024 











64 


32 











2 







(210) 








(26) 


(25) 








(21) 




Value 




0/1 


— 


— 


— 


0/1 


0/1 


— 


— 


— 


0/1 


— 



Value : 1 = Enable Negative Transition 
0 = Disable Negative Transition 

B) Negative Transition (NTR) Register 



Figure 5-25 

Operation Transition Filter 
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Effects of positive transitions on the Trigger Event Register: 

Positive Transition Effect On 
Trigger Event Trigger Event Register 



Sequence 1 Sets B1 when waiting in Trigger Layer. 



Bit Position 
Event 

Decimal Weighting 
Value 

Value : 1 = Enable Positive Transition 
0 = Disable Positive Transition 



(B15-B2) 


B1 


BO 




Seql 


— 




2 

(21) 


— 




0/1 


— 



A) Positive Transition (PTR) Register 



Bit Position 
Event 

Decimal Weighting 
Value 



(B15-B2) 


B1 


BO 




Seql 


— 




2 

(21) 


— 




0/1 


— 



Value : 1 = Enable Negative Transition 
0 = Disable Negative Transition 

B) Negative Transition (NTR) Register 



Figure 5-26 

Trigger Transition Filter 
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Effects of positive transitions on the Arm Event Register: 

Positive Transition Effect On 
Arm Event Arm Event Register 



Sequence 1 Sets B 1 when in an Arm Layer. 



Bit Position 
Event 

Decimal Weighting 
Value 



(B15-B2) 


B1 


BO 




Seq1 


— 




2 

(2') 


— 




0/1 


— 



Value : 1 = Enable Positive Transition 
0 = Disable Positive Transition 

A) Positive Transition (PTR) Register 



Bit Position 
Event 

Decimal Weighting 
Value 

Value : 1 = Enable Negative Transition 
0 = Disable Negative Transition 

B) Negative Transition (NTR) Register 



(B15-B2) 


B1 


BO 




Seql 


— 




2 






(21) 






0/1 


— 



Figure 5-27 

Arm Transition Filter 
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Effects of positive transitions on the Sequence Event Register: 

Positive Transition Effect On 
Sequence Event Sequence Event Register 

Layer 1 Sets B1 when in Arm Layer 1. 

Layer 2 Sets B2 when in Arm Layer 2. 



Bit Position 
Event 

Decimal Weighting 
Value 

Value : 1 = Enable Positive Transition 
0 = Disable Positive Transition 

A) Positive Transition (PTR) Register 



(B15-B3) 


B2 


B1 


BO 




Lay2 


Layl 


— 




4 


2 






( 22 ) 


( 2 ') 






0/1 


0/1 


— 



Bit Position 
Event 

Decimal Weighting 
Value 

Value : 1 = Enable Negative Transition 
0 = Disable Negative Transition 

B) Negative Transition (NTR) Register 



(B15-B3) 


B2 


B1 


BO 




Lay2 


Layl 


— 




4 


2 






(22) 


(2h 






0/1 


0/1 


— 



Figure 5-28 

Sequence Transition Filter 
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Programming 

example 



5.16.3 



Parameters 



Short-form 

formats 



Defaults 



Query 

commands 



10 OUTPUT 707; “:stat:oper;ptr 1026; ptr?” 

20 ENTER 707; A$ 

30 PRINT A$ 

40 END 

Line 10 Sets Bits B 1 and B 1 0 of the PTR Operation Transition Eilter, and then queries the reg- 
ister. 

Line 20 Addresses the 7001 to talk. 

Line 30 Displays the decimal value that defines which bits in the register are set (1026). 



iNTRansition <NRf> 



STATus:OPERation:NTRansition <NRf> Program Operation Transition Filter (NTR). 

STATus:OPERation:TRIGger:NTRansition <NRf> Program Trigger Transition Filter (NTR). 

STATus:OPERation: ARM:NTRansition <NRf> Program Arm Transition Filter (NTR). 

STATus:OPERation:ARM:SEQuence:NTRansition <NRf> Program Sequence Transition Filter (NTR). 



<NRf> =0 


Clear NTR register 


= 2 


Set bit B1 of NTR register 


= 4 


Set bit B2 of NTR register 


= 32 


Set bit B5 of NTR register 


= 64 


Set bit B6 of NTR register 


= 1024 


Set bit BIO of NTR register 


:stat:oper:ntr <NRf> 


:stat:oper:trig:ntr 


<NRf> 


:stat:oper:arm:ntr 


<NRf> 


:stat:oper:arm:seq:ntr <NRf> 


Power-up 


Clears (0) all bits 


*CLS 


No effect 


:STATus:PRESet 


Clears (0) all bits 



:NTRansition? 
Short-form formats: 



Response message: 



Query NTR register 

:stat:oper:ntr? 

:stat:oper:trig:ntr? 

: stat : oper: arm: ntr? 

: stat : oper: arm: seq: ntr? 
Decimal value (see Note) 



Note: The binary equivalent of this decimal value indicates which bits in the register are set. Eor 
example, for an acquired decimal value of 96, the binary equivalent is 0000 0000 0110 0000. 
Eor this binary value, bits B6 and B5 are set. 
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Description 



These commands are used to program the negative transition (NTR) registers. A negative tran- 
sition is defined as a 1 to 0 state change in the condition register. Thus, when an event is pro- 
grammed for a negative transition, the appropriate bit in the corresponding event register will 
set when the corresponding bit in the condition register changes from 1 to 0. For example, if bit 
B 1 of the Negative Transition Register of of the Operation Transition Filter is set, then the op- 
eration event is programmed for a negative transition. The Set bit (Bl) in the Operation Event 
Register will set at the end of the relay settling period. For details on register structure, see para- 
graph 5.6. 

The NTR registers are shown in Figure 5-25B through Figure 5-32B and include the decimal 
weight of each bit. The sum of the decimal weights of the bits that you wish to set is the param- 
eter (<NRf>) that is sent with the command. For example, to program the Arm (B6) and Trig 
(B5) events for negative transitions, send the following command; 

:stat:oper:ntr 96 



where; Arm (bit B6) 
Trig (bit B5) 


= 64 

= 32 


<NRf> 


= 96 


Effects of negative transitions on the Operation Event Register: 


Operation Event 


Negative Transition Effect On 
Operation Event Register 


Settling 
Trigger Layer 
Arm Layer 
Idle 


Sets Bl at the end of the settling period. 
Sets B5 when leaving the Trigger Layer. 
Sets B6 when leaving an Arm Layer. 
Sets BIO when leaving the idle state. 


Effects of negative transitions on the Trigger Event Register: 


Trigger Event 


Negative Transition Effect On 
Trigger Event Register 


Sequence 1 


Sets Bl when leaving the Trigger Layer. 


Effects of negative transitions on the Arm Event Register: 


Arm Event 


Negative Transition Effect On 
Arm Event Register 


Sequence 1 


Sets Bl when leaving an Arm Layer. 
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5.16.4 



Short-form 

formats 



Description 



Effects of negative transitions on the Sequence Event Register: 

Negative Transition Effect On 
Sequence Event Sequence Event Register 

Layer 1 Sets B 1 when leaving Arm Layer 1 . 

Layer 2 Sets B2 when leaving Arm Layer 2. 



10 OUTPUT 707; “:stat:oper:ntr 1026; ntr?” 

20 ENTER 707; A$ 

30 PRINT A$ 

40 END 

Line 10 Sets Bits B 1 and B 1 0 of the NTR Operation Transition Eilter, and then queries the reg- 
ister. 

Line 20 Addresses the 7001 to talk. 

Line 30 Displays the decimal value that defines which bits in the register are set (1026). 



;CONDition? 

: STATUS : OPERation : CONDition? 

: STATUS : OPERation : TRIGger: CONDition? 

: STATUS : OPERation : ARM :CONDition? 

: STATUS : OPERation : ARM : SEQuence :CONDition? 



Query Operation Condition Register 
Query Trigger Condition Register 
Query Arm Condition Register 
Query Sequence Condition Register 



:stat:oper:cond? 

:stat:oper:trig:cond? 

:stat:oper:arm:cond? 

:stat:oper:arm:seq:cond? 



These query commands are used to query the contents of the condition registers. Each set of 
event registers (except the Standard Event register set) has a condition register. A condition reg- 
ister is similar to its corresponding event register, except that it is a real-time register that con- 
stantly updates to reflect the current operating status of the instrument. 

See [:EVENt] for register bit descriptions. Note from the status structure (paragraph 5.6) that 
the condition registers precede the transition Alters. Thus, only the PTR descriptions apply to 
the condition registers. 

After sending one of these commands and addressing the Model 7001 to talk, a decimal value 
is sent to the computer. The binary equivalent of this decimal value indicates which bits in the 
register are set. 

Eor example, if sending :stat:oper:cond? returns a decimal value of 1024 (binary 0000 0100 
0000 0000), bit BIO of the Operation Condition Register is set indicating that the instrument is 
in the idle state. 
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5.16.5 



Short-form 

format 

Description 



Programming 

example 



10 OUTPUT 707; “:stat:oper:cond?” 

20 ENTER 707; A$ 

30 PRINT A$ 

40 END 

Line 10 Queries the Operation Condition Register. 

Line 20 Addresses the 7001 to talk. 

Line 30 Displays the decimal value that defines which bits in the register are set. 



iPREset 

:STATus:PREset Return 7001 to default conditions 



:stat:pres 



When this command is sent, the SCPI event registers are affected as follows: 

1. All bits of the positive transition filter registers are set to one (1). 

2. All bits of the negative transition filter registers are cleared to zero (0). 

3. All bits of the following registers are cleared to zero (0): 

A. Operation Event Enable Register. 

B. Questionable Event Enable Register. 

4. All bits of the following registers are set to one (1): 

A. Trigger Event Enable Register. 

B. Arm Event Enable Register. 

C. Sequence Event Enable Register. 

Note: Registers not included in the above list are not affected by this command. 



The following programming example demonstrates how to use the :PRESet command of the 
STATUS subsystem: 

OUTPUT 707; “:stat:pres” 
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Short-form 

format 

Defaults 

Description 



Programming 

example 



;Q U Eue commands 

[:NEXT]? 

:STATus:QUEue[:NEXT]? Query Error Queue 



:stat;que? 



Power-Up Clears Error Queue 

*CLS Clears Error Queue 

:STATus:PRESet No effect 



As error and status messages occur, they are placed into the Error Queue. This query command 
is used to read those messages. 

The Error Queue is a first-in, first-out (EIEO) register. Every time you query the queue, the “old- 
est” message is read and that message is then removed from the queue. The queue will hold up 
to 10 messages. If the queue becomes full, the message “350, ‘Queue Overflow’” will occupy 
the last memory location in the register. On power-up, the Error Queue is empty. When the Error 
Queue is empty, the message “0, ‘No error’” is placed in the Error Queue. 

The messages in the queue are preceded by a number. Negative (-) numbers are used for SCPI 
defined messages, and positive (H-) numbers are used for Keithley defined messages. The mes- 
sages are listed in Table 4-1. 

After this command is sent and the Model 7001 is addressed to talk, the “oldest” message in the 
queue is sent to the computer. 

Note; The ;STATus:QUEue[;NEXT]? query command performs the same function as the :SYS- 
Tem:ERRor? query command (see System Subsystem). 



The following program will read the “oldest” message in the Error Queue: 

5 DIM A$ [30] 

10 OUTPUT 707; “:stat;que?” 

20 ENTER 707; A$ 

30 PRINT A$ 

40 END 

Line 5 Increase string size to accommodate the length of the messages. 
Line 10 Requests the “oldest” message in the queue. 

Line 20 Addresses the Model 7001 to talk. 

Line 30 Displays the message on the CRT. 
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Parameters 

Short-form 

format 

Defaults 

Query 

commands 



Description 



Programming 

example 



:ENABle <list> 

;STATus:QUEue:ENABle <list> Enable messages for Error Queue 



list = (numlist) 

where; numlist is a specified list of messages that you wish to enable for the Error Queue. 



:stat;que:enab (numlist) 



Power-up Enable error events, disable status events 

*CLS No effect 

;STATus:PRESet Enable error events, disable status events 



:ENABle? 
Short-form format: 
Response message: 



Query list of enabled messages 

:stat;que:enab? 

numlist 



On power-up, all error messages are enabled and will go into the Error Queue as they occur. Sta- 
tus messages are not enabled and will not go into the queue. This command is used to specify 
which messages you want enabled. Messages not specified will be disabled and prevented from 
entering the queue. 

When this command is sent, all messages will first be disabled, then the messages specihed in 
the list will be enabled. Thus, the returned list (:ENABle?) will contain all the enabled messages. 

Messages are specihed by numbers (see Table 4-1). The following examples show various forms 
for expressing a message numlist: 



Numlist =-110 

= -110,-140, -222 
= - 110:-222 
= -110:-222, -230 



Single message. 

Messages separated by commas. 

Range of messages (-100 through -222). 

Range entry and single entry separated by a comma. 



Note: To disable all messages from entering the Error Queue, send the following command: 
:stat:que:enab () 

To enable all Model 7001 messages, send the following command: :stat:que:enab (-150: h-550) 



10 OUTPUT 707; “:stat:que:enab (0:-999); enab?” 
20 ENTER 707; A$ 

30 PRINT A$ 

40 END 
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Parameters 

Short-form 

format 

Defaults 

Query 

commands 



Description 



Programming 

example 



Line 10 Enables all SCPI defined messages. 
Line 20 Addresses the Model 7001 to talk. 

Line 30 Displays the enable messages (0;-999). 



:DISable <list> 

:STATus:QUEue:DISable <list> Disable messages for Error Queue 



<list> = (numlist) 

where; numlist is a specified list of messages that you wish to disable for the Error Queue. 



:stat:que;dis (numlist) 



Power-up Disable status events, enable error events 

*CLS No effect 

:STATus;PRESet Disable status events, enable error events 



;DlSable? 
Short-form format: 
Response message: 



Query list of disabled messages 

:stat;que:dis? 

numlist 



On power-up, all error messages are enabled and will go into the Error Queue as they occur. 
Status messages are not enabled and will not go into the queue. This command is used to specify 
which messages you want disabled. Disabled messages are prevented from going into the Error 
Queue. 



Messages are specified by numbers (see Table 4-1). The following examples show various forms 
for expressing a message numlist: 



Numlist = -110 

= -110,-140,-222 
= - 110:-222 
= -110:-222, -230 



Single message. 

Messages separated by commas. 

Range of messages (-100 through -222). 

Range entry and single entry separated by a comma. 



10 OUTPUT 707; “:stat:que:dis (-140;-150); dis?” 
20 ENTER 707; A$ 

30 PRINT A$ 

40 END 

Line 10 Disables messages -140 through -150. 

Line 20 Addresses the Model 7001 to talk. 

Line 30 Displays the disabled messages (-140:-150). 
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5.17 iSYSTem Subsystem 

The system subsystem contains miscellaneous commands and are summarized in Table 5-12. 



Table 5-12 

SYSTem command summary 



Command 


Description 


Reference 


: SYSTem 






;PRESet 


Return to :SYST;PRES defaults. 


5.17.1 


:POSetup <name> 


Select power-on setup; RST, PRESet, SAV0-SAV9. 


5.17.2 


:POSetup? 


Query power-on setup. 




:VERSion? 


Query revision level of SCPI standard. 


5.17.3 


:ERRor? 


Query Error Queue. 


5.17.4 



Notes: 

1. Brackets ([ ]) are used to denote optional character sets. These optional characters do not have to be included in the program message. Do not use 
brackets ([ ]) in the program message. 

2. Angle brackets (< >) are used to indicate parameter type. Do not use angle brackets (< >) in the program message. 

3. Upper case characters indicate the short-form version for each command word. 

4. At least one sapce is required between a command word and the parameter. 



5.17.1 iPRESet 

:SYSTem:PRESet 



Return to :SYSTem:PRESet defaults 



Short-form :syst:pres 

format 



Description 



This command returns the instrument to states optimized for front panel operation. Table 5-5 
dehnes the default conditions for this command. 



Programming OUTPUT 707; “:syst:pres” ! Return 7001 to default states 

example 



5.17.2 



;PO Setup <name> 

:SYSTem:POSetup <name> Program power-on defaults 



Parameters 


<name> = RST 

= PRESet 
= SAVX 




where; 


Short-form 

format 


:syst:pos <name> 



Select *RST defaults on power up 

Select :SYSTem;PRESet defaults on power up 

Select saved defaults on power up 

= 0 to 9 
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Query 

commands 



Description 



Programming 

example 



5.17.3 



Short-form 

format 

Description 



Programming 

example 



iPOSetup? 
Short-form format: 
Response message: 



Query power-on setup 
:syst:pos? 

RST, PRES or SAV0-SAV9 



This command is used to program the power-on defaults. With RST selected, the instrument will 
power up to the *RST default conditions. With PRES selected, the instrument will power up to 
the :SYStem:PRESet default conditions. Table 5-5 defines the default conditions for these com- 
mands. 

With one of the S AV parameters selected, the instrument will power on to the setup that is saved 
in the specified memory location using the *SAV command. 



10 OUTPUT 707; “:syst:pos pres; pos?” 

20 ENTER 707; A$ 

30 PRINT A$ 

40 END 

Line 10 Two commands in this program message; the first selects :SYSTem:PRESet power- 
on defaults, and the second queries the power-on setup. 

Line 20 Addresses the 7001 to talk. 

Line 30 Displays the power-on setup (PRES). 



;VERSion? 

:SYSTem:VERSion? Read SCPI version 



:syst:vers? 



This query command is used to read the version of the SCPI standard being used by the Model 
7001. After sending this command and addressing the Model 7001 to talk, the version code will 
be sent to the computer. Example code: 

1991.0 

The above response message indicates the version of the SCPI standard. 



10 OUTPUT 707; “:syst:vers?” 

20 ENTER 707; A$ 

30 PRINT A$ 

40 END 

Line 10 Reads the version of the SCPI standard. 
Line 20 Addresses the 7001 to talk. 

Line 30 Displays the SCPI standard version. 
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5.17.4 

Short-form 

format 

Defaults 



Description 



Programming 

example 



;ERRor? 




:SYSTem:ERRor? 


Read 


:syst:err? 




Power-up 


Clears Error Queue 


*RST 


No effect 


*CLS 


Clears Error Queue 


DCL, SDC 


No effect 


:SYSTem:PRESet 


No effect 


:STATus:PRESet 


No effect 



As error and status messages occur, they are placed into the Error Queue. This query command 
is used to read those messages. The Error Queue is a first-in, first-out (EIEO) register. Every time 
you read the queue, the “oldest” message is read and that message is then removed from the 
queue. 

If the queue becomes full, the message “350, ‘Queue Overflow’” will occupy the last memory 
location in the register. On power-up, the queue is empty. When the Error Queue is empty, the 
message “0, ‘No error’” is placed in the Error Queue. 

The messages in the queue are preceded by a number. Negative (-) numbers are used for SCPI 
defined messages, and positive (H-) numbers are used for Keithley defined messages. Table 4-1 
lists the messages. 

After this command is sent and the Model 7001 is addressed to talk, the “oldest” message in the 
queue is sent to the computer. 

Note: The :SYSTem:ERRor? query command performs the same function as the :STA- 
Tus:QUEue? query command (see STATus subsystem). 



10 DIM A$ [30] 

20 OUTPUT 707; “:syst:err?” 

30 ENTER 707; A$ 

40 PRINT A$ 

50 END 

Line 10 Increases string size to accommodate message. 
Line 20 Reads the Error Queue. 

Line 30 Addresses the 7001 to talk. 

Line 40 Displays the message from the Error Queue. 
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5.18 Trigger subsystem 

The Trigger Subsystem is made up of a series of commands and subsystems to configure the three layers of the Trigger Model 
(see Figure 5-13). These commands and subsystems are summarized in Table 5-13. 



Table 5-13 

Trigger command summary 



Command 


Description 


Reference 


TNITiate 


Subsystem command path: 


5.18.1 


[TMMediate] 


Initiate one trigger cycle. 




:CONTinuous <b> 


Enable (1 or ON) or disable (0 or OEE) continuous initiation of 








trigger system. 




:CONTinuous? 


Query continuous initiation. 




:ABORt 


Reset trigger system. 


5.18.2 


:ARM[:SEQuence[l]] 


Subsystem command path to configure arm layers: 




[:LAYer[l]] 


Path to program arm layer 1 : 






IMMediate 


Immediatey go to Layer2. 


5.18.3 




COUNt <n> 


Program arm count (1 to 9999, or INE). 


5.18.4 




COUNt? 


Query arm count. 






SOURce <name> 


Select control source: HOLD, IMMediate, MANual, BUS, 


5.18.6 






TLINk, EXTernal. 






SOURce? 


Query control source. 






SIGNal 


Loop around control source. 


5.18.8 




TCONfigure 


Path to configure Triggers: 


5.18.9 




;DIRection <name> 


Enable (SOURce) or disable (ACCeptor) Bypass: 






iDIRection? 


Query direction. 






;ASYNchronous 


Path to configure asynchronous Trigger Link: 






TLINe <NRf> 


Select input line (1 to 6). 






TLINe? 


Query input line. 






:OLINe <NRf> 


Select output line (1 to 6). 






:OLINe? 


Query output line. 




;LAYer2 


Path to program arm layer 2: 






IMMediate 


Immediately go to Trigger Layer. 


5.18.3 




COUNt <n> 


Program scan count (1 to 9999 or INE). 


5.18.4 




COUNt? 


Query scan count. 






DELay <n> 


Program delay (0 to 99999.999 sec) 


5.18.5 




DELay? 


Query delay. 






SOURce <name> 


Select control source: HOLD, IMMediate, TIMer, 


5.18.6 






MANual, BUS, TLINk, EXTernal. 






SOURce? 


Query control source. 






TIMer <n> 


Set timer interval (0 to 99999.999 sec). 


5.18.7 




TIMer? 


Query timer. 






SIGNal 


Loop around control source. 


5.18.8 
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Table 5-13 (continued) 

Trigger command summary 



Command 


Description 


Reference 


;ARM[:SEQuence[l]] 






:LAYer2 






iTCONfigure 


Path to configure Triggers; 


5.18.9 




DIRection <name> 


Enable (SOURce) or disable (ACCeptor) Bypass. 






DIRection? 


Query direction. 






ASYNchronous 


Path to conhgure asynchronous Trigger Link: 






:ILINe <NRf> 


Select input line (1 to 6). 






:ILINe? 


Query input line. 






:OLINe <NRf> 


Select output line (1 to 6). 






:OLINe? 


Query output line. 




:TRIGger[;SEQuence[l]] 


Path to program trigger layer: 




:IMMediate 


Immediately perform a scan step. 


5.18.3 


:COUNt <n> 


Program measure count (1 to 9999, or INE). 


5.18.4 


;AUTO <b> 


Enable (1 or ON) or disable (0 or OEE) auto-count (scan-list- 








length). 




:AUTO? 


Query auto-count. 






COUNt? 


Query measure count. 






DELay <n> 


Program delay (0 to 99999.999 sec) 


5.18.5 




DELay? 


Query delay. 






SOURce <name> 


Select control source; HOLD, IMMediate, TIMer, MANual, BUS, 


5.18.6 






TLINk, EXTernal. 






SOURce? 


Query control source. 






TIMer <n> 


Set timer interval (0 to 99999.999 sec). 


5.18.7 




TIMer? 


Request the programmed timer interval. 






SIGNal 


Loop around control source. 


5.18.8 




TCONfigure 


Path to configure Triggers: 


5.18.9 


:PROTocol <name> 


Select protocol; ASYNchronous, SSYNchronous. 




iPROTocol? 


Query protocol. 




:DIRection <name> 


Enable (SOURce) or disable (ACCeptor) Bypass. 




:DIRection? 


Query direction. 




lASYNchronous 


Path to conhgure asynchronous Trigger Link; 






ILINe <NRf> 


Select input line (1 to 6). 






ILINe? 


Query input line. 






OLINe <NRf> 


Select output line (1 to 6). 






OLINe? 


Query output line. 




:SSYNchronous 


Path to conhgure semi-synchronous Trigger Link: 






LINE <NRf> 


Select trigger line (1 to 6). 






LINE? 


Query trigger line. 





Notes: 

1 . Brackets ([ ]) are used to denote optional character sets. These optional characters do not have to be included in the program message. Do not use 
brackets ([ ]) in the program message. 

2. Angle brackets (< >) are used to indicate parameter type. Do not use angle brackets (< >) in the program message. 

3. Upper case characters indicate the short-form version for each command word. 

4. At least one space is required between a command word and the parameter. 
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5.18.1 

Short-form 

format 

Description 

Programming 

example 



Parameters 

Short-form 

format 

Defaults 



NOTE 

Front panel operation and IEEE-488 operation use different nomencalture for 
the three layers of the Trigger Model and is summarized as follows: 



Trigger Model Layer Nomenclature 

Layer Name; Front Layer Name; IEEE-488 
Layer Panel Operation Bus Operation 



First layer 
Second layer 
Third layer 



Arm Layer 
Scan Layer 
Channel Layer 



Arm Layer 1 
Arm Layer 2 
Trigger Layer 



ilNITiate commands 

[:IMMediate] 

:INITiate[:IMMediate] Take 7001 out of idle 



:init 



This command takes the Model 7001 out of the idle state. After the completion of a scan, the 
instrument will return to the idle state (if continuous initiation is disabled; see next command). 
This is an overlapped command (see *OPC, *OPC?, *TRG and *WAI).' 



OUTPUT 707; “:init” ! Takes 7001 out of the idle state. 



:CONTinuous <b> 

:INITiate:CONTinuous <b> Control continuous initiation 



<b> = 0 or OFF Disable continuous initiation 

= 1 or ON Enable continuous initiation 



:init:cont <b> 



Power-up 

*RST 

:SYSTem:PRESet 



Saved power-on setup 

OFF 

ON 
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Query 

commands 



Description 



Programming 

example 

5.18.2 



Short-form 

format 

Description 



Programming 

example 

5.18.3 



Short-form 

formats 



iCONTinuous? 
Short-form format: 
Response message: 



Query continuous initiation 
:init:cont? 

1 (on) or 0 (off) 



When continuous initiation is selected (ON), the instrument is taken out of the idle state. At the 
conclusion of all programmed operations, the instrument will return to Arm Layer 1 . This is an 
overlapped command (see *OPC, *OPC?, *TRG and *WAI). 



NOTE 

In the event of a “Too many channels closed” error, all channels will open, the 
instrument will go into idle, and continuous initiation will disable (:INI- 
Tiate:CONTinuous OFF). 



OUTPUT 707; “:init:cont on” ! Select continuous initiation 



:AB0Rt 

:ABORt Abort operation 



:abor 



When this action command is sent, the Model 7001 will abort its current operations and return 
to the top of the Trigger Model (idle state). If the *OPC command has been sent, the OPC bit in 
the Standard Event Status Register will set. If continuous initiation is disabled, the instrument 
will go into the idle state. If continuous initiation is enabled, operation will continue on into Arm 
Layer 1. 

The abort command will reset the Source Bypasses of the Trigger Model and reset the scan 
pointer back to the first channel in the scan list. 



OUTPUT 707; “:abor” ! Abort operation 



;IM Mediate 

:ARM[:SEQuence[l]][:LAYer[l]]:IMMediate 

:ARM[:SEQuence[l]]:LAYer2:IMMediate 

:TRIGger:[:SEQuence[l]]:IMMediate 



Bypass arm control source 

Bypass scan control source and delay 

Bypass channel control source and delay 



:arm:imm 

:arm:lay2:imm 

:trig:imm 
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Description 



Programming 

example 

5.18.4 

Parameters 



Short-form 

formats 



Defaults 



Query 

commands 



These action commands are used to bypass the specihed layer of the Trigger Model. They are 
used when you do not wish to wait for the programmed event. Note from the Trigger Model 
(Figure 5-13) that :arm:lay2:imm and ;trig:imm also bypass the Delay. 

The instrument must be waiting for the appropriate event when the command is sent. Otherwise, 
an error will occur and the command will be ignored. When the command is sent, the bypass 
will occur and operation will continue on. 

Note that TMMediate is not an instrument setup command. As soon as this command is execut- 
ed, it will attempt to bypass the specihed trigger model layer. 



OUTPUT 707; “:arm:imm” ! Bypass arm control source 



:COUNt <n> 

:ARM[:SEQuence[l]][:LAYer[l]]:COUNt <n> 
:ARM[:SEQuence[l]]:LAYer2:COUNt <n> 
:TRIGger[:SEQuence[l]]:COUNt <n> 



<n> = 1 to 99999 
= INF 
= DEFault 
= MINimum 
= MAXimum 

:arm:coun <n> 
:arm:lay2:coun <n> 
:trig:coun <n> 

Power-up 

*RST 

:SYSTem;PRESet 



:COUNt? 

:COUNt? DEEault 
:COUNt? MINimum 
:COUNt? MAXimum 
Short-form formats: 



Specify count 
Sets count to inhnite 
Sets count to 1 
Sets count to 1 
Sets count to 9999 



Set Arm Layer 1 count 
Set Arm Layer 2 count 
Set Trigger Layer count 



Saved power-on setup 
1 (all layers) 

1 (Arm Layer 1) 

INE (Arm Layer 2) 

Scan-list-length (Trigger Layer) 

Query programmed count 

Query *RST default count 

Query lowest allowable count 

Query largest allowable count 

:arm:coun? :arm:lay2:coun? 

:arm:coun? xxx :arm:lay2:coun? xxx 

:trig:coun? 

:trig:coun? xxx 

where; xxx = def, min or max 
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Description 



Programming 

example 



Parameters 

Short-form 

format 

Defaults 



Response messages: 1 to 9999 (for finite count) 

+9.9e37 (for infinite count) 



These commands are used to specify how many times operation will loop around in the specified 
layer of operation. For example, if the channel count (:trig:coun) is set to 10, operation will con- 
tinue to loop around in the Trigger Layer until 10 channels are scanned. After the 10th channel, 
operation will proceed back up to Arm Layer 2. 

If you select a finite channel count (:trig:coun) that is greater than the scan-list-length, the first 
scan will end after the programmed number of channels are scanned. If programmed for another 
scan, the scan process will continue from the last scanned channel. 

If you select an infinite channel count (:trig:coun), the scan will loop back to the beginning of 
the scan list after all channels in the list have been scanned. This process will continue indefi- 
nitely. 

Note that this command is coupled to :TRIGger:COUNt:AUTO (auto-count). When auto-count 
is enabled, the channel count is set to the scan-list-length. When :TRIGger:COUNt is used to 
set the channel count, auto-count will automatically disable. 



10 OUTPUT 707; “:trig:coun 10; coun?” 

20 ENTER 707; A$ 

30 PRINT A$ 

40 END 

Line 10 Sets the channel count to 10, and then queries the programmed arm count. 
Line 20 Addresses the 7001 to talk. 

Line 30 Displays the programmed channel count (10). 



:AUTO <b> 

:TRIGger[:SEQuence[l]]:COUNt:AUTO <b> Control auto-count for Trigger Layer 

<b> = 1 or ON Enable auto-count (scan-list-length) 

= 0 or OEE Disable auto-count 



:trig:coun:auto <b> 



Power-up 

*RST 

:SYSTem:PRESet 



Saved power-on setup 

OEE 

ON 
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Query 

commands 



Description 



Programming 

example 



5.18.5 



Parameters 

Short-form 

formats 

Defaults 



;AUTO? 

Short-form format: 
Response message: 



Query auto-count 
: trig :coun: auto? 

1 (on) or 0 (off) 



With auto-count enabled, the channel count is automatically set to the scan-list-length. For ex- 
ample, if there are currently 36 channels in the scan list, then enabling auto-count will set the 
channel count to 36. While auto-count is enabled, changing the scan list count will change the 
trigger count. 

If the scan list is empty, enabling auto-count will set the channel count to 1 . 

This command is coupled to :TRIGger:COUNt which is used to manually set the channel count. 
When :TRIGger:COUNt is used to set the channel count, auto-count will automatically disable. 



10 OUTPUT 707; “:scan (@ 1!1:1!10) 

20 OUTPUT 707; “:trig:coun:auto on; auto?; :trig:coun?” 

30 ENTER 707; A$ 

40 PRINT A$ 

50 END 

Line 10 Defines a scan list (channels 1-10 of Slot 1). 

Line 20 Enables auto-count, queries the state of auto-count and then queries the channel 
count. 

Line 30 Addresses the 7001 to talk. 

Line 40 Displays the state of auto-count and the channel count (1; 10). 



;DELay <n> 

:ARM[:SEQuence[l]]:LAYer2:DELay <n> Set Arm Layer 2 delay 



: TRIGger[ : SEQuence [ 1 ] ] :DELay 

<n> = 0 to 99999.999 
= DEEault 
= MINimum 
= MAXimum 

:arm:lay2:del <n> 
:trig:del <n> 



<n> Set Trigger Layer delay 

Specify delay in seconds 
0 second delay 
0 second delay 
99999.999 second delay 



Power-up 

*RST 

:SYSTem:PRESet 



Saved power-on setup 
0 sec 
0 sec 
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Query 

commands 



Description 



Programming 

example 



5.18.6 



Parameters 



Short-form 

formats 



DELay? 

DELay? DEEault 
DELay? MINimum 
DELay? MAXimum 
Short-form formats: 



Response message: 



Query the programmed delay 
Query the *RST default delay 
Query the lowest allowable delay 
Query the largest allowable delay 
:arm:lay2:del? :trig:del? 

:arm:lay2:del? xxx :trig:del? xxx 
where; xxx = def, min or max 
0 to 99999.999 (seconds) 



These delay periods are used to delay operation in the specified layer (Arm Layer 2 and/or Trig- 
ger Layer). After the programmed event occurs, the instrument will wait until the delay period 
expires before proceeding on in the Trigger Model. 

Note that Arm Layer 1 does not use a Delay. 



10 OUTPUT 707; “:trig:del l;del?” 

20 ENTER 707; A$ 

30 PRINT A$ 

40 END 

Line 10 Sets a one second delay for the Trigger Layer, and then queries the programmed delay. 
Line 20 Addresses the 7001 to talk. 

Line 30 Displays the programmed delay (1). 



;S0URce <name> 

:ARM[:SEQuence[l]][:LAYer[l]]:SOURce <name> 
: ARM [: SEQuence [ 1 ] ] : L AYer2 : SOURce <name> 
:TRIGger[:SEQuence[l]]:SOURce <name> 



Specify arm event control source 
Specify scan event control source 
Specify channel event control source 



<name> = HOLD 

= IMMediate 
= MANual 
= BUS 
= TLINk 
= EXTernal 
= TIMer 



Hold operation in specified layer 
Pass operation through specified layer 
Select manual event 
Select GPIB trigger as event 
Select Trigger Link as event 
Select External Triggering as event 

Select timer as event Note: TIMer not available for Arm Layer 1 



: arm: sour <name> 
:arm:lay2:sour <name> 
:trig:sour <name> 



5-128 




Trigger subsystem 



IEEE-488 Reference 



Defaults 



Query 

commands 



Description 



Programming 

example 



Power-up 

*RST 

:SYSTem;PRESet 



Saved power-on setup 
IMMediate (all layers) 

IMMediate (Arm Layer 1 and Arm Layer 2), 
MANual (TRIGger Layer) 



:SOURce? 
Short-form formats: 



Response message: 



Query programmed control source. 

: arm: sour? 

:arm:lay2:sour? 

:trig:sour? 

HOLD, MAN, IMM, BUS, TLIN, LXT or TIM 



These commands are used to select the event control source for the specihed layer. With HOLD 
selected, operation will stop and wait indehnitely in the specihed layer. While in HOLD, oper- 
ation can be continued by sending the : IMMediate command or the :SIGNal command. Keep 
in mind however, that if the layer count > 1 , HOLD will again be enforced when operation loops 
back around. 

With IMMediate selected (do not confuse :SOURce IMMediate with :IMMediate), operation 
will immediately pass through the specihed layer. 

A specihc event can be used to control operation through a layer. With BUS selected, operation 
will continue when a GPIB trigger (GET or *TRG) is sent. With TLINk selected, operation will 
continue when an input trigger via the Trigger Link is received. With EXTernal selected, oper- 
ation will continue when an External Trigger is received. 

A TIMer event is available for Arm Layer 2 and the Trigger Layer. With TIMer selected for the 
specihed layer, the event occurs at the beginning of the timer interval, and every time the timer 
times out. Lor example, if the Trigger Layer timer is programmed for a 30 second interval, the 
hrst pass through the Trigger Layer control source will occur immediately. Subsequent trigger 
events will then occur every 30 seconds. The interval for the timer is set using the :TIMer com- 
mand. This timer interval is independent of the :DELay setting. 



10 OUTPUT 707; “:trig:sour imm; sour?” 

20 ENTER 707; A$ 

30 PRINT A$ 

40 END 

Line 10 Sets the channel control source to immediate, and then queries the programmed con- 
trol source. 

Line 20 Addresses the 7001 to talk. 

Line 30 Displays the programmed channel control source (IMM). 
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5.18.7 



Parameters 

Short-form 

formats 

Defaults 

Query 

commands 



Description 



Programming 

example 



:TIMer <n> 

:ARM:SEQuence[l]]:LAYer2:TIMer <n> Set interval for Arm Layer 2 timer 
:TRIGger:SEQuence[l]]:TIMer <n> Set interval for Trigger Layer timer 



<n> = 0.001 to 99999.999 
= DEFault 

= MINimum 
= MAXimum 



Specify timer interval in seconds 
0. 1 second (Trigger Layer counter) 
1 second (Arm Layer 2 counter) 
0.001 second 
99999.999 seconds 



;arm;lay2:tim <n> 
;trig:tim <n> 

Power-up 

*RST 

:SYSTem:PRESet 



Saved power-on setup 
0.001 second interval 
0.001 second interval 



:TlMer? 

:TlMer? DEFault 
:TIMer? MINimum 
;TlMer? MAXimum 
Short-form format: 



Response message: 



Query programmed timer interval 
Query *RST default timer interval 
Query lowest allowable timer interval 
Query largest allowable timer interval 
:arm:lay2:tim? :trig:tim? 

:arm:lay2:tim? xxx :trig:tim? xxx 

where; xxx = def, min or max 
.001 to 99999.999 



These commands are used to set the interval for the Arm Layer 2 and Trigger Layer timers. Note 
that the timer is in effect only if the timer is the selected control source. Also, note that Arm Lay- 
er 1 does not use a timer. 



10 OUTPUT 707; “:trig:tim 0.25; tim?” 

20 ENTER 707; A$ 

30 PRINT A$ 

40 END 

Line 10 Sets the Trigger Layer timer for a 1/4 second interval, and then queries the pro- 
grammed timer interval. 

Line 20 Addresses the 7001 to talk. 

Line 30 Displays the timer interval (.25). 
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5.18.8 

Short-form 

format 

Description 



Programming 

example 

5.18.9 

Parameters 

Short-form 

format 

Defaults 

Query 

commands 



iSIGNal 

:ARM[:SEQuence[l]][:LAYer[l]]:SIGNal 

:ARM[:SEQuence[l]]:LAYer2:SIGNal 

:TRIGger[:SEQuence[l]]:SIGNal 



Bypass arm control source 
Bypass scan control source 
Bypass channel control source 



: arm: sign 



These action commands are used to bypass the specihed control source and are used when you 
do not wish to wait for the programmed event. Keep in mind that the instrument must be waiting 
for the appropriate event when the command is sent. Otherwise, an error will occur and this 
command will be ignored. 

When this command is sent, the specihed control source will be bypassed. This will allow op- 
eration to continue. Only the layer’s source event between is bypassed; any :DELay time will 
be observed. 

Note that :SIGNal is not an instrument setup command. As soon as this command is executed, 
it will attempt to bypass the control source. 



OUTPUT 707; “:trig:sign” ! Bypass channel control source. 



TCO N figure commands 

:PROTocol <name> 

:TRIGger[:SEQuence[l]]:TCONfigure:PROTocol <name> Specify Trigger Link protocol 



<name> = ASYNchronous 
= SSYNchronous 



Asynchronous Trigger Link mode 
Semi-synchronous Trigger Link mode 



:trig:tcon:prot <name> 



Power-up Saved power-on setup 

*RST ASYNchronous 

: SYS Tern: PRLSet ASYNchronous 



:PROTocol? 
Short-form format: 
Response message: 



Query programmed Trigger Link protocol 
:trig:tcon:prot? 

ASYN or SSYN 
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Programming 

example 



Parameters 



Short-form 

formats 



Defaults 



Query 

commands 



Description 



This command is used to select the protocol for the Trigger Layer Trigger Link. With ASYN- 
chronous selected, separate trigger lines are used for input and output triggers. With SSYNchro- 
nous selected, a single trigger line is used for both input and output triggers. 

Note that Arm Layer 1 and Arm Layer 2 only use the asynchronous Trigger Link mode and 
therefore, the protocol does not have to be selected. 



10 OUTPUT 707; “:trig:tcon:prot ssyn; prot?” 

20 ENTER 707; A$ 

30 PRINT A$ 

40 END 

Line 10 Selects semi-synchronous Trigger Link protocol, and then queries the selected proto- 
col. 

Line 20 Addresses the 7001 to talk. 

Line 30 Displays the Trigger Link protocol (SSYN). 



:DIRection <name> 

:ARM[:SEQuence[l]][:LAYer[l]]:TCONfigure:DIRection <name> Control arm Source Bypass 
ARM[:SEQuence[l]]:LAYer2:TCONfigure:DIRection <name> Control scan Source Bypass 

:TRIGgerl:SEQuencetl]]:TCONfigure:DIRection <name> Control channel Source Bypass 



<name> = SOURce Enable Source Bypass 

= Acceptor Disable Source Bypass 

:arm:tcon;dir <name> 

:arm:lay2:tcon;dir <name> 

:trig:tcon:dir <name> 



Power-up 

*RST 

:SYSTem:PRESet 



Saved power-on setup 
Acceptor (all layers) 

Acceptor (Arm Layer 1 and Arm Layer 2) 
SOURce (Trigger Layer) 



;DIRection? 
Short-form formats: 



Response message: 



Query Source Bypass state 
:arm:tcon:dir? 
:arm:lay2:tcon:dir? 
:trig:tcon:dir? 

SOUR or ACC 



When a Source Bypass is enabled and the External or Trigger Link arm control source is select- 
ed, operation will loop around the appropriate control source on the initial pass through that lay- 
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er. Note that the Source Bypass for Arm Layer 2 and the Trigger Layer also loops around the 
Delay. 

If programmed for another pass through the specified layer (count >1), the bypass loop will not 
be in effect even though it will still be enabled. The bypass loop will be in effect if operation 
first goes back into the previous layer (or idle). 

Enabling the Source Bypass for Arm Layer 1 and Arm Layer 2 also enables their Output Trig- 
gers. When operation leaves Arm Layer 1 or Arm Layer 2, the appropriate output trigger pulse 
will occur. If the Trigger Link (TLINk) control source is selected, the output trigger will be 
available on the programmed Trigger Link output line. For all other control source selections, 
the output trigger pulse will be available at the CHANNEL READY Output connector. The Out- 
put Trigger in these two layers is disabled when the Source Bypass is disabled. 

The Output Trigger in the Trigger Layer is always enabled and occurs after the Device Action. 

With Acceptor selected, the bypass is disabled. Operation will not proceed through the speci- 
fied layer until the appropriate event occurs. 



Programming 

example 



10 OUTPUT 707; “:trig:tcon;dir sour; dir?” 

20 ENTER 707; A$ 

30 PRINT A$ 

40 END 

Line 10 Enables the Source Bypass for the Trigger Layer and then queries the state of the 
Source Bypass. 

Line 20 Addresses the 7001 to talk. 

Line 30 Displays the state of the Source Bypass (SOUR; enabled). 



:ASYNchronous:ILINe <NRf> 



ARM[:SEQuence[l]][:LAYer[l]]:TCONfigure:ASYNchronous:ILINe <NRf> 
ARM[:SEQuence[l]]:LAYer2:TCONfigure:ASYNchronous:ILINe <NRf> 
TRIGger[:SEQuence[l]]:TCONfigure:ASYNchronous:ILINe <NRf> 



Select input trigger line; Arm Layer 1 
Select input trigger line; Arm Layer 2 
Select input trigger line; Trigger Layer 



Parameters 



<NRf> = 1 Line #1 

= 2 Line #2 

= 3 Line #3 

= 4 Line #4 

= 5 Line #5 

= 6 Line #6 



Short-form 

formats 



:arm:tcon:asyn:ilin <NRf> 
:arm:lay2:tcon:asyn:ilin <NRf> 
:trig:tcon:asyn:ilin <NRf> 
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Defaults 



Query 

commands 



Description 



Programming 

example 



Parameters 



Short-form 

formats 



Power-up Saved power-on setup 

*RST 1 (all layers) 

:SYSTem:PRESet 1 (all layers) 



:ILINe? 

Short-form format: 



Response message: 



Query programmed input line # 
: arm:tcon: asyn:ilin? 
:arm:lay2:tcon:asyn:ilin? 
:trig:tcon:asyn:ilin? 

1 to 6 



These commands are used to select an input line for the asynchronous Trigger Link of the spec- 
ified layer. Keep in mind that asynchronous Trigger Link input and output (see :OLINe) cannot 
share the same line. If you assign the input to a line that is already being used for the output, an 
error will occur and the command will be ignored. 



10 OUTPUT 707; “:trig:tcon:asyn:ilin 3; ilin?” 

20 ENTER 707; A$ 

30 PRINT A$ 

40 END 

Line 10 Assigns the asynchronous Trigger Link input of the Trigger Layer to line #3, and then 
queries the programmed input line. 

Line 20 Addresses the 7001 to talk. 

Line 30 Displays the programmed input line # (3). 



:ASYNchronous:OLINe <NRf> 

:ARM[:SEQuence[l]][:LAYer[l]]:TCONfigure:ASYNchronous:OLINe <NRf> Select output trigger line; Arm Layer 1 
:ARM[:SEQuence[l]]:LAYer2:TCONfigure:ASYNchronous:OLINe <NRf> Select output trigger line; Arm Layer 2 
:TRlGger[:SEQuence[l]]:TCONfigure:ASYNchronous:OLINe <NRf> Select output trigger line; Trigger Layer 



<NRf> = 1 Line #1 

= 2 Line #2 

= 3 Line #3 

= 4 Line #4 

= 5 Line #5 

= 6 Line #6 



:arm:tcon:asyn:olin <NRf> 
:arm:lay2:tcon:asyn:olin <NRf> 
:trig:tcon:asyn:olin <NRf> 
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Defaults 



Query 

commands 



Description 



Programming 

example 



Parameters 



Short-form 

format 

Defaults 



Power-up Saved power-on setup 

*RST 2 (all layers) 

:SYSTem;PRESet 2 (all layers) 



:OLINe? 

Short-form formats: 



Response message: 



Query programmed output line # 
: arm: tcon: asyn: olin? 
:arm:lay2:tcon:asyn:olin? 
:trig:tcon:asyn:olin? 

1 to 6 



These commands are used to select an output line for the asynchronous Trigger Link of the spec- 
ihed layer. Keep in mind that asynchronous Trigger Link input and output cannot share the same 
line. If you assign the output to a line that is already being used for the input, an error will occur 
and the command will be ignored. 



10 OUTPUT 707; “:trig:tcon:asyn:olin 4; olin?” 

20 ENTER 707; A$ 

30 PRINT A$ 

40 END 

Line 10 Assigns the asynchronous Trigger Link output of the Trigger Layer to line #4, and 
then queries the programmed output line. 

Line 20 Addresses the 7001 to talk. 

Line 30 Displays the programmed output line # (4). 



:SSYNchronous:LINE <NRf> 

:TRIGger[:SEQuence[l]]:TCONfigure:SSYNchronous Specify semi-synchronous Trigger Link line for the Trigger 

Layer 



<NRf> = 1 


Line #1 


= 2 


Line #2 


= 3 


Line #3 


= 4 


Line #4 


= 5 


Line #5 


= 6 


Line #6 



:trig:tcon:ssyn:line 


<NRf> 


Power-up 


Saved power-on setup 


*RST 


1 (Trigger Layer) 


:SYSTem:PRESet 


1 (Trigger Layer) 
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Query 

commands 



Description 



Programming 

example 



:LINE? 

Short-form format: 
Response message: 



Query programmed output line # 
:trig:tcon:ssyn:line? 

1 to 6 



This command is used to select one of the six trigger lines for the semi-synchronous Trigger 
Link. 



10 OUTPUT 707; “:trig:tcon:ssyn:line 6; line?” 

20 ENTER 707; A$ 

30 PRINT A$ 

40 END 

Line 10 Selects line #6 for the Trigger Link, and then queries the programmed line #. 
Line 20 Addresses the 7001 to talk. 

Line 30 Displays selected line # (6). 
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6.1 Introduction 

This section supplies a functional description of fhe 
Model 7001 in block diagram form, as well as defails of 
fhe various circuif board assemblies and funcfional 
blocks wifhin fhe insfrumenf. Some of fhis informafion 
is presenfed in fhe form of simplified schemafics. De- 
failed schemafics and componenf layoufs are locafed af 
fhe end of Secfion 8. 



6.2 Overall functional description 

The Model 7001 mainframe confains five major circuif 
boards, and accepfs up fo fwo plug-in relay cards 
which confain addifional analog circuifry for signal 
pafhs and digifal circuifry for confrol. Figure 6-1 is a 
block diagram showing inferconnecfion of fhe Model 
7001 digifal board, fronf panel display board, micro- 
DIN board, BNC board, and sysfem backplane. The 
board funcfions can be summarized as follows: 



Digifal board — a predominanfly digifal board which 



confains fhe main microprocessor, operafing sysfem, 
memory, IEEE-488 inferface, and supporf circuifry 



Backplane board — provides fhe mechanical and elec- 
frical inferface befween fhe digifal board and any cards 
plugged info fhe Model 7001 card slofs. 

Display board — includes fhe vacuum fluorescenf dis- 
play (VFD), a secondary microprocessor for confrol of 
fhe display, fhe display drivers, and fronf panel key 
mafrix. 

BNC board — a predominanfly mechanical board 
which serves as a disfribufion poinf for confrol signals 
and AC power. 

Micro-DIN board — a digifal board which inferfaces 
fhe rear panel Digifal I/O and Trigger Link micro-DIN 
connectors fo fhe digifal board. 



A swifching-fype power supply board furnishes 
-I-6VDC and -I-14.6VDC fo fhe ofher boards and display. 
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Figure 6-1 

Model 700 1 system block diagram 
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6.3 Control function 

The Model 7001 is controlled by two internal micropro- 
cessors. The primary controller resides on the digital 
board, and is responsible for supervising the overall 
operation of fhe Model 7001. The secondary confroller 
is locafed on fhe display board and is primarily respon- 
sible for supervising operafion of fhe display and key- 
board and communicafing wifh fhe main processor. 



The primary confroller consisfs of fhe following com- 
ponenfs: 

• 68302 16-bif microprocessor 

• 16MHz oscillator 

• Power-up resef circuifry 

• 128K X 16-bif EPROM 

• Two 32K X 8-bif RAM wifh baffery backup 

• 2K X 8-bif EEPROM 

The display microconfroller and associafed compo- 
nenfs consisf of fhe following: 

• 68705 8-bif microconfroller 

• 5812 and 5818 source drivers 



6.3.1 Reset circuitry 

For fhe following discussion, also refer to digifal board 
schematic 7001-106. 



Volfage supervision and monitoring is provided by a 
7770-5 (U102) which checks for under-volfage condi- 
tions. On power-up, as Vcc approaches -tlV, IRESET is 
active low. As Vcc approaches -t3.5V, fhe fime delay cir- 
cuif of fhe 7770-5 acfivafes, keeping IRESET low for an 
additional 200msec. When capacitor C146 (lOpF) fully 
charges, IRESET fhen goes high. If Vcc falls below 
4.55V, IRESET is reasserted low, and remains low unfil 
Vcc again exceeds 4.6V, and affer fhe fime delay has 
fimed ouf. 



IRESET is an open collector oufpuf which is fied to Vcc 
fhrough a A70Q. resistor (R121). IRESET is fied to fhe 
RESET and HALT pins of fhe 68302 processor, each 
fhrough a 560f2 resistor (R130 and R131). These fwo re- 
sisfors enable fhe 68302 main processor to acfivafe a re- 
sef condifion in addifion to when Vcc falls below 4.55V. 



6.3.2 Address decoding 

Address decoding is performed infernally by fhe 68302 
processor. No addifional circuifry is required for fhis 
funcfion. 



6.3.3 Memory 

For fhe following discussion, also refer to digifal board 
schematic 7001-106. 



The Model 700Ts operating soffware is stored in U113, 
a 27C220 (128K x 16-bif) EPROM memory. The revision 
level of fhe soffware is displayed by fhe insfrumenf 
upon power-up. 

During sysfem operafion, relay sefups, scan lisfs, for- 
bidden channels, and ofher temporary sforage fasks 
are accomplished fhrough UllO and Ulll, which are 
32K-byfe sfafic CMOS RAM chips. Power source and 
chip enable lines are roufed fhrough U108, a DS-1210 
NVRAM confroller. Figure 6-2 includes a simplified 
schematic of fhe RAM and baffery back-up circuifry. 

The NVRAM confroller performs fhe functions of 
swifching fhe RAM power source befween Vcc and fhe 
lifhium memory back-up baffery BTIOO. If also dis- 
ables fhe chip enable (CE) to fhe RAM when Vcc is ouf- 
side fhe specified limifs (see fhe previous intormafion 
describing fhe resef circuifry). 

If baffery power drops below a specified limif while 
Vcc is nof presenf, fhe DS-1210 chip (U108) disables fhe 
chip enable fo fhe RAM affer Vcc is restored. Then fhe 
CPU fries fo read a special pattern in fhe RAM. If fhe 
CPU defecfs errors, if overrides fhe paffern and places 
fhe mainframe in a known sfafe. 
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Figure 6-2 

Block diagram — digital circuitry and memory 
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6.4 Relay control circuitry 

The relay control circuits collectively reside on the 
backplane card and each relay or matrix card assembly 
plugged into the Model 7001 mainframe. 



The backplane board acts as a passive conduit for: 

• Confrol signals from fhe digifal board fo fhe swifch 
cards. 

• Responses from fhe swifch cards fo fhe digifal 
board. 

• Power lines fo fhe cards. 

• Expansion of analog signals among fhe cards. 

• Incorporation of relay drivers for fhe Model 705/ 
706 swifch cards. 



The following paragraphs describe operation of fhe re- 
lay confrol circuifry on fhe digifal board, as well as a 
fypical mafrix card. Also refer fo backplane board sche- 
matic 7011-176. 



6.4.1 Backplane interface 

For fhe following discussion, consul! Figures 6-3 and 6- 
4, which show a simplified schematic and timing dia- 
gram for fhe backplane inferface. 



During power-up, fhe main microprocessor reads card 
idenfificafion dafa via fhe backplane inferface from fhe 
EEPROM on each swifch card insfalled in fhe main- 
frame. The microprocessor also sends relay confrol 
dafa fo fhe swifch cards during fhe course of normal 
operation. The dafa is senf and received in serial form. 



The serial dafa from fhe microprocessor has a common 
relay clock, ID clock, and relay dafa line fhaf is mulfi- 
plexed between the mainframe's slof 1 and slof 2 before 
being senf fo fhe backplane. The multiplexing is con- 
frolled by line PB6 and PB6. The remaining lines from 
fhe 68302 are buffered before ferminafing fo fhe back- 
plane inferface. 



Af fhe sfarf of a WRITE fo a swifch card, fhe 68302 in- 
fernal regisfers are loaded wifh 5 byfes of information. 
PB6 is sef fo falk eifher fo slof 1 or slof 2. The dafa is 
loaded on 40 clock cycles. Af complefion, fhe appropri- 
afe sfrobe line will go high and refurn low, lafching fhe 
dafa info fhe backplane drivers and (if insfalled) fhe 
swifch card drivers. On fhe firsf WRITE fo fhe swifch 
card, fhe enable line will go low, enabling fhe dafa in 
fhe regisfer fo be presenf on fhe oufpuf. 



To sfarf a READ cycle of a swifch card, fhe user musf be 
in fhe "CARD ^ READ-I/O-CARD" menu. This ini- 
tializes fhe 68302 fo allocafe memory space fo store 1/ 
O dafa. When in fhis menu, fhe STROBE signal will go 
high and refurn low, lafching in dafa from fhe parallel- 
fo-serial inpuf regisfer. Then, R/W and CS will be en- 
abled along wifh 40 clock cycles, which are needed fo 
read fhe I/O dafa. The ENABLE line will be active low 
affer fhe firsf sfrobe pulse. 
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Figure 6-3 

Backplane interface simplified schematic 



6-6 




Theory of Operation 



Relay CLK 




Relay Data 



DOMCX 



strobe 



Enable (for first 
write only) 



A. Backplane Interface for Write Timing 



The Model 7052-7169 switch card interface connectors 
J2000A/J2000B provide -t6V, 12 sink drive lines, and a 
3-line serial bus to support an additional 8 drive lines 
located on an installed switch card. This interface sup- 
porfs all Model 705 and 706 cards. 



The Model 7011-7013 swifch card inferface connecfors 
J2001A/J2001B provide -t6V, -t 14.6V, -t5V, a 4-line serial 
bus for relay driver communication, a 2-line serial bus 
for card identification, a 3-line serial bus for I/O dafa 
communicafion, and four 3-line analog bus expansions 
between slot 1 and slot 2. The serial bus communica- 
tion supports 40 drive lines or 40 I/O lines on each in- 
stalled switch card. This 32-pin DIN connector 
supports the Model 7011-7013 switch cards. 



Strobe 

R/W 

CS 



6.4.3 ID data circuits 

Upon power-up, the mainframe reads card identifica- 
tion from any cards plugged info fhe mainframe. This 
ID dafa includes such information as card ID, hard- 
ware settling fimes, and relay configurafion informa- 
tion. 



Relay CLK 






I/O Data 




Enable 



Same edge as 
strobe for first read. 




B. Backplane Interface for Read 
Timing 

Figure 6-4 

Timing diagram — backplane interface WRITE 



6.4.2 Switch card interface 

The simplified block diagram of fhe backplane (Figure 
6-5) shows fwo differenf swifch card inferfaces. One of 
fhese inferfaces supporfs fhe Model 7052-7169 series 
swifch cards while fhe ofher supporfs fhe Model 7011- 
7013 series swifch cards. 



ID dafa is confained wifhin an EEPROM which is locaf- 
ed on fhe relay card. The sysfem performs fhe follow- 
ing sequence of operations af power-up in order fo 
read fhe informafion: 

1 . The IDD ATA line (pin 6 of fhe EEPROM locafed on 
fhe relay card) is sef low while fhe IDCLK line (pin 
5) is held high. This acfion inifiafes a sfarf com- 
mand for fhe ROM locafed on fhe relay card fo 
fransmif dafa serially fo fhe mainframe (see Figure 
6 - 6 ). 

2. The mainframe sends fhe ROM address location fo 
be read over fhe IDDATA line. The ROM fhen 
fransmifs an acknowledge signal back fo fhe main- 
frame, and fhen fransmifs dafa af fhaf locafion 
back fo fhe mainframe (refer back fo Figure 6-5). 

3. The mainframe fhen fransmifs an acknowledge 
signal indicating fhaf if requires more dafa. The 
ROM on fhe relay card will fhen sequenfially frans- 
mif dafa affer each acknowledge signal if receives. 

4. Once all dafa are received, fhe mainframe sends a 
sfop command. The sfop command consisfs of a 
low-fo-high fransifion of fhe IDDATA line while 
fhe IDCLK line is held high (see Figure 6-7). 
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Figure 6-5 

Block diagram — backplane interface (one slot) 
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Figure 6-6 

Timing diagram, IDCLK and IDDATA 
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Figure 6-7 

Start and stop sequences 



6.4.4 Relay control 

Card relays are controlled by serial data transmitted 
via the relay DATA line. Five bytes for each card are 
shifted in serial fashion info lafches locafed in fhe card 
and backplane relay driver ICs. The serial dafa is 
clocked in by fhe CLK line. As dafa overflows one reg- 
isfer, if is fed ouf fhe Q's line of fhe regisfer down fhe 
chain. 



Once all five byfes have been shiffed info fhe drivers, 
fhe STROBE line is sef high fo lafch fhe relay informa- 
tion info fhe Q oufpufs of fhe relay drivers. The appro- 
priafe relays are also energized (assuming fhe driver 
oufpufs are enabled, as discussed below). Nofe fhaf a 
relay driver oufpuf goes low fo energize fhe corre- 
sponding relay. 

6.4.5 Power-on safeguard 

A power-on safeguard circuif, consisting of U114 (a D- 
fype flip-flop) and associafed componenfs, ensures 
fhaf relays do nof randomly energize on power-up and 
power-down. This circuif disables all relays fo an open 
condition during power-up and power-down periods. 

The PRESET line on fhe D-fype flip-flop is confrolled 
via fhe SYSRST line by fhe 68302 microprocessor, while 
fhe CLK line is confrolled by a VIA porf line from fhe 
68302. The Q oufpuf of fhe flip-flop drives each swifch 
card relay driver IC enable pin (U100-U104, pin 8). 



When fhe 68302 microprocessor is in fhe RESET mode, 
fhe flip-flop PRESET line is held low, and fhe Q oufpuf 
immediafely goes high, disabling all relays (fhe relay 
driver IC enable pins are high, disabling fhe relays). 
Affer fhe resef condifion elapses (requiring approxi- 
mafely 200msec), PRESET goes high while fhe Q ouf- 
puf sfays high. Wifh fhe firsf valid STROBE pulse, a 
low logic level is clocked info fhe D-fype flip-flop, sef- 
fing fhe Q oufpuf low and simulfaneously enabling all 
relay drivers. Nofe fhaf fhe Q oufpuf sfays low (en- 
abling fhe relay drivers), unfil fhe 68302 processor goes 
info a resef condifion. 



6.4.6 Display board circuitry 

A block diagram of fhe display board is shown in Fig- 
ure 6-8. Major componenfs include fhe display micro- 
confroller, fhe dof and grid drivers, fhe vacuum 
fluorescenf display (VFD), and fhe key mafrix. 

The 68HC705 is fhe display microconfroller fhaf con- 
frols fhe VFD and inferprefs key dafa. The microcon- 
froller has four peripheral I/O porfs, which are used 
for fhe various confrol and read funcfions. Display 
dafa is serially fransmiffed fo fhe microconfroller from 
fhe digifal board via fhe TXB line fo fhe microconfroller 
PDO ferminal. In a similar manner, key dafa is serially 
senf back fo fhe digifal board fhrough fhe RXB line via 
PDl. 

Nofe fhaf fhe 4MHz display clock is generafed on fhe 
digifal board. 
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The dual-line VFD (vacuum fluorescent display) mod- 
ule has a top line consisting of 20 alpha-numeric char- 
acters and annunciators. It is used to display patterns 
as well as text. The bottom line of fhe display is a 32- 
characfer alphanumeric, which is used fo display fexf 
only. 



Each characfer is organized as a 5 x 7 mafrix of dofs or 
pixels, and includes a long under-bar segmenf used as 
a cursor. 



The display uses a common mulfiplexing scheme in 
which each characfer is refreshed in sequence. Dual 
UCN5812's are fhe dof drivers while a UCN5818 is fhe 
grid driver. The dof drivers and grid drivers are serial- 



ly fransmiffed from PD3 and PCI, respecfively. The 
clock for fhe dof drivers is from PD4 of fhe microcon- 
froller, while fhe clock for fhe grid driver is faken from 
PCO of fhe microconfroller. 



The VFD requires bofh -I-60VDC and -I-5VAC for fhe fll- 
amenfs. These VFD volfages are supplied by U117, 
which is locafed on fhe digifal board. 

The fronf panel keys are organized info a row-column 
mafrix fo minimize fhe number of microconfroller pe- 
ripheral lines required fo read fhe keyboard. A key is 
read by sfrobing fhe columns and reading all rows for 
each sfrobed column. Keypress dafa is inferprefed by 
fhe display microconfroller and senf back fo fhe main 
microprocessor using propriefary encoding schemes. 



To/From 

Digital 

Board 




Figure 6-8 

Display board block diagram 
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6.4.7 External control signals 

For the following discussion, refer fo BNC board sche- 
mafic 7001-166 and micro-DIN board schemafic 7001- 
186. 



DIGITAL I/O has four programmable oufpufs, one 
TTL oufpuf, and an addifional line fhaf provides exfer- 
nal pull-up volfage for fhe oufpufs. DIGITAL I/O is 
provided fhrough a fhird 8-pin micro-DIN connecfor 
locafed on fhe Model 7001 rear panel. 



All exfernal confrol signals can be confrolled fhrough 

Exfernal signals are CHANNEL READY and EXTER- iPjg fronf panel or programmed via fhe IEEE-488 bus. 
NAL TRIGGER, as shown in Figure 6-9, and DIGITAL 
I/O, as shown in Figure 6-10. 
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To pDiN Board 



Figure 6-9 

BNC board block diagram 



CHANNEL READY and EXTERNAL TRIGGER are 
TTL-compafible, and supporf communicafion wifh ex- 
isfing insfrumenf producfs or ofher user-supplied 
equipmenf fhrough BNC connectors. 



TRIGGER LINK consisfs of six TTL-compafible signals 
fhaf can be bused befween insfrumenfs via a pair of 8- 
pin TRIGGER LINK IN and TRIGGER LINK OUT mi- 
cro-DIN connectors locafed on fhe Model 7001 rear 
panel. The TRIGGER LINK can be programmed in 
asynchronous mode fo operafe as an addifional 
CHANNEL READY or EXTERNAL TRIGGER signal, 
or in semi-synchronous mode. 



6.4.8 IEEE-488 interface 

The IEEE-488 interface is composed of fhree ICs. A 
9914 General-Purpose Inferface Adapter (GPIA) aufo- 
mafically performs many bus confrol, dafa I/O, and 
handshaking funcfions, fhus minimizing overhead fo 
fhe sysfem microprocessors. Bus drive capabilifies are 
provided by a 75161 and 75160 (UlOO and UlOl). The 
75161 supporfs bus managemenf and handshake lines, 
while fhe 75160 drives fhe dafa lines. 



6.4.9 Power supplies 

The major componenf of fhe power supply is a univer- 
sal AC-inpuf swifching power supply. This supply con- 
fains an infernal line fuse and an auforanging inpuf 
which aufomafically adjusfs fo fhe volfage of fhe inpuf 
mains. The power swifch is locafed on fhe BNC board, 
and acfuafed from fhe fronf panel fhrough a mechani- 
cal extension of fhe ON /OFF buffon. The AC inpuf re- 
cepfacle is also wired fo fhe BNC board; from here if is 
passed direcfly fo fhe power supply board. 



The swifching supply provides regulafed -I-6VDC and 
-I-14.6VDC for fhe relay power supply circuifry. These 
volfages are roufed fo fhe swifch card via fhe digifal 
board and backplane. On fhe digifal board, fhe -i-6V is 
regulafed fo -i-5V using fwo LM2940 regulators. One 
LM2940 supplies -i-5V fo fhe digifal display, backplane, 
swifch cards, and micro-DIN boards, while fhe ofher 
LM2940 provides -i-5V fo U117, fhe VFD supply mod- 
ule. The VFD supply module generafes -I-60VDC and 
5VAC for fhe display board. 
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7.1 Introduction 

This section of the manual will assist you in perform- 
ing maintenance and troubleshooting of the Model 

7001. 

WARNING 

Theinformationin this sectionis in- 
tended for qualified service person- 
nel. Some of these procedures may 
exposeyoutohazardousvoltages.Do 
outperform theseproceduresunless 
you are qualified to do so. 

Section 7 includes the following: 

7.2 Service options: Suggests courses of action for 
obtaining service. 

7.3 Static-sensitivedevices: Coversprecautionsnec- 
essary when handling static-sensitive parts. 

7.4 Routine maintenance: Describesnormalmainte- 
nance items which you may expect to perform 
during the life of the instrument. 

7.5 Disassembly: Describes removal of the case and 
circuit boards from the instrument. 

7.6 Diagnostics: Describes running the built-in tests 
of the circuitry and display. 
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7.7 Test descriptions and notes: Provides details on 

the diagnostic tests plus additional information 
to assist you in isolating problems. 

7.8 Troubleshooting: Outlines a series of additional 
checks and tests which may be used to diagnose 
malfunctions. 

7.2 Service options 

You have several options for maintenance and repair of 
the Model 7001. The choice will depend upon your 
ability to diagnose the problems, as well as your repair 
facilities: 

1. You may return the entire instrument to Keithley. 

2. If you have the necessary equipment and exper- 
tise, you may perform your own routine mainte- 
nance. 

3. If repairs are needed and you can isolate a failure 
to a specific circuit board, you may contact 
Keithley to obtain a replacement for the board. 
Troubleshooting and diagnostic procedures in this 
section are designed to help pinpoint problems to 
the board level. 



NOTE 

The digital and display boards are 
built using surface mount techniques, 
and require specialized equipment 
and skills for repair. Keithley recom- 
mends that these repairs be referred to 
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the factory. The backplane, micro DIN, 
BNC, and power supply boards use 
conventional assembly techniques 
and can be repaired at the component 
level, but board replacement is still 
recommended. 



Without proper tools or training, you may inflict fur- 
ther damage which cannot be repaired at the factory. 
Such damages may void the warranty. 

7.3 Handling and cleaning 
7.3.1 Backplane board 

Row signal paths for Model 701X series swifching 
cards are exfended onto fhe backplane boards of fhe 
mainframe. Thus, a confaminafed backplane will de- 
grade card isolafion specificafions. If an isolafion prob- 
lem is due fo a confaminafed backplane, fhen fhe 
backplane board will have fo be removed and cleaned. 
Paragraph 7.5.2 explains how fo remove fhe backplane 
board. 



Handling backplane board 

Observe fhe following precautions when handling fhe 

backplane board: 

• Handle fhe board only by fhe edges. 

• When servicing fhe board, wear clean cotton 
gloves. 

• Do nof fouch any board fraces or componenfs nof 
associated wifh fhe repair. 

• Do nof fouch areas adjacenf fo elecfrical confacfs. 

• Use dry nifrogen gas fo clean dusf off fhe board. 

Solder repairs and cleaning 

• Use an OA-based (organic activated) flux, and fake 
care nof fo spread fhe flux fo ofher areas of fhe 
board. 

• Remove fhe flux from fhe work areas when fhe re- 
pair has been completed. Use pure wafer along 



wifh clean foam-tipped swabs or a clean soft brush 
fo remove fhe flux. 

• Once fhe flux has been removed, swab fhe repaired 
area (or confaminafed area) wifh mefhanol, fhen 
blow dry fhe board wifh dry nifrogen gas. 

• After cleaning, fhe board should be allowed fo dry 
in a 50°C low-humidify environmenf for several 
hours. 



7.3.2 Static-sensitive devices 

CMOS devices are designed fo operate af high imped- 
ance levels for lower power consumption. As a resulf, 
any sfafic charge fhaf builds up on your person or 
clofhing may be suffidenf fo desfroy fhese devices if 
fhey are nof handled properly. Use fhe precaufions be- 
low when handling sfafic-sensifive devices: 

CAUTION 

Many CMOS devicesareinstalledin 
the Model 7001. Generally, all ICs 
andtransistorsshouldbehandledas 
static-sensitive devices. 



1. Transport such devices only in containers de- 
signed to prevent static build- up. Typically, these 
parts will be received in anti-static containers of 
plasfic or foam. Always leave fhe devices in ques- 
tion in fheir original confainers until ready for in- 
sfallafion. 

2. Remove fhe devices from fheir protective confain- 
ers only af a properly grounded work sfafion. Also, 
ground yourself wifh a suifable wrisf sfrap. 

3. Handle fhe devices only by fhe body; do nof fouch 
fhe pins or terminals. 

4. Any printed circuif board info which fhe device is 
fo be inserfed musf also be properly grounded fo 
fhe bench or fable. 

5. Use only anfi-sfafic type de-soldering tools. 

6. Use only soldering irons with properly grounded 
tips. 

7. Once the device is installed on the PC board, it is 
usually adequately protected, and normal han- 
dling can resume. 
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7.4 Routine maintenance 

The following procedures summarize routine mainte- 
nance for the Model 7001. These procedures require 
disassembly of the instrument (also see paragraph 7.5). 



7.4.1 Line voltage selection 

The Model 7001 power supply board automatically ad- 
justs to line voltage and frequency. There are no inter- 
nal switches for this purpose. 



7.4.2 Changing the fuse 

WARNING 

Disconnect the instrument from the 
power line and all other equipment 
before replacing the line fuse. 

The Model 7001 uses a single fuse which is mounted on 
the power supply board. This board is located on the 
underside of the instrument, immediately beneath the 
power switch pushrod. 

Replacement of the fuse requires removal of the instru- 
ment case. The snap-in fuse can be replaced without re- 
moving the power supply board. 

If the fuse should fail, try to determine the cause before 
installing the replacement. The correct fuse type is as 
follows: 

Line voltage Type Rating 

All 5 X 20mm 250V, 2 A - Fast Blow 



CAUTION 

Use only the specified fuse type, or 
instrument damage may occur. 



7.4.3 Changing the battery 

WARNING 

Disconnect the instrument from the 
power line and all other equipment 
before changing the battery. 

The volatile memories in the Model 7001 are protected 
by a replaceable battery when power is off. Typical life 
for the battery is approximately ten years. This battery 
should be suspected if the instrument no longer retains 
scan lists or other user-programmed operating param- 
eters. If the battery is absent or totally exhausted, the 
display will show the message "No Comm Link" 
shortly after the Model 7001 is switched on. (This is just 
one of the causes of the "No Comm Link" message. See 
paragraphs 7.7.1 and 7.8.1 for more causes.) 

The battery is a 3V wafer-type lithium cell, Duracell 
type DL2450 or equivalent (Keithley part number BA- 
44), which is located on the digital board. 

Replacement of the memory back-up battery requires 
removal of the instrument case, followed by removal of 
the digital board and its shield. (See paragraph 7.5 for 
the disassembly procedure.) 

WARNING 

The precautions below must be fol- 
lowed to avoid possible personal in- 
jury. 

1. Wear safety glasses or goggles when working with 
lithium batteries. 

2. Do not short the battery terminals together. 

3. Keep lithium batteries away from all liquids. 

4. Do not attempt to recharge lithium batteries. 

5. Observe proper polarity when inserting the bat- 
tery into its holder. 

6. Do not incinerate or otherwise expose the battery 
to excessive heat (>60°C). 

7. Bulk quantities of lithium batteries should be dis- 
posed of as a hazardous waste. 
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To replace the battery, first locate its holder (labeled 
BTIOO). Use a small non-metallic tool to lift the battery 
so that it can be slid out from under the retainer spring 
clip. 

The new battery should be reinstalled with the "+" ter- 
minal facing up. Lift up on the retaining clip and place 
the edge of the battery under the clip. Slide the battery 
fully into the holder. Recheck previously stored set- 
tings and re-enter the configuration as necessary. 



7.4.4 Changing firmware 

WARNING 

Disconnect the instrument from the 
power line and all other equipment 
before changing the firmware. 

Changing of the firmware is not a routine maintenance 
item, but may be necessary as upgrades become avail- 
able. The firmware revision levels of the main CPU and 
display CPU are displayed briefly on the front panel 
when the Model 7001 is switched on. 



The firmware for the main CPU is located in EPROM 
U113, a leadless 1C which resides in a chip carrier on 
the digital board. 

Replacement of the main CPU firmware requires re- 
moval of the instrument case, followed by removal of 
the digital board and its shield. 

Removal and replacement of the firmware EPROM 
should be performed only by qualified personnel using 
appropriate 1C extraction tools. 



7.5 D isassembly of the instrument 

Normal maintenance of the Model 7001 requires re- 
moval of the instrument cover. Further disassembly 
should only be required for repair. 



WARNING 

Disconnect the power cord from the 
rearoftheinstrumentandallowsev- 
er al minutes for any energy stored in 
the power supply or other circuits to 
bleed off before opening the instru- 
ment. Also, remove the IEEE-488 ca- 
ble and any boards plugged into the 
Model 7001 backplane. 

NOTE 

If the Model 7001 has been rack 
mounted, the feet, handle, and handle 
mounting ears will have been re- 
placed by rack mount hardware. If so, 
modify the disassembly and assembly 
instructions accordingly. 

For the following procedures, you will require a #2 
Phillips screwdriver with a 4-inch shaft and a flat-blad- 
ed pocket screwdriver. 

Generally, assembly is the reverse order of disassem- 
bly. Some items, such as the handle, case, rear bezel, 
and internal cabling, can be properly reinstalled only 
one way. Make note of the orientation of any items 
which you remove. 

7.5.1 Removal of the case 

Refer to drawing 7001-054 Final Chassis Assembly at 
the end of this section. 

1. Set the Model 7001 on a flat surface, resting on its 
bottom. 

2. Grasp the handle at each pivot point where it at- 
taches to the sides of the instrument. Simulta- 
neously pull both sides of the handle gently 
outward, away from the instrument. While main- 
taining outward pressure on the sides of handle, 
swing the handle fully below the bottom surface of 
the case. At the point where the arrows on the han- 
dle line up with the arrows on the mounting ears, 
the sides of the handle can be separated slightly 
more, permitting the handle to be completely re- 
moved. 
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3. Remove the screws concealed in the handle 
mounting wells on each side of the instrument. 

4. Lift the front end of fhe insfrumenf slighfly and re- 
move fhe mounfing ears by pulling each down- 
ward approximafely 1/8" (3mm). 

5. Loosen fhe fwo mounfing screws af fhe rear bezel 
of fhe insfrumenf. These screws are held captive in 
fhe bezel, and cannof be removed complefely. 
When bofh screws are fully loosened, remove fhe 
rear bezel. 

6. Remove fhe insfrumenf's grounding screw locafed 
on fhe boffom side of fhe Model 7001. 

7. Grasp fhe fronf bezel of insfrumenf and carefully 
slide fhe chassis forward, ouf of fhe mefal case. 

The infernal board assemblies of fhe Model 7001 are 
now accessible. 



7.5.2 Removal of individual boards 

Individual boards wifhin fhe Model 7001 may now be 
removed as needed. Removal of some boards requires 
prior removal of ofher boards. 

CAUTION 

Some boards use mass termination 
connectorswhichmatedirectlytoad- 
jacentboards.Reinstallationofthese 
boards requires extra attention to 
align pins and avoid mechanical 
damage. 

NOTE 

Keep track of screws and ofher fasfen- 
ers which you may remove. Some 
boards are held in place wifh a combi- 
nation of long and shorf screws, or 
ofher fypes of fasfeners which musf be 
reinsfalled in fhe proper posifions. The 
boards in fhe Model 7001 are infercon- 
necfed using a variefy of cables and 
ferminafions. As you disassemble fhe 
insfrumenf, make nofe of posifions 
and keying of ferminafions fo assure 
correcf reaffachmenf. 



Micro DIN board removal 

Removal of fhe micro DIN board does nof require re- 
moval of any ofher boards. Refer fo drawing 7001-053 
Chassis Assembly af fhe end of fhis section. 

To remove fhe micro DIN board: 

1. Disconnecf fhe cable which connecfs fhe micro 
DIN board fo fhe BNC board. 

2. Remove fhe screw which holds fhe micro DIN 
board fo fhe chassis. 

3. The micro DIN board is now held in position only 
by a mass ferminafion connecfor which males fo 
fhe underside of fhe digifal board. Carefully pull 
fhe micro DIN board sfraighf ouf of fhe chassis fo 
separafe if from fhe digifal board. 

Assembly note: When you reinstall the micro DIN 
board, take care not to bend any pins on this connector. 

Power supply removal 

Removal of fhe power supply board does nof require 
removal of any ofher boards. Refer fo drawing 7001- 
052 Digifal Board / Chassis Assembly af fhe end of fhis 
section. 

The power supply board is locafed on fhe underside of 
fhe insfrumenf, immediafely forward of fhe micro DIN 
and BNC boards. If is covered by a flexible insulating 
shield which musf be folded back fo access fhe power 
supply connecfors and mounfing screws. The power 
swifch is locafed on fhe BNC board, and acfuafed by a 
rod which profrudes fhrough fhe fronf panel as fhe 
ON / OFF swifch button. 



WARNING 

Disconnect the instrument from the 
power line and all other equipment 
before removing the power supply. 

To remove the power supply: 

1 . Disconnect the power connectors from fhe forward 
and rear ends of fhe power supply board. 

2. Remove fhe pushrod: 



7-5 




Maintenance 



A. With a flat-bladed pocket screwdriver, gently 
pry the pushrod forward where it connects to 
the power switch. 

B. Gently lift the pushrod up, out of fhe power 
swifch. 

C. Pull fhe pushrod back foward fhe AC line inpuf 
and ouf of fhe fronf panel. 

3. Locale fhe fhree mounting screws and one nylon 
sfand-off which hold fhe power supply board fo 
fhe chassis. 

4. Remove fhe fhree mounfing screws. Nofe fhaf fhe 
fwo screws nearesf fhe side panel of fhe chassis are 
long screws which also fasfen fhe digifal board fo 
fhe chassis. 

5. Carefully pry fhe power supply board away from 
fhe nylon sfand-off using a non-mefallic fool. Wifh 
genfle pressure, fhe power supply board will snap 
free of fhe sfand-off and can be removed. 

6. Carefully lift fhe power supply board from fhe in- 
sfrumenf. 

Assembly note: When reinstalling the power switch 
pushrod, insert the pushrod through the front panel, 
then connect it to the power switch. (See drawing 7001- 
053 at the end of fhis section.) When viewed from fhe 
fronf of fhe unif, ensure fhaf fhe POWER button is in 
fhe oufer (OFF) position before confinuing assembly. 

Front panel removal 

Removal of fhe fronf panel does nof require removal of 
any ofher boards. Refer fo drawings 7001-054 Final 
Chassis Assembly and 7001-040 Fronf Panel Assembly 
af fhe end of fhis section. 

The fronf panel unif is an assembly of fhe fronf panel 
bezel, display board, and keyboard assembly, ft is held 
in position by fwo plasfic fabs on each side of fhe fronf 
panel unif which engage fwo mefal sfuds locafed on 
each side of fhe chassis. The display ifself is connecfed 
fo fhe digifal board fhrough a 16-conducfor ribbon ca- 
ble which feeds fhrough a recfangular hole in fhe fronf 
bulkhead. 

To remove fhe fronf panel unif: 

1. Firsf pull fhe ribbon cable ferminafion from ifs re- 
cepfacle on fhe digifal board. 

2. Genfly pry open fhe plasfic sfrain relief fhaf holds 
fhe ribbon cable. 



3. Genfly pry up on bofh plasfic fabs which hold one 
end of fhe fronf bezel fo fhe chassis, and slide fhe 
bezel forward slighfly fo free fhe fabs. Repeaf fhis 
procedure for fhe ofher side of fhe bezel. 

CAUTION 

Take care to lift the tabs only far 
enoughtofreethebezel.Excessforce 
will break the tabs. 

4. When the front bezel has been freed, remove fhe 
fronf panel assembly wifh ribbon cable. 

5. The fronf panel unif can be furfher disassembled fo 
remove fhe display board if necessary. Locafe fhe 
plasfic refaining bar locafed af fhe bottom inside 
edge of fhe bezel. Carefully pop fhe bar away from 
fhe bezel. Afterward, fhe display board can be re- 
moved from fhe bezel. 

6. The keyboard pushbuttons can now be removed 
from fhe fronf panel. These are insfalled as one or 
fwo mulfi-key overlays. The overlays are capfured 
by wells locafed in fhe inside of fhe fronf panel. 

BN C board removal 

Removal of fhe BNC board requires fhaf fhe power 
swifch pushrod firsf be removed. If necessary, refer 
back fo removal of fhe power supply (sfep 2). Also, re- 
fer fo drawing 7001-053 Chassis Assembly af fhe end of 
fhis section. 

To remove fhe BNC board: 

1. Confirm fhaf fhe pushrod has been removed. 

2. Disconnecf fhe cable which connecfs fhe micro 
DIN board fo fhe BNC board. 

3. Disconnecf fhe AC power feed from fhe BNC 
board. 

4. Loosen and remove fhe nufs and washers which 
fasfen fhe fwo BNC connecfors fo fhe rear panel. 

5. Slide fhe BNC board foward fhe fronf of fhe unif 
until fhe board slof aligns wifh fhe chassis lance, 
fhen lift fhe board free of fhe chassis. 

D igital board removal 

Before fhe digifal board and shield can be removed, fhe 
micro DIN board musf be removed. Refer fo fhe previ- 
ous insfrucfions for removing fhis ifem, and fhen pro- 
ceed wifh fhe following sfeps. Also, refer fo drawing 
7001-052 Digifal Board / Chassis Assembly af fhe end of 
fhis section. 
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1. Confirm that the micro DIN board has been re- 
moved. 

2. If the power supply board is still in position, locate 
the two power supply mounting screws nearest 
the side of the instrument. These screws extend 
into the digital board. Remove these two screws. 

3. If necessary, disconnect the power and display 
connectors from the forward edge of the digital 
board. 

4. Remove the two mounting nuts from the IEEE-488 
connector on the rear panel of the instrument. 

5. Note that the digital board is now held in position 
only by the mass termination connector P1004 
which mates the digital board to the backplane 
board. Carefully slide the digital board/ shield as- 
sembly forward until the pins of this connector are 
free. 

6. Slide the digital board /shield assembly to the side 
to remove it from the chassis. 

7. To further disassemble the digital board / shield as- 
sembly, remove the two screws which fasten the 
shield to the digital board, then remove the shield 
from the board. 

CAUTION 

Do not operate the Model 7001 with 
the digital board shield removed for 
an extended period of time, because 
the shield acts as a heat sink for one 
of the +5V regulators. 

Assembly notes: Since the shield acts as a heat sink for 
one of the -i-5V regulators, ensure that the shield stand- 
off properly aligns with the regulator when re-assem- 
bling. 

When reinstalling the digital board /shield assembly, 
position the digital board in the chassis and then slide 
it back to engage P1004 on the digital board into the 
mating socket on the backplane board. 

Install and tighten the mounting screws in the IEEE- 
488 connector. Align the pins of the micro DIN board 
with the digital board, seat the micro DIN board, and 
replace its retaining screw. 

Install and tighten all other screws which fasten the 
digital board to the chassis. 



Backplane board removal 

Before the backplane board can be removed, the micro 
DIN, front panel, and digital boards must be removed. 
Refer to the previous instructions for removing these 
items, and then proceed with the following steps. Also, 
refer to drawings 7001-052 Digital Board / Chassis As- 
sembly, 7001-051 Card Cage /Chassis Assembly, and 
7001-050 Card Cage Assembly at the end of this section. 

1. Confirm that the micro DIN board, front panel, 
and digital board have been removed. 

2. Locate and remove the four mounting screws 
which fasten the backplane board to the chassis. 
These can be removed using a long screwdriver in- 
serted through the four access holes on the front 
bulkhead of the chassis. 

3. Carefully lift the backplane board assembly out of 
the chassis. 

7.5.3 Replacement of the case 

Refer to 7001-054 Final Chassis Assembly at the end of 
this section. 

1. Reinstall any boards you have removed from the 
Model 7001. If disassembly has been extensive, 
temporarily reattach the power cable and turn on 
the unit to confirm proper operation of the instru- 
ment before you replace the case. Remove the 
power cable again before proceeding. 

2. Carefully insert the rear of the instrument into the 
front of the metal case. Slide the instrument fully 
into the case, and engage the tabs on the forward 
edge of the metal case into the slots on the rear 
edge of the front bezel. 

3. Reinstall the ground screw on the bottom side of 
the Model 7001. 

4. Install the rear bezel and tighten the rear bezel 
mounting screws completely. 

5. Install the left and right handle mounting ears: 
Place a proper mounting ear over the rectangular 
opening on the side of the instrument, near the 
front bezel. Slide the handle mount upward ap- 
proximately Vg” (3 nim) to engage the tabs on the 
handle mount into the case, and align the screw 
holes. Install the retaining screw. 

6. Install the handle: Grasp the handle at its sides and 
gently pull the ends of the handle slightly away 
from each other. Insert the handle into the handle 
mounts at the point where the arrows on the han- 
dle line up with the arrows on the mounting ears. 
Release pressure slightly, and rotate the handle un- 
til it snaps to rest in the desired position. The han- 
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die will lock in three positions: fully retracted 
under the instrument, plus 90° and 180° from fhis 
posifion. 

CAUTION 

The handle parks over the top sur- 
faceofthecase.Donotattempttocar- 
ry the instrument by the handle 
when the handle is in this position. 

The handle may accidently come 
free, allowing the instrument to fall 
and be damaged. 



7.6 Diagnostics 

The Model 7001 includes a series of on-board diagnos- 
tic fesfs which may be invoked fhrough fhe fronf panel 
and performed wifhouf any disassembly of fhe insfru- 
menf. These diagnosfics will help verify funcfionalify 
of fhe Model 7001, and will assisf you in isolating prob- 
lems fo fhe board level. 



7.6.1 Preparations for running the 
diagnostics 

Before running fhe diagnostic fesfs: 

1. Power down fhe Model 7001. 

2. Disconnecf fhe IEEE-488 cable and any BNC or 
frigger cables from fhe rear panel. 

3. Remove any cards which may be plugged info fhe 
backplane. (Nofe fhaf card removal is nof neces- 
sary for fhe non-volafile memory fesf.) 

NOTE 

Some fesfs, nofably fhe IEEE-488 infer- 
face fesfs, may incorrecfly indicafe a 
failure if run wifh cables connecfed. 



7.6.2 Initial power-up test 

Insfall a line cord and apply power. The Model 7001 
should sequence fhrough ROM revision levels, IEEE- 
488 address and card configurations as described in fhe 
operating secfions of fhis manual. 



On power-up, fhe Model 7001 will show "#1 = NONE 
#2 = NONE" indicating fhaf no cards are installed in ei- 
ther card slot. 

NOTE 

If Model 705 / 706 cards had been pre- 
viously programmed in fhe Model 
7001, fhe power-up message will still 
show fhem presenf. 

7.6.3 N on-volatile memory test 

1. Press CARD CONFIGURATION. 

2. Under fhe CARD CONFIG MENU, selecf TYPE 
and press ENTER. 

3. Under fhe SET CARD TYPE menu, selecf SLOT-1 
and press ENTER. 

4. Press fhe <| or [> cursor keys until fhe display 
shows: 

SLOT-1 CARD: 9990 
fhen press ENTER. 

5. Press fhe EXIT key unfil fhe display shows SE- 
LECT CHANNELS. This programs fhe sefup 
memory for a generic 40-channel scanner card 
(9990). 

6. Press fhe SCAN LIST key. 

7. Press fhe CLEAR LIST key 

8. Press "1", "1", ENTER. The display should show: 

SCAN-CHANNELS 1!1, 

This programs a scan lisf which should be refained in 
battery backed up RAM. After programming sefups, 
fhe Model 7001 musf refain fhese assignmenfs when 
power is swifched off, or unfil reprogrammed. 

9. Turn off power and waif a few minufes. 

10. Turn on power. Verify "#1 = 9990" in fhe power-up 
display 

11. Press SCAN LIST. Verify: 

SCAN CHANNELS 1!1, 
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If the Model 7001 does not retain the settings, one of the 
following problems may exist: 

• Failure to retain the card number 9990 indicates a 
fault with EEPROM. 

• Failure to retain the SCAN LIST indicates a fault 
with battery backed up RAM. 

7.6.4 Built-in-tests 

The Model 7001's main circuitry can be verified 
through the use of the "Built-In-Tests" (BIT). The BIT 
can be executed in automatic or manual modes. Manu- 
al mode can be used to execute individual tests, or to 
cycle tests indefinitely for specialized troubleshooting. 

Automatic test mode 

Automatic testing provides a quick scan of most major 
Model 7001 circuit blocks, and can be invoked using 
the following steps: 

1. Press the MENU key. 

2. Select the TEST option and press ENTER. 

3. Under the TEST MENU, select BUILT-IN-TESTS 
and press ENTER. 

4. Under BUILT-IN-TESTS, select AUTO and press 
ENTER. 

5. Under CONTINUOUS REPEAT?, select NO and 
press ENTER. This will run the test once. For con- 
tinuous cycling of the tests, select CONTINUOUS, 
and press ENTER. The tests will execute until you 
press EXIT. Automatic continuous mode may be 
used to scan for intermittent faults. 



As the tests cycle, the display will show the message: 

NNN.NN Running A or 
NNN.NN Running AC 

where "A" signifies "Automatic", "AC" signifies "Au- 
tomatic/ Continuous", and NNN.NN is the number of 
the test being run. 

At the conclusion of successful testing, the display 
should indicate no faults: 



Aii tests compiete 
Press any key to continue 

If a test fails, an asterisk "*" will appear in the top line 
of the display, and the second line will advise on fur- 
ther steps: 

Aii tests compiete * 

Press ENTER to review or EXIT 



To review the error, press ENTER. The display will 
show the test which failed. For further information on 
the failure, press INFO. A detailed description of BIT 
faults may be found later in this section. 

Manual test mode 

Manual testing permits execution of individual Built- 
In-Tests options to help isolate faults. The BIT may be 
executed in manual mode as follows: 

1. Press the MENU key. 

2. Select the TEST option and press ENTER. 

3. Under the TEST MENU, select the BUILT-IN- 
TESTS option and press ENTER. 

4. Under the BUILT-IN-TESTS menu, select MANU- 
AL option and press ENTER. 

5. Press the <| and > cursor keys to select the de- 
sired test number, then press ENTER to invoke the 
test. The INFO key can be pressed for a short de- 
scription of any test function. 

• 100 — EPROM test 

• 101 — RAM test 

• 102 — EEPROM test 

• 103 — Digital I/O: 

103.1- 103.4 — Digital Output bits 1-4 
103.5 — Digital Input 

• 104 — IEEE-488 test 

104.1 — Handshake Test 

104.2 — IEEE-488 Data 

• 105 — Trigger tests 

105.1- 105.6 — System Trigger Bus 

105.7 — External Trigger / Channel Ready 

105.8 — Group Execute Trigger (GET) 
105.11-105.18 — Trigger Shorts tests 
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6. Select the SINGLE, CONTINUOUS, or STEP 
mode, and press ENTER to invoke the desired 
mode: 

• SINGLE — Runs the selected test once. 

• CONTINUOUS — Runs the selected test re- 
peatedly. 

• STEP — Runs the test once, pausing after each 
test sub-section. 

7. As the tests cycle, the display will show the mes- 
sage 

NNN.NN Running M or 
NNN.NN Running MC or 
NNN.NN Paused MS 

where "M" signifies "Manual", "MC" signifies 
"Manual /Continuous", "MS" signifies "Manual/ 
Sfep", and NNN.NN is fhe number of fhe fesf be- 
ing run. 

In fhe STEP mode, press ENTER fo move fhrough fhe 
individual fesfs. 



Af fhe conclusion of successful fesfing fhe display 
should indicafe no faulfs: 

Aii tests compiete 
Press any key to continue 

If a fesf fails, an asferisk "*" will appear in fhe fop line 
of fhe display, and fhe second line will advise on fur- 
fher sfeps: 

Aii tests compiete * 

Press ENTER to review or EXIT 



To review the error, press ENTER. The display will 
show the test which failed. For further information on 
the failure, press INFO. A detailed description of BIT 
faults may be found later in this section. 



7.6.5 Display test — keys 

1. Press the MENU key. 

2. Select the TEST option and press ENTER. 

3. Under the TEST MENU, select the DISPLAY- 
TESTS option and press ENTER. 



4. Under DISPLAY-TESTS, select KEYS and press 
ENTER. The display will show "No keys pressed". 

5. Press each key (except POWER) in turn and verify 
that the corresponding key name is displayed. 

6. Verify that the display returns to "No keys 
pressed" when each key is released, i.e., no sticking 
keys. 

7. When you are done with the key test, press EXIT 
twice to exit. 

7.6.6 Display test — patterns 

The display PATTERNS test is a visual check of the vac- 
uum fluorescent display (VFD) module. See Figure 7-1. 

1. Press the MENU key. 

2. Select the TEST option and press ENTER. 

3. Under the TEST MENU select the DISPLAY-TESTS 
option and press ENTER. 

4. Under DISPLAY-TESTS select PATTERNS and 
press ENTER. 

5. This displays five test patterns: 

Pattern screen 1 

A checkerboard pattern of 18 dots appears for all 
20 characters in the top row and 32 characters in 
the bottom row. The annunciators will be shown as 
in Figure 7-1. 

Pattern screen 2 

The alternate checkerboard pattern of 17 dots ap- 
pears for all 20 characters in top row and 32 char- 
acters in the bottom row. The annunciators 
disappear and are replaced by the numbers: 

1 23456789 10 



Pattern screen 3 

A horizontal bar moves through the seven rows of 
the first 5x7 character position. One and only one 
bar must be visible at a time. Movement will con- 
tinue until any key is pressed. 
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EDIT ERR REM TALK 



LSTN SRQ REAR 



REL FILT MATH 



4W AUTO 



ARM TRIG 



Figure 7-1 

First pattern for display test 



Pattern screen 4 

A vertical bar moves through the five columns of 
the first 5x7 character position. One and only one 
bar must be visible at a time. Movement will con- 
tinue until any key is pressed. 

Pattern screen 5 

All 35 dots of each 5x7 character block will turn on 
one character at a time. The upper row blocks in- 
clude a number and (except for positions 5, 9, 13, 
and 16) an annunciator. Verify that one and only 
one block illuminates fully for each character posi- 
tion. 

The first test pattern automatically appears when 
the display test commences. Press any key except 
EXIT to move to each successive pattern. 

6. Verify all five patterns, then press EXIT to return to 
the TEST MENU. 

7.6.7 Display test — charset 

This test is used to display the ASCII character set. 

1. Press the MENU key. 

2. Select the TEST option and press ENTER. 

3. Under the SELF TEST MENU, select the DISPLAY 
TESTS option. 

4. Under DISPLAY TESTS, select CHAR-SET and 
press ENTER to display the ASCII charatcer set. 

5. Press any key (except EXIT) to scroll through the 
character set. 



6. When finished, use the EXIT key to back out of the 
menu structure. 



7.7 Test descriptions and notes 

The following information provides additional details 
for interpreting any error messages which may result 
during the Built-In-Tests. These notes are intended to 
help you isolate faults to the board level, rather than 
the component level. 



7.7.1 Initial power-up test 

Upon power-up, the Model 7001 writes test patterns to 
all volatile memory locations and checks that they read 
back properly. It then reads all ROM locations and ver- 
ifies that a calculated checksum matches a checksum 
stored in ROM. If either of these tests fail, the digital 
board processor will continue to loop on these tests. If 
any of these tests fail, the display will indicate "No 
Comm Link" after the Model 7001 has been on for sev- 
eral seconds. This message indicates that the digital 
board has not communicated with the display board 
within the time-out interval. 



After memory tests, the Model 7001 checks configura- 
tion data stored in non-volatile memory, configures the 
instrument according to power-up setups, and dis- 
plays startup information. Configuration data is stored 
such that the Model 7001 may determine if it is valid. 
When a Model 7001 has power applied with uninitial- 
ized memory, it may briefly display a "configuration 
error" message. 
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7.7.2 Non-volatile memory tests 

The Model 7001 uses two kinds of non-volatile memo- 
ry, a 24C16 EEPROM (Electrically Erasable Program- 
mable Read-Only Memory) and battery backed RAM. 
The EEPROM stores the IEEE-488 address, power-on 
setup memories and other mainframe configuration 
items. The battery backed RAM stores the scan list, for- 
bidden channels, and relay card setup memories. 

On initial power-up (or after replacing the battery or 
memory parts) the Model 7001 may indicate a configu- 
ration error. Such messages should not occur after pro- 
gramming setups. 

The non-volatile memory test in this procedure stores 
a CARD TYPE in the EEPROM and a SCAN LIST in the 
battery backed RAM. Correct storage of these items af- 
ter a few power line cycles provides a confidence test 
that the non-volatile memory is functioning properly. 

NOTE 

This test instructed you to set the 
CARD TYPE to "9990". The CARD 
TYPE setting will be changed if a 
Model 701X card is inserted in a card 
slot, and may result in an error mes- 
sage. The test must be performed with 
both card slots empty. 



7.7.3 Built-in-tests 

The following provides further details on the Built-In- 
Tests. If these tests detect a fault, they will report the 
following message at the conclusion of the test: 

All tests complete * 

Press ENTER to review or EXIT 

To review the error, press ENTER. The display will 
show the test which failed. For further information on 
the failure, press INFO. Refer to the appropriate test 
numbers below for further explanations. The following 
discussions also suggest the most likely board failure 
for each type of error. You may also find it helpful to re- 
fer to the schematic diagrams. 



Test 100 (EPROM) 

Failure of Test 100 suggests a digital board error. 

All ROM bytes (except for the checksum bytes) are 
read, a checksum is calculated and compared to the 
stored checksum. A fault of this test indicates that one 
or more ROM locations cannot be read properly. Check 
U113 and associated logic. 

Test 101 (RAM) 

Failure of Test 101 suggests a digital board error. 

This is an abbreviated version of power-on RAM test- 
ing. Memory locations are written and read back. It is 
highly unlikely that this test will ever fail — a unit with 
faulty RAM will probably fail the power-on memory 
test or lock up intermittently. Check UllO, Ulll, and 
associated logic. 

Test 102 (EEPROM) 

Failure of Test 102 suggests a digital board error. 

An attempt is made to read a byte of information from 
the 24C16 configuration EEPROM (U106) and an ac- 
knowledge signal is verified. A fault in this test indi- 
cates a problem with the 24C16 component or 
associated signals. The test does not verify the validity 
of configuration information stored in the EEPROM. 
Check U106. 

Test 103 (Digital I/O) 

NOTE 

With some firmware revisions, the 
digital output tests (103.1 through 
103.4) will not pass if the built-in test 
resistors are not present. (See para- 
graph 4.9.1.) 

Failure of Test 103 suggests a micro DIN board error. 

Digital I/O on the Model 7001 consists of four open- 
collector outputs, and one TTL-level input. Outputs 
originate from the 68302 microprocessor PA4-PA7 
(U107). PA4 drives OUTl, PAS drives OUT2, etc. These 
signals are buffered by a 2596 open collector driver 
(U601 on the micro DIN board). 

Digital input is buffered by protection circuitry (CR600, 
CR609, R614, R615) and read by the 68302 at PB8. 
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Tests 103.1-103.2 — Digital output bits 1-4 

Failure of Tests 103.1-103.2 suggests a micro DIN board 
error. 

NOTE 

With some firmware revisions, the digital output tests 
(103.1 through 103.4) will not pass if the built-in test re- 
sistors are not present. (See paragraph 4.9.1) 

These tests make use of the fact that the 68302 Port A 
registers are bidirectional even though in normal use 
they are programmed as outputs only. 

Diodes and resistors are connected around the 2596 so 
that OUT 1 feeds back to PA5, 2 feeds back to PA6, 3 to 
PA7, and 4 to PA4. (Note that signal numbers are 
scrambled at the 2596 open collector driver. The num- 
bers in the above description refer to the digital output 
signal numbers, not to the numbers on the 2596.) 

During Test 103.1, PA4 and PA6 are programmed as 
outputs, PA5 and PA7 are programmed as inputs. As 
PA4 (OUTl) is toggled high and low the signal is veri- 
fied at PA5. 

During Test 103.2, PA5 and PA7 are programmed as 
outputs, PA4 and PA6 are programmed as inputs. As 
PA5 (OUT2) is toggled high and low the signal is veri- 
fied at PA6. 

Tests 103.3-103.4 — OUT3 and OUT4 (test similar to 
103.1-103.2). 

Success of these tests assures the basic functionality of 
PA4-7, the 2596 and associated components. A failure 
may be caused by shorted or defective components or 
by open or shorted PC board traces. 

Tests 103.5 — Digital Input 

Failure of Test 103.5 suggests a micro DIN board or dig- 
ital board error. 

This test verifies that the digital input signal is pulled 
high at PBS of the microprocessor (U107). Success of 
this test does not guarantee functionality. A failure may 
be caused by a defective component or a short circuit. 

Test 104 (IEEE-488 Test) 

Failure of Test 104 suggests a digital board error. 

The IEEE-488 interface in the Model 7001 consists of 
the 9914 GPIB chip (U104), and the 75160 (UlOl) and 



75161 (UlOO) bus drivers. The 75160 buffers DlOl-8 
data lines, the 75161 buffers the bus handshake lines 
and other control signals. The circuitry to test these 
parts is contained in the 5064 ASIC (U103). 

Test 104.1 — Handshake Test 

Failure of Test 104.1 suggests a digital board error. 

Circuitry in the 5064 is set up to simulate an IEEE-488 
handshake. Bytes are written to the 9914 Data Out reg- 
ister and the interrupt status register is checked to ver- 
ify that a Byte-Out handshake is completed. 

These tests verify the basic functionality of the 9914, 
75161, and the handshake portion of the ASIC (Signals 
BNRFD, BNDAC, and BDAV). Failures may indicate 
that a part is defective, or that the PC board is faulty 
Check UlOO, U103, U104. 

Test 104.2 — lEEE-Data 

Failure of Test 104.2 suggests a digital board error. 

Bytes are written to the 9914 Data Out register to drive 
and release bus line DlOl. The state of this signal is 
verified at the 68302 through PBO (BlTBl). 

These tests verify the basic functionality of the 9914 
and 75160. Failures may indicate that a part is defective 
or that the PC board is faulty. Check UlOl and U104. 

Test 105 — Trigger tests 

Failure of Test 105 suggests a micro DIN board or digi- 
tal board error. 

Triggers in the Model 7001 are controlled by circuitry in 
the 5064 ASIC (U103). This part has seven trigger out- 
puts (ST01-ST07) and eight trigger inputs (ST11-ST18). 

The system trigger bus is controlled by ST11-ST16 and 
ST01-ST06. 



ST07 is connected to the CHANNEL READY BNC 
connector. ST17 is connected to the EXTERNAL TRIG- 
GER BNC connector. 
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STI8 is connected to the Group Execute Trigger signal 
(GET) of the 9914 IEEE-488 bus controller (U104). 

Tests 105.1-105.6 — System Trigger Bus 

Failure of Tesfs 105.1-105.6 suggesfs a micro DIN board 
or digifal board error. 

Sysfem frigger inpufs are normally pulled up fo -i-5V 
fhrough profecfion diodes and lkl2 resisfors (CR102- 
107, RllO-115). The Model 7001 may generafe a frigger 
on any of fhe six frigger bus inpufs by fuming on a FET 
(QlOO-105) confrolled by fhe associafed sysfem frigger 
oufpuf pin (STO) of fhe ASIC. 

In Tesf 105.1, STIl is sef up as fhe frigger inpuf. The 
frigger 1 FET is fhen fumed on and off fhrough STOl, 
and if is verified fhaf fhis frips fhe frigger circuifry in 
fhe ASIC. This fesf is fhen repeafed for friggers 2-6 in 
fesfs 105.2 - 105.6. 

Success indicafes proper operation of fhe frigger bus. A 
faulf may indicafe a defecfive ASIC, FET, diode, resis- 
for, or open-circuif board frace. 

Test 105.7 — External Trigger/ Channel Ready 

Failure of Tesf 105.7 suggesfs a DIN or digifal board er- 
ror. 

This fesf is similar fo Sysfem Trigger Tesfs 105.1-105.6 
excepf fhaf fhere is no infernal connection befween EX- 
TERNAL TRIGGER and CHANNEL READY. Conse- 
quenfly fhe meaning of a faulf is reversed from fhaf of 
Tesfs 105.1-105.6, i.e., a faulf is regisfered if a frigger 
does occur. This would indicafe fhaf a shorf exisfs be- 
fween EXTERNAL TRIGGER and CHANNEL READY. 
This facf may be used fo fesf fhe exfernal BNC connec- 
fors. By shorting CHANNEL READY fo EXTERNAL 
TRIGGER wifh a BNC cable, Tesf 105.7 should fail. If if 
does nof, fhe signal pafh is faulfy. 

Test 105.8 — Group Execute Trigger (GET) 

Failure of Tesf 105.8 suggesfs a digifal board error. 

Trigger 8 (STI8) is sef up as inpuf. The 9914 is fhen pro- 
grammed fo generafe a GET signal. A failure may indi- 
cafe a problem wifh fhe ASIC or wifh fhe 9914. 



Tests 105.11-105.18 — Trigger Shorts tests 

Failure of Tesfs 105.11-105.18 suggesfs a DIN board er- 
ror. 

In Tesf 105.11, STIl is programmed as fhe frigger inpuf. 
Each of fhe ofher friggers (STI2-STI7 and GET) are pro- 
grammed fo toggle in turn. If a frigger is defecfed af 
STIl, a shorf is indicafed and fhe fesf fails. The fesf is re- 
peafed for STI2-STI8 in Tesfs 105.12-105.18. 

Ordinarily, builf-in-fesfs should be run wifh no exfer- 
nal connections, however, fhe Trigger Shorfs fesfs may 
be used fo verify proper operation af fhe exfernal 
TRIGGER LINK connectors (J1008, J1009). For exam- 
ple, by shorting pins 1 and 2, and selecting BIT 105, 
faulf s 105.11 and 105.12 should occur indicating fhaf a 
shorf was defecfed befween sysfem frigger 1 and sys- 
fem frigger 2. 



7.8 Troubleshooting 

The following informafion is designed fo help you 
froubleshoof fhe Model 7001 if a problem develops 
which resisfs diagnosis by fhe builf-in fesfs. The BIT 
does nof fesf fo a 100% confidence level, buf will defecf 
and identify a majorify of problems. 



WARNING 

Troubleshootingproceduresmayre- 
quireyoutoapplypowerandoperate 
the Model 7001 with the protective 
cover removed, thus exposingyou to 
lethal voltages. To avoid risk of per- 
sonal injury, refer any such proce- 
dures and testing to qualified 
personnel. 



7.8.1 Digital board 

The digital board contains most of fhe logic in fhe Mod- 
el 7001, and is tested exfensively by fhe BIT. If fhe BIT 
runs, fhe digifal board (or af minimum, fhe micropro- 
cessor, RAM, EPROM, and EEPROM) is funcfional. 
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Raw power supply voltages can be measured at the 
point where they are cabled to the digital board from 
the power supply. Regulators on the digital board re- 
duce the power supply -I-6VDC level to -I-5VDC. This 
voltage can be measured on regulators U118 and U119 
and test points TPIOOO and TP1003. The digital board 
also produces -I-60VDC used to power the fluorescent 
display If fhis volfage is nof presenf, fhe digifal board 
is faulfy The lifhium battery should measure 3- 
3.25VDC befween fhe case (+) ferminal and chassis 
ground. 

CAUTION 

Do not operate the Model 7001 with 
the digital board shield removed for 
an extended period of time, because 
the shield acts as a heat sink for one 
of the +5V regulators. 

Most connections between the digital board and other 
boards are made through mass termination connectors, 
so there is a minimal chance of problems due fo broken 
wires. 



Sympfom — Diagnosfics do nof run: 

• Suspecf a faulfy digifal board, display board, or 
power supply. 

Sympfom — A "No Comm Link" error indicafes fhaf 
fhe digifal and display boards are nof communicafing. 
If fhis error occurs, check: 

• Defecfive battery. 

• Bad cable befween digifal board and display 
board. 

• Defecfive digifal board. 

• Defecfive display board. 



7.8.2 Display board 

The display fesf verifies individual characfers and an- 
nunciators on fhe display board. If fhe insfrumenf 
powers up and executes fhis fesf, fhe display board and 
digifal board logic are mosf likely operating properly. 
Problems wifh individual characfers or annunciafors 



should be easily idenfified. If fhe display is dead, check 
fhe condifion of fhe ribbon cable connecting fhe digifal 
and display boards. Serial communication and power 
for fhe display board (including 60VDC), are fransmif- 
fed over fhis cable. 



Sympfom — No display: 

• Defecfive power supply board. Check volfages. 

• Blown fuse (power supply board). Check fuse. 

• Loose power cable from power supply fo digifal 
board. 

• Loose cable from AC recepfacle fo BNC board. 

• Loose power feed from BNC board fo power sup- 
ply board. 

• Loose ribbon cable from digifal board fo display 
board. 

• Defecfive power swifch (BNC board). 

• Defecfive display board. 

• Defecfive 60V supply (located on digifal board). 

Sympfom — Fronf panel buttons nof working as ex- 
pected: 

• Check fhe display board (run BIT) 

• Check for broken or damaged confacfs on key- 
board button membranes. 



Sympfom — Display fesfs run buf show incorrecf char- 
acfers: 

• Change display board. 



7.8.3 Power supply 

The Model 7001 power supply will resisf problems af- 
fecting conventional power supplies. The power sup- 
ply aufomafically adjusfs fo a broad range of mains 
volfage (90-260VAC) and frequencies (47-440Hz), so 
fhe fuse should nof fail because of incorrecf mains volf- 
age setting. 

If fhe power supply fails, fhe insfrumenf will be inop- 
erative. Power supply inpuf and oufpuf volfages may 
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be checked at the connectors at each end of the board. 
Table 7-1 lists the ouptut voltages that shoud be 
checked. 



Symptom — Repeated blowing of fuses indicafes a 
faulfy power supply or ofher boards: 

• Disconnecf fhe various wiring harnesses or re- 
move boards and check for shorf circuifs. 



7.8.4 Micro DIN board 

• The micro DIN board confains several ICs and dis- 
crefe componenfs for inferfacing and profecfion. 
Failures are unlikely unless caused by exfernal 
overloads. The BIT will fesf fhe micro DIN board fo 
some degree. 

Sympfom — Improper communicafion wifh exfernal 

equipmenf via micro DIN or BNC connecfors: 

• Check for broken or benf connecfor pins or exfer- 
nal wiring. 

• Check for defective BNC or micro DIN board. 



7.8.5 Backplane board 

The backplane board inferfaces plug-in relay cards fo 
fhe digifal board, if communicafion fhrough fhe back- 
plane board is faulfy, check fhe cards and fhe condifion 
of fhe card edge connecfors on fhe backplane board. 

Sympfom — Incorrecf idenfificafion of relay cards 
plugged info backplane: 

• Move fhe affecfed relay card info fhe ofher back- 
plane slof. If if is correcfly idenfified, suspecf fhe 
backplane board. If nof, suspecf fhe relay card. 

Sympfom — Tesf circuif configurations nof funcfioning 
properly: 

• Defective or improperly sealed relay cards. 

• Defective backplane board. 



7.8.6 BNC board 

The BNC board confains only passive componenfs. 
Mechanical componenfs include fhe power swifch and 
BNC connecfors. The only signal cable from fhe BNC 
board carries BNC I/O fo fhe micro DIN board. Fail- 
ures are unlikely. 



Table 7-1 

Power supply checks 



Test 

point 


Output 

voltage 


Tolerance 


Rated 

load 


Ripple/noise 




J102-1 


-tl4.6VDC 


±5% 


1.67A 


lOOmV 


Referenced fo J102-2 


J102-4 


-tbVDC 


±3% 


2.5A 


50mV 


Referenced fo J102-3, 
adjusfable 



Notes: 

1. Tolerance is measured with output at 60% rated load. 

2. Ripple/ noise is measured by using a 12-inch twisted wire terminated with a 47gF capacitor. 
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RECOMMENDED PROCESS: 

REMOVE BACKING EROM INSOLATOR. 

POSITION INSULATOR ON TOP OE RAILS (STICKY SIDE 
AWAY EROM RAILS ). 

SLIDE INTO CARD CAGE KEEPING INSULATOR AGAINST RAILS. 
WHEN COMPLETELY INSTALLED. PRESS TOWARD SUREACE OE 
CARD CAGE. 

INSTALL OTHER INSULATOR IN THE SAME WAY. 

TURN UNIT OVER AND PRESS ENTIRE LENGTH OE INSULATORS 
TO CARD CAGE. 

TURN ON ION PUMP TO BLOW THRU CARD CAGE TO DISSIPATE 
STATIC CHARGE ON INSULATORS. 



PART NO. 


QTY 


DESCRIPTION 


704-314D 


1 


CARD CAGE 


704-317- 1C 


2 


INSULATOR 


7001 -250E 


1 


PANEL BOARD ASS'Y 








MC-607A 


1 


WARNING LABEL 








#6-32x 1/4"PPHSEM 


4 


PHIL PAN HD SENS SCREW 









A 



LTR 


ECA NO. 


REVISION 


ENG 


DATE 


D2 


20393 


7001-250E Was 7001-250E 



























STEP 2 




PLACE T-7569 BOARD INTO CARD CAGE 
EOR AEIGNMENT OR BAGKREANE BOARD. 



7001 

MODEL 



DO NOT SCALE THIS DRAWING 






Kel+hley Inst ruments In 

Cleveland. Ohio 44139 



DIMENSIONAL TOLERANCES 
UNLESS OTHERWISE SPECIFIED 



XX = ±.015 ANG = ±1° 



XXX = ±.005 LRAC = ±1/64 



DATE 9/26/91 



SCALE 



DRN l< Q s 
MATERIAL 



ENG 

APPR 



1/2 

MTE 



7001-051 



CHASSIS ASS'Y 



NEXT ASSEMBLY NEXT PROCESS STEP OTY 



USED ON 




SUREACE MAX 



63 



EINISH 



7001-050 




8.1 Introduction 

This section contains information concerning replace- 
ment parts, schematic diagrams, component layouts, 
and procedures for obfaining factory service for fhe 
Model 7001. 



8.2 Electrical components list 

Elecfrical componenfs for fhe Model 7001 can be ob- 
fained from Keifhley Componenf designations and lo- 
cations can be checked using fhe schemafic and 
componenf diagrams. The parfs lisf, shown lafer in fhis 
section, specifies componenfs alphabetically, in order 
of circuif designafion. 

NOTE 

Mosf componenfs wifhin fhe Model 
7001 are soldered in place using sur- 
face-mounf assembly techniques. Re- 
placemenf of such componenfs 
requires special equipmenf and exper- 
tise. Refer repair of such boards fo 
qualified personnel or fhe facfory. 

8.3 Mechanical parts 

The parf numbers for fhe various mechanical parfs and 
assemblies of fhe Model 7001 are lisfed on fhe assembly 
drawings included af fhe end of Section 7. 




Replacable Parts 



8.4 Ordering information 

Keifhley Insfrumenfs, Inc. mainfains a complefe 
inventory of all normal replacemenf parfs. To place an 
order, or fo obfain information concerning replacemenf 
parfs, confacf your local Keifhley represenfafive, or fhe 
facfory: 

Keifhley Insfrumenfs, Inc. 

28775 Aurora Road 
Cleveland, OH 44139 
(440) 248-0400 

When ordering parfs, include fhe following informa- 
tion: 

1. Insfrumenf model number. 

2. Insfrumenf serial number. 

3. Parf descripfion. 

4. Circuif designafion, including (if applicable) fhe 
numbers of fhe schemafic and componenf layouf 
diagrams where fhe componenf appears. 

5. Keifhley parf number. 



8.5 How to obtain factory service 

If fhe insfrumenf or associated accessories are fo be re- 
furned fo fhe facfory for service, carefully pack fhem 
(preferably in fhe original carfon), and include fhe fol- 
lowing informafion: 

8-1 




Replaceable Parts 



1. Complete the service form found af fhe end of fhis 
manual and refurn if wifh fhe insfrumenf. 

2. Advise as fo fhe warranfy sfafus of fhe insfrumenf 
(see fhe inside fronf cover of fhis manual for war- 
ranfy informafion). 

3. Wrife fhe following on fhe shipping label: ATTEN- 
TION REPAIR DEPARTMENT. 

4. Call fhe Insfrumenfs Division Repair Deparfmenf 
af 1-800-552-1115 for a Refurn Maferial Aufhoriza- 
fion (RMA) number. 



8.6 Document list 

The schemafic and componenf layouf diagrams for fhe 



Model 7001 are locafed af fhe end of fhis secfion. Refer- 
ence fhem fhrough fhe following designafions: 

• Digifal Board, Schemafic Diagram 7001-106, and 
Componenf Layouf 7001-100. 

• Display Board, Schemafic Diagram 7001-116, and 
Componenf Layouf 7001-110. 

• Micro DIN Board, Schemafic Diagram 7001-166, 
and Componenf Layouf 7001-160. 

• Backplane Board, Schemafic Diagram 7001-176, 
and Componenf Layouf 7001-170. 

• BNC Board, Schemafic Diagram 7001-186, and 
Componenf Layouf 7001-180. 
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Table 8-1 

Digital Board, Parts List 



Circuit 

desig. 


Description 


Keithley 
part no. 




DIGITAL BOARD ASSEMBLY 


7001-100 




DIGITAL SHIELD 


704-323 




FOR U118 HEAT SINK 


HS-33 




USE WITH U113 SOCKET, 44 PIN QUAD 


SO-128-44 


BTIOO 


BATTERY, LITHIUM 


BA-44 


ClOO 


CAP,22UF,-20+100%,25V,ALUM ELEC 


C-314-22 


C101,102 


CAP,220UF,-20-hl00%,25V,ALUMELEC 


C-314-220 


C103 


CAP, 47UF,10%,16V,ALUM ELEC 


C-321-47 


C104-121 


CAP,270PF,20%,100V, CERAMIC / FERRITE 


C-386-270P 


C122-130 


CAP, .OluF, 20%, 50V, CERAMIC (1206) 


C-418-.01 


C131-145 


CAR.IUF, 20%,50V,CERAMIC(1206) 


C-418-.1 


C146 


CAP, 10UF,20%, 25V, TANTALUM (D7243) 


C-440-10 


C147,148 


CAP, 33PF, 10%, lOOV, CERAMIC (1206) 


C-451-33P 


CRlOO-107 


DIODE,SILICON,lN4148 (DO-35) 


RF-28 


CR108,109 


DIODE,ARRAY,MMAD1103,(SOIC) 


RF-80 


ElOO 


FERRITE BEAD 


CT-8 


J1002 


CONN,RIGHT ANGLE,24PIN 


CS-507 


J1003 


SOCKET, BOTTOM ENTRY 


CS-771-28 


J1005 


FOR DISPLAY CABLE CONN, HEADER STRAIGHT SOL- 
DER PIN 


CS-368-16 


J1006 


CONNECTOR, HEADER 


CS-715-4 


LIOO 4 OI 


POWER FILTER CHOKE, 10UH,3A 


CH-20-2 


M104 


BATTERY HOLDER 


BH-34 


PI 004 


CONNECTOR, DUAL ROW 


CS-770-34 


QlOO-105 


TRANS,N CHAN TMOS FET, 2N7000 (TO-92) 


TG-195 


RlOO-109 


RES,10K,5%,125MW,METALFILM(1206) 


R-375-10K 


RllO-115 


RES, 5.1K,5%, 125MW, METAL FILM (1206) 


R-375-5.1K 


R116-120 


RES,4.7K,5%,125MW,METALFILM(1206) 


R-375-4.7K 


R121 


RES, 470,5%, 125MW, METAL FILM(1206) 


R-375-470 


R122 


RES, 680K, 5%,125mW, METAL FILM (1206) 


R-375-680K 


R123,124 


RES,100,5%,250MW,METALFILM(1210) 


R-376-100 


R126,127,138 


RES, lOK, 5%, 250MW, METAL FILM(1210) 


R-376-10K 


R128,129 


RES, 4.7K, 5%, 250MW, METAL FILM(1210) 


R-376-4.7K 


R130,131 


RES, 560, 5%, 250mW, METAL FILM (1210) 


R-376-560 


R132-135 


RES, 2K, 1%, 125m W, METAL FILM (1206) 


R-391-2K 


R136 


RES NET,4.7K,2%,1.875W(SOMIC) 


TF-219-4.7K 


R137 


RES, 1.5K, 5%, 250MW, METAL FILM(1210) 


R-376-1.5K 


TPlOO-102 


CONN,TEST POINT 


CS-553 
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Table 8-1 (continued) 

Digital Board, Parts List 



Circuit 

desig. 


Description 


Keithley 
part no. 


UlOO 


IC,OCTAL INTER BUS TRANS,75161(SOLIC) 


IC-647 


UlOl 


IC,OCTAL INTERFACE BUS,75160(SOLIC) 


IC-646 


U102 


IC, DUAL POWER-SUPPLY SUPER, TL7770-5 


IC-805 


U103 


PROGRAM 


7001-801A01 


U104 


IC, GPIB ADAPTER, 9914A (PLCC) 


LSI-123 


U105 


IC, QUAD 2 IN NOR, 74HCT02 (SOIC) 


IC-809 


U106 


IC, SERIAL E EPROM, X24C16(8-PIN DIP) 


IC-736 


U107 


IC, 16-BIT MICRO, MC68302 


LSI-106 


U108 


IC,NONVOLATILE CONTROLLER DS1210 


IC-541 


U109,115 


IC, QUAD 2 INPUT OR, 74HCT32 (SOIC) 


IC-808 


U110,lll 


IC,32KX8 STAT CMOS RAM,D43256C(SOMETRIC) 


LSI-93-100 


U112 


IC,OCT BFR/LINE DRIVE,74HCT244(SOLIC) 


IC-651 


U113 


PROGRAM 


7001-802A02 


U114 


IC, DUAL D F/F 74HCT74(SOIC) 


IC-838 


U116 


IC, QUAD 2 IN AND, 74HCT08(SOIC) 


IC-837 


U117 


MOD,DC-AC / DC, 5D V-5VAC / 60DC,E705-E905 VP 


MO-30 


U118,119 


IC,+5V VOLTAGE REGULATOR,LM2940CT 


IC-576 


VRIOO 


DIODE, ZENER 8.2V, 1N4101 (DO-7) 


DZ-82 


W102,103 


JUMPER 


J-15 


YlOO 


CRYSTAL, 16MHZ 


CR-30-16M 
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Table 8-2 

Display Board, Parts List 



Circuit 

desig. 


Description 


Keithley 
part no. 




DISPLAY BOARD ASSEMBLY 


7001-110 




VACUUM FLUORESCENT DISPLAY 


DD-51 




CLIP, GROUND 


2001-352 


C401 


CAP,22UF, 20%, 6.3,TANTALUM(C6032) 


C-417-22 


C402,404,407, 408,410 


CAP, .lUF, 20%,100V, CERAMIC ^812) 


C-436-.1 


C403,405,406,409,411 


CAP.IUF, 20%,50V,CERAMIC(1206) 


C-418-.1 


P1005 


CABLE ASSEMBLY, 16-PIN RIBBON CABLE 


CA-27-14 


R401 


RES NET, 15K, 2%, 1.875W(SOMIC) 


TF-219-15K 


R402 


RES, 13K, 5%,125MW, METAL FILM(1206) 


R-375-13K 


R404 


RES,100,5%,250MW,METALFILM(1210) 


R-376-100 


R405 


RES,10K,5%,125MW,METALFILM(1206) 


R-375-10K 


U401,404,405 


IC, LATCHED DRIVERS,UCN-5812EPF-1(PLCC) 


IC-732 


U402 


PROGRAM 


7001-800A01 


U403 


IC, 32-BIT, SERIAL UCN5818EPF-1(PLCC) 


IC-830 
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Table 8-3 

Micro DIN Board, Parts List 



Circuit 

desig. 


Description 


Keithley 
part no. 




MICRO DIN AND BNC BOARD ASSEMBLY 


7001-250 


C602-612 


CAR270PF,20%,100V, CERAMIC / FERRITE 


C-386-270P 


C601 


CAP,.1UF,20%,50V,CERAMIC 


C-365-.1 


CR600-610 


DIODE,SILICON,lN4148 (DO-35) 


RF-28 


J1007-1009 


CONN, CIRCULAR DIN 


CS-762 


JlOlO 


LATCHING HEADER,FRICTON, SGL ROW 


CS-724-3 


P1003 


CONNECTOR, PIN STRIP 


CS-776-28 


R600-604 


RES,10,1%,1 / 8W,METAL FILM 


R-88-10 


R606-614 


RES,10K,1%,1 / 8W,METAL FILM 


R-88-10K 


R615 


RES,2K,1%,1 /8,METAL FILM 


R-88-2K 


U601 


IC8-CHANNEL SAT SINK DRIVER,UDN-2596A 


IC-578 
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Table 8-4 

Backplane Board, Parts List 



Circuit 

desig. 


Description 


Keithley 
part no. 




BACKPLANE AND EXTENDER BOARD ASSEMBLY 


7001-250 




CONNECTOR SHIM 


7011-309 


C700-707 


CAP,.1UF,20%,50V,CERAMIC 


C-365-.1 


CR701-708 


DIODE,SILICON, 1N4148 (DO-35) 


RF-28 


1700 


BEAD, FERRITE 


CT-9 


J1004 


CONN, 34-PIN, 2 ROWS 


CS-771-34 


J2000AJ2000B 


CONN, 30-PIN EDGE 


CS-454-2 


J2001A, J2001B 


CONN, 32-PIN, 3 ROWS 


CS-748-2 


R700,701 


RES, 1.8K,5%,1/4W, COMPOSITION OR FILM 


R-76-1.8K 


U700-703 


IC, 8 STAGE SHIFT /STORE UCN5841 


IC-536 
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Table 8-5 

BNC Board, Parts List 



Circuit 

desig. 


Description 


Keithley 
part no. 




MICRO DIN AND BNC BOARD ASSEMBLY 


7001-250 




CHOKE 


CH-54 




FOR CH-54 ASSY CABLE CLAMP 


CC-38-4 




CH-54 ASSY TO BD CABLE CLAMP 


CC-38-4 


C801,802 


CAP 3000P, 20%, 250V EMI SUPP FILTER 


C-475-3000P 


11011,1012 


CONN, BNC 


CS-547 


J1013 


CONN,MOLEX, 5-PlN 


CS-772-5 


S801 


SWITCH, PUSHBUTTON (6 POLE) 


SW-466 
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A 

Interface Function Codes 



The interface function codes, which are part of the 
IEEE-488 standards, define an instrument's ability to 
support various interface functions and should not be 
confused with programming commands found else- 
where in this manual. The interface function codes for 
the Model 7001 are listed in Table C-1. The codes define 
Model 7001 capabilities as follows: 



SH (Source Handshake Function) — SHI defines the 
ability of the instrument to initiate the transfer of mes- 
sage/ data over the data bus. 

AH (Acceptor Handshake Function) — AHl defines 
the ability of the instrument to guarantee proper recep- 
tion of message/ data transmitted over the data bus. 

T (Talker Function) — The ability of the instrument to 
send data over the bus to other devices is provided by 
the T function. Instrument talker capabilities (T5) exist 
only after the instrument has been addressed to talk. 

L (Listener Function) — The ability for the instrument 
to receive device-dependent data over the bus from 
other devices is provided by the L function. Listener 
capabilities (L4) of the instrument exist only after it has 
been addressed to listen. 



SR (Service Request Function) — SRI defines the abil- 
ity of the instrument to request service from the con- 
troller. 

RL (Remote-Local Function) — RLl defines the ability 
of the instrument to be placed in the remote or local 
modes. 

PP (Parallel Poll Function) — The instrument does not 
have parallel polling capabilities (PPO). 

DC (Device Clear Function) — DCl defines the ability 
of the instrument to be cleared (initialized). 

DT (Device Trigger Function) — DTI defines the abil- 
ity of the Model 182 to have readings triggered. 

C (Controller Function) — The instrument does not 
have controller capabilities (CO). 

TE (Extended Talker Eunction) — The instrument 
does not have extended talker capabilities (TEO). 

LE (Extended Listener Eunction) — The instrument 
does not have extended listener capabilities (LEO). 

E (Bus Driver Type) — The instrument has open-col- 
lector bus drivers (El).^ 
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Interface Function Codes 



Table A-1 

Model 7001 interface function codes 



Code 


Interface function 


SHI 


Source Handshake capability 


AHl 


Acceptor Handshake capability 


T5 


Talker (basic talker, serial poll, unaddressed to talk on LAG) 


L4 


Listener (basic listener, unaddressed to listen on TAG) 


SRI 


Service Request capability 


RLl 


Remote /Local capability 


PRO 


No Parallel Poll capability 


DCl 


Device Clear capability 


DTI 


Device Trigger capability 


CO 


No Controller capability 


El 


Open collector bus drivers 


TEO 


No Extended Talker capability 


LEO 


No Extended Listener capability 
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B 

ASCII Character Codes and IEEE-488 Multiline 

Interface Command Messages 



Decimal 


Hexadecimal 


ASCII 


IEEE-488 

Messages* 


Decimal 


Hexadecimal 


ASCII 


IEEE-488 

Messages* 


0 


00 


NUL 




16 


10 


DEE 




1 


01 


SOH 


GTE 


17 


11 


DCl 


LLO 


2 


02 


SIX 




18 


12 


DC2 




3 


03 


FIX 




19 


13 


DC3 




4 


04 


EOT 


SDC 


20 


14 


DC4 


DCL 


5 


05 


ENQ 


PPG 


21 


15 


NAK 


PPU 


6 


06 


ACK 




22 


16 


SYN 




7 


07 


BEL 




23 


17 


ETB 




8 


08 


BS 


GET 


24 


18 


CAN 


SPE 


9 


09 


HT 


TCT 


25 


19 


EM 


SPD 


10 


OA 


LF 




26 


lA 


SUB 




11 


OB 


VT 




27 


IB 


ESC 




12 


OC 


FF 




28 


1C 


FS 




13 


OD 


CR 




29 


ID 


GS 




14 


OE 


SO 




30 


IE 


RS 




15 


OF 


SI 




31 


IF 


US 





* Message sent or received with ATN true. 



B-1 




ASCII Character Codes and IEEE-488 Multiline 
Interface Command Messages 



Decimal 


Hexadecimal 


ASCII 


IEEE-488 

Messages* 


Decimal 


Hexadecimal 


ASCII 


IEEE-488 

Messages* 


32 


20 


SP 


MLAO 


64 


40 


@ 


MTAO 


33 


21 


! 


MLAl 


65 


41 


A 


MTAl 


34 


22 


// 


MLA 2 


66 


42 


B 


MTA 2 


35 


23 


# 


MLA 3 


67 


43 


C 


MTA 3 


36 


24 


$ 


MLA 4 


68 


44 


D 


MTA 4 


37 


25 


% 


MLA 5 


69 


45 


E 


MTA 5 


38 


26 


& 


MLA 6 


70 


46 


F 


MTA 6 


39 


27 


/ 


MLA 7 


71 


47 


G 


MTA 7 


40 


28 


( 


MLA 8 


72 


48 


H 


MTA 8 


41 


29 


) 


MLA 9 


73 


49 


I 


MTA 9 


42 


2A 


* 


MLA 10 


74 


4A 


J 


MTA 10 


43 


2B 


+ 


MLA 11 


75 


4B 


K 


MTA 11 


44 


2C 


/ 


MLA 12 


76 


4C 


L 


MTA 12 


45 


2D 


- 


MLA 13 


77 


4D 


M 


MTA 13 


46 


2E 




MLA 14 


78 


4E 


N 


MTA 14 


47 


2F 


/ 


MLA 15 


79 


4F 


O 


MTA 15 


48 


30 


0 


MLA 16 


80 


50 


P 


MTA 16 


49 


31 


1 


MLA 17 


81 


51 


Q 


MTA 17 


50 


32 


2 


MLA 18 


82 


52 


R 


MTA 18 


51 


33 


3 


MLA 19 


83 


53 


S 


MTA 19 


52 


34 


4 


MLA 20 


84 


54 


T 


MTA 20 


53 


35 


5 


MLA 21 


85 


55 


U 


MTA 21 


54 


36 


6 


MLA 22 


86 


56 


V 


MTA 22 


55 


37 


7 


MLA 23 


87 


57 


W 


MTA 23 


56 


38 


8 


MLA 24 


88 


58 


X 


MTA 24 


57 


39 


9 


MLA 25 


89 


59 


Y 


MTA 25 


58 


3A 




MLA 26 


90 


5A 


Z 


MTA 26 


59 


3B 


/ 


MLA 27 


91 


5B 


[ 


MTA 27 


60 


3C 


< 


MLA 28 


92 


5C 


\ 


MTA 28 


61 


3D 




MLA 29 


93 


5D 


] 


MTA 29 


62 


3E 


> 


MLA 30 


94 


5E 


« 


MTA 30 


63 


3F 


? 


UNL 


95 


5F 


ae 


UNL 



* Message sent or received with ATN true. Numbers shown 
represent primary address resulting in MLA (My Listen 
Address). 



* Message sent or received with ATN true. Numbers shown 
are primary address resulting in MTA (My Talk Address). 
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ASCII Character Codes and IEEE-488 Multiline 
Interface Command Messages 



Decimal 


Hexadecimal 


ASCII 


IEEE-488 

Messages* 


Decimal 


Hexadecimal 


ASCII 


IEEE-488 

Messages* 


96 


60 


« 


MSA 0, PPE 


112 


70 


P 


MSA 16, PPD 


97 


61 


a 


MSA 1, PPE 


113 


71 


q 


MSA 17, PPD 


98 


62 


b 


MSA 2, PPE 


114 


72 


r 


MSA 18, PPD 


99 


63 


c 


MSA 3, PPE 


115 


73 


s 


MSA 19, PPD 


100 


64 


d 


MSA 4, PPE 


116 


74 


t 


MSA 20, PPD 


101 


65 


e 


MSA 5, PPE 


117 


75 


u 


MSA 21, PPD 


102 


66 


f 


MSA6, PPE 


118 


76 


V 


MSA 22, PPD 


103 


67 


g 


MSA 7, PPE 


119 


77 


w 


MSA 23, PPD 


104 


68 


h 


MSA 8, PPE 


120 


78 


X 


MSA 24, PPD 


105 


69 


i 


MSA 9, PPE 


121 


79 


y 


MSA 25, PPD 


106 


6A 


j 


MSA 10, PPE 


122 


7A 


z 


MSA 26, PPD 


107 


6B 


k 


MSA 11, PPE 


123 


7B 


{ 


MSA 27, PPD 


108 


6C 


1 


MSA 12, PPE 


124 


7C 


1 


MSA 28, PPD 


109 


6D 


m 


MSA 13, PPE 


125 


7D 


} 


MSA 29, PPD 


110 


6E 


n 


MSA 14, PPE 


126 


7E 


~ 


MSA 30, PPD 


111 


6F 


o 


MSA 15, PPE 


127 


7F 


DEL 





* Message sent or received with ATN true. Numbers represent 
secondary address resulting in MSA (My Secondary Address). 
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c 

Controller Pro^ams 



The following programs have been supplied as a sim- 
ple aid to the user and are not intended to suit specific 
needs. Each program allows you to send a command 
message to the instrument and obtain and display a re- 
sponse from the instrument for query commands. 



Programs for the following controllers are included: 

• A BASIC program for an IBM PC / XT / AT with a 
Capital Equipment Corporation PC<>488 Inter- 
face (Keithley Model PC-488-CEC IEEE-488 Inter- 
face Card). 



• A BASIC program for an IBM PC / XT / AT with lO- 
tech Driver488 Software. 

• A BASIC program for a Hewlett-Packard Model 
9000 Series 200/300 computer. 

• A program written with the ASYST software pack- 
age (available from Keithley Instruments) for an 
IBM PC / XT / AT with a Capital Equipment Corpo- 
ration PC<>488 Interface. 

• A BASIC program for an IBM PC / XT / AT with a 
National GPIB PC Interface. 
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Controller Programs 



IBM PC/XT/AT with Capital 
Equipment Corporation 
PC <>488 Interface (Keithley 
PC-488-CEC) 

Introduction 

General information about controlling a Model 7001 
with an IBM PC/XT / AT computer and Capital Equip- 
ment Corporation PC<>488 interface is given here. Re- 
fer to the CEC PC<>488 Programming and Reference 
Manual for complete information. 



Initializing the system 

The first step in any program is to initialize the system 
using the INITIALIZE routine. This routine sets the 
primary IEEE-488 bus address of the PC<>488, speci- 
fies the type of controller to be used, and sends an in- 
terface clear (IFC) to the other devices on the bus. 



After booting up the IBM using DOS and entering BA- 
SICA, the statements of Program 1 can be used at the 
start of any program to initialize the system. 

Line 30 sets the address of the PC<>488 to 21, however, 
any other valid address could be used as long as it does 
not conflict with the address of any other device on the 
bus. 

Interface basic programming statements 

This paragraph covers the PC<>488 statements that are 



essential to Model 7001 operation. A partial list of pro- 
gramming statements is contained in Table E-1. The 
IBM BASIC CALL statement is used to execute the de- 
sired action. Before a CALL routine can be used, BASIC 
needs to know the offset address of the routine. In the 
table, the first statement of each programming se- 
quence defines the offset address of the CALL routine. 



Example program 

The following program sends a command message 
from an IBM PC/XT / AT computer to the Model 7001 
and displays the response to a query on the CRT. The 
computer must be equipped with a CEC interface card 
and DOS 2.0 (or later revision) operating system. 



Directions 

1. Using the front panel MENU key, set the primary 
IEEE-488 address of the Model 7001 (GPIB selec- 
tion) to 7. 

2. With the power off, connect the Model 7001 to the 
IEEE-488 interface card installed in the IBM com- 
puter. 

3. Type in BASICA on the computer keyboard to get 
into interpretive BASIC language. 

4. Enter the lines of Program 2 using the return key 
after each line. 

5. Run the program and type in the desired com- 
mand string at the ENTER COMMAND MES- 
SAGE prompt. For example, to request the 
currently defined Scan List, type in :SCAN? and 
press the return key. The Scan List will appear on 
the computer CRT. 
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Controller Programs 



Table C-1 

BASIC statements necessary to send bus commands 



Action 


PC<>488 statements 


Transmit command string 
(CMD$) to device 7. 


SEND =9 
ADDRESS%=7 

CALL SEND(ADDRESS%,CMD$,STATUS%) 


Obtain string from device 7. 


ENTER=21 

ADDRESS%=7 

RESPONSE$=SPACE$(50) 

CALL ENTER(RESPONSE$,LENCTH%,ADDRESS%,STATUS%) 


Send GTL to device 7. 


TRANSM1T=3 
CMD$="L1STEN 7 GTL" 

CALL TRANSM1T(CMD$,STATUS%) 


Send SDC to device 7. 


TRANSMIT=3 
CMD$="LISTEN 7 SDC" 

CALL TRANSMIT(CMD$,STATUS%) 


Send DCL to all devices. 


TRANSM1T=3 
CMD$="L1STEN 7 DCL" 

CALL TRANSM1T(CMD$,STATUS%) 


Send remote enable. 


TRANSM1T=3 
CMD$="REN LISTEN 7" 

CALL TRANSM1T(CMD$,STATUS%) 


Serial poll device 7. 


SPOLL=12 

ADDRESS%=7 

CALL SPOLL%(ADDRESS%,POLL%,STATUS%) 



10 


DEF=SEG&HC400 


' Memory address . 


20 


INITIALIZE=0 


' Offset address of routine 


30 


MY.ADDRESS%=21 


' Set PC<>488 address. 


40 


CONTROLLER%=0 


' Set for system control. 


50 


CALL INITIALIZE (MY . ADDRESS%, 
CONTROLLER%) 


' Initilize system. 



Program 1 
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10 DEF SEG=&HC400 
20 INITIALIZE=0 
30 SEND=9:ENTER=21 
40 MY.ADDRESS%=21 
50 INST.ADDRESS%=7 
60 CONTROLLER%=0 
70 CALL INITIALIZE (MY . ADDRESS%, 
CONTROLLER%) 

80 LINE INPUT "ENTER COMMAND 
MESSAGE ";CMD$ 

90 CALL SEND ( INST . ADDRESS%, CMD$ 
STATUS%) 

100 IF RIGHT$(CMD$, 1) <> "?" 

THEN GOTO 80 
110 RESPONSE$=SPACE$ (80) 

120 CALL ENTER (RESPONSE$, LENGTH%, 
INST.ADDRESS%, STATUS%) 

130 PRINT RESPONSE$ 

140 GOTO 80 
150 END 

Program 2 



' Memory address . 

' Define call offsets. 

' Set PC<>488 address. 

' Set 7001 address. 

' Set for system control. 

' Initialize system. 

' Prompt for command message. 

' send command message. 

' Test for query. If command is a 
query, goto 80. 

' Make room for data. 

' Get response to query from 7001. 

' Display response to query. 

' Display response to query. 
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IBM PC/XT/ AT or PS/2 with 
10 tech Driver488 Software 

Introduction 

Driver488 software is an IEEE-488 driver for IBM PC 
and compatible computers. When combined with an 
IEEE-488 interface board, the package can control de- 
vices from languages including BASIC, Pascal, Fortran, 
and C. Driver488 software is compatible with: 

• lOtech GP488B or GP488/2 boards 

• National Instruments GPIB-PC, PCII, PCIIA, or 
PCIII boards 

• Capital Equipment #01000-00300 board 

• IBM GPIB Adapter 

The following GW-BASIC program sends a command 
message to the Model 7001 and displays the instru- 
ment response for queries on the CRT. The computer 
must be equipped with an IEEE-488 interface board, 
the DOS 3.00 (or later) operating system, and a lan- 



10 OPEN "\DEV\IEEEOUT" FOR OUTPUT AS #1 
20 lOCTLtl, "BREAK" 

30 PRINT#1, "RESET" 

40 OPEN "\DEV\IEEEIN" FOR INPUT AS #2 
50 PRINT#1, "FILL ERROR" 

60 LINE INPUT "ENTER COMMAND MESSAGE ";A$ 
70 IF LEN(A$)=0 THEN 140 
80 PRINT #1, "OUTPUT 07;"+A$ 

90 IF RIGHT$(A$, 1)0 "?" THEN GOTO 60 
100 PRINT #1, "ENTER 07" 

110 LINE INPUT#2,B$ 

120 PRINT B$ 

130 goto 60 
140 END 



guage with DOS I/O capability. Driver488 controller 
software must be installed and configured as described 
in the instruction manual. 

Directions 

1. Using the front panel MENU key and the GPIB 
menu item, set the primary address of the Model 
7001 to 7. 

2. With power off, connect the Model 7001 to the 
IEEE-488 interface installed in the IBM computer. 

3. Type in GWBASIC on the computer and get into 
the Microsoft interpretive BASIC language. 

4. Enter the lines below using the return key after 
each line. 

5. Run the program and type in the desired com- 
mand string at the ENTER COMMAND MES- 
SAGE prompt. For example, to request the 
currently defined Scan List, type in :SCAN? and 
press the return key. The Scan List will appear on 
the computer CRT. 



' Open file for output. 

' Reset 

' Open file for input. 

' Enable SEQUENCE error detect . 
' Prompt for an get commands . 

' Check for null. 

' Send commands . 

' Check for query. 

' Address 7001 to talk. 

' Get response . 

' Display response message. 

' Repeat . 
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Hewlett-Packard Model 9000 
Series 200/300 

Introduction 

The following program sends a command message to 
the Model 7001 from a Hewlett-Packard Model 9000 
Series 200 / 300 computer and displays the response to 
queries on the computer CRT. The computer must be 
equipped with HP BASIC 4.0. 



Directions 

1. Using the front panel MENU key and the GPIB 



10 DIMA$[50], B$[50] 

20 remote 707 

30 LINPUT "ENTER COMMAND MESSAGE", A$ 
40 OUTPUT 707; A$ 

50 L=LEN(A$) 

60 IE A$[L,L] <> "?" THEN GOTO 30 
70 ENTER 707; B$ 

80 PRINT B$ 

90 GOTO 30 
100 END 



menu item, set the primary IEEE-488 address of 
the Model 7001 to 7. 

2. With the power off, connect the Model 7001 to the 
IEEE-488 interface card installed in the HP com- 
puter. 

3. Enter the lines in the program below, using the EN- 
TER/ RETURN key after each line. 

4. Press the RUN key and type in the desired com- 
mand string at the ENTER COMMAND MES- 
SAGE prompt. For example, to request the 
currently defined Scan List, type in :SCAN? and 
press the return key. The Scan List will appear on 
the computer CRT. 



Place 7001 in remote. 

Prompt for command. 

Address 7001 to listen; send command. 

If command is not a query, goto 30. 

If query, address 7001 to talk. 
Display response to query command. 
Repeat 
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IBM PC/XT/AT or Compatible 
with CEC PC <>488 Interface 
and ASYST Software 

Introduction 

ASYST contains analysis, graphing, and data acquisi- 
tion software in three integrated modules. Minimum 
requirements for ASYST include: 

• IBM PC/XT/ AT or 100% compatible (including 
PS / 2, 386 or 486-based compufers in real mode) 

• DOS 2.0 (DOS 3.0 or above recommended) 

• Infel 8087, 80287, or 80387 mafh coprocessor 

• 640K RAM 

• 25-pin parallel porf 

• Hard disk and one floppy 

• IBM CGA, EGA, VGA, or 100% compatible; Her- 
cules monochrome graphics 

• LIM (Lofus / Infel / Microsoff) expanded memory is 
recommended 

For fhis example, an optional soffware module is re- 
quired for IEEE-488 inferfacing. The compufer musf 
also be equipped wifh a CEC inferface card (PC<>488 
Model 300 or 310, or 4 x 488). 

The ASYST program lisfed here sends a command 
sfring from an IBM compufer fo fhe Model 7001 and 
displays fhe response for queries on fhe compufer's 
CRT. 

Directions 

1. Using fhe fronf panel menu, sef fhe primary ad- 
dress of fhe Model 7001 fo 07. 

2. Wifh fhe power off, connecf fhe Model 7001 fo fhe 
IEEE-488 inferface card insfalled in fhe IBM com- 
pufer. 



3. Boof ASYST soffware. Enfer fhe Main Configura- 
tion Menu: use fhe <F2> key from fhe OK prompf, 
or selecf CONFIG from fhe menu bar. 

4. In addifion fo fhe usual configuration require- 
menfs of ASYST, fhe GPIB musf be configured. 
From fhe Overlay Configuration menu, selecf 
GPIB from fhe Available Overlays lisf; fhen selecf 
GPIB Masfer and Type 1 NEC GPIB driver from fhe 
pop-up menu. 

5. From fhe GPIB Configuration menu, selecf a bus 
number, fhe board number for a Capifal Equip- 
menf PC<>488 (NEC uPD7210 fype), a primary ad- 
dress (0), fhe hexadecimal I/O address (2B8, also 
known as fhe memory address), and an unused in- 
ferrupf line. 

6. Save your changes and refurn fo fhe OK prompf or 
fhe menu bar. 

7. Use fhe command line edifor fo enfer fhe example 
program. From fhe OK prompf, fype EDIT 
7001. DMO; from fhe menu bar, selecf EDIT and 
fype 7001. DMO. Save fhe program and exif fhe ed- 
ifor. 

8. When prompfed, load fhe program wifh fhe L key, 
or fype LOAD 7001. DMO from fhe OK prompf. 

9. When fhe program loads properly, fype MAIN 
from fhe OK prompf fo sfarf execufion. 

10. Type in fhe desired command sfring af fhe "Enfer 
command sfring:" prompf. For example, fo close 
multiplexer channels, type in :CLOS (@1!1:1!5) and 
press the return key. The Model 7001 will show 
closed channels on card 1. To query for closed 
channels, type in :CLOS:STAT? and press the re- 
turn key. The Model 7001 closed channel list will 
then appear on the computer display. 

11. Type <Control-Break> to exit the program loop of 
7001. DMO and refurn fo fhe OK prompf. The pro- 
gram-defined words can be removed from fhe 
ASYST dictionary by fyping FORGET 7001. 
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BUS.INIT 

SEND . INTERFACE . CLEAR 
REMOTE . ENABLE . ON 
SYNCHRONOUS . GPIB 
?GP IB. DEVICES 
07 GPIB. DEVICE 7001 
EOI . ON 
EOS . ON 

10 EOS . CHARACTER 
1000 TIMEOUT 
?GP IB. DEVICE 
100 STRING COMMAND 
100 STRING RESPONSE 

: GET . OUTPUT 

RESPONSE GPIB. READ 
CR RESPONSE "TYPE 



: GET. INPUT 

CR ." Enter command string: " 
"INPUT COMMAND ": = 

"?" COMMAND "WITHIN 
IF 7001 

COMMAND GPIB. WRITE 
GET . OUTPUT 
ELSE 7001 

COMMAND GPIB. WRITE 
THEN 



: MAIN 
BEFIN 
ME 

GET . INPUT 
AGAIN 



\ Initialize bus 
\ TAKE CONTROL OF BUS 

\ Allow remote operation 

\ Make sure ASYST is in sync, mode 
\ List controller parameters 
\ Set 7001 address and name 
\ Enable end or identify 
\ Enable end of string terminator 
\ Use LF terminator 
\ Set timeout for Isec 
\ List 7001 parameters 
\ Allocate 100 bytes for user input 

\ Allocate 100 bytes for 7001 response 

\ Definition for 7001 output 
\ Get response 
\ Display response 

\ Definition for user input 
\ Prompt user 
\ Get commands 
\ Test for query 

\ If query, make 7001 current device 
\ Send commands to 7001 
\ Get response from 7001 
\ If not query, make 7001 current device 
\ Send commands to 7001 



\ Definition for main program 
\ Start loop 

\ Make controller current device 
\ Get commands from user 
\ Return for more commands 
\ <Control-Break> to exit 



C-8 




Controller Programs 



IBM PC/XT/AT with National 
GPIB PC Interface 

Introduction 

The following program sends a command message to 
the Model 7001 from an IBM PC / XT / AT computer and 
displays a response message on the CRT. The computer 
must be equipped with the National GPIB PC Interface 
and the DOS 2.00 (or later revision) operating system. 
Interface software must be installed and configured as 
described in the instruction manual. 

Directions 

1. Using the front panel MENU key and the GPIB 
menu item, set the primary address of the Model 



10 


CLS 




20 


NA$="GPIB0 


";CALL IBFIND (NA$,BRD0%) 


30 


NA$="DEV1" 


:CALL IBFIND (NA$,M700I%) 


40 


V%=7 : CALL 


IBPAD (M7001%, V%) 


50 


V%=&H102 :CALL IBPOKE (BRD0%, V%) 


60 


V%=1 :CALL 


IBSRE (BRD0%, V%) 


70 


INPUT "ENTER COMMAND MESSAGE ":CMD$ 


80 


IF CMD$="EXIT" THEN 160 


90 


IF CMD$+ " 


" THEN 70 



100 CALL IBWRT (M7001%, CMD$) 

110 IF RIGHT$(CMD$, 1) <> ">" THEN GOTO 70 
120 RD$=SPACE$ (100) 

130 CALL IBRD (M7001%,RD$) 

140 PRINT RD$ 

150 GOTO 70 

160 V%=0:CALL IBONL (M7001%, V%) 

170 CALL IBONL (BRD0%,V%) 

180 END 



7001 to 7. 

2. With the power off, connect the Model 7001 to the 
IEEE-488 interface installed in the IBM computer. 

3. Type in BASICA on the computer keyboard to get 
into the IBM interpretive BASIC language. 

4. Place the interface software disk in the default 
drive, type LOAD "DECL", and press the return 
key. 

5. Add the lines below to lines 1-6 which are now in 
memory. Modify the address in lines 1 and 2, as de- 
scribed in the National instruction manual. 

6. Run the program and type in the desired com- 
mand message. For example, to request the cur- 
rently defined Scan List, type in :SCAN? and press 
the return key. The Scan List will appear on the 
computer CRT. 



Clear screen. 

Find board descriptor. 

Find instrument descriptor. 

Set primary address to 7 . 

Set timeouts . 

Set REN true. 

Prompt for command. 

See if program is to be halted. 
Check for null input . 

Send command message. 

Check for query command. 

Define reading input buffer. 
Address 7001 to talk. 

Display message response. 

Repeat . 

Close the instrument file. 
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Introduction 

Basically, the IEEE-488 bus is simply a communication 
system between two or more electronic devices. A de- 
vice can be either an instrument or a computer. When 
a computer is used on the bus, it serves to supervise the 
communication exchange between all the devices and 
is known as the controller. Supervision by the control- 
ler consists of determining which device will talk and 
which device will listen. As a talker, a device will out- 
put information and as a listener, a device will receive 
information. To simplify fhe fask of keeping frack of 
fhe devices, a unique address number is assigned fo 
each one. 



On fhe bus, only one device can falk af a time and is ad- 
dressed fo falk by fhe confroller. The device fhaf is falk- 
ing is known as fhe acfive falker. The devices fhaf need 
fo lisfen fo fhe falker are addressed fo lisfen by fhe con- 
froller. Each lisfener is fhen referred fo as an acfive lis- 
fener. Devices fhaf do nof need fo lisfen are insfrucfed 
fo unlisfen. The reason for fhe unlisfen insfrucfion is fo 
opfimize fhe speed of bus informafion fransfer since 
fhe fask of lisfening fakes up bus time. 



Through fhe use of confrol lines, a handshake sequence 
fakes place in fhe fransfer process of informafion from 
a falker fo a lisfener. This handshake sequence helps 
ensure fhe credibilify of fhe informafion fransfer. The 
basic handshake sequence between an active controller 
(talker) and a listener is as follows: 



1. The lisfener indicafes fhaf if is ready fo lisfen. 

2. The falker places fhe byfe of dafa on fhe bus and in- 
dicafes fhaf fhe dafa is available fo fhe lisfener. 

3. The lisfener, aware fhaf fhe dafa is available, ac- 
cepfs fhe dafa and fhen indicafes fhaf fhe dafa has 
been accepfed. 

4. The falker, aware fhaf fhe dafa has been accepfed, 
sfops sending dafa and indicafes fhaf dafa is nof 
being senf. 

5. The lisfener, aware fhaf fhere is no dafa on fhe bus, 
indicafes fhaf if is ready for fhe nexf byfe of dafa. 



Bus Description 

The IEEE-488 bus, which is also frequenfly referred fo 
a fhe GPIB (General Purpose Inferface Bus), was de- 
signed as a parallel fransfer medium fo opfimize dafa 
fransfer wifhouf using an excessive number of bus 
lines. In keeping wifh fhis goal, fhe bus has only eighf 
dafa lines fhaf are used for bofh dafa and wifh mosf 
commands. Five bus managemenf lines and fhree 
handshake lines round ouf fhe complemenf of bus sig- 
nal lines 



A fypical sef up for confrolled operafion is shown in 
Figure D-1. Generally, a sysfem will confain one con- 
froller and a number of ofher insfrumenfs fo which fhe 
commands are given. Device operafion is cafegorized 
info fhree operators: confroller, falker and lisfener. The 
confroller does whaf ifs name implies; if confrols fhe in- 
sfrumenfs on fhe bus. The falker sends dafa while a lis- 
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tener receives data. Depending on the type of 
instrument, any particular device can be a talker only, 
a listener only or both a talker and listener. 



There are two categories of confrollers: sysfem conf rol- 
ler, and basic confroller. Bofh are able fo confrol ofher 
insfrumenfs, buf only fhe sysfem confroller has fhe ab- 
solufe aufhorify in fhe sysfem. In a sysfem wifh more 
fhan one confroller, only one confroller may be acfive af 
any given time. Cerfain profocol is used fo pass confrol 
from one confroller fo anofher. 



TO OTHER DEVICES 





Figure D-1 

IEEE-488 bus configuration 



The IEEE-488 bus is limifed fo 15 devices, including fhe 
confroller. Thus, any number of falkers and lisfeners up 
fo fhaf limif may be presenf on fhe bus af one fime. Al- 
fhough several devices may be commanded fo lisfen si- 
mulfaneously, fhe bus can have only one acfive falker, 
or communications would be scrambled. 



A device is placed in fhe falk or lisfen sfafe by sending 
an appropriafe falk or lisfen command. These falk and 
lisfen commands are derived from an insfrumenf's pri- 
mary address. The primary address may have any val- 
ue between 0 and 31, and is generally set by rear panel 
DIP switches or programmed in from fhe fronf panel of 
fhe insfrumenf. The acfual lisfen address value senf ouf 
over fhe bus is obfained by ORing fhe primary address 
wifh $20. For example, if fhe primary address is 27 dec- 
imal ($07), fhe acfual lisfen address is $27 ($27 = $07 + 
$20). In a similar manner, fhe falk address is obfained 
by ORing fhe primary address wifh $40. Wifh fhe 
presenf example, fhe falk address derived from a pri- 
mary address of 7 decimal would be $47 ($47 = $07 + 
$40). 



The IEEE-488 sfandards also include anofher address- 
ing mode called secondary addressing. Secondary ad- 
dresses lie in fhe range of $60-$7F. Nofe, however, fhaf 
many devices, including fhe Model 7001, do nof use 
secondary addressing. 



Once a device is addressed fo falk or lisfen, fhe appro- 
priafe bus fransacfions fake place. For example: if fhe 
insfrumenf is addressed fo falk, if places ifs dafa sfring 
on fhe bus one byfe af a fime. The confroller reads fhe 
information and fhe appropriafe software can be used 
to direct the information to the desired location. 



Bus Lines 

The signal lines on the IEEE-488 bus are grouped into 
three different categories: data lines, management lines 
and handshake lines. The data lines handle bus data 
and commands, while the management and hand- 
shake lines ensure that proper data transfer and opera- 
tion fakes place. Each bus line is acfive low, wifh 
approximafely zero volfs representing a logic 1 (frue). 
The following paragraphs describe fhe operafion of 
fhese lines. 
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Data lines 

The IEEE-488 bus uses eight data lines that transfer 
data one byte at a time. DIOl (Data Input /Output) 
through DI08 (Data Input /Output) are the eight data 
lines used to transmit both data and multiline com- 
mands and are bidirectional. The data lines operate 
with low true logic. 



Bus management lines 

The five bus managemenf lines help fo ensure proper 
inferface confrol and managemenf. These lines are 
used fo send fhe uniline commands. 



ATN (Attention) — The ATN line is one of fhe more im- 
porfanf managemenf lines in fhaf fhe sfafe of fhis line 
defermines how informafion on fhe dafa bus is fo be in- 
ferprefed. 



IFC (Inferface Clear) — As fhe name implies, fhe IFC 
line confrols clearing of insfrumenfs from fhe bus. 



REN (Remofe Enable) — The REN line is used fo place 
fhe insfrumenf on fhe bus in fhe remofe mode. 



DAV (DATA VALID) — The source confrols fhe sfafe of 
fhe DAV line fo indicafe fo any lisfening devices 
whefher or nof dafa bus informafion is valid. 



NRFD (Nof Ready For Dafa) — The accepfor confrols 
fhe sfafe of NRFD. If is used fo signal fo fhe fransmif- 
fing device fo hold off fhe byfe fransfer sequence unfil 
fhe accepting device is ready. 

NDAC (Nof Dafa Accepfed) — NDAC is also con- 
frolled by fhe accepfing device. The sfafe of NDAC fells 
fhe source whefher or nof fhe device has accepfed fhe 
dafa byfe. 

The complefe handshake sequence for one dafa byfe is 
shown in Figure D-2. Once dafa is placed on fhe dafa 
lines, fhe source checks fo see fhaf NRFD is high, indi- 
cating fhaf all active devices are ready. Af fhe same 
time, NDAC should be low from fhe previous byfe 
fransfer. If fhese conditions are nof mef, fhe source 
musf waif unfil NDAC and NRFD have fhe correcf sfa- 
fus. If fhe source is a confroller, NRFD and NDAC musf 
be sfable for af leasf lOOnsec after ATN is sef frue. Be- 
cause of fhe possibilify of a bus hang up, many confrol- 
lers have fime-ouf roufines fhaf display messages in 
case fhe fransfer sequence stops for any reason. 



EOI (End or Idenfify) — The EOI is usually used fo 
mark fhe end of a mulfi-byfe dafa fransfer sequence. 



DATA 



SOURCE 



SRQ (Service Requesf) — This line is used by devices 
when fhey require service from fhe confroller. 



Handshake lines 

The bus handshake lines operafe in an inferlocked se- 
quence. This mefhod ensures reliable dafa fransmis- 
sion regardless of fhe fransfer rafe. Generally, dafa 
fransfer will occur af a rafe determined by fhe slowesf 
active device on fhe bus. 



One of fhe fhree handshake lines is confrolled by fhe 
source (fhe falker sending informafion), while fhe re- 
maining fwo lines are confrolled by accepfing devices 
(fhe lisfener or listeners receiving fhe informafion). The 
fhree handshake lines are: 



DAV 



NRFD 



NDAC 



SOURCE 



VALID 



^ ALL READY A CCEPTOR 



^ ALL ACCEPTED 
I ACCEPTOR 



Figure D-2 

IEEE-488 handshake sequence 



Once all NDAC and NRFD are properly sef, fhe source 
sefs DAV low, indicating fo accepfing devices fhaf fhe 



D-3 




IEEE-488 Bus Overview 



byte on the data lines is now valid. NRFD will then go 
low, and NDAC will go high once all devices have ac- 
cepted the data. Each device will release NDAC at its 
own rate, but NDAC will not be released to go high un- 
til all devices have accepted the data byte. 

The sequence just described is used to transfer both da- 
ta, talk and listen addresses, as well as multiline com- 
mands. The state of fhe ATN line defermines whefher 
fhe dafa bus confains dafa, addresses or commands as 
described in fhe following paragraph.^ 

Bus Commands 

The insfrumenf may be given a number of special bus 
commands fhrough fhe IEEE-488 inferface. This sec- 
tion briefly describes fhe purpose of fhe bus commands 
which are grouped info fhe following fhree cafegories. 

1 . Uniline Commands — Senf by setting fhe associaf- 
ed bus lines frue. For example, fo asserf REN (Re- 
mofe Enable), fhe REN line would be sef low (frue). 

2. Mulfiline Commands — General bus commands 
which are senf over fhe dafa lines wifh fhe ATN 
line frue (low). 

3. Common Commands — Commands fhaf are com- 
mon fo all devices on fhe bus; senf wifh ATN high 
(false). 

4. SCPI Commands — Commands fhaf are parficular 
fo each device on fhe bus; senf wifh ATN (false). 

These bus commands and fheir general purpose are 
summarized in Table D-1. 



Uniline commands 

ATN, IFC and REN are asserfed only by fhe confroller. 
SRQ is asserfed by an exfernal device. EOI may be as- 
serfed eifher by fhe confroller or ofher devices depend- 
ing on fhe direcfion of dafa fransfer. The following is a 
description of each command. Each command is senf 
by setting fhe corresponding bus line frue. 

REN (Remofe Enable) — REN is senf fo sef up insfru- 
menfs on fhe bus for remofe operafion. When REN is 
frue, devices will be removed from fhe local mode. De- 
pending on device configurafion, all fronf panel con- 
frols excepf fhe LOCAL button (if fhe device is so 



equipped) may be locked ouf when REN is frue. Gen- 
erally, REN should be senf before affempfing fo pro- 
gram insfrumenf s over fhe bus. 

EOI (End or Identify) — EOI is used fo posifively iden- 
tify fhe lasf byfe in a mulfi-byfe fransfer sequence, fhus 
allowing dafa words of various lengfhs fo be fransmif- 
fed easily. 

IFG (Inferface Glear) — IFG is used fo clear fhe infer- 
face and refurn all devices fo fhe falker and lisfener idle 
sfafes. 



ATN (Affenfion) — The confroller sends ATN while 
fransmiffing addresses or mulfiline commands. 

SRQ (Service Requesf) — SRQ is asserfed by a device 
when if requires service from a confroller. 

U niversal multiline commands 

Universal commands are fhose mulfiline commands 
fhaf require no addressing. All devices equipped fo im- 
plemenf such commands will do so simulfaneously 
when fhe commands are fransmiffed. As wifh all mul- 
filine commands, fhese commands are fransmiffed 
wifh ATN frue. 



LLQ (Local Lockouf) — LLQ is senf fo fhe insfrumenf 
fo lock ouf fhe LQGAL key and fhus all fheir fronf pan- 
el confrols. 



DGL (Device Glear) — DGL is used fo refurn insfru- 
menfs fo some defaulf sfafe. Usually, insfrumenfs re- 
furn fo fheir power-up conditions. 

SPE (Serial Poll Enable) — SPE is fhe firsf sfep in fhe se- 
rial polling sequence which is used fo defermine which 
device has requesfed service. 

SPD (Serial Poll Disable) — SPD is used by fhe confrol- 
ler fo remove all devices on fhe bus from fhe serial poll 
mode and is generally fhe lasf command in fhe serial 
polling sequence. 
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Table D-1 

IEEE-488 bus command summary 



Command 

type 


Command 


State of 

ATN 

line 


Comments 


Uniline 


REN (Remote Enable) 


X 


Set up devices for remote operation. 




EOI 


X 


Marks end of transmission. 




IFC (Interface Clear) 


X 


Clears interface. 




ATN (Attention) 


Low 


Defines data bus contents. 




SRQ 


X 


Controlled by external device. 


Multiline 








Universal 


LLO (Local Lockout) 


Low 


Locks our local operation. 




DCL (Device Clear) 


Low 


Returns device to default conditions. 




SPE (Serial Enable) 


Low 


Enables serial polling. 




SPD (Serial Poll Disable) 


Low 


Disables serial polling. 


Addressed 


SDC (Selective Device Clear) 


Low 


Returns unit to default conditions. 




GTL (Go To Local) 


Low 


Returns device to local. 


Unaddressed 


UNL (Unlisten) 


Low 


Removes all listeners from the bus. 




UNT (Untalk) 


Low 


Removes any talkers from the bus. 


Common 


— 


High 


Programs IEEE-488. 2 compatible instruments for 
common operations. 


SCPI 


— 


High 


Programs SCPI compatible instruments for partic- 
ular operations. 



Addressed multiline commands 

Addressed commands are multiline commands that 
must be preceded by the device listen address before 
that instrument will respond to the command in ques- 
tion. Note that only the addressed device will respond 
to these commands. Both the commands and the ad- 
dress preceding it are sent with ATN true. 



SDC (Selective Device Clear) — The SDC command 
performs essenfially fhe same function as fhe DCL 
command excepf fhaf only fhe addressed device re- 
sponds. Generally, insfrumenfs refurn fo fheir power- 
up defaulf condifions when responding fo fhe SDC 
command. 



GTL (Go To Local) — The GTL command is used fo re- 
move insfrumenfs from fhe remofe mode. Wifh some 
insfrumenfs, GTL also unlocks fronf panel confrols if 



they were previously locked out with the LLO com- 
mand. 



GET (Group Execute Trigger) — The GET command is 
used to trigger devices to perform a specific action that 
depends on device configuration (for example, take a 
reading). Although GET is an addressed command, 
many devices respond to GET without addressing. 

Address commands 

Addressed commands include two primary command 
groups and a secondary address group. ATN is true 
when these commands are asserted. The commands in- 
clude: 



LAG (Listen Address Group) — These listen com- 
mands are derived from an instrument's primary ad- 
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dress and are used to address devices to listen. The 
actual command byte is obtained by ORing the prima- 
ry address with $20. 

TAG (Talk Address Group) — The talk commands are 
derived from the primary address by ORing the ad- 
dress with $40. Talk commands are used to address de- 
vices to talk. 



SGG (Secondary Gommand Group) — Gommands in 
this group provide additional addressing capabilities. 
Many devices (including the Model 7001) do not use 
these commands. 



U naddress commands 

The two unaddress commands are used by the control- 
ler to remove any talkers or listeners from fhe bus. ATN 
is frue when fhese commands are asserfed. 



UNL (Unlisfen) — Lisfeners are placed in fhe lisfener 
idle sfafe by fhe UNL command. 

UNT (Unfalk) — Any previously commanded falkers 
will be placed in fhe falker idle sfafe by fhe UNT com- 
mand. 



Common commands 

Gommon commands are commands fhaf are common 



fo all devices on fhe bus. These commands are desig- 
nafed and defined by fhe IEEE-488. 2 sfandard. 



Generally, fhese commands are senf as one or more 
ASGIl characfers fhaf fell fhe device fo perform a com- 
mon operafion, such as resef. The IEEE-488 bus freafs 
fhese commands as dafa in fhaf ATN is false when fhe 
commands are fransmiffed. 



SC PI commands 

SGPI commands are commands fhaf are parficular fo 
each device on fhe bus. These commands are designaf- 
ed by fhe insfrumenf manufacfurer, and are based on 
fhe insfrumenf model defined by fhe Sfandard Gom- 
mands for Programmable Insfmmenfs (SGPI) Gonsor- 
fium's SGPI sfandard. 



Generally, fhese commands are senf as one or more 
ASGII characfers fhaf fell fhe device fo perform a par- 
ficular operafion, such as seffing a range or closing a re- 
lay. The IEEE-488 bus freafs fhese commands as dafa in 
fhaf ATN is false when fhe commands are fransmiffed. 



Command codes 

Gommand codes for fhe various commands fhaf use 
fhe dafa lines are summarized in Figure D-3. Hexadec- 
imal and fhe decimal values for fhe various commands 
are lisfed in Table D-2. 
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Table D-2 

Hexadecimal and decimal command codes 



Command 


Hex value 


Decimal 

value 


GTL 


01 


1 


SDC 


04 


4 


GET 


08 


8 


LLO 


11 


17 


DCL 


14 


20 


SPE 


18 


24 


SPD 


19 


25 


LAG 


20-3F 


32-63 


TAG 


40-5F 


64-95 


SCG 


60-7F 


96-127 


UNL 


3F 


63 


UNT 


5F 


95 



Typical command sequences 

For the various multiline commands, a specific bus se- 
quence must take place to properly send the command. 
In particular, the correct listen address must be sent to 
the instrument before it will respond to addressed 
commands. Table D-3 lists a typical bus sequence for 
sending the addressed multiline commands. In this in- 
stance, the SDC command is being sent to the instru- 
ment. UNL is generally sent as part of the sequence to 
ensure that no other active listeners are present. Note 
that ATN is true for both the listen command and the 
SDC command byte itself 

Table D-4 gives a typical common command sequence. 
In this instance, ATN is true while the instrument is be- 
ing addressed, but it is set high while sending the com- 
mon command string. 

IEEE command groups 

Command groups supported by the Model 7001 are 
listed in Table D-5. Common commands and SCPI 
commands are not included in this list. 



Table D-3 

Typical addressed command sequence 





Data bus 


Step 


Command 


ATN state 


ASCII 


Hex 


Decimal 


1 


UNL 


Set low 


7 


3F 


63 


2 


LAG* 


Stays low 


/ 


27 


39 


3 


SDC 


Stays low 


EOT 


04 


4 


4 




Returns high 









‘Assumes primary address = 7. 
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Table D-4 

Typical common command sequence 





Data bus 


Step 


Command 


ATN state 


ASCII 


Hex 


Decimal 


1 


UNL 


Set low 


? 


3F 


63 


2 


LAG* 


Stays low 


/ 


27 


39 


3 


Data 


Set high 


* 


2A 


42 


4 


Data 


Stays high 


R 


52 


82 


5 


Data 


Stays high 


S 


53 


83 


6 


Data 


Stays high 


T 


54 


84 



Assumes primary address = 7. 



Table D-5 

IEEE command groups 
HANDSHAKE COMMAND GROUP 

NDAC = NOT DATA ACCEPTED 
NEED = NOT READY FOR DATA 
DAY = DATA VALID 
UNIVERSAL COMMAND GROUP 
ATN = ATTENTION 
DCL = DEVICE CLEAR 
IFC = INTERFACE CLEAR 
REN = REMOTE ENABLE 
SPD = SERIAL POLL DISABLE 
SPE = SERIAL POLL ENABLE 
ADDRESS COMMAND GROUP 
LISTEN LAG = LISTEN ADDRESS GROUP 
MLA = MY LISTEN ADDRESS 
UNL = UNLISTEN 

TALK TAG = TALK ADDRESS GROUP 
MTA = MY TALK ADDRESS 
UNT = UNTALK 
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Table D-5 (continued) 

IEEE command groups 

OTA = OTHER TALK ADDRESS 
ADDRESSED COMMAND GROUP 

ACG = ADDRESSED COMMAND GROUP 
GTL = GO TO LOCAL 
SDC = SELECTIVE DEVICE CLEAR 
STATUS COMMAND GROUP 

RQS = REQUEST SERVICE 
SRQ = SERIAL POLL REQUEST 
STB = STATUS BYTE 
EOI = END 



D-10 






E 

IEEE-488 Conformance Information 



Information 

The IEEE-488.2 standard requires specific information 
about how the Model 7001 implements the standard. 
Paragraph 4.9 of the IEEE-488.2 standard (Std 488.2- 
1987) lists the documentation requirements. Table E-1 
provides a summary of the requirements, and provides 
the information or references the manual for that infor- 
mation. 



Table E-1 

IEEE-488 documentation requirements 





Requirement 


Description or 
Reference 


(1) 


IEEE-488 Inter- 
face Function 
Codes. 


See Appendix C 


(2) 


Behavior of 7001 
when the address 
is set outside the 
range 0-30. 


Error message 
occurs. Previous 
address is 
retained. 


(3) 


Behavior of 7001 
when valid 
address is entered. 


No error message. 
Display returns to 
GPIB SETUP 
MENU. 


(4) 


Power-On Setup 
Conditions. 


*RST; see para- 
graph 5.9.10. 
:SYST:PRES and 
:SYST:POS; see 
paragraph 5.10.7. 



Table E-1 (continued) 

IEEE-488 documentation requirements 



(5) 


Message Exchange 
Options: 




(a) 


Input buffer size. 


256 bytes. 


(b) 


Queries that 
return more than 
one response mes- 
sage. 


None. 


(c) 


Queries that gen- 
erate a response 
when parsed. 


All queries (Com- 
mon Commands 
and SCPI). 


(d) 


Queries that gen- 
erate a response 
when read. 


None. 


(e) 


Coupled com- 
mands. 


:TRIG:CQUNT is 
coupled to 
:TRIG:CQUNT:A 
UTQ. Enabling 
Auto sets count to 
the scan list 
length. 


(6) 


Functional ele- 
ments required for 
SCPI commands. 


Contained in SCPI 
command sub- 
systems tables (see 
Appendix B). 


(7) 


Buffer size limita- 
tions for block 
data. 


Up to 20 charac- 
ters for block dis- 
play messages. 
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Table E-1 (continued) 

IEEE-488 documentation requirements 



(8) 


Syntax restric- 
tions. 


Confained in para- 
graph 5.10 (SCPl 
Command Sub- 
sysfems). 


(9) 


Response syntax 
for every query 
command. 


Confained in para- 
graphs 5.9 (Com- 
mon Commands) 
and 5.10 (SCPl 
Command Sub- 
sysfems). 


(10) 


Device-to-device 
message transfer 
fhaf does nof fol- 
low rules of fhe 
sfandard. 


None. 


(11) 


Block data 
response size. 


None. 


(12) 


Common Com- 
mands imple- 
menfed by 7001. 


See Appendix A 


(13) 


Calibrafion query 
information. 


Nof applicable. 


(14) 


Trigger macro for 
*DDT. 


Nof applicable. 


(15) 


Macro informa- 
fion. 


Nof applicable. 


(16) 


Response fo *1DN 
(idenfificafion). 


See paragraph 

5.9.5. 



Table E-1 (continued) 

IEEE-488 documentation requirements 



(17) 


Sforage area for 
*PUD and *PUD? 


Nof applicable. 


(18) 


Resource descrip- 
fion for *RDT and 
*RDT? 


Nof applicable. 


(19) 


Effecfs of *RST, 
*RCL and *SAV. 


*RST; see para- 
graph 5.9.10, 
*RCL; see para- 
graph 5.9.9, 
*SAV; see para- 
graph 5.9.11. 


(20) 


*TST informafion. 


See Section 7. 


(21) 


Sfafus regisfer 
sfrucfure. 


See paragraph 5.6. 


(22) 


Sequenfial or 
overlapped com- 
mands. 


All are sequenfial 
excepf :1N1T and 
:1N1T:C0NT ON 
which are sequen- 
fial. 


(23) 


Operation com- 
plefe messages. 


*OPC; see para- 
graph 5.9.6, 
*OPC?; see para- 
graph 5.9.7, 
*WAI; see para- 
graph 5.9.17. 
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SC PI Conformance Information 



Introduction 



The Model 7001 complies with SCPI version 1991.0. 



Table F-1 

Syntax of SCPI confirmed commands implemented by Model 7001 



Command 


Description 


:DISPlay 




[ :WlNDow[l]] 


Path to locate message to top portion of display 


:TEXT 


Path to control user text messages: 


:DATA <a> 


Define ASCII message "a" using up fo 20 characfers. 


:STATe <b> 


Enable (1 or ON) or disable (0 or OFF) message. 


:STATe? 


Requesf message sfafus (enabled or disabled). 


:WlNDow2 


Pafh fo locafe message fo boffom porfion of display: 


:TEXT 


Pafh fo confrol user fexf messages: 


:DATA <a> 


Define ASCII message "a" using up fo 32 characfers. 


:STATe <b> 


Enable (1 or ON) or disable (0 or OFF) message. 


:STATe? 


Requesf message sfafus (enabled or disabled). 


[:ROUTe] 




:CLOSe <list> 


Pafh and command fo close specified channels: 


:STATe? 


Requesf channels fhaf are closed. 


:OPEN <list> 1 ALL 


Open specified (or all) channels. 


:SCAN <list> 


Pafh and command fo specify channel lisf: 


:P01Nts? 


Requesf number of channels in fhe scan lisf. 
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Table F-1 (continued) 

Syntax of SCPI confirmed commands implemented by Model 7001 



Command 


Description 


:STATus 




:OPERation 


Path to control operation event registers: 


[:EVENt]? 


Read the status register. 




CONDition? 


Read the condition register. 




PTRansition <n> 


Program the positive transition register (0 to 1122). 




PTRansition? 


Read the positive transition register. 




NTRansition <n> 


Program the negative transition register (0 to 1122). 




NTRansition? 


Read the negative transition register. 




ENABle <n> 


Program the enable register (0 to 1122). 




ENABle? 


Read the enable register. 




ARM 


Path to control arm event registers: 




[:EVENt]? 


Read the status register. 






CONDition? 


Read the condition register. 






PTRansition <n> 


Program the positive transition register (0 or 2). 






PTRansition? 


Read the positive transition register. 






NTRansition <n> 


Program the negative transition register (0 or 2). 






NTRansition? 


Read the negative transition register. 






ENABle <n> 


Program the enable register (0 or 2). 






ENABle? 


Read the enable register. 






SEQuence 


Path to control the sequence event registers: 






[:EVENt]? 


Read the status register. 






:CONDition? 


Read the condition register. 






:PTRansition <n> 


Program the positive transition register (0 to 6). 






:PTRansition? 


Read the positive transition register. 






:NTRansition <n> 


Program the negative transition register (0 to 6). 






:NTRansition? 


Read the negative transition register. 






:ENABle <n> 


Program the enable register (0 to 6). 






:ENABle? 


Read the enable register. 


:TRIGger 


Path to control trigger event registers: 




[:EVENt]? 


Read the status register. 




:CONDition? 


Read the condition register. 




:PTRansition <n> 


Program the positive transition register (0 or 2). 




:PTRansition? 


Read the positive transition register. 




:NTRansition <n> 


Program the negative transition register (0 or 2). 




:NTRansition? 


Read the negative transition register. 




:ENABle <n> 


Program the enable register (0 or 2). 




:ENABle? 


Read the enable register. 


:PRESet 


Return status registers to default states. 


:QUEue 


Path to access error queue: 


[:NEXT]? 


Request most recent error message. 


:ENABle <list> 


Specify error and sfafus messages for queue. 
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Table F-1 (continued) 

Syntax of SCPI confirmed commands implemented by Model 7001 



Command 


Description 


■.STATUS 




:QUEStionable 


Path to control questionable event registers: 


[:EVENt]? 


Read the status register. 


:CONDition? 


Read the condition register. 


:PTRansition <n> 


Program the positive transition register. 


:PTRansition? 


Read the positive transition register. 


:NTRansition <n> 


Program the negative transition register. 


:NTRansition? 


Read the negative transition register. 


:ENABle <n> 


Program the enable register. 


:ENABle? 


Read the enable register. 


:SYSTem 




:ERRor? 


Request message from Error /Status Queue. 


:PRESet 


Return instrument to default conditions. Request the revision level 


:VERSion? 


of fhe SCPI Sfandard. 


Trigger commands 




TNITiate 


Subsysfem command pafh: 


[TMMediate] 


Inifiafe one frigger (scan) cycle. 


:CONTinuous <b> 


Enable (1 or ON) or disable (0 or OFF) confinuous 


:ABORt 


inifiafion of frigger sysfem. 


:ARM[:SEQuence[l]] 


Resef frigger sysfem and go fo idle sfafe. 


[:LAYer[l]] 


Subsysfem command pafh fo configure scan: 




IMMediate 


Pafh fo program arm layer of scan: 




COUNt <n> 1 INFinite 


Loop around confrol source. 




COUNt? 


Program number of arms (1 fo 9999, or INFinife). 




SOURce HOLD 1 IMMediate 1 


Requesf programmed arm counf. 




MANual 1 BUS 1 EXTernal 


Selecf Arm Layer 1 confrol source. 


:SOURce? 


Requesf programmed source (evenf). 


:SIGNal 


Loop around confrol source. 


:LAYer2 


Pafh fo program scan layer of scan: 




IMMediate 


Loop around confrol source. 




COUNt <n> 1 INFinite 


Program number of scans (1 fo 9999, or INFinife). 




COUNt? 


Requesf programmed scan counf. 




DELay <num> 


Program delay (0 fo 99999.999 sec) 




DELay? 


Requesf programmed delay period. 




SOURce HOLD 1 IMMediate 1 
MANual 1 BUS 1 EXTernal 1 
TIMer 


Selecf Arm Layer 2 confrol source. 




:SOURce? 


Requesf programmed source (evenf). 




SIGNal 


Bypass scan confrol source one time only. 




TIMer <num> 


Sef timer inferval (0 fo 99999.999 sec). 




TIMer? 


Requesf fhe programmed timer inferval. 
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Table F-1 (continued) 

Syntax of SCPI confirmed commands implemented by Model 7001 



Command 


Description 


Trigger commands 




:TRIGger[:SEQuence[l]] 


Path to program channel layer of scan: 


:IMMediate 


Scan channels immediately. (Loop around control source.) 


:COUNt <n> 1 INFinite 


Program number of channels (1 to 9999, or INFinite). 




:AUToON/OFF 


Use scan-list-length. 




COUNt? 


Request programmed channel count. 




DFLay <num> 


Program delay (0 to 99999.999 sec) 




DFLay? 


Request programmed delay period. 




SOURce HOLD 1 IMMediate 1 
MANual 1 BUS 1 FXTernal 1 TIMer 


Select Trigger Layer Control Source. 




SOURce? 


Request programmed source (event). 




SIGNal 


Bypass channel control source one time only. 




TIMer <num> 


Set timer interval (0 to 99999.999 sec). 




TIMer? 


Request the programmed timer interval. 
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Table F-2 

Syntax of non-SCPI commands implemented by Model 7001 



Command 


Description 


:DISPlay 




:SMESsage <b> 


Enable (1 or ON) or disable (0 or OFF) displayed status messages. 






Request state of status message display. 


:SMESsage? 




:OUTPut 




:TTLn 


Path and command to specify output line "n" (1-4): 


:LSENse AHIGh 1 ALOW 


Set polarity; active high (AHIG) or active low (ALOW). 


:LSENse? 


Request polarity of specified output line (n). 


[:ROUTe] 




:SCAN? 


Request the programmed scan list. 


:FCHannels <list> 


Specifies channels that cannot be closed (forbidden). 


:FCHannels? 


Request list of restricted channels. 


:CONFigure 


Configuration command path: 


:SCHannel <b> 


Enable (1 or ON) or disable (0 or OFF) Single Channel. 


:SCHannel? 


Request status of Single Channel mode. 


:CPAir <b> 


Enable (1 or ON) or disable (0 or OFF) Channel Pairing. 


:CPAir? 


Request status of Channel Pairing. 


:SLOTl 


Path to configure CARD 1: 




CTYPE <type> 


Specify the card type installed in the slot. 




CTYPE? 


Request the card type installed in the slot. 




POLE <n> 


Select pole mode (1, 2 or 4). 




POLE? 


Request the programmed number of poles. 




STIMe <num> 


Set relay settling time in seconds (0 to 99999.999). 




STIMe? 


Request the programmed relay settling time. 


:SLOT2 


Path to configure CARD 2: 




CTYPE <type> 


Specify the card type installed in the slot. 




CTYPE? 


Request the card type installed in the slot. 




POLE <n> 


Select pole mode (1, 2 or 4). 




POLE? 


Request the programmed number of poles. 




STIMe <num> 


Set relay settling time in seconds (0 to 99999.999). 




STIMe? 


Request the programmed relay settling time. 


:MEMory 


Path to program memory: 


:SAVe M<num> 


Saves channel pattern at memory location (1-100). 


:RECall M<num> 


Recalls channel pattern from memory location (1-100). 


:SENSe[l] 




:TTL1 


Command path for input port. 


:DATA? 


Read digital input port. 


:SENSe2 


Command path: 


:DATA? <list> 


Read specified input channels for slot 1. 


:SENSe3 


Command path: 


:DATA? <list> 


Read specified input channels for slot 2. 
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Table F-2 (continued) 

Syntax of non-SCPI commands implemented by Model 7001 



Command 


Description 


:SOURce 




Command path to program digital output port bits: 


:TTL1 




Path to program Bit 1 of output port: 


[:LEVel] <b> 


Set (1 or ON) or reset (0 or off). 


[:LEVel]? 


Requesf sfafus of Bif 1. 


:TTL2 




Pafh fo program Bif 2 of oufpuf porf: 


[:LEVel] <b> 


Sef (1 or ON) or resef (0 or off). 


[:LEVel]? 


Requesf sfafus of Bif 2. 


:TTL3 




Pafh fo program Bif 3 of oufpuf porf: 


[:LEVel] <b> 


Sef (1 or ON) or resef (0 or off). 


[:LEVel]? 


Requesf sfafus of Bif 3. 


:TTL4 




Pafh fo program Bif 4 of oufpuf porf: 


[:LEVel] <b> 


Sef (1 or ON) or resef (0 or off). 


[:LEVel]? 


Requesf sfafus of Bif 4. 


:SYSTem 






:POSetup RST 1 PRESet 1 SAVO 1 SAVl 1 


Selecf Power-on sefup. 


SAV2 1 SAV3 1 SAV4 1 SAV5 1 SAV6 1 




SAV7ISAV8ISAV9 




:POSetup? 


Requesf Power-on sefup. 


Trigger commands: 




:ARM[:SEQuence[l]] 


Subsysfem command pafh fo configure scan: 


[:LAYer[l]] 


Pafh fo program arm layer of scan: 


:SOURce TLINk 


Selecf Arm Layer 1 confrol source. 


:TCONfigure 


Pafh fo configure Triggers. 


:DIRection SOURce 1 ACCeptor 


Enable (SOUR) or disable (ACC) Bypass. 


:DIRection? 


Requesf fhe programmed direcfion. 


:ASYNchronous 


Pafh fo configure asynchronous Trigger Link mode: 




ILINe <n> 


Selecf inpuf line (1 fo 6). 




ILINe? 


Requesf programmed inpuf line. 




OLINe <n> 


Selecf oufpuf line (1 fo 6). 




OLINe? 


Requesf programmed oufpuf line. 


LAYer2 


Pafh fo program scan layer of scan. 


:SOURce TLINk 


Selecf Arm Layer 2 confrol source. 


:TCONfigure 


Pafh fo configure Trigger Link: 


:DIRection SOURce 1 ACCeptor 


Enable (SOUR) or disable (ACC) Bypass. 


:DIRection? 


Requesf fhe programmed direcfion. 


:ASYNchronous 


Pafh fo configure asynchronous mode: 




ILINe <n> 


Selecf inpuf line (1 fo 6). 




ILINe? 


Requesf programmed inpuf line. 




OLINe <n> 


Selecf oufpuf line (1 fo 6). 




OLINe? 


Requesf programmed oufpuf line. 
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Table F-2 (continued) 

Syntax of non-SCPI commands implemented by Model 7001 



Command 


Description 


Trigger commands: 
:TRIGger[:SEQuence[l ] ] 


Path to program channel layer of scan. 


:SOURceTLINk 


Select Trigger Layer Control Source. 


:TCONfigure 


Path to configure Triggers: 


:PROTocol ASYNchronous 1 


Select protocol (asynchronous or semi-synchronous 


SSYNchronous 


Trigger Link.) 


:PROTocol? 


Request programmed protocol. 


:DIRection SOURce 1 ACCeptor 


Enable (SOUR) or disable (ACC) Bypass. 


:DIRection? 


Request the programmed direction. 


: AS YN chronous 


Path to configure asynchronous Trigger Link mode: 


:ILINe <n> 


Select input line (1 to 6). 


:ILINe? 


Request programmed input line. 


:OLINe <n> 


Select output line (1 to 6). 


:OLINe? 


Request programmed output line. 


:SSYN chronous 


Path to configure semi-synchronous Trigger Link mode: 


:LINe <n> 


Select trigger line (1 to 6). 


:LINe? 


Request programmed trigger line. 
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:DISabl4 5-115 
Store |4^ 

Switching card simulators 
Switch ing ma inframe settings 4-65 
Syntax 5-29 
SYSTern subsystem 



POSetup 



5-117 



5-117 



PRESet fsnTTT 



VERSion?]5-li8 ] 



ERRor? 5-119 



4-35 



4-38 



Timer 

Trigger conditiori register 



Trigger control 4-37 



5-15 



4-42 



Trigger event enable registe r 5-1 7 
Trigger event register 



Trigger event status 5-1 5 
Trigger event transition filter 



5-17 



5-16 
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4-51 


6-11 
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Trigger subsvsterr 
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COUNt commanr s 5-1 25 
DELay commands 5-1 27 
DIRection commands 5-1 32 
IMMedia te comm ands 
:INITiate |^123 1 
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KEITH LEY 



Service Form 

Model No. Serial No. Date 

Name and Telephone No. 

Company 

List all control settings, describe problem and check boxes that apply to problem. 



Q Intermittent Q 

Q IEEE failure Q 

Q Front panel operational Q 

Display or output (check one) 

□ Drifts □ 

Q Unstable Q 

Q Overload 



Analog output follows display 

Obvious problem on power-up 
All ranges or functions are bad 

Unable to zero 

Will not read applied input 

Certificate of calibration required 



Q Calibration only Q 

Q Data required 
(attach any additional sheets as necessary) 



Q Particular range or function bad; specify 

Q Batteries and fuses are OK 
Q Checked all cables 



Show a block diagram of your measurement system including all instruments connected (whether power is turned on or not). 
Also, describe signal source. 



Where is the measurement being performed? (factory, controlled laboratory, out-of-doors, etc.) 



What power line voltage is used? Ambient temperature? °F 

Relative humidity? Other? 

Any additional information. (If special modifications have been made by the user, please describe.) 



Be sure to include your name and phone number on this service form. 





Specifications are subject to change without notice. 

All Keithley trademarks and trade names are the property of Keithley Instruments, Inc. All other 
trademarks and trade names are the property of their respective companies. 



KEITHLEY 



Keithley Instruments, Inc. 28775 Aurora Road • Cleveland, Ohio 44139 • 440-248-0400 • Fax: 440-248-6168 
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Sales Offices: BELGIUM: Bergensesteenweg 709 • B-1600 Sint-Keters-Leeuw • 02-363 00 40 • Fax: 02/363 00 64 

CHINA: Yuan Chen Xin Building, Room 705 • 12 Yumin Road, Dewai, Madian • Beijing 100029 • 8610-6202-2886 • Fax: 8610-6202-2892 

FINLAND: Tietajantie 2 • 02130 Espoo • Phone: 09-54 75 08 10 • Fax: 09-25 10 51 00 

FRANCE: 3, allee des Garays • 91127 Palaiseau Cedex • 01-64 53 20 20 • Fax: 01-60 11 77 26 

GERMANY: Landsberger Strasse 65 • 82110 Germering • 089/84 93 07-40 • Fax: 089/84 93 07-34 

GREAT BRITAIN: Unit 2 Commerce Park, Brunei Road • Theale • Berkshire RG7 4AB • 0118 929 7500 • Fax: 0118 929 7519 

INDIA: Flat 2B, Willocrissa • 14, Rest House Crescent • Bangalore 560 001 • 91-80-509-1320/21 • Fax: 91-80-509-1322 

ITALY: Viale San Gimignano, 38 • 20146 Milano • 02-48 39 16 01 • Fax: 02-48 30 22 74 

KOREA: FL., URI Building • 2-14 Yangjae-Dong • Seocho-Gu, Seoul 137-130 • 82-2-574-7778 • Fax: 82-2-574-7838 

NETHERLANDS: Postbus 559 • 4200 AN Gorinchem • 0183-635333 • Fax: 0183-630821 

SWEDEN: c/o Regus Business Centre • Frosundaviks Alle 15, 4tr • 169 70 Solna • 08-509 04 679 • Fax: 08-655 26 10 

SWITZERLAND: Kriesbachstrasse 4 • 8600 Dubendorf • 01-821 94 44 • Fax: 01-820 30 81 

TAIWAN: IFL., 85 Po Ai Street • Hsinchu, Taiwan, R.O.C. • 886-3-572-9077* Fax: 886-3-572-9031 
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